TECHNICAL MEMORANDUM


__________________________________________________________





Date:	October 20, 1997





To:	John Strand


	King County Water and Land Resources Division





	Charlie Wisdom


	Parametrix, Inc.





From:	Scott Mickelson


	King County Environmental Laboratory





Subj:	WQA Invertebrate Tissue Study


	Analytical Data and Quality Assurance Review


__________________________________________________________





Analysis has been completed on tissue samples collected for the WQA invertebrate study.  I have performed a quality assurance review of the data and the following documents are enclosed for your review.





A bound copy of the quality assurance narrative.


A comprehensive report of conventionals, metals and organics data.





Based on the quality assurance review, the table below summarizes the compounds or elements that were detected during analysis and possible analytical bias for each.





Compound or Element�
Analytical Bias�
�
Mercury�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Chromium�
Positive analytical results are considered estimated for sample 11444-1 due to severe matrix interference for chromium during ICP analysis.  Chromium performed poorly in the MS/MSD analysis on this sample.  Spike blank recovery was within QC limits and the SRM recovery was only slightly elevated.  No apparent analytical bias for other chromium data.  Data may be used without qualification.�
�
Zinc�
Positive analytical results are possibly biased low due to SRM and MS recoveries.  �
�
Antimony�
Low MS/MSD recoveries, however, the spike blank recovery was within QC limits.  There is no SRM available for antimony.  No apparent analytical bias.  Data may be used as reported without qualification.�
�
Arsenic�
High MS/MSD recoveries, however, the spike blank and SRM recoveries are within QC limits.  No apparent analytical bias.  Data may be used as reported without qualification.�
�
�
Compound or Element�
Analytical Bias�
�
Cadmium�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Copper�
Poor performance on MS/MSD.  The spike blank and SRM recoveries, however, were within QC limits.  No apparent analytical bias.  Data may be used as reported without qualification.�
�
Lead�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Nickel�
Poor performance on MS/MSD.  The spike blank and SRM recoveries, however, were within QC limits.  No apparent analytical bias.  Data may be used as reported without qualification.�
�
Silver�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Percent Lipids�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Tributyltin�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Aroclor 1248�
No apparent analytical bias.  Data may be used as reported without qualification.  See note below regarding sample 11444-2.�
�
Aroclor 1254�
No apparent analytical bias.  Data may be used as reported without qualification.  See note below regarding sample 11444-2.�
�
Aroclor 1260�
No apparent analytical bias.  Data may be used as reported without qualification.  See note below regarding sample 11444-2.�
�
Bis(2-ethylhexyl) phthalate�
Positive analytical results for samples 11193-1 and 11193-2 are  possibly biased high due to high recoveries of surrogate d14-terphenyl in both samples.�
�
Fluoranthene�
No apparent analytical bias.  Data may be used as reported without qualification.�
�
Pyrene�
High MS recovery, however, MSD and spike blank recoveries were within QC limits.  No apparent analytical bias.  Data may be used as reported without qualification.�
�



When referring to possible analytical bias, I’m being quite conservative and you, as the end data user, will also want to thoroughly review the data set prior to applying any analytical bias to individual data points.





Very low PCB surrogate recoveries (11% for TCX and 17% for DCB) were reported for sample 11444-2.  Analytical results were less than the method detection limit for all Aroclors in this sample.  The same sample was analyzed for the matrix spike and matrix spike duplicate.  Surrogate recoveries for the MS/MSD analyses were within QC limits (recoveries ranging from 61 to 108%).  Analytical results for Aroclors 1248 and 1254 were still less than the method detection limit in the MS and MSD.  Aroclor 1260 is used as the spiking compound at a concentration of 50 (g/Kg.  The MS/MSD recoveries were 85 and 70%, respectively.  Based on these results, a conservative approach would be to raise the method detection limit for Aroclor 1260 in sample 11444-2 to the spike concentration or 50 (g/Kg.  The sample result would still be “less than MDL” at this new method detection limit.





(((





Should you have any questions regarding this data submission and quality assurance review or require further information, please give me a call.








Enclosures
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