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APPENDIX G1 – DATA QUALITY SUMMARY 
 
This section summarizes the findings of the data quality assessment, which followed the 
steps outlined in Section 10.0 of the project Quality Assurance Project Plan (QAPP; King 
County 2015a). The data collected for this project were reviewed partway through data 
collection and again when the full dataset was available. This summary describes how well 
the data met the general project objectives and the specific data quality objectives, as well 
as any implications this may have on data usage. Finally, the section includes a brief 
summary of system-wide data quality for data that were obtained from other sources, but 
used for comparisons (i.e., 2010-11 outfall samples and lake monitoring data). 

G1.1  General Project Objectives 

Project objectives were achieved with a few exceptions, which are listed below (see Section 
1.1 of the main report for a list of project objectives):  

• The effectiveness of the retrofit for bacteria treatment could not be confidently 
determined due to data quality issues and impacted Objectives 1, 2, and 4. These 
data quality issues are described in the data validation memo included as Appendix 
G2. Some estimates of bacteria treatment effectiveness are presented in Appendix H.  

• There were significant issues with the ability to collect flow data at the detention 
tank system (DTS) as described in Appendix I. These data were required to address 
the flow control portion of project objective #2. No estimates of flow control 
effectiveness are included in this report. 

• To address Objective 1, the QAPP specified that six to eight storms would be 
sampled for each individual BMP; however only five storms were sampled for the 
Filterra® (i.e., FLT1) and only two storms were sampled at the bioretention planter 
box (BPB) installed in 2016 (i.e., BPB4). This data limitation resulted in lower 
statistical power to evaluate the Filterra treatment effectiveness. However, 
statistical differences were detected for many parameters, indicating sufficient 
statistical power to detect treatment effectiveness for most parameters. 
Representativeness may have been limited, however (See Section G1.6). Statistical 
tests could not be conducted for the limited BPB4 results without combining these 
data with other BPB results. Therefore, comparisons between new BPBs and older 
BPBs (i.e., BPB1, BPB2, and BPB3 – installed in 2012) could not be done for this 
study. While the QAPP specified a second Filterra would be evaluated by the study, 
this was not possible (See Appendix C). 
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G1.2  Precision 

Precision is the agreement of a set of results among themselves and is a measure of the 
ability to reproduce a result. Precision was evaluated through analysis of field replicates, 
laboratory replicates and matrix spike duplicates according to the control limits specified 
in the QAPP. 

• Section G2 describes a few instances where King County Environmental Laboratory 
(KCEL) quality control (QC) results were outside precision control limits specified in 
the QAPP. The associated sample results were qualified as estimates, but none of 
these results were rejected. Precision control limits were met for polychlorinated 
biphenyl (PCB) analysis. 

• Table G1-1 lists the field replicate samples collected for the project. The total 
number of field replicates exceeded the number specified in the QAPP, but more 
replicates were collected from the influent than effluent, due to limited effluent flow 
during the sampling period. The relative percent differences (RPDs) between 
primary and replicate sample results were within the control limits used for 
laboratory replicates for all but a handful of results (Table G1-2). 

 
  Collection and analysis of field replicate samples. Table G1-1.

Site/ 
Flow 

Collect 
Date Sample IDs* Field 

Meas. TSS 
Total 

Nutrients 
& Metals 

Dis. 
Nutr. 

Dis. 
Metals PAH TPH-

Dx PCB 

BPB1 
Influent 01/21/16 L64648-1 (-2) 

L64648-9 (-10)         

BPB1 
Influent 10/26/16 

L66498-1 (-2) 
L66498-22 (-
23) 

 X X      

BPB2 
Influent 03/01/16 L64921-5 

L64921-17         

BPB2 
Effluent 03/09/16 

L64999-7 (-8) 
L64999-17 (-
18) 

       X 

BPB3 
Effluent 02/09/17 L67070-11 

L67070-26 X X       

Filterra 
Influent 01/17/17 L66938-17 

L66938-22 
Only 

turbidity  X      

DTS 
Influent 09/17/16 L66175-1 

L66175-5 X        

DTS 
Effluent 09/17/16 L66175-3 

L66175-6         

*Replicate sample IDs in bold. Grab sample IDs in parentheses. 
 - all results were within laboratory replicate control limits 
X – some results were outside laboratory replicate control limits (Table G1-2). 
TSS – total suspended solids; Dis. Nutr. – dissolved nutrients; PAH – polycyclic aromatic hydrocarbons; 
TPH-Dx – total lube oil-/diesel-range hydrocarbons, PCB – polychlorinated biphenyls 
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  Results for field replicate samples that exceeded control limits. Table G1-2.

Parameter Control Limits Field Replicate Results 
Outside Control Limits (RPD) 

Turbidity 20% L67070-26 (38%) 
L66175-5   (57%) 

Conductivity 10% L66175-5   (43%) 

TSS 25% L66498-22 (28%) 
L67070-26 (28%) 

Total 
Phosphorus 20% L66938-22 (21%) 

Lead 20% L66498-22 (24%) 
L66938-22 (29%) 

Total PCBs 50% L64999-17 (180%) 

 
Comparison of field replicate results to laboratory replicate control limits is a conservative 
measure of precision, and these slight variations do not indicate severe precision issues; 
however, the relatively greater difference between PCB results was investigated further.  
 
Total PCBs are calculated as the sum of all detected congeners, and individual congener 
concentrations were compared to further explore differences in this sample pair. Only one 
congener (PCB-118, 5.9 pg/L) was detected in the primary sample (L64999-7). Detection of 
such a low concentration is extremely unusual for an environmental sample. Nineteen 
congeners (114 pg/L total PCBs) were detected in the field replicate (L64999-17) which 
represents a more typical pattern. PCB-118 was detected at very similar concentrations 
(5.9 and 5.4 pg/L) and was the only congener in common between the samples. There was 
no indication that the other 18 congeners were present in the primary sample (e.g., no 
blank corrected or qualified results). However, almost all detections in these samples were 
below the estimated quantitation limit (EQL) and were flagged as estimates by the 
laboratory.  
 
Coincidentally, a laboratory duplicate analysis was performed on this field replicate. Total 
PCBs in the laboratory duplicate were very similar to the field replicate at 112 pg/L, and 
the congener profiles were virtually identical. This indicates acceptable laboratory 
precision, suggesting that the difference between the primary sample and field replicate is 
due to variability introduced during field collection. Overall, these total PCB concentrations 
are quite low and as a result, a slight difference in collected material can result in seemingly 
high variability. The project objectives were still addressed, because differences between 
influent and effluent PCB concentrations at the BPBs and Filterra were generally much 
greater than this low level variability. 
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G1.3  Bias 

Bias is a measure of the difference, due to a systematic factor, between an analytical result 
and the true value of an analyte. This was evaluated through analysis of equipment blanks, 
method blanks, spike blanks, matrix spikes, certified reference materials, laboratory 
control samples and/or surrogates, along with laboratory recovery sample control charts.  

• No systematic bias was observed in the KCEL analysis based on method blanks and 
spiked QC samples, but there were a few isolated instances of bias. These instances 
are described in the data validation memo, and some sample results were qualified 
as estimates with high or low bias. The severity of bias was low and did not indicate 
results should be rejected.  

• Method blank contamination is an expected issue for PCB congener analysis due to 
the ubiquitous nature of PCBs and the low detection limits required for the analysis. 
Total PCB concentrations in all method blanks were less than 200 pg/L, and all 
congeners detected within five times the concentration in the associated blank were 
qualified as non-detects during the data validation process. Congener PCB-11 was 
the most common and influential contaminant in the method blanks.  

• As detailed in Section G3, one laboratory control sample for PCB analysis indicated 
high bias for two congeners. This resulted in the need to flag some sample results as 
estimates in the data validation process, but no results were rejected. 

• One equipment blank for the DTS sampling set-up (i.e., autosampler) was analyzed 
for nutrients, conventional parameters, metals, and PAHs. Concentrations of all 
parameters were below detection limits, except TOC at 0.71 mg/L. All TOC results at 
the DTS were at least 8 mg/L, so this slight high bias suggested by the equipment 
blank is not expected to negatively impact the results. 

• Three equipment blanks were analyzed for PCB congeners. These represented the 
set-up for DTS sampling, the BPB/Filterra influent sampling, and BPB effluent 
sampling. Total PCB concentrations were less than 50 pg/L in each sample. About 
20% of the total concentration in each was contributed by PCB-68, and between 
33% and 49% by PCB-75. With similar results in each equipment blank, this slight 
high bias is not likely to impact the project objectives of comparing between influent 
and effluent concentrations.  

G1.4  Sensitivity 

Sensitivity is a measure of the capability of analytical methods to meet the study goal. 
Detection limits were appropriate to assess differences between influent and effluent 
concentrations for almost all parameters. There was excellent frequency of detection (FOD) 
for TSS, nutrients, metals (except cadmium and dissolved lead), total PCBs, and influent 
PAHs and lube oil-range hydrocarbons. For parameters with less than 100% FOD, the FOD 
was generally much lower in effluent samples, indicating decreasing concentrations 
through treatment, despite the non-detects. The exceptions were dissolved cadmium and 
diesel-range hydrocarbons for which there were only a handful of detections, and dissolved 
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lead where detections were all below the reporting detection limit (RDL). Overall, 
sensitivity was sufficient to address the project objectives with these few exceptions. 

G1.5  Accuracy 

Accuracy is an estimate of the difference between the true value and the measured value. 
The accuracy of a result is affected by both systematic and random errors. Accuracy of the 
analytical results was evaluated using matrix spikes, certified reference materials and/or 
laboratory control samples, and ongoing recovery sample control charts. Equipment 
blanks, method blanks, spiked QC samples, and laboratory control samples can also impact 
accuracy, but these are discussed under bias (Section G1.3). Accuracy of the field 
measurements were assessed by check standards and end checks, which were all within 
control limits. Flow data were not used for any analysis, and so accuracy was not rigorously 
assessed. 

G1.6  Representativeness 

Representativeness expresses the degree to which sample data accurately and precisely 
represent a characteristic of a population, parameter variations at the sampling point, or an 
environmental condition. Sample collection followed the established sample handling and 
holding times required for each analytical test, with a few exceptions (orthophosphate 
phosphorus, bacteria, and, at the DTS, dissolved metals; Section G2). The equipment blank 
results demonstrate that equipment decontamination methods were successful.  
 
Representativeness may have been limited by the number of sample pairs available to 
assess effectiveness at each BMP (n≤8). A greater number of samples collected over more 
diverse conditions would allow for greater certainty that the sample results were 
representative of average effectiveness; however, the project was constrained by the 
planned scope and budget. Additionally, storm samples often did not capture the first pulse 
of a given storm event (Appendix H4). 
 
The DTS inlet sampling location does not represent all of the stormwater entering the DTS; 
one small subbasin enters from a different inlet. This was not expected to significantly 
impact comparisons between influent and effluent water quality, as described in the QAPP 
(King County 2015a). Additionally, the DTS outlet sampling location does not represent all 
stormwater discharged to Echo Lake through the main outfall; one small subbasin enters 
the stormwater line downstream of the DTS outlet sampling location. 
 
One sample (L65650-1) from the DTS inlet was collected during a relatively small storm on 
6/23/2016 and considered non- representative of influent conditions. The autosampler 
recorded collection of sample aliquots at this location prior to the beginning of the rain 
event. This suggests that some sample aliquots were collected from water that remained in 
the catch basin from a previous storm event. The field lead agreed that it was possible the 
sample line had been placed too low, so that the line may have been submerged in this 
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water. The project team decided to exclude this sample pair from the data analysis, because 
it was not likely representative of the influent to the DTS during that storm event. 

G1.7  Comparability 

Comparability is a qualitative parameter expressing the confidence with which one data set 
can be compared with another. Standard collection and analysis methods were followed 
throughout the project to assure comparability of project data. The QAPP describes how 
the stormwater treatment evaluated for this project can be compared to stormwater 
treatment throughout the region (King County 2015a); the DTS was designed according to 
recommendations in the 2005 SWMMWW (Ecology 2005).  
 
The QAPP also describes comparability issues between pre-retrofit outfall sample results 
and post-retrofit DTS sample results due to stormwater system configurations, 
development, and sample collection during slightly different times of year. Statistical 
comparisons are not presented in this report due to the high uncertainty in comparability. 
These issues are described further in Section 2.2 (Objective 3) of the main report and 
Appendix A. 

G1.8  Completeness 

Completeness is defined as the total number of samples analyzed for which acceptable 
analytical data are generated, compared to the total number of samples submitted for 
analysis. The QAPP specified a goal of six samples per sampling location and 90% 
acceptable analytical data. These data quality goals were met, with the exception of the 
Filterra and BPB4 where less than six samples were collected. Project objectives were still 
met for the Filterra, but treatment effectiveness could not be statistically assessed at BPB4 
due to limited sample numbers (Section G1.1). Flow monitoring was not completed for this 
project, as described in Appendix I. 

G1.9  Quality of System-wide Data Collected Outside 
this Project 

Data collected outside this project were not validated, but basic data quality was reviewed, 
as described below. No data were rejected based on this review. 
 
Outfall Samples (2010-2011) 
Results from the pre-retrofit samples collected at the outfall to Echo Lake were reviewed 
for any data quality issues following the same data quality guidelines required for project 
data (see QAPP; King County 2015a). No formal data validation memo was produced, but 
the batch and QC reports were reviewed and are available upon request.  
 
Dissolved metals and dissolved nutrients samples were not filtered within the prescribed 
15-minute holding time, and two total suspended solids samples were not analyzed within 
the prescribed seven-day holding time. These data quality issues cast some uncertainty on 
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these pre-retrofit results, but the data were not rejected. All other data quality objectives 
were met. 
 
Echo Lake Monitoring Data 
A technical memorandum describes the data quality assessment for Echo Lake monitoring 
data collected from 2001 through 2011 (King County 2015b). The nutrient data collected 
from 2012 to 2016 were reviewed through the King County Small Lakes Monitoring 
Program. This process includes a screen for outliers based on historical data and a consult 
with the KCEL to identify any quality control issues. The data review process also identified 
three samples that were analyzed for phosphorus outside the 7-day holding time. These 
results were flagged as estimates. Additionally, one fecal coliform sample result was not 
reported due to a power outage at the laboratory. No other quality control issues were 
reported for the data used in the analyses presented in Appendix H. 
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TTY Relay: 711 

 
 

T E C H N I C A L  M E M O R A N D U M  
 
 
September 19, 2017 
 
 
TO: Deb Lester, Science and Technical Support Section, Water and Land Resources Division, 

Department of Natural Resources and Parks 
 
FM: Carly Greyell, Science and Technical Support Section, Water and Land Resources 

Division, Department of Natural Resources and Parks 
 
RE: Data Validation Memo: Echo Lake Stormwater Monitoring – SAM Effectiveness Study 
 
 
This technical memorandum summarizes the data validation review performed on 137 
stormwater samples collected within the Echo Lake drainage basin in Shoreline, WA between 
December 8,2015 and February 15, 2017. Also included are results from equipment blanks: one 
autosampler blank sample and 12 filter blank samples from processing for dissolved nutrient 
analysis. The equipment blank samples were collected between June 24, 2016 and March 29, 
2017. The sample collection and analysis methods are specified in the project Quality Assurance 
Project Plan (QAPP; King County 2015). Samples were analyzed for one or more of the 
following: field measurements (i.e., conductivity, dissolved oxygen, pH, temperature, and 
turbidity), total suspended solids (TSS), total and dissolved nutrients, total and dissolved 
organic carbon (TOC/DOC), bacteria, total and dissolved trace metals, petroleum hydrocarbons 
(Dx), and polycyclic aromatic hydrocarbons (PAHs). A few samples were also analyzed for total 
alkalinity, as a requirement of the EPA toxicity methods. The alkalinity results are not included 
in this data validation effort. Table 1-1 provides an inventory of the samples included in this 
data validation review. All samples were collected and analyzed by the King County 
Environmental Laboratory (KCEL). 
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Table 1-1. Sample Inventory 
Sample 

Type Locator Collect Date Sample ID Field 
Meas. DOC TOC TSS Total 

Nutrients 
Dissolved 
Nutrients 

Total 
Metals 

Dissolved 
Metals PAHs Dx Bacteria 

EGS ECHO-BP1-IN 12/8/2015 L64379-1          X  
ECS ECHO-BP1-IN 12/8/2015 L64379-2 X X X X X X X X X  X 
EGS ECHO-BP1-OUT 12/8/2015 L64379-3          X  
ECS ECHO-BP1-OUT 12/8/2015 L64379-4 X X X X X X X X X  X 
ECS ECHO-BP2-IN 12/8/2015 L64379-6 X X X X X X X X X  X 
ECS ECHO-BP2-OUT 12/8/2015 L64379-8 X X X X X X X X X  X 
ECS ECHO-BP1-IN 1/21/2016 L64648-1 X   X X X X X X  X 
EGS ECHO-BP1-IN 1/21/2016 L64648-2          X  
ECS ECHO-BP1-OUT 1/21/2016 L64648-3 X   X X X X X X  X 
EGS ECHO-BP1-OUT 1/21/2016 L64648-4          X  
ECS ECHO-BP2-IN 1/21/2016 L64648-5 X   X X X X X X  X 
EGS ECHO-BP2-IN 1/21/2016 L64648-6          X  
ECS ECHO-BP2-OUT 1/21/2016 L64648-7 X   X X X X X X  X 
EGS ECHO-BP2-OUT 1/21/2016 L64648-8          X  
ECS-FREP ECHO-BP1-IN 1/21/2016 L64648-9    X X X X  X  X 
EGS-FREP ECHO-BP1-IN 1/21/2016 L64648-10          X  
ECS ECHO-BP1-IN 3/1/2016 L64921-1 X   X X X X X X  X 
ECS ECHO-BP1-OUT 3/1/2016 L64921-3 X   X X X X X X  X 
ECS ECHO-BP2-IN 3/1/2016 L64921-5 X   X X X X X   X 
ECS ECHO-BP2-OUT 3/1/2016 L64921-7 X   X X X X X   X 
ECS ECHO-BP3-IN 3/1/2016 L64921-9 X   X X X X X X  X 
ECS ECHO-BP3-OUT 3/1/2016 L64921-11 X   X X X X X X  X 
ECS ECHO-FLT1-IN 3/1/2016 L64921-13    X X X X X X  X 
ECS ECHO-FLT1-OUT 3/1/2016 L64921-15 X   X X X X X X  X 
ECS-FREP ECHO-BP2-IN 3/1/2016 L64921-17    X X X X X   X 
ECS ECHO-BP1-IN 3/9/2016 L64999-1 X   X X X X X X  X 
EGS ECHO-BP1-IN 3/9/2016 L64999-2          X  
ECS ECHO-BP1-OUT 3/9/2016 L64999-3 X   X X X X X X  X 
EGS ECHO-BP1-OUT 3/9/2016 L64999-4          X  
ECS ECHO-BP2-IN 3/9/2016 L64999-5 X   X X X X X X  X 
EGS ECHO-BP2-IN 3/9/2016 L64999-6          X  
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Sample 
Type Locator Collect Date Sample ID Field 

Meas. DOC TOC TSS Total 
Nutrients 

Dissolved 
Nutrients 

Total 
Metals 

Dissolved 
Metals PAHs Dx Bacteria 

ECS ECHO-BP2-OUT 3/9/2016 L64999-7 X   X X X X X X  X 
EGS ECHO-BP2-OUT 3/9/2016 L64999-8          X  
ECS ECHO-BP3-IN 3/9/2016 L64999-9 X   X X X X X X  X 
EGS ECHO-BP3-IN 3/9/2016 L64999-10          X  
ECS ECHO-BP3-OUT 3/9/2016 L64999-11 X   X X X X X X  X 
EGS ECHO-BP3-OUT 3/9/2016 L64999-12          X  
ECS ECHO-FLT1-IN 3/9/2016 L64999-13 X   X X X X X X  X 
EGS ECHO-FLT1-IN 3/9/2016 L64999-14          X  
ECS ECHO-FLT1-OUT 3/9/2016 L64999-15 X   X X X X X X  X 
EGS ECHO-FLT1-OUT 3/9/2016 L64999-16          X  
ECS-FREP ECHO-BP2-OUT 3/9/2016 L64999-17    X X X X X X  X 
EGS-FREP ECHO-BP2-OUT 3/9/2016 L64999-18          X  
EAS ECHO-DTS-IN 6/23/2016 L65650-1    X X X X X    
EAS ECHO-DTS-OUT 6/23/2016 L65650-3  X X X X X X X    
FFB FFBLANK 6/24/2016 L65650-5      X      
EAS ECHO-DTS-IN 9/17/2016 L66175-1 X   X X X X X X   
EGS ECHO-DTS-IN 9/17/2016 L66175-2          X X 
EAS ECHO-DTS-OUT 9/17/2016 L66175-3 X X X X X X X X X   
EGS ECHO-DTS-OUT 9/17/2016 L66175-4          X X 
EAS ECHO-DTS-IN 9/17/2016 L66175-5 X           
EAS ECHO-DTS-OUT 9/17/2016 L66175-6 X           
FFB FFBLANK 9/17/2016 L66175-7      X      
EAS ECHO-DTS-IN 10/6/2016 L66285-1    X X X X X X   
EAS ECHO-DTS-OUT 10/6/2016 L66285-3  X X X X X X X X   
FFB FFBLANK 10/7/2016 L66285-5      X      
ECS ECHO-BP3-IN 10/13/2016 L66382-9 X   X X X X X X  X 
EGS ECHO-BP3-IN 10/13/2016 L66382-10          X  
ECS ECHO-BP3-OUT 10/13/2016 L66382-11 X   X X X X X X  X 
EGS ECHO-BP3-OUT 10/13/2016 L66382-12          X  
ECS ECHO-FLT1-IN 10/13/2016 L66382-17 X   X X X X X X  X 
EGS ECHO-FLT1-IN 10/13/2016 L66382-18          X  
ECS ECHO-FLT1-OUT 10/13/2016 L66382-19 X   X X X X X X  X 
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Sample 
Type Locator Collect Date Sample ID Field 

Meas. DOC TOC TSS Total 
Nutrients 

Dissolved 
Nutrients 

Total 
Metals 

Dissolved 
Metals PAHs Dx Bacteria 

EGS ECHO-FLT1-OUT 10/13/2016 L66382-20          X  
FFB FFBLANK 10/13/2016 L66382-25      X      
EAS ECHO-DTS-IN 10/13/2016 L66384-1 X   X X X X X X   
EGS ECHO-DTS-IN 10/13/2016 L66384-2          X X 
EAS ECHO-DTS-OUT 10/13/2016 L66384-3 X X X X X X X X X   
EGS ECHO-DTS-OUT 10/13/2016 L66384-4          X X 
FFB FFBLANK 10/13/2016 L66384-5      X      
EAS ECHO-DTS-IN 10/19/2016 L66435-1 X   X X X X X X   
EGS ECHO-DTS-IN 10/20/2016 L66435-2          X X 
EAS ECHO-DTS-OUT 10/19/2016 L66435-3 X X X X X X X X X   
EGS ECHO-DTS-OUT 10/20/2016 L66435-4          X X 
FFB FFBLANK 10/20/2016 L66435-5      X      
ECS ECHO-BP1-IN 10/26/2016 L66498-1 X   X X X X X X  X 
EGS ECHO-BP1-IN 10/26/2016 L66498-2          X  
ECS ECHO-BP1-OUT 10/26/2016 L66498-3 X   X X X X X X  X 
EGS ECHO-BP1-OUT 10/26/2016 L66498-4          X  
ECS ECHO-BP2-IN 10/26/2016 L66498-5 X   X X X X X X  X 
EGS ECHO-BP2-IN 10/26/2016 L66498-6          X  
ECS ECHO-BP2-OUT 10/26/2016 L66498-7 X   X X X X X X  X 
EGS ECHO-BP2-OUT 10/26/2016 L66498-8          X  
ECS ECHO-BP3-IN 10/26/2016 L66498-9 X   X X X X X X  X 
EGS ECHO-BP3-IN 10/26/2016 L66498-10          X  
ECS ECHO-BP3-OUT 10/26/2016 L66498-11 X   X X X X X X  X 
EGS ECHO-BP3-OUT 10/26/2016 L66498-12          X  
ECS ECHO-BP4-IN 10/26/2016 L66498-13 X   X X X X X X  X 
ECS ECHO-BP4-OUT 10/26/2016 L66498-15 X   X X X X X X  X 
ECS ECHO-FLT1-IN 10/26/2016 L66498-17 X   X X X X X X  X 
EGS ECHO-FLT1-IN 10/26/2016 L66498-18          X  
ECS ECHO-FLT1-OUT 10/26/2016 L66498-19 X   X X X X X X  X 
EGS ECHO-FLT1-OUT 10/26/2016 L66498-20          X  
ECS-FREP ECHO-BP1-IN 10/26/2016 L66498-22 X   X X X X X X  X 
EGS-FREP ECHO-BP1-IN 10/26/2016 L66498-23          X  
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Sample 
Type Locator Collect Date Sample ID Field 

Meas. DOC TOC TSS Total 
Nutrients 

Dissolved 
Nutrients 

Total 
Metals 

Dissolved 
Metals PAHs Dx Bacteria 

EAS ECHO-DTS-IN 10/26/2016 L66499-1 X   X X X X X X   
EGS ECHO-DTS-IN 10/26/2016 L66499-2          X X 
EAS ECHO-DTS-OUT 10/26/2016 L66499-3 X X X X X X X X X   
EGS ECHO-DTS-OUT 10/26/2016 L66499-4          X X 
FFB FFBLANK 10/26/2016 L66499-5      X      
ECS ECHO-BP1-IN 1/17/2017 L66938-1 X X  X X X X X X  X 
EGS ECHO-BP1-IN 1/17/2017 L66938-2          X  
ECS ECHO-BP1-OUT 1/17/2017 L66938-3 X X  X X X X X X  X 
EGS ECHO-BP1-OUT 1/17/2017 L66938-4          X  
ECS ECHO-BP2-IN 1/17/2017 L66938-5 X X  X X X X X X  X 
EGS ECHO-BP2-IN 1/17/2017 L66938-6          X  
ECS ECHO-BP2-OUT 1/17/2017 L66938-7 X X  X X X X X X  X 
EGS ECHO-BP2-OUT 1/17/2017 L66938-8          X  
ECS ECHO-BP3-IN 1/17/2017 L66938-9 X X  X X X X X X  X 
EGS ECHO-BP3-IN 1/17/2017 L66938-10          X  
ECS ECHO-BP3-OUT 1/17/2017 L66938-11 X X  X X X X X X  X 
EGS ECHO-BP3-OUT 1/17/2017 L66938-12          X  
ECS ECHO-BP4-IN 1/18/2017 L66938-13 X X  X X X X X X  X 
EGS ECHO-BP4-IN 1/18/2017 L66938-14          X  
ECS ECHO-BP4-OUT 1/18/2017 L66938-15 X X  X X X X X X  X 
EGS ECHO-BP4-OUT 1/18/2017 L66938-16          X  
ECS ECHO-FLT1-IN 1/17/2017 L66938-17 X X  X X X X X X  X 
EGS ECHO-FLT1-IN 1/17/2017 L66938-18          X  
ECS ECHO-FLT1-OUT 1/17/2017 L66938-19 X X  X X X X X X  X 
EGS ECHO-FLT1-OUT 1/17/2017 L66938-20          X  
FFB FFBLANK 1/17/2017 L66938-21  X    X      
ECS-FREP ECHO-FLT1-IN 1/17/2017 L66938-22  X  X X X X X X  X 
EGS-FREP ECHO-FLT1-IN 1/17/2017 L66938-23          X  
ECS ECHO-BP1-IN 2/9/2017 L67070-1 X X  X X X X X X  X 
EGS ECHO-BP1-IN 2/9/2017 L67070-2          X  
ECS ECHO-BP1-OUT 2/9/2017 L67070-3 X X  X X X X X X  X 
EGS ECHO-BP1-OUT 2/9/2017 L67070-4          X  
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Sample 
Type Locator Collect Date Sample ID Field 

Meas. DOC TOC TSS Total 
Nutrients 

Dissolved 
Nutrients 

Total 
Metals 

Dissolved 
Metals PAHs Dx Bacteria 

ECS ECHO-BP2-IN 2/9/2017 L67070-5 X X  X X X X X X  X 
EGS ECHO-BP2-IN 2/9/2017 L67070-6          X  
ECS ECHO-BP2-OUT 2/9/2017 L67070-7 X X  X X X X X X  X 
EGS ECHO-BP2-OUT 2/9/2017 L67070-8          X  
ECS ECHO-BP3-IN 2/9/2017 L67070-9 X X  X X X X X X  X 
EGS ECHO-BP3-IN 2/9/2017 L67070-10          X  
ECS ECHO-BP3-OUT 2/9/2017 L67070-11 X X  X X X X X X  X 
EGS ECHO-BP3-OUT 2/9/2017 L67070-12          X  
FFB FFBLANK 2/9/2017 L67070-25      X      
ECS-FREP ECHO-BP3-OUT 2/9/2017 L67070-26 X X  X X X X X X  X 
EGS-FREP ECHO-BP3-OUT 2/9/2017 L67070-27          X  
ECS ECHO-BP1-IN 2/15/2017 L67140-1 X X  X X X X X X  X 
EGS ECHO-BP1-IN 2/15/2017 L67140-2          X  
ECS ECHO-BP1-OUT 2/15/2017 L67140-3 X X  X X X X X X  X 
EGS ECHO-BP1-OUT 2/15/2017 L67140-4          X  
ECS ECHO-BP3-IN 2/15/2017 L67140-5 X X  X X X X X X  X 
EGS ECHO-BP3-IN 2/15/2017 L67140-6          X  
ECS ECHO-BP3-OUT 2/15/2017 L67140-7 X X  X X X X X X  X 
EGS ECHO-BP3-OUT 2/15/2017 L67140-8          X  
FFB FFBLANK 2/15/2017 L67140-9      X      
EB BLANK1 3/29/2017 L67413-1  X X X X X X X X   
FFB FFBLANK 3/29/2017 L67413-2      X      
   Total 69 34 11 77 77 88 77 76 72 59 72 

ECS – environmental composite grab sample; EGS – environmental grab sample; EAS – environmental autosampler sample; EB – equipment blanks;  
FFB – field filter blanks; -FREP – field replicate; X – parameter group analyzed
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1.0  INTRODUCTION 
This data validation review was based, in part, on guidance in USEPA Contract Laboratory 
Program National Functional Guidelines for Superfund Organic Methods Data Review (EPA 
2016a) and USEPA Contract Laboratory Program National Functional Guidelines for Inorganic 
Superfund Data Review (EPA 2016b), as well as the project QAPP (King County 2015). Materials 
reviewed included Batch Reports and Analytical Quality Control (QC) Reports downloaded from 
the King County Laboratory Information Management System (LIMS) database and are included 
in this memorandum as Attachment A. Also reviewed were data anomaly forms (DAF), which 
are available upon request. The QC parameters reviewed during this data validation include: 
holding time, method blanks, spike blanks, laboratory control samples, matrix spikes, matrix 
spike duplicates, laboratory duplicates, and surrogates, all of which are described below. Field 
measurements and microbiology analyses include unique QC measurements and QC samples, 
which are described in Sections 1.10 and 1.11.  
 
1.1. Holding Time (HT) 
The analytical HT is a method-specific timeframe, during which sample preparation and analysis 
should occur to provide valid data. All samples should be analyzed within this prescribed HT. 
For composite samples, the end of the composite period is considered the start of the HT 
period. 
 
1.2. Method Blank (MB) 
A MB is an aliquot of clean reference matrix that is typically processed through the entire 
analytical procedure. The MB is used to evaluate the levels of contamination that might be 
associated with the processing and analysis of samples. All MB results should be less than 
method detection limits (MDLs). 
 
1.3. Spike Blank (SB) 
A SB is an aliquot of the clean reference matrix used for the MB, to which a known 
concentration of target analyte(s) has been added. The SB is processed through the entire 
analytical procedure, and used as an indicator of method accuracy. SBs are not addressed in the 
National Functional Guidelines; however, King County has empirically-derived control limits for 
SB analytes, which are shown on the attached QC reports. SB results should be within these 
control limits.  
 
1.4. Spike Blank Duplicate (SBD) 
A SBD is a second aliquot of the clean reference matrix used for the MB, to which a known 
concentration of target analyte(s) has been added. The SBD is used as an additional indicator of 
method accuracy as well as an indicator of method precision. The relative percent difference 
(RPD) between SB and SBD results should be within QAPP-specified control limits.  
 
1.5. Matrix Spike (MS) 
A MS is a sample aliquot fortified with a known concentration of a target analyte(s). The MS is 
processed through the entire analytical procedure. The MS is used as an indicator of sample 
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matrix effect on the recovery of target analyte(s). The National Functional Guidelines specifies 
control limits of 75% to 125% MS recoveries for trace metals (EPA 2016b). For all other 
analytes, King County has empirically-derived control limits, which are shown on the attached 
QC reports. MS recoveries should be within these control limits.  
 
1.6. Matrix Spike Duplicate (MSD) 
A MSD is a second sample aliquot fortified with a known concentration of a target analyte(s). 
The MSD is used as an additional indicator of sample matrix effect on the recovery of target 
analyte(s) as well as an indicator of method precision. The relative percent difference (RPD) 
between MS and MSD results should be within QAPP-specified control limits. 
 
1.7. Laboratory Control Sample (LCS) 
A LCS is a sample of known analyte concentration(s) that is prepared in the lab from a separate 
source of analyte(s) relative to the calibration standards. The LCS analysis follows the entire 
analytical process and is stored and prepared following the same procedures as a field sample. 
The LCS is used as an indicator of method accuracy and long-term analytical precision. King 
County uses QAPP-specified percent recovery control limits, which are shown on the attached 
QC reports. Percent recoveries for LCS results should be within these control limits. 
 
1.8. Laboratory Duplicate (LD) 
A LD is a second aliquot of a sample, processed concurrently and in an identical manner with 
the original sample. The LD is used as an indicator of method precision and laboratory 
subsampling procedures. The LD can also be used to provide information regarding the 
homogeneity of the sample matrix. QC results are reported as an RPD between the sample and 
LD results. The RPD between all trace metal LD results should be within 20% (EPA 2016b). 
QAPP-specified control limits are used for all other analytes. LD RPD results will not be qualified 
for samples in which the concentration is less than the reporting detection limit (RDL), because 
of the inherent analytical variability at concentrations less than the RDL, which is the limit of 
practical quantitation. 
 
1.9. Surrogates 
A surrogate is a known concentration of non-target analyte which is added to each sample 
(both analytical and QC samples) prior to extraction and analysis for all trace organic analyses. 
Surrogate recovery is used as a sample-specific indication of method or matrix bias for target 
analytes. The surrogate is selected to behave in a similar manner to the target analytes. All 
surrogates and their control limits are listed in the QC report in Appendix A. 
 
1.10. Field Measurement-Specific QC Measurements 
A check standard (CS) is a solution of known concentration that is prepared independently from 
calibration standard solutions. It is analyzed after initial calibration, but prior to field 
measurements and also following the last measurement (i.e., end check [EC]) to check accuracy 
and stability of the detector. 
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A field measurement replicate (FREP) is defined as a separate in-situ measurement made 
following all procedures typically done between individual measurements. The probe would 
typically be maintained at the same depth and position used in the original measurement. 
FREPs are generally performed at a minimum frequency of 5% of measurements or once per 
day.  
 
Field measurement duplicates are defined as two sequential measurements made on a portion 
of the sample collected in a bucket or other container. The intent of taking measurements from 
water collected in a separate container is to eliminate or minimize any variability in the 
measured water due to current or other changing conditions.  
 
1.11. Microbiology-Specific QC Samples 
A negative control sample is media streaked with a non-target organism and analyzed through 
the complete procedure. The negative control is expected to show no detectable target 
organisms thereby evaluating the specificity of the method. 
 
A positive control is a QC sample prepared or obtained by the lab which is known or expected 
to yield a positive response. A positive control can be either a sample of contaminated water or 
media streaked with the target organism, which is analyzed through the complete procedure.  
 
A “before membrane filtration blank” is an aliquot of sterile diluent added to challenge the 
testing apparatus and conditions prior to membrane filtration of samples. The before filtration 
blank is analyzed to evaluate the sterility of the materials, equipment and work area at the 
beginning of sample analysis. 
 
An “after membrane filtration blank” is an aliquot of sterile diluent added to challenge the 
testing apparatus and conditions after membrane filtration of samples. The after filtration blank 
is analyzed to evaluate cross-contamination during sample analysis. 
 
1.12. Validation Reporting 
The following sections describe the data validation actions for each analyte group. This includes 
a table listing the HT and QC samples reviewed during the validation in each workgroup, a 
description of each result outside control limits, and the recommended actions for data 
validation. Any additional data quality issues are also discussed. Table A at the end of this 
memorandum lists all recommended validation qualifiers based on this review. 
 

2.0  FIELD MEASUREMENTS 
Field measurements included conductivity, dissolved oxygen, pH, temperature, and turbidity. 
An aliquot of sample was used to measure these parameters in the field. An EXO YSI Sonde was 
used for all measurements except turbidity, for which a Hach 2100 Portable Turbidimeter was 
generally used. 
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The following sections summarize the QC measurements for each parameter. Please note some 
workgroup numbers are repeated across parameters, because they are measured concurrently 
with the equipment. 
 
2.1. Conductivity 
Conductivity was measured using KCEL Standard Operating Procedure (SOP) #206v2 for 69 
samples batched as 11 workgroups. CS and EC were included for each workgroup. The QAPP 
specified that field measurement duplicates and FREPs would be measured once per sampling 
event, but this was not done. The KCEL discontinued the practice of measuring duplicates, and 
FREPs were only measured when environmental sample FREPs were collected. Workgroups 
without FREPs do not include an evaluation of precision and the associated sample results 
should be qualified with “J” flags and considered estimates with unknown bias. QC results are 
summarized in Table 2-1 and Section 2.1.1. Table A lists all recommended data qualifications. 

 
Table 2-1. Conductivity Workgroups and QC Measurements  

Workgroup Samples FREP CS/EC 
WG143803 L64379-2, -4, -6, and -8 NA  
WG144380 L64648-1, -3, -5, and -7 NA  
WG144920 L64921-1, -3, -5, -7, -9, -11, and -15 NA  
WG144991 L64999-1, -3, -5, -7, -9, -11, -13, and -15 NA  
WG148099 L66175-1, -3, -5, and -6 NA  

WG148600 L66382-9, -11, -17, and -19; 
L66384-1 and -3 NA  

WG148617 L66435-1 and -3 NA  

WG148805 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, 
-19, and -22; L66499-1 and -3 X  

WG149919 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, 
and -19 NA  

WG150448 L67070-1, -3, -5, -7, -9, -11, and -26   
WG150454 L67140-1, -3, -5, and -7 NA  

Control Limits: 10% RPD 90-110% 
Recovery 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

2.1.1. Results Outside Control Limits 
Workgroup WG148805 included an FREP, but the RPD between results was 12.01%, 
exceeding the 10% RPD specified in the QAPP. This indicates unacceptable precision in 
conductivity measurements for this workgroup. Associated sample results should be 
qualified with “J” flags and considered estimates with unknown bias. 
 

2.2. Dissolved Oxygen 
Dissolved oxygen was measured using KCEL SOP #201v3 for 69 samples batched as 11 
workgroups. EC were included for each workgroup. The QAPP specified that field measurement 
duplicates and FREPs would be measured once per sampling event, but this was not done. The 
KCEL discontinued the practice of measuring duplicates, and FREPs were only measured when 
environmental sample FREPs were collected. Workgroups without FREPs do not include any 
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evaluation of precision and the associated sample results should be qualified with “J” flags and 
considered estimates with unknown bias. All QC measurement results were within control 
limits, indicating acceptable data quality, except as described above (Table 2-2). Table A lists all 
recommended data qualifications. 

 
Table 2-2. Dissolved Oxygen Workgroups and QC Measurements  

Workgroup Samples FREP EC 
WG143803 L64379-2, -4, -6, and -8 NA  
WG144380 L64648-1, -3, -5, and -7 NA  
WG144920 L64921-1, -3, -5, -7, -9, -11, and -15 NA  
WG144991 L64999-1, -3, -5, -7, -9, -11, -13, and -15 NA  
WG148099 L66175-1, -3, -5, and -6 NA  

WG148600 L66382-9, -11, -17, and -19; 
L66384-1 and -3 NA  

WG148617 L66435-1 and -3 NA  

WG148805 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, and 
-22; L66499-1 and -3   

WG149919 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, and -19 NA  
WG150448 L67070-1, -3, -5, -7, -9, -11, and -26   
WG150454 L67140-1, -3, -5, and -7 NA  

Control Limits: 20% RPD 96-104% 
Saturation 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

2.3. pH 
pH was measured using KCEL SOP #202v3 for 69 samples batched as 11 workgroups. CS and EC 
were included for each workgroup. The QAPP specified that field measurement duplicates and 
FREPs would be measured once per sampling event, but this was not done. The KCEL 
discontinued the practice of measuring duplicates, and FREPs were only measured when 
environmental sample FREPs were collected. Workgroups without FREPs do not include any 
evaluation of precision and the associated sample results should be qualified with “J” flags and 
considered estimates with unknown bias. All QC measurement results were within control 
limits, indicating acceptable data quality, except as described above (Table 2-3). Table A lists all 
recommended data qualifications. 

 
Table 2-3. pH Workgroups and QC Measurements 

Workgroup Samples FREP CS/EC 
WG143803 L64379-2, -4, -6, and -8 NA  
WG144380 L64648-1, -3, -5, and -7 NA  
WG144920 L64921-1, -3, -5, -7, -9, -11, and -15 NA  
WG144991 L64999-1, -3, -5, -7, -9, -11, -13, and -15 NA  
WG148099 L66175-1, -3, -5, and -6 NA  

WG148600 L66382-9, -11, -17, and -19; 
L66384-1 and -3 NA  

WG148617 L66435-1 and -3 NA  

WG148805 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, 
and -22; L66499-1 and -3   
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Workgroup Samples FREP CS/EC 

WG149919 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, and -
19 NA  

WG150448 L67070-1, -3, -5, -7, -9, -11, and -26   
WG150454 L67140-1, -3, -5, and -7 NA  

Control Limits: ±0.2 
Difference 

±0.2 
Difference 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

2.4. Temperature 
Temperature was measured using KCEL SOP #203v3 for 69 samples batched as 11 workgroups. 
The QAPP specified that field measurement duplicates and FREPs would be measured once per 
sampling event, but this was not done. The KCEL discontinued the practice of measuring 
duplicates, and FREPs were only measured when environmental sample FREPs were collected. 
Workgroups without FREPs do not include any evaluation of precision and the associated 
sample results should be qualified with “J” flags and considered estimates with unknown bias. 
All QC measurement results were within control limits, indicating acceptable data quality, 
except as described above (Table 2-4). Table A lists all recommended data qualifications. 

 
Table 2-4. Temperature Workgroups and QC Measurements 

Workgroup Samples FREP 
WG143803 L64379-2, -4, -6, and -8 NA 
WG144380 L64648-1, -3, -5, and -7 NA 
WG144920 L64921-1, -3, -5, -7, -9, -11, and -15 NA 
WG144991 L64999-1, -3, -5, -7, -9, -11, -13, and -15 NA 
WG148099 L66175-1, -3, -5, and -6 NA 

WG148600 L66382-9, -11, -17, and -19; 
L66384-1 and -3 NA 

WG148617 L66435-1 and -3 NA 

WG148805 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, and 
-22; L66499-1 and -3  

WG149919 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, and -19 NA 
WG150448 L67070-1, -3, -5, -7, -9, -11, and -26  
WG150454 L67140-1, -3, -5, and -7 NA 

Control Limits: ±0.3°C 
Difference 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

2.5. Turbidity 
Turbidity was measured using KCEL SOP #207v1 for 70 samples batched as 11 workgroups. CS 
and EC were included for each workgroup. The QAPP specified that field measurement 
duplicates and FREPs would be measured once per sampling event, but this was not done. The 
KCEL discontinued the practice of measuring duplicates, and FREPs were only measured when 
environmental sample FREPs were collected. Workgroups without FREPs do not include any 
evaluation of precision and the associated sample results should be qualified with “J” flags and 
considered estimates with unknown bias. QC results are summarized in Table 2-5 and Section 
2.5.1. Table A lists all recommended data qualifications. 
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Table 2-5. Turbidity Workgroups and QC Measurements 

Workgroup Samples FREP CS/EC 
WG143803 L64379-2, -4, -6, and -8 NA  
WG144380 L64648-1, -3, -5, and -7 NA  
WG144920 L64921-1, -3, -5, -7, -9, -11, and -15 NA  
WG144991 L64999-1, -3, -5, -7, -9, -11, -13, and -15 NA  
WG148099 L66175-1, -3, -5, and -6 NA  

WG148600 L66382-9, -11, -17, and -19; 
L66384-1 and -3 NA  

WG148617 L66435-1 and -3 NA  

WG148805 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, 
and -22; L66499-1 and -3   

WG149919 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, 
and -22 NA  

WG150448 L67070-1, -3, -5, -7, -9, -11, and -26 X  
WG150454 L67140-1, -3, -5, and -7 NA  

Control Limits: 20% RPD ±20% of 
true value  

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup  
 

2.5.1. Results Outside Control Limits 
Workgroup WG150448 included an FREP, but the RPD between results was 38% 
exceeding the QAPP specified 20% RPD. This indicates unacceptable precision in 
turbidity for this workgroup. Associated sample results should be qualified with “J” flags 
and considered estimates with unknown bias.  

 
3.0  CONVENTIONAL PARAMETERS AND NUTRIENTS 

Conventional parameters included TSS, and, for some samples, TOC/DOC. Nutrients included 
total and dissolved nitrogen and phosphorus. 

  
3.1. TSS 
TSS was analyzed following Standard Method SM2540-D (APHA 1998) for 76 samples batched 
as 13 workgroups (Table 3-1). The QAPP specified each workgroup should include analysis of 
three QC sample-types: MB, LCS, and LD. Results indicate acceptable data quality for all project 
samples (Table 3-1 and Section 3.1.1). 
 
Table 3-1. TSS Workgroups and QC Assessment 

Workgroup Samples HT MB LCS LD 
WG143430 L64379-2, -4, -6, and -8     
WG144194 L64648-1, -3, -5, -7, and -9     
WG144698 L64921-1, -3, -5, -7, -9, -11, -13, -15, and -17     
WG144865 L64999-1, -3, -5, -7, -9, -11, -13, -15, and -17     
WG146466 L65650-1 and -3    X 
WG148004 L66175-1 and -3     
WG148269 L66285-1 and -3     
WG148385 L66382-9, -11, -17, and -19;     
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Workgroup Samples HT MB LCS LD 
L66384-1 and -3 

WG148582 L66435-1 and -3     

WG148748 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, 
and -22; L66499-1 and -3     

WG149840 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, -19, 
and -22     

WG150226 L67070-1, -3, -5, -7, -9, -11, and -26     
WG150295 L67140-1, -3, -5, and -7     

Control Limits: 7 days <MDL 80-120% 
Recovery 25% RPD  

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

3.1.1. Results Outside Control Limits 
Workgroup WG146466 included two LDs. One was performed on a leachate matrix 
sample, and had an RPD of 54%, which exceeded control limits. However, the other LD 
had an RPD of 0% and was performed on a sample matrix similar to the project samples 
(i.e., stormwater) indicating acceptable precision for project sample results. 

 
3.2. Total and Dissolved Organic Carbon 
TOC and DOC were analyzed following Standard Method SM5310-B (APHA 1998), which is a 
high-temperature combustion/infrared detection method. Samples were batched as 15 
workgroups (34 samples for DOC and 11 samples for TOC; Table 3-2). Each workgroup included 
analysis of five QC sample-types: MB, SB, LCS, MS, and LD. Results indicate acceptable data 
quality for all project samples (Table 3-2). 

 
Table 3-2. TOC/DOC Workgroups and QC Samples 

Workgroup Samples HT MB SB LCS MS LD 
WG143627 L64379-2, -4, -6, and -8 (TOC)       
WG143741 L64379-2 and -4 (DOC)       
WG143826 L64379-6 and -8 (DOC)       
WG146688 L65650-3 (TOC/DOC)       
WG148128 L66175-3 (TOC/DOC)       
WG148326 L66285-3 (TOC/DOC)       
WG148546 L66384-3 (DOC)       
WG148655 L66384-3 (TOC); L66435-3 (TOC/DOC)       
WG148873 L66499-3 (TOC)       
WG149032 L66499-3 (DOC)       

WG150134 L66938-1, -3, -5, -7, -9, -11, -13, -15,  
-17, -19, -21, and -22 (DOC)       

WG150290 L67070-1, -3, -5, -7, -9, -11, and -26 
(DOC)       

WG150461 L67140-1, -3, -5, and -7 (DOC)       
WG151031 L67413-1 (TOC)       
WG151181 L67413-1 (DOC)       

 Control Limits: 28 
days <MDL 80-120% 

Recovery 
85-115% 
Recovery 

75-125% 
Recovery 

20% 
RPD 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
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3.3. Total Nitrogen and Phosphorus 
Total nitrogen and total phosphorus were analyzed following Standard Methods SM4500-N-C 
and SM4500-P-B,F (APHA 1998), respectively, for 76 samples batched as 12 workgroups (Table 
3-3). The QAPP specified each workgroup should include analysis of five QC sample-types for 
each analyte: MB, SB, MS, LCS, and LD. Results indicate acceptable data quality for all project 
samples (Table 3-3 and Section 3.3.1). 
 
Table 3-3. Total Nitrogen and Total Phosphorus Workgroups and QC Assessment 

Workgroup Samples HT MB SB MS LCS LD 
WG143546 L64379-2, -4, -6, and -8       
WG144142 L64648-1, -3, -5, -7, and -9       

WG144755 L64921-1, -3, -5, -7, -9, -11, -13, -15, 
and -17       

WG144930 L64999-1, -3, -5, -7, -9, -11, -13, -15, 
and -17       

WG146500 L65650-1 and -3       
WG147783 L66175-1 and -3      X 
WG148244 L66285-1 and -3       

WG148580 L66382-9, -11, -17, and -19; 
L66384-1 and -3; L66435-1 and -3       

WG148823 L66498-1, -3, -5, -7, -9, -11, -13, -15,  
-17, -19, and -22; L66499-1 and -3       

WG149845 L66938-1, -3, -5, -7, -9, -11, -13, -15,  
-17, -19, and -22       

WG150174 L67070-1, -3, -5, -7, -9, -11, and -26       
WG150306 L67140-1, -3, -5, and -7       

 Control Limits: 28 
days <MDL 80-120% 

Recovery 
75-125% 
Recovery 

85-115% 
Recovery 

20% 
RPD  

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

3.3.1. Results Outside Control Limits 
Workgroup WG147783 included five LDs for total phosphorus. One LD was performed 
on a freshwater matrix sample and had a 22% RPD, exceeding control limits. All other 
LDs had RPDs within control limits, including one performed on a project sample, 
indicating acceptable precision for project sample results. 

 
3.4. Ammonia Nitrogen 
Nitrogen was analyzed as ammonia following Kerouel & Aminot (1997) for 89 samples batched 
as 15 workgroups (Table 3-4). The QAPP specified each workgroup should include analysis of 
five QC sample-types for each analyte: MB, SB, MS, LCS, and LD. Results indicate acceptable 
data quality for all project samples (Table 3-4). 
 
Table 3-4. Ammonia Nitrogen Workgroups and QC Assessment  

Workgroup Samples HT MB SB MS LCS LD 
WG143407 L64379-2, -4, -6, and -8       
WG144182 L64648-1, -3, -5, -7, and -9       



Data Validation Memo: Echo Lake Stormwater Monitoring – SAM Effectiveness Study  
September 2017 
 

16 

Workgroup Samples HT MB SB MS LCS LD 

WG144716 L64921-1, -3, -5, -7, -9, -11, -13,  
-15, and -17       

WG144938 L64999-1, -3, -5, -7, -9, -11, -13,  
-15, and -17       

WG146495 L65650-1, -3, and -5       
WG148181 L66175-1, -3, and -7       
WG148333 L66285-1, -3, and -5       
WG148362 L66382 -17, -19, and -25       

WG148527 L66382 -9 and -11; 
L66384-1, -3, and -5       

WG148650 L66435-1, -3, and -5       

WG148713 
L66498-1, -3, -5, -7, -9, -11, -13, -
15, -17, -19, -21, and -22;  
L66499-1, -3, and -5 

      

WG149912 L66938-1, -3, -5, -7, -9, -11, -13, -
15, -17, -19, -21, and -22       

WG150188 L67070-1, -3, -5, -7, -9, -11, -25, 
and -26       

WG150292 L67140-1, -3, -5, -7, and -9       
WG150997 L67413-1 and -2       

 Control Limits: 14 days <MDL 80-120% 
Recovery 

75-125% 
Recovery 

85-115% 
Recovery 

20% 
RPD  

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 
3.5. Nitrite/nitrate and Orthophosphate 
Nitrogen was analyzed as nitrite/nitrate and phosphorus as orthophosphate following Standard 
Methods SM4500-NO3-F and SM4500-P-F (APHA 1998), respectively, for 89 samples batched as 
15 workgroups (Table 3-5). The QAPP specified each workgroup should include analysis of five 
QC sample-types for each analyte: MB, SB, MS, LCS, and LD. Results for HT and QC samples 
were within control limits (Table 3-5); however, sample handling issues impacted 
orthophosphate phosphorus results (Section 3.5.1). Table A lists all recommended data 
qualifications.  

 
Table 3-5. Nitrate/nitrite and Orthophosphate Workgroups and QC Assessment 

Workgroup Samples HT MB SB MS LCS LD 
WG143407 L64379-2, -4, -6, and -8       
WG144141 L64648-1, -3, -5, -7, and -9       

WG144716 L64921-1, -3, -5, -7, -9, -11, -13, -15, 
and -17       

WG144938 L64999-1, -3, -5, -7, -9, -11, -13, -15, 
and -17       

WG146495 L65650-1, -3, and -5       
WG148025 L66175-1, -3, and -7       
WG148333 L66285-1, -3, and -5       
WG148362 L66382 -17, -19, and -25       

WG148527 L66382 -9 and -11; 
L66384-1, -3, and -5       

WG148650 L66435-1, -3, and -5       
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Workgroup Samples HT MB SB MS LCS LD 

WG148713 
L66498-1, -3, -5, -7, -9, -11, -13, -15,  
-17, -19, -21, and -22;  
L66499-1, -3, and -5 

      

WG149912 L66938-1, -3, -5, -7, -9, -11, -13, -15,  
-17, -19, -21, and -22       

WG150188 L67070-1, -3, -5, -7, -9, -11, -25, and 
-26       

WG150292 L67140-1, -3, -5, -7, and -9       
WG150997 L67413-1 and -2       

 Control Limits: 14 
days <MDL 80-120% 

Recovery 
75-125% 
Recovery 

85-115% 
Recovery 

20% 
RPD  

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
 

3.5.1. Sampling Handling Issue 
All orthophosphate phosphorus samples were filtered outside of the method-specified 
15-minute HT. All detected results should be qualified with “J” flags and considered 
estimates with unknown bias. All non-detect results should be qualified with “UJ” flags 
and considered estimated non-detects with unknown bias. 

 
4.0  TRACE METALS  

Trace metals analysis included total and dissolved cadmium, copper, lead, zinc, total 
magnesium and calcium, and hardness as CaCO3. 
 
4.1. Total ICP-MS Metals and Hardness 
Total metals were analyzed by inductively coupled plasma mass spectroscopy (ICP-MS) 
following EPA Method 200.8 (EPA 1995) for 77 samples batched as 11 workgroups (Table 4-1). 
The QAPP specified that each workgroup include four QC sample-types: MB, SB, MS, and LD. 
Results indicate acceptable data quality for all project samples (Table 4-1). 

 
 

Table 4-1. Total ICP-MS and Hardness Workgroups and QC Samples 

Workgroup Samples HT MB SB MS LD 
WG143599 L64379-2, -4, -6, and -8      
WG144318 L64648-1, -3, -5, -7, and -9    *  
WG145188 L64921-1, -3, -5, -7, -9, -11, -13, -15, and -17      
WG145236 L64999-1, -3, -5, -7, -9, -11, -13, -15, and -17      
WG146738 L65650-1 and -3    *  
WG148337 L66175-1 and -3; L66285-1 and -3    *  

WG148782 L66382-9, -11, -17, and -19; L66384-1 and -3; 
L66435-1 and -3    *  

WG148827 L66498-1, -3, -5, -7, -9, -11, -13, -15, -17, -19,  
and -22; L66499-1 and -3      

WG150180 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, -19,  
and -22      

WG150452 L67070-1, -3, -5, -7, -9, -11, and -26; 
L67140-1, -3, -5, and -7      
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Workgroup Samples HT MB SB MS LD 
WG151216 L67413-1      

 Control Limits: 180 
days <MDL 85-115% 

Recovery 
75-125% 
Recovery 

20% 
RPD 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
* At least one project parameter measured in the MS in these workgroups had a spiked concentration that was 
less than four times the concentration detected in the sample on which the MS was performed. This violates the 
“4x rule” and accuracy cannot be assessed due to the low spike to sample concentration ratio. However, 
recoveries for these MS results were still within control limits and SBs can also be used to assess method accuracy. 
No qualifications are recommended based on MS results. 
 
4.2. Dissolved ICP-MS Metals 
Dissolved metals were analyzed by inductively coupled plasma mass spectroscopy (ICP-MS) 
following EPA Method 200.8 (EPA 1995) for 76 samples batched as 16 workgroups (Table 4-2). 
The QAPP specified that each workgroup include four QC sample-types: MB, SB, MS, and LD. 
The results indicate acceptable data quality for all project samples (Table 4-2), with the 
exception of a few sample handling issues (Section 4.2.1). Table A lists all recommended data 
qualifications. 

 
Table 4-2. Dissolved ICP-MS Workgroups and QC Samples 

Workgroup Samples HT MB SB MS LD 
WG143810 L64379-2, -4, -6, and -8      
WG144381 L64648-1, -3, -5, and -7      
WG145215 L64921-1, -3, -5, -7, -9, -11, -13, -15, and -17      
WG145266 L64999-1, -3, -5, -7, -9, -11, -13, -15, and -17      
WG146905 L65650-1 and -3    *  
WG147984 L66175-1 and -3      
WG148332 L66285-1 and -3      
WG148522 L66382-9, -11, -17, and -19; L66384-1 and -3      
WG148826 L66498-1 and -3      
WG148971 L66435-1 and -3      

WG149168 L66498-5, -7, -9, -11, -13, -15, -17, -19, and -22; 
L66499 -3      

WG149178 L66499 -1      

WG150217 L66938-1, -3, -5, -7, -9, -11, -13, -15, -17, -19,  
and -22      

WG150558 L67070-1, -3, -5, -7, -9, -11, and -26      
WG150726 L67140-1, -3, -5, and -7      
WG151091 L67413-1      

 Control Limits: 180 
days <MDL 85-115% 

Recovery 
75-125% 
Recovery 

20% 
RPD 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
* The spiked concentration of dissolved zinc in the MS in this workgroup was less than four times the 
concentration detected in the sample on which the MS was performed. This violates the “4x rule” and accuracy 
cannot be assessed due to the low spike to sample concentration ratio. However, recoveries for these MS results 
were still within control limits and SBs can also be used to assess method accuracy. No qualifications are 
recommended based on MS results. 
 
 



Data Validation Memo: Echo Lake Stormwater Monitoring – SAM Effectiveness Study  
September 2017 
 

19 

4.2.1. Sampling Handling Issue 
Composite samples collected with the autosampler (L65650-1 and -3; L66175-1 and -3; 
L66285-1 and -3; L66384-1 and -3; L66435-1 and -3; L66499-1 and -3) were filtered for 
dissolved metals analysis outside the 15-minute hold time. Detected dissolved metals 
results for these samples should be qualified with “J” flags and considered estimates 
with unknown bias and non-detect results should be qualified with “UJ” flags and 
considered estimated non-detects with unknown bias. 
 

5.0  TRACE ORGANICS 
 

The QAPP specified trace organics would include analysis of PAHs and petroleum hydrocarbons.  
 
5.1. PAHs 
PAHs were analyzed by SW846-8270D-SIM for 72 samples batched as 13 workgroups (Table 5-
1). Ideally, the QC samples for each workgroup would include MB, SB, MS, and MSD; however, 
the QAPP specified that SBDs could be substituted for MSDs when sample volume was limited. 
MSDs were not analyzed in four workgroups, but SB/SBD results can be used to assess method 
precision. Surrogates are also used in each QC and environmental sample. Results are 
summarized in Table 5-1 and indicate acceptable data quality for all project samples, with the 
exceptions described below (Section 5.1.1). Table A lists all recommended data qualifications. 

 
Table 5-1. PAH Workgroups and QC Samples 

Workgroup Samples HT MB SB SBD MS MSD Surrogates 
WG143498 L64379-2, -4, -6 and -8    NA    
WG144149 L64648-1, -3, -5, -7, and -9      NA  

WG144726 L64921-1, -3, -9, -11, -13, 
and -15      NA  

WG144921 L64999-1, -3, -5, -7, -9, -11, 
-13, -15, and -17  X  NA    

WG147966 L66175-1 and -3    NA    
WG148302 L66285-1 and -3   X X X NA  

WG148458 L66382-9, -11, -17, and -19 
L66384-1 and -3    NA    

WG148652 L66435-1 and -3   X NA X x  

WG148678 
L66498-1, -3, -5, -7, -9, -11, 
-13, -15, -17, -19, and -22;  
L66499-1 and -3 

  X NA x   

WG149895 L66938-1, -3, -5, -7, -9, -11, 
-13, -15, -17, -19, and -22    NA    

WG150221 L67070-1, -3, -5, -7, -9, -11, 
and -26      NA  

WG150370 L67140-1, -3, -5, and -7    NA    
WG151046 L67413-1    NA X X X 

 Control Limits: 7/40 
days* <MDL Variable† 40% 

RPD Variable† 40% 
RPD Variable† 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup; * – extracted within 7 
days, analyzed within subsequent 40 days; † - Control limits vary by compound; see attached QC report. 
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5.1.1. Results Outside Control Limits 
In the MB for workgroup WG144921, naphthalene was detected at a concentration 
within five times of all naphthalene detections in samples associated with this 
workgroup. The detected results were all less than RDL and should be qualified with “U” 
flags and considered nondetects with the RDL value as the level of detection. 
 
In the SB and SBD associated with workgroup WG148302, fluorene recoveries (53% and 
51%) were just below the lower control limit (54%), suggesting potentially low bias for 
associated sample results. No other accuracy issues were identified for fluorene in this 
workgroup, and the MS was conducted on a project sample. Fluorene was not detected 
in the samples associated with this workgroup or in any other samples collected at these 
sampling locations (ECHO-DTS-IN and ECHO-DTS-OUT). This suggests the sample results 
are consistent with results in other workgroups. No qualifications are recommended for 
fluorene in this workgroup based on this analysis. 
 
In the MS associated with workgroup WG148302, indeno(1,2,3-Cd)pyrene recovery 
(139%) exceeded the upper control limit (130%), suggesting potentially high bias for 
associated sample results. Results for indeno(1,2,3-Cd)pyrene in the SB and SBD 
associated with this workgroup were within control limits, suggesting there was no 
systematic bias. Indeno(1,2,3-Cd)pyrene was not detected in the sample on which the 
MS was performed and so the result can be used without qualifications. 
 
In the SB, MS and MSD associated with workgroup WG148652, recoveries for chrysene 
and benzo(b,j,k)fluoranthene exceeded the upper control limits, suggesting systematic 
high bias. Chrysene and benzo(b,j,k)fluoranthene were detected in both samples 
associated with this workgroup (L66435-1 and -3), and results should be qualified with 
“J” flags and considered estimates with high bias. 
 
In the SB and MS associated with workgroup WG148678, recoveries for chrysene 
exceeded the upper control limits, suggesting systematic high bias in this workgroup. All 
detected chrysene results in this workgroup should be qualified with “J” flags and 
considered estimates with high bias. 
 
In the MS associated with workgroup WG148678, recovery for indeno(1,2,3-Cd)pyrene 
(139%) exceeded the upper control limit (130%). Indeno(1,2,3-Cd)pyrene recovery in the 
MSD was within control limits (126%), and the RPD was within the 40% control limit. The 
SB recovery for indeno(1,2,3-Cd)pyrene was also within control limits suggesting there 
was no systematic bias for this workgroup, but there could be matrix interference that 
caused the high bias in the MS. The indeno(1,2,3-Cd)pyrene MS sample result (L66499-
3) should be qualified with a “J” flag and considered an estimate with high bias. 
 
Recoveries for the MS and MSD for acenaphthylene (both 45%) in workgroup 
WG151046 were below the lower control limit (51%). The MS and MSDs for this 
workgroup were performed on a sample with a very different matrix (stormwater) than 
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the project sample associated with this workgroup (L67413-1, an equipment blank). 
However, recoveries of surrogate, 2-fluorobiphenyl, were also below the lower control 
limit in six environmental samples, including the sample on which the MS was 
performed and the project sample (L67413-1). This surrogate represents lower 
molecular weight PAHs, like acenaphthylene. These QC results indicate potential low 
bias for acenaphthylene in these samples. Acenaphthylene was not detected in the 
project sample (L67413-1), and so this result should be qualified with a “UJ” flag and 
considered an estimated non-detect with low bias. 

 
5.2. Petroleum Hydrocarbons 
Petroleum hydrocarbons were analyzed by NWTPH-Dx (GC/FID) (Ecology 1997) for 59 samples 
batched as 10 workgroups (Table 5-2). Ideally, the QC samples for each workgroup would 
include MB, SB, and LD; however, the QAPP specified that SBDs could be substituted for LDs 
when sample volume was limited. LDs were not analyzed in two workgroups, but SBD results 
can be used to assess method precision. Surrogates are also used in each QC and 
environmental sample. Results indicate acceptable data quality for all project samples (Table 5-
2 and Section 5.2.1). 

 
Table 5-2. Petroleum Hydrocarbon Workgroups and QC Samples 

Workgroup Samples HT MB SB SBD LD Surrogates 
WG143425 L64379-1 and -3    NA  X 
WG144205 L64648-2, -4, -6, -8, and -10    NA   

WG144946 L64999-2, -4, -6, -8, -10, -12, -14, -16, 
and -18    NA   

WG147964 L66175-2 and -4    NA   

WG148456 L66382-10, -12, -18, and -20; 
L66384-2 and -4    NA   

WG148595 L66435-2 and -4    NA   

WG148679 
L66498-2, -4, -6, -8, -10, -12, -18, -20, 
and -23; 
L66499-2 and -4 

   NA   

WG149842 L66938-2, -4, -6, -8, -10, -12, -14, -16, 
-18, -20, and -23    NA   

WG150220 L67070-2, -4, -6, -8, -10, -12, and -27     NA  
WG150368 L67140-2, -4, -6, and -8     NA  

 Control Limits: 7/40 
days* <MDL 50-150% 

Recovery 
40% 
RPD 

40% 
RPD 

50-150% 
Recovery 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
* – extracted within 7 days, analyzed within subsequent 40 days 

 
5.2.1. Results Outside Control Limits 
The recovery for surrogate, 2-fluorobiphenyl in workgroup WG143425, was below the 
lower control limit in the MB. It is not uncommon for MB surrogates to have somewhat 
depressed recoveries, due to the lack of matrix. Additionally, this surrogate is associated 
more with lower molecular weight hydrocarbons, like those included in the diesel-range 
hydrocarbon results. Even if the MB result was biased low, diesel range hydrocarbons 
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were not detected in the project samples associated with this workgroup, so there is no 
concern with laboratory contamination influencing the sample results. The sample 
results can be used without qualification. 

 
6.0  MICROBIOLOGY 

The QAPP specified samples would be analyzed for fecal coliform following Standard Method 
SM9222D; however, interferences were observed for all project samples, obscuring clear colony 
counts (Section 6.1). To address this issue, samples were analyzed for Escherichia coli (E. coli) 
instead of fecal coliform starting October 13, 2016. Table 6-1 lists the workgroups for the 72 
samples that were analyzed for bacteria. The QAPP-specified the microbiology QC samples 
should include a negative and positive control sample (NC/PC) and before and after filtration 
blanks (BF/AF). Five workgroups also included a LD, which was not specified in the QAPP. QC 
samples are run for each workgroup or for all samples received over a four-hour period. 
Therefore, QC samples can be used to evaluate more than one workgroup if received within a 
four-hour period. Results are summarized in Table 6-1. Due to interferences (Section 6.1) and 
sample handling issues (Section 6.2), microbiology results for most project samples should be 
qualified with “J” flags and considered estimates with unknown bias. Table A lists all 
recommended data qualifications. 
 
Table 6-1. Microbiology Workgroups and QC Samples 

Workgroup Samples Analysis HT PC NC BF AF LD 
WG143380 L64379-2, -4, -6, and -8 Fecals      NA 
WG144109 L64648-1, -3, -5, -7, and -9 Fecals      * 

WG144681 L64921-1, -3, -5, -7, -9, -11, -13, -
15, and -17 Fecals      NA 

WG144816 L64999-1, -3, -5, -7, -9, -11, -13, -
15, and -17 Fecals      NA 

WG147869 L66175-2 and -4 Fecals      * 
WG148369 L66382-9, -11, -17, and -19 Fecals      NA 
WG148370 L66384-2 and -4 Fecals      * 
WG148783 L66435-2 and -4 E. coli      * 

WG148784 L66498-1, -3, -5, -7, -9, -11, -13, -
15, -17, -19, and -22 E. coli      NA 

WG148785 L66499-2 and -4 E. coli      NA 

WG149830 L66938-1, -3, -5, -7, -9, -11, -13, -
15, -17, -19, and -22 E. coli      * 

WG150142 L67070-1, -3, -5, -7, -9, -11, and -
26 E. coli      NA 

WG150278 L67140-1, -3, -5, and -7 E. coli      NA 
WG154875 L66382-9, 11, 17, and 19 E. coli      NA 

 Control Limits:  24 
hours Pass Pass <MDL, 

Pass 
<MDL, 
Pass * 

 – meets control limits; X – outside control limits; NA – not analyzed in the workgroup 
* The LD assessment is based on precision calculations with at least 15 LDs in a project. Only five LDs were included 
in this project, so precision could not be confidently assessed using LDs. However, LD results were comparable to 
previous stormwater projects, suggesting acceptable precision. 
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6.1. Interferences 
As discussed above, the QAPP specified fecal coliform would be analyzed for each sample. 
However, an unknown matrix interference consistently caused abnormal colony growths in the 
media that were difficult to interpret. Following the first three sampling events, KCEL initiated 
analysis of E. coli plates in parallel with fecal coliform. The E. coli plates did not show 
interference and provided comparable results to the fecal coliform plates; therefore, only E. coli 
was analyzed for the remainder of the project. All fecal coliform results should be qualified with 
“J” flags and considered estimates with unknown bias. The results should not be rejected since 
the E. coli results confirmed the fecal coliform analysis provided reasonable estimates. 
 
6.2. Sample Handling Issues 
Due to the nature of the sampling locations and project, most microbiology samples were 
collected as composites. These methods introduce uncertainty through potential contamination 
from non-sterile equipment or from longer timespans allowing predation, die-off, or growth to 
occur. The microbiology results are not defensible for regulation and do not meet EPA 
standards due to these uncertainties. However, the timespans were relatively short (around 
two hours), minimizing these uncertainties. All composite sample microbiology results should 
be qualified with “J” flags and considered estimates with unknown bias. 
 

7.0  DATA USABILITY 

As a general data reporting format, sample results reported as “<MDL” should be assigned “U” 
flags and results reported as “<RDL” should be qualified with “J” flags and considered estimates 
with unknown bias. All other analytical results included in this dataset may be used as reported, 
without qualification, with the exceptions summarized in the previous sections and Table A 
below. LIMS Batch and QC reports are provided as Attachment A. 
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WG143407 ECHO-BP1-IN 12/8/2015 L64379-2 Orthophosphate Phosphorus 0.00456 mg/L H 0.0005 0.002 0.00456 J unknown
WG143407 ECHO-BP1-OUT 12/8/2015 L64379-4 Orthophosphate Phosphorus 0.107 mg/L H 0.0005 0.002 0.107 J unknown
WG143407 ECHO-BP2-IN 12/8/2015 L64379-6 Orthophosphate Phosphorus 0.0057 mg/L <RDL,H 0.005 0.02 0.0057 J unknown
WG143407 ECHO-BP2-OUT 12/8/2015 L64379-8 Orthophosphate Phosphorus 0.316 mg/L H 0.0025 0.01 0.316 J unknown
WG144141 ECHO-BP1-IN 1/21/2016 L64648-1 Orthophosphate Phosphorus 0.0125 mg/L H 0.0005 0.002 0.0125 J unknown
WG144141 ECHO-BP1-OUT 1/21/2016 L64648-3 Orthophosphate Phosphorus 0.136 mg/L H 0.0025 0.01 0.136 J unknown
WG144141 ECHO-BP2-IN 1/21/2016 L64648-5 Orthophosphate Phosphorus 0.002 mg/L <RDL,H 0.0005 0.002 0.002 J unknown
WG144141 ECHO-BP2-OUT 1/21/2016 L64648-7 Orthophosphate Phosphorus 0.298 mg/L H 0.005 0.02 0.298 J unknown
WG144141 ECHO-BP1-IN 1/21/2016 L64648-9 Orthophosphate Phosphorus 0.0137 mg/L H 0.0005 0.002 0.0137 J unknown
WG144716 ECHO-BP1-IN 3/1/2016 L64921-1 Orthophosphate Phosphorus 0.00567 mg/L H 0.0005 0.002 0.00567 J unknown
WG144716 ECHO-BP3-OUT 3/1/2016 L64921-11 Orthophosphate Phosphorus 0.311 mg/L H 0.01 0.04 0.311 J unknown
WG144716 ECHO-FLT1-IN 3/1/2016 L64921-13 Orthophosphate Phosphorus 0.00583 mg/L H 0.0005 0.002 0.00583 J unknown
WG144716 ECHO-FLT1-OUT 3/1/2016 L64921-15 Orthophosphate Phosphorus 0.0088 mg/L H 0.0005 0.002 0.0088 J unknown
WG144716 ECHO-BP2-IN 3/1/2016 L64921-17 Orthophosphate Phosphorus 0.00835 mg/L H 0.0005 0.002 0.00835 J unknown
WG144716 ECHO-BP1-OUT 3/1/2016 L64921-3 Orthophosphate Phosphorus 0.168 mg/L H 0.0025 0.01 0.168 J unknown
WG144716 ECHO-BP2-IN 3/1/2016 L64921-5 Orthophosphate Phosphorus 0.00973 mg/L H 0.0005 0.002 0.00973 J unknown
WG144716 ECHO-BP2-OUT 3/1/2016 L64921-7 Orthophosphate Phosphorus 0.362 mg/L H 0.01 0.04 0.362 J unknown
WG144716 ECHO-BP3-IN 3/1/2016 L64921-9 Orthophosphate Phosphorus 0.00363 mg/L H 0.0005 0.002 0.00363 J unknown
WG144938 ECHO-BP1-IN 3/9/2016 L64999-1 Orthophosphate Phosphorus 0.00218 mg/L H 0.0005 0.002 0.00218 J unknown
WG144938 ECHO-BP3-OUT 3/9/2016 L64999-11 Orthophosphate Phosphorus 0.137 mg/L H 0.01 0.04 0.137 J unknown
WG144938 ECHO-FLT1-IN 3/9/2016 L64999-13 Orthophosphate Phosphorus 0.00324 mg/L H 0.0005 0.002 0.00324 J unknown
WG144938 ECHO-FLT1-OUT 3/9/2016 L64999-15 Orthophosphate Phosphorus 0.0107 mg/L H 0.0005 0.002 0.0107 J unknown
WG144938 ECHO-BP2-OUT 3/9/2016 L64999-17 Orthophosphate Phosphorus 0.337 mg/L H 0.005 0.02 0.337 J unknown
WG144938 ECHO-BP1-OUT 3/9/2016 L64999-3 Orthophosphate Phosphorus 0.097 mg/L H 0.0025 0.01 0.097 J unknown
WG144938 ECHO-BP2-IN 3/9/2016 L64999-5 Orthophosphate Phosphorus 0.00403 mg/L H 0.0005 0.002 0.00403 J unknown
WG144938 ECHO-BP2-OUT 3/9/2016 L64999-7 Orthophosphate Phosphorus 0.343 mg/L H 0.01 0.04 0.343 J unknown
WG144938 ECHO-BP3-IN 3/9/2016 L64999-9 Orthophosphate Phosphorus 0.00312 mg/L H 0.0005 0.002 0.00312 J unknown
WG146495 ECHO-DTS-IN 6/23/2016 L65650-1 Orthophosphate Phosphorus 0.132 mg/L H 0.0005 0.002 0.132 J unknown
WG146495 ECHO-DTS-OUT 6/23/2016 L65650-3 Orthophosphate Phosphorus 0.103 mg/L H 0.0005 0.002 0.103 J unknown
WG148025 ECHO-DTS-IN 9/17/2016 L66175-1 Orthophosphate Phosphorus 0.109 mg/L H 0.0005 0.002 0.109 J unknown
WG148025 ECHO-DTS-OUT 9/17/2016 L66175-3 Orthophosphate Phosphorus 0.114 mg/L H 0.0005 0.002 0.114 J unknown
WG148333 ECHO-DTS-IN 10/6/2016 L66285-1 Orthophosphate Phosphorus 0.077 mg/L H 0.0005 0.002 0.077 J unknown
WG148333 ECHO-DTS-OUT 10/6/2016 L66285-3 Orthophosphate Phosphorus 0.0813 mg/L H 0.0005 0.002 0.0813 J unknown
WG148362 ECHO-FLT1-IN 10/13/2016 L66382-17 Orthophosphate Phosphorus 0.0224 mg/L H 0.0005 0.002 0.0224 J unknown
WG148362 ECHO-FLT1-OUT 10/13/2016 L66382-19 Orthophosphate Phosphorus 0.015 mg/L H 0.0005 0.002 0.015 J unknown
WG148527 ECHO-BP3-OUT 10/13/2016 L66382-11 Orthophosphate Phosphorus 0.0961 mg/L H 0.0005 0.002 0.0961 J unknown
WG148527 ECHO-BP3-IN 10/13/2016 L66382-9 Orthophosphate Phosphorus 0.00808 mg/L H 0.0005 0.002 0.00808 J unknown
WG148527 ECHO-DTS-IN 10/13/2016 L66384-1 Orthophosphate Phosphorus 0.0527 mg/L H 0.0005 0.002 0.0527 J unknown
WG148527 ECHO-DTS-OUT 10/13/2016 L66384-3 Orthophosphate Phosphorus 0.0496 mg/L H 0.0005 0.002 0.0496 J unknown
WG148650 ECHO-DTS-IN 10/19/2016 L66435-1 Orthophosphate Phosphorus 0.0656 mg/L H 0.0005 0.002 0.0656 J unknown
WG148650 ECHO-DTS-OUT 10/19/2016 L66435-3 Orthophosphate Phosphorus 0.0611 mg/L H 0.0005 0.002 0.0611 J unknown
WG148713 ECHO-BP1-IN 10/26/2016 L66498-1 Orthophosphate Phosphorus 0.0165 mg/L H 0.0005 0.002 0.0165 J unknown
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WG148713 ECHO-BP3-OUT 10/26/2016 L66498-11 Orthophosphate Phosphorus 0.175 mg/L H 0.0005 0.002 0.175 J unknown
WG148713 ECHO-BP4-IN 10/26/2016 L66498-13 Orthophosphate Phosphorus 0.00473 mg/L H 0.0005 0.002 0.00473 J unknown
WG148713 ECHO-BP4-OUT 10/26/2016 L66498-15 Orthophosphate Phosphorus 0.0431 mg/L H 0.0005 0.002 0.0431 J unknown
WG148713 ECHO-FLT1-IN 10/26/2016 L66498-17 Orthophosphate Phosphorus 0.0279 mg/L H 0.0005 0.002 0.0279 J unknown
WG148713 ECHO-FLT1-OUT 10/26/2016 L66498-19 Orthophosphate Phosphorus 0.0175 mg/L H 0.0005 0.002 0.0175 J unknown
WG148713 ECHO-BP1-IN 10/26/2016 L66498-22 Orthophosphate Phosphorus 0.0155 mg/L H 0.0005 0.002 0.0155 J unknown
WG148713 ECHO-BP1-OUT 10/26/2016 L66498-3 Orthophosphate Phosphorus 0.134 mg/L H 0.0005 0.002 0.134 J unknown
WG148713 ECHO-BP2-IN 10/26/2016 L66498-5 Orthophosphate Phosphorus 0.0106 mg/L H 0.0005 0.002 0.0106 J unknown
WG148713 ECHO-BP2-OUT 10/26/2016 L66498-7 Orthophosphate Phosphorus 0.363 mg/L H 0.005 0.02 0.363 J unknown
WG148713 ECHO-BP3-IN 10/26/2016 L66498-9 Orthophosphate Phosphorus 0.00734 mg/L H 0.0005 0.002 0.00734 J unknown
WG148713 ECHO-DTS-IN 10/26/2016 L66499-1 Orthophosphate Phosphorus 0.0664 mg/L H 0.0005 0.002 0.0664 J unknown
WG148713 ECHO-DTS-OUT 10/26/2016 L66499-3 Orthophosphate Phosphorus 0.0675 mg/L H 0.0005 0.002 0.0675 J unknown
WG149912 ECHO-BP1-IN 1/17/2017 L66938-1 Orthophosphate Phosphorus 0.0121 mg/L H 0.0005 0.002 0.0121 J unknown
WG149912 ECHO-BP3-OUT 1/17/2017 L66938-11 Orthophosphate Phosphorus 0.136 mg/L H 0.002 0.008 0.136 J unknown
WG149912 ECHO-BP4-IN 1/18/2017 L66938-13 Orthophosphate Phosphorus 0.00502 mg/L H 0.0005 0.002 0.00502 J unknown
WG149912 ECHO-BP4-OUT 1/18/2017 L66938-15 Orthophosphate Phosphorus 0.0831 mg/L H 0.0005 0.002 0.0831 J unknown
WG149912 ECHO-FLT1-IN 1/17/2017 L66938-17 Orthophosphate Phosphorus 0.027 mg/L H 0.0005 0.002 0.027 J unknown
WG149912 ECHO-FLT1-OUT 1/17/2017 L66938-19 Orthophosphate Phosphorus 0.0279 mg/L H 0.0005 0.002 0.0279 J unknown
WG149912 ECHO-FLT1-IN 1/17/2017 L66938-22 Orthophosphate Phosphorus 0.0266 mg/L H 0.0005 0.002 0.0266 J unknown
WG149912 ECHO-BP1-OUT 1/17/2017 L66938-3 Orthophosphate Phosphorus 0.203 mg/L H 0.002 0.008 0.203 J unknown
WG149912 ECHO-BP2-IN 1/17/2017 L66938-5 Orthophosphate Phosphorus 0.0102 mg/L H 0.0005 0.002 0.0102 J unknown
WG149912 ECHO-BP2-OUT 1/17/2017 L66938-7 Orthophosphate Phosphorus 0.415 mg/L H 0.01 0.04 0.415 J unknown
WG149912 ECHO-BP3-IN 1/17/2017 L66938-9 Orthophosphate Phosphorus 0.0142 mg/L H 0.002 0.008 0.0142 J unknown
WG150188 ECHO-BP1-IN 2/9/2017 L67070-1 Orthophosphate Phosphorus 0.00541 mg/L H 0.0005 0.002 0.00541 J unknown
WG150188 ECHO-BP3-OUT 2/9/2017 L67070-11 Orthophosphate Phosphorus 0.639 mg/L H 0.01 0.04 0.639 J unknown
WG150188 ECHO-BP3-OUT 2/9/2017 L67070-26 Orthophosphate Phosphorus 0.642 mg/L H 0.01 0.04 0.642 J unknown
WG150188 ECHO-BP1-OUT 2/9/2017 L67070-3 Orthophosphate Phosphorus 0.218 mg/L H 0.0025 0.01 0.218 J unknown
WG150188 ECHO-BP2-IN 2/9/2017 L67070-5 Orthophosphate Phosphorus 0.00354 mg/L H 0.0005 0.002 0.00354 J unknown
WG150188 ECHO-BP2-OUT 2/9/2017 L67070-7 Orthophosphate Phosphorus 0.319 mg/L H 0.005 0.02 0.319 J unknown
WG150188 ECHO-BP3-IN 2/9/2017 L67070-9 Orthophosphate Phosphorus 0.002 mg/L <RDL,H 0.0005 0.002 0.002 J unknown
WG150292 ECHO-BP1-IN 2/15/2017 L67140-1 Orthophosphate Phosphorus 0.00522 mg/L H 0.0005 0.002 0.00522 J unknown
WG150292 ECHO-BP1-OUT 2/15/2017 L67140-3 Orthophosphate Phosphorus 0.123 mg/L H 0.0025 0.01 0.123 J unknown
WG150292 ECHO-BP3-IN 2/15/2017 L67140-5 Orthophosphate Phosphorus 0.00358 mg/L H 0.0005 0.002 0.00358 J unknown
WG150292 ECHO-BP3-OUT 2/15/2017 L67140-7 Orthophosphate Phosphorus 0.475 mg/L H 0.01 0.04 0.475 J unknown
WG143803 ECHO-BP1-IN 12/8/2015 L64379-2 Turbidity, Field 87 NTU  0.5 2 87 J unknown
WG143803 ECHO-BP1-OUT 12/8/2015 L64379-4 Turbidity, Field 11.2 NTU  0.5 2 11.2 J unknown
WG143803 ECHO-BP2-IN 12/8/2015 L64379-6 Turbidity, Field 45.7 NTU  0.5 2 45.7 J unknown
WG143803 ECHO-BP2-OUT 12/8/2015 L64379-8 Turbidity, Field 5.9 NTU  0.5 2 5.9 J unknown
WG144380 ECHO-BP1-IN 1/21/2016 L64648-1 Turbidity, Field 35.9 NTU  0.5 2 35.9 J unknown
WG144380 ECHO-BP1-OUT 1/21/2016 L64648-3 Turbidity, Field 12.3 NTU  0.5 2 12.3 J unknown
WG144380 ECHO-BP2-IN 1/21/2016 L64648-5 Turbidity, Field 48.9 NTU  0.5 2 48.9 J unknown
WG144380 ECHO-BP2-OUT 1/21/2016 L64648-7 Turbidity, Field 5.6 NTU  0.5 2 5.6 J unknown
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WG144920 ECHO-BP1-IN 3/1/2016 L64921-1 Turbidity, Field 88.5 NTU  0.5 2 88.5 J unknown
WG144920 ECHO-BP3-OUT 3/1/2016 L64921-11 Turbidity, Field 6.1 NTU  0.5 2 6.1 J unknown
WG144920 ECHO-FLT1-OUT 3/1/2016 L64921-15 Turbidity, Field 30.1 NTU  0.5 2 30.1 J unknown
WG144920 ECHO-BP1-OUT 3/1/2016 L64921-3 Turbidity, Field 21.6 NTU  0.5 2 21.6 J unknown
WG144920 ECHO-BP2-IN 3/1/2016 L64921-5 Turbidity, Field 37.4 NTU  0.5 2 37.4 J unknown
WG144920 ECHO-BP2-OUT 3/1/2016 L64921-7 Turbidity, Field 4.8 NTU  0.5 2 4.8 J unknown
WG144920 ECHO-BP3-IN 3/1/2016 L64921-9 Turbidity, Field 75.2 NTU  0.5 2 75.2 J unknown
WG144991 ECHO-BP1-IN 3/9/2016 L64999-1 Turbidity, Field 64.2 NTU  0.5 2 64.2 J unknown
WG144991 ECHO-BP3-OUT 3/9/2016 L64999-11 Turbidity, Field 9.2 NTU  0.5 2 9.2 J unknown
WG144991 ECHO-FLT1-IN 3/9/2016 L64999-13 Turbidity, Field 43.8 NTU  0.5 2 43.8 J unknown
WG144991 ECHO-FLT1-OUT 3/9/2016 L64999-15 Turbidity, Field 37.7 NTU  0.5 2 37.7 J unknown
WG144991 ECHO-BP1-OUT 3/9/2016 L64999-3 Turbidity, Field 29.6 NTU  0.5 2 29.6 J unknown
WG144991 ECHO-BP2-IN 3/9/2016 L64999-5 Turbidity, Field 45.3 NTU  0.5 2 45.3 J unknown
WG144991 ECHO-BP2-OUT 3/9/2016 L64999-7 Turbidity, Field 6.7 NTU  0.5 2 6.7 J unknown
WG144991 ECHO-BP3-IN 3/9/2016 L64999-9 Turbidity, Field 92.1 NTU  0.5 2 92.1 J unknown
WG148600 ECHO-BP3-OUT 10/13/2016 L66382-11 Turbidity, Field 4.4 NTU  0.5 2 4.4 J unknown
WG148600 ECHO-FLT1-IN 10/13/2016 L66382-17 Turbidity, Field 24.4 NTU  0.5 2 24.4 J unknown
WG148600 ECHO-FLT1-OUT 10/13/2016 L66382-19 Turbidity, Field 24.7 NTU  0.5 2 24.7 J unknown
WG148600 ECHO-BP3-IN 10/13/2016 L66382-9 Turbidity, Field 27.8 NTU  0.5 2 27.8 J unknown
WG148600 ECHO-DTS-IN 10/13/2016 L66384-1 Turbidity, Field 16.2 NTU  0.5 2 16.2 J unknown
WG148600 ECHO-DTS-OUT 10/13/2016 L66384-3 Turbidity, Field 15.6 NTU  0.5 2 15.6 J unknown
WG148617 ECHO-DTS-IN 10/19/2016 L66435-1 Turbidity, Field 12.7 NTU  0.5 2 12.7 J unknown
WG148617 ECHO-DTS-OUT 10/19/2016 L66435-3 Turbidity, Field 12.2 NTU  0.5 2 12.2 J unknown
WG149919 ECHO-BP1-IN 1/17/2017 L66938-1 Turbidity, Field 184 NTU  0.5 2 184 J unknown
WG149919 ECHO-BP3-OUT 1/17/2017 L66938-11 Turbidity, Field 13.9 NTU  0.5 2 13.9 J unknown
WG149919 ECHO-BP4-IN 1/18/2017 L66938-13 Turbidity, Field 71.8 NTU  0.5 2 71.8 J unknown
WG149919 ECHO-BP4-OUT 1/18/2017 L66938-15 Turbidity, Field 48.3 NTU  0.5 2 48.3 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-17 Turbidity, Field 144 NTU  0.5 2 144 J unknown
WG149919 ECHO-FLT1-OUT 1/17/2017 L66938-19 Turbidity, Field 75 NTU  0.5 2 75 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-22 Turbidity, Field 140 NTU  0.5 2 140 J unknown
WG149919 ECHO-BP1-OUT 1/17/2017 L66938-3 Turbidity, Field 49.6 NTU  0.5 2 49.6 J unknown
WG149919 ECHO-BP2-IN 1/17/2017 L66938-5 Turbidity, Field 117 NTU  0.5 2 117 J unknown
WG149919 ECHO-BP2-OUT 1/17/2017 L66938-7 Turbidity, Field 11.7 NTU  0.5 2 11.7 J unknown
WG149919 ECHO-BP3-IN 1/17/2017 L66938-9 Turbidity, Field 222 NTU  0.5 2 222 J unknown
WG150448 ECHO-BP1-IN 2/9/2017 L67070-1 Turbidity, Field 154 NTU  0.5 2 154 J unknown
WG150448 ECHO-BP3-OUT 2/9/2017 L67070-11 Turbidity, Field 10.4 NTU  0.5 2 10.4 J unknown
WG150448 ECHO-BP3-OUT 2/9/2017 L67070-26 Turbidity, Field 7.1 NTU  0.5 2 7.1 J unknown
WG150448 ECHO-BP1-OUT 2/9/2017 L67070-3 Turbidity, Field 23.5 NTU  0.5 2 23.5 J unknown
WG150448 ECHO-BP2-IN 2/9/2017 L67070-5 Turbidity, Field 125 NTU  0.5 2 125 J unknown
WG150448 ECHO-BP2-OUT 2/9/2017 L67070-7 Turbidity, Field 8.8 NTU  0.5 2 8.8 J unknown
WG150448 ECHO-BP3-IN 2/9/2017 L67070-9 Turbidity, Field 121 NTU  0.5 2 121 J unknown
WG150454 ECHO-BP1-IN 2/15/2017 L67140-1 Turbidity, Field 225 NTU  0.5 2 225 J unknown
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WG150454 ECHO-BP1-OUT 2/15/2017 L67140-3 Turbidity, Field 37.6 NTU  0.5 2 37.6 J unknown
WG150454 ECHO-BP3-IN 2/15/2017 L67140-5 Turbidity, Field 151 NTU  0.5 2 151 J unknown
WG150454 ECHO-BP3-OUT 2/15/2017 L67140-7 Turbidity, Field 12.7 NTU  0.5 2 12.7 J unknown
WG143803 ECHO-BP1-IN 12/8/2015 L64379-2 Conductivity, Field 33 umhos/cm  0.5 10 33 J unknown
WG143803 ECHO-BP1-OUT 12/8/2015 L64379-4 Conductivity, Field 38 umhos/cm  0.5 10 38 J unknown
WG143803 ECHO-BP2-IN 12/8/2015 L64379-6 Conductivity, Field 38.1 umhos/cm  0.5 10 38.1 J unknown
WG143803 ECHO-BP2-OUT 12/8/2015 L64379-8 Conductivity, Field 47.3 umhos/cm  0.5 10 47.3 J unknown
WG143803 ECHO-BP1-IN 12/8/2015 L64379-2 Dissolved Oxygen, Field 10.3 mg/L  0.5 1 10.3 J unknown
WG143803 ECHO-BP1-OUT 12/8/2015 L64379-4 Dissolved Oxygen, Field 10.4 mg/L  0.5 1 10.4 J unknown
WG143803 ECHO-BP2-IN 12/8/2015 L64379-6 Dissolved Oxygen, Field 10.2 mg/L  0.5 1 10.2 J unknown
WG143803 ECHO-BP2-OUT 12/8/2015 L64379-8 Dissolved Oxygen, Field 10 mg/L  0.5 1 10 J unknown
WG143803 ECHO-BP1-IN 12/8/2015 L64379-2 pH, Field 7.5 pH  7.5 J unknown
WG143803 ECHO-BP1-OUT 12/8/2015 L64379-4 pH, Field 7.28 pH  7.28 J unknown
WG143803 ECHO-BP2-IN 12/8/2015 L64379-6 pH, Field 7.42 pH  7.42 J unknown
WG143803 ECHO-BP2-OUT 12/8/2015 L64379-8 pH, Field 7.03 pH  7.03 J unknown
WG143803 ECHO-BP1-IN 12/8/2015 L64379-2 Sample Temperature, Field 11.3 deg C  11.3 J unknown
WG143803 ECHO-BP1-OUT 12/8/2015 L64379-4 Sample Temperature, Field 10.3 deg C  10.3 J unknown
WG143803 ECHO-BP2-IN 12/8/2015 L64379-6 Sample Temperature, Field 12.6 deg C  12.6 J unknown
WG143803 ECHO-BP2-OUT 12/8/2015 L64379-8 Sample Temperature, Field 10 deg C  10 J unknown
WG144380 ECHO-BP1-IN 1/21/2016 L64648-1 Conductivity, Field 15.8 umhos/cm  0.5 10 15.8 J unknown
WG144380 ECHO-BP1-OUT 1/21/2016 L64648-3 Conductivity, Field 25.1 umhos/cm  0.5 10 25.1 J unknown
WG144380 ECHO-BP2-IN 1/21/2016 L64648-5 Conductivity, Field 23.3 umhos/cm  0.5 10 23.3 J unknown
WG144380 ECHO-BP2-OUT 1/21/2016 L64648-7 Conductivity, Field 29.2 umhos/cm  0.5 10 29.2 J unknown
WG144380 ECHO-BP1-IN 1/21/2016 L64648-1 Dissolved Oxygen, Field 11.6 mg/L  0.5 1 11.6 J unknown
WG144380 ECHO-BP1-OUT 1/21/2016 L64648-3 Dissolved Oxygen, Field 11.2 mg/L  0.5 1 11.2 J unknown
WG144380 ECHO-BP2-IN 1/21/2016 L64648-5 Dissolved Oxygen, Field 11.4 mg/L  0.5 1 11.4 J unknown
WG144380 ECHO-BP2-OUT 1/21/2016 L64648-7 Dissolved Oxygen, Field 11.3 mg/L  0.5 1 11.3 J unknown
WG144380 ECHO-BP1-IN 1/21/2016 L64648-1 pH, Field 7.44 pH  7.44 J unknown
WG144380 ECHO-BP1-OUT 1/21/2016 L64648-3 pH, Field 7.35 pH  7.35 J unknown
WG144380 ECHO-BP2-IN 1/21/2016 L64648-5 pH, Field 7.6 pH  7.6 J unknown
WG144380 ECHO-BP2-OUT 1/21/2016 L64648-7 pH, Field 7.47 pH  7.47 J unknown
WG144380 ECHO-BP1-IN 1/21/2016 L64648-1 Sample Temperature, Field 7.5 deg C  7.5 J unknown
WG144380 ECHO-BP1-OUT 1/21/2016 L64648-3 Sample Temperature, Field 7.2 deg C  7.2 J unknown
WG144380 ECHO-BP2-IN 1/21/2016 L64648-5 Sample Temperature, Field 8 deg C  8 J unknown
WG144380 ECHO-BP2-OUT 1/21/2016 L64648-7 Sample Temperature, Field 7.4 deg C  7.4 J unknown
WG144920 ECHO-BP1-IN 3/1/2016 L64921-1 Conductivity, Field 38.8 umhos/cm  0.5 10 38.8 J unknown
WG144920 ECHO-BP3-OUT 3/1/2016 L64921-11 Conductivity, Field 43.3 umhos/cm  0.5 10 43.3 J unknown
WG144920 ECHO-FLT1-OUT 3/1/2016 L64921-15 Conductivity, Field 57.7 umhos/cm  0.5 10 57.7 J unknown
WG144920 ECHO-BP1-OUT 3/1/2016 L64921-3 Conductivity, Field 36.9 umhos/cm  0.5 10 36.9 J unknown
WG144920 ECHO-BP2-IN 3/1/2016 L64921-5 Conductivity, Field 41.6 umhos/cm  0.5 10 41.6 J unknown
WG144920 ECHO-BP2-OUT 3/1/2016 L64921-7 Conductivity, Field 67.9 umhos/cm  0.5 10 67.9 J unknown
WG144920 ECHO-BP3-IN 3/1/2016 L64921-9 Conductivity, Field 25.5 umhos/cm  0.5 10 25.5 J unknown
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WG144920 ECHO-BP1-IN 3/1/2016 L64921-1 Dissolved Oxygen, Field 11.1 mg/L  0.5 1 11.1 J unknown
WG144920 ECHO-BP3-OUT 3/1/2016 L64921-11 Dissolved Oxygen, Field 9.9 mg/L  0.5 1 9.9 J unknown
WG144920 ECHO-FLT1-OUT 3/1/2016 L64921-15 Dissolved Oxygen, Field 10.3 mg/L  0.5 1 10.3 J unknown
WG144920 ECHO-BP1-OUT 3/1/2016 L64921-3 Dissolved Oxygen, Field 10.8 mg/L  0.5 1 10.8 J unknown
WG144920 ECHO-BP2-IN 3/1/2016 L64921-5 Dissolved Oxygen, Field 11.2 mg/L  0.5 1 11.2 J unknown
WG144920 ECHO-BP2-OUT 3/1/2016 L64921-7 Dissolved Oxygen, Field 11 mg/L  0.5 1 11 J unknown
WG144920 ECHO-BP3-IN 3/1/2016 L64921-9 Dissolved Oxygen, Field 11.3 mg/L  0.5 1 11.3 J unknown
WG144920 ECHO-BP1-IN 3/1/2016 L64921-1 pH, Field 7.42 pH  7.42 J unknown
WG144920 ECHO-BP3-OUT 3/1/2016 L64921-11 pH, Field 6.18 pH  6.18 J unknown
WG144920 ECHO-FLT1-OUT 3/1/2016 L64921-15 pH, Field 7.16 pH  7.16 J unknown
WG144920 ECHO-BP1-OUT 3/1/2016 L64921-3 pH, Field 6.86 pH  6.86 J unknown
WG144920 ECHO-BP2-IN 3/1/2016 L64921-5 pH, Field 7.38 pH  7.38 J unknown
WG144920 ECHO-BP2-OUT 3/1/2016 L64921-7 pH, Field 6.74 pH  6.74 J unknown
WG144920 ECHO-BP3-IN 3/1/2016 L64921-9 pH, Field 7.4 pH  7.4 J unknown
WG144920 ECHO-BP1-IN 3/1/2016 L64921-1 Sample Temperature, Field 8.8 deg C  8.8 J unknown
WG144920 ECHO-BP3-OUT 3/1/2016 L64921-11 Sample Temperature, Field 8.4 deg C  8.4 J unknown
WG144920 ECHO-FLT1-OUT 3/1/2016 L64921-15 Sample Temperature, Field 9.8 deg C  9.8 J unknown
WG144920 ECHO-BP1-OUT 3/1/2016 L64921-3 Sample Temperature, Field 8.5 deg C  8.5 J unknown
WG144920 ECHO-BP2-IN 3/1/2016 L64921-5 Sample Temperature, Field 9.2 deg C  9.2 J unknown
WG144920 ECHO-BP2-OUT 3/1/2016 L64921-7 Sample Temperature, Field 8.3 deg C  8.3 J unknown
WG144920 ECHO-BP3-IN 3/1/2016 L64921-9 Sample Temperature, Field 9.2 deg C  9.2 J unknown
WG144991 ECHO-BP1-IN 3/9/2016 L64999-1 Conductivity, Field 27.1 umhos/cm  0.5 10 27.1 J unknown
WG144991 ECHO-BP3-OUT 3/9/2016 L64999-11 Conductivity, Field 56.6 umhos/cm  0.5 10 56.6 J unknown
WG144991 ECHO-FLT1-IN 3/9/2016 L64999-13 Conductivity, Field 28.4 umhos/cm  0.5 10 28.4 J unknown
WG144991 ECHO-FLT1-OUT 3/9/2016 L64999-15 Conductivity, Field 31.4 umhos/cm  0.5 10 31.4 J unknown
WG144991 ECHO-BP1-OUT 3/9/2016 L64999-3 Conductivity, Field 46 umhos/cm  0.5 10 46 J unknown
WG144991 ECHO-BP2-IN 3/9/2016 L64999-5 Conductivity, Field 30.6 umhos/cm  0.5 10 30.6 J unknown
WG144991 ECHO-BP2-OUT 3/9/2016 L64999-7 Conductivity, Field 56.4 umhos/cm  0.5 10 56.4 J unknown
WG144991 ECHO-BP3-IN 3/9/2016 L64999-9 Conductivity, Field 43.7 umhos/cm  0.5 10 43.7 J unknown
WG144991 ECHO-BP1-IN 3/9/2016 L64999-1 Dissolved Oxygen, Field 11 mg/L  0.5 1 11 J unknown
WG144991 ECHO-BP3-OUT 3/9/2016 L64999-11 Dissolved Oxygen, Field 10.7 mg/L  0.5 1 10.7 J unknown
WG144991 ECHO-FLT1-IN 3/9/2016 L64999-13 Dissolved Oxygen, Field 11.1 mg/L  0.5 1 11.1 J unknown
WG144991 ECHO-FLT1-OUT 3/9/2016 L64999-15 Dissolved Oxygen, Field 10.4 mg/L  0.5 1 10.4 J unknown
WG144991 ECHO-BP1-OUT 3/9/2016 L64999-3 Dissolved Oxygen, Field 12 mg/L  0.5 1 12 J unknown
WG144991 ECHO-BP2-IN 3/9/2016 L64999-5 Dissolved Oxygen, Field 11.2 mg/L  0.5 1 11.2 J unknown
WG144991 ECHO-BP2-OUT 3/9/2016 L64999-7 Dissolved Oxygen, Field 10.8 mg/L  0.5 1 10.8 J unknown
WG144991 ECHO-BP3-IN 3/9/2016 L64999-9 Dissolved Oxygen, Field 10.8 mg/L  0.5 1 10.8 J unknown
WG144991 ECHO-BP1-IN 3/9/2016 L64999-1 pH, Field 7.02 pH  7.02 J unknown
WG144991 ECHO-BP3-OUT 3/9/2016 L64999-11 pH, Field 6.32 pH  6.32 J unknown
WG144991 ECHO-FLT1-IN 3/9/2016 L64999-13 pH, Field 7.76 pH  7.76 J unknown
WG144991 ECHO-FLT1-OUT 3/9/2016 L64999-15 pH, Field 7.08 pH  7.08 J unknown
WG144991 ECHO-BP1-OUT 3/9/2016 L64999-3 pH, Field 6.88 pH  6.88 J unknown
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WG144991 ECHO-BP2-IN 3/9/2016 L64999-5 pH, Field 7.39 pH  7.39 J unknown
WG144991 ECHO-BP2-OUT 3/9/2016 L64999-7 pH, Field 6.68 pH  6.68 J unknown
WG144991 ECHO-BP3-IN 3/9/2016 L64999-9 pH, Field 7.34 pH  7.34 J unknown
WG144991 ECHO-BP1-IN 3/9/2016 L64999-1 Sample Temperature, Field 9.2 deg C  9.2 J unknown
WG144991 ECHO-BP3-OUT 3/9/2016 L64999-11 Sample Temperature, Field 9 deg C  9 J unknown
WG144991 ECHO-FLT1-IN 3/9/2016 L64999-13 Sample Temperature, Field 9.6 deg C  9.6 J unknown
WG144991 ECHO-FLT1-OUT 3/9/2016 L64999-15 Sample Temperature, Field 9.4 deg C  9.4 J unknown
WG144991 ECHO-BP1-OUT 3/9/2016 L64999-3 Sample Temperature, Field 9.1 deg C  9.1 J unknown
WG144991 ECHO-BP2-IN 3/9/2016 L64999-5 Sample Temperature, Field 8.9 deg C  8.9 J unknown
WG144991 ECHO-BP2-OUT 3/9/2016 L64999-7 Sample Temperature, Field 8.5 deg C  8.5 J unknown
WG144991 ECHO-BP3-IN 3/9/2016 L64999-9 Sample Temperature, Field 9.5 deg C  9.5 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-1 Conductivity, Field 122 umhos/cm  0.5 10 122 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-3 Conductivity, Field 132 umhos/cm  0.5 10 132 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-5 Conductivity, Field 79 umhos/cm  0.5 10 79 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-6 Conductivity, Field 127 umhos/cm  0.5 10 127 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-1 Dissolved Oxygen, Field 8.9 mg/L  0.5 1 8.9 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-3 Dissolved Oxygen, Field 8.2 mg/L  0.5 1 8.2 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-5 Dissolved Oxygen, Field 8.8 mg/L  0.5 1 8.8 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-6 Dissolved Oxygen, Field 8.1 mg/L  0.5 1 8.1 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-1 pH, Field 7.2 pH  7.2 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-3 pH, Field 7.18 pH  7.18 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-5 pH, Field 7.33 pH  7.33 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-6 pH, Field 7.23 pH  7.23 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-1 Sample Temperature, Field 17.1 deg C  17.1 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-3 Sample Temperature, Field 17.4 deg C  17.4 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-5 Sample Temperature, Field 17.1 deg C  17.1 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-6 Sample Temperature, Field 17.1 deg C  17.1 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-1 Turbidity, Field 30.8 NTU  0.5 2 30.8 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-3 Turbidity, Field 43.3 NTU  0.5 2 43.3 J unknown
WG148099 ECHO-DTS-IN 9/17/2016 L66175-5 Turbidity, Field 24.2 NTU  0.5 2 24.2 J unknown
WG148099 ECHO-DTS-OUT 9/17/2016 L66175-6 Turbidity, Field 24.2 NTU  0.5 2 24.2 J unknown
WG148600 ECHO-BP3-OUT 10/13/2016 L66382-11 Conductivity, Field 34.2 umhos/cm  0.5 10 34.2 J unknown
WG148600 ECHO-FLT1-IN 10/13/2016 L66382-17 Conductivity, Field 36.5 umhos/cm  0.5 10 36.5 J unknown
WG148600 ECHO-FLT1-OUT 10/13/2016 L66382-19 Conductivity, Field 30 umhos/cm  0.5 10 30 J unknown
WG148600 ECHO-BP3-IN 10/13/2016 L66382-9 Conductivity, Field 26.6 umhos/cm  0.5 10 26.6 J unknown
WG148600 ECHO-DTS-IN 10/13/2016 L66384-1 Conductivity, Field 33.3 umhos/cm  0.5 10 33.3 J unknown
WG148600 ECHO-DTS-OUT 10/13/2016 L66384-3 Conductivity, Field 31.7 umhos/cm  0.5 10 31.7 J unknown
WG148600 ECHO-BP3-OUT 10/13/2016 L66382-11 Dissolved Oxygen, Field 7.5 mg/L  0.5 1 7.5 J unknown
WG148600 ECHO-FLT1-IN 10/13/2016 L66382-17 Dissolved Oxygen, Field 10.2 mg/L  0.5 1 10.2 J unknown
WG148600 ECHO-FLT1-OUT 10/13/2016 L66382-19 Dissolved Oxygen, Field 9.2 mg/L  0.5 1 9.2 J unknown
WG148600 ECHO-BP3-IN 10/13/2016 L66382-9 Dissolved Oxygen, Field 10.2 mg/L  0.5 1 10.2 J unknown
WG148600 ECHO-DTS-IN 10/13/2016 L66384-1 Dissolved Oxygen, Field 10.2 mg/L  0.5 1 10.2 J unknown
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WG148600 ECHO-DTS-OUT 10/13/2016 L66384-3 Dissolved Oxygen, Field 10.2 mg/L  0.5 1 10.2 J unknown
WG148600 ECHO-BP3-OUT 10/13/2016 L66382-11 pH, Field 6.63 pH  6.63 J unknown
WG148600 ECHO-FLT1-IN 10/13/2016 L66382-17 pH, Field 7.44 pH  7.44 J unknown
WG148600 ECHO-FLT1-OUT 10/13/2016 L66382-19 pH, Field 7.33 pH  7.33 J unknown
WG148600 ECHO-BP3-IN 10/13/2016 L66382-9 pH, Field 7.57 pH  7.57 J unknown
WG148600 ECHO-DTS-IN 10/13/2016 L66384-1 pH, Field 7.16 pH  7.16 J unknown
WG148600 ECHO-DTS-OUT 10/13/2016 L66384-3 pH, Field 7.2 pH  7.2 J unknown
WG148600 ECHO-BP3-OUT 10/13/2016 L66382-11 Sample Temperature, Field 13 deg C  13 J unknown
WG148600 ECHO-FLT1-IN 10/13/2016 L66382-17 Sample Temperature, Field 13 deg C  13 J unknown
WG148600 ECHO-FLT1-OUT 10/13/2016 L66382-19 Sample Temperature, Field 12.9 deg C  12.9 J unknown
WG148600 ECHO-BP3-IN 10/13/2016 L66382-9 Sample Temperature, Field 12.5 deg C  12.5 J unknown
WG148600 ECHO-DTS-IN 10/13/2016 L66384-1 Sample Temperature, Field 12.8 deg C  12.8 J unknown
WG148600 ECHO-DTS-OUT 10/13/2016 L66384-3 Sample Temperature, Field 12.9 deg C  12.9 J unknown
WG148617 ECHO-DTS-IN 10/19/2016 L66435-1 Conductivity, Field 50.8 umhos/cm  0.5 10 50.8 J unknown
WG148617 ECHO-DTS-OUT 10/19/2016 L66435-3 Conductivity, Field 55.5 umhos/cm  0.5 10 55.5 J unknown
WG148617 ECHO-DTS-IN 10/19/2016 L66435-1 Dissolved Oxygen, Field 10.6 mg/L  0.5 1 10.6 J unknown
WG148617 ECHO-DTS-OUT 10/19/2016 L66435-3 Dissolved Oxygen, Field 10.6 mg/L  0.5 1 10.6 J unknown
WG148617 ECHO-DTS-IN 10/19/2016 L66435-1 pH, Field 7.24 pH  7.24 J unknown
WG148617 ECHO-DTS-OUT 10/19/2016 L66435-3 pH, Field 7.08 pH  7.08 J unknown
WG148617 ECHO-DTS-IN 10/19/2016 L66435-1 Sample Temperature, Field 11.7 deg C  11.7 J unknown
WG148617 ECHO-DTS-OUT 10/19/2016 L66435-3 Sample Temperature, Field 11.8 deg C  11.8 J unknown
WG148805 ECHO-BP1-IN 10/26/2016 L66498-1 Conductivity, Field 15 umhos/cm  0.5 10 15 J unknown
WG148805 ECHO-BP3-OUT 10/26/2016 L66498-11 Conductivity, Field 55.3 umhos/cm  0.5 10 55.3 J unknown
WG148805 ECHO-BP4-IN 10/26/2016 L66498-13 Conductivity, Field 15.1 umhos/cm  0.5 10 15.1 J unknown
WG148805 ECHO-BP4-OUT 10/26/2016 L66498-15 Conductivity, Field 40.8 umhos/cm  0.5 10 40.8 J unknown
WG148805 ECHO-FLT1-IN 10/26/2016 L66498-17 Conductivity, Field 32.9 umhos/cm  0.5 10 32.9 J unknown
WG148805 ECHO-FLT1-OUT 10/26/2016 L66498-19 Conductivity, Field 45 umhos/cm  0.5 10 45 J unknown
WG148805 ECHO-BP1-IN 10/26/2016 L66498-22 Conductivity, Field 13.3 umhos/cm  0.5 10 13.3 J unknown
WG148805 ECHO-BP1-OUT 10/26/2016 L66498-3 Conductivity, Field 25.1 umhos/cm  0.5 10 25.1 J unknown
WG148805 ECHO-BP2-IN 10/26/2016 L66498-5 Conductivity, Field 37.1 umhos/cm  0.5 10 37.1 J unknown
WG148805 ECHO-BP2-OUT 10/26/2016 L66498-7 Conductivity, Field 64.9 umhos/cm  0.5 10 64.9 J unknown
WG148805 ECHO-BP3-IN 10/26/2016 L66498-9 Conductivity, Field 29.2 umhos/cm  0.5 10 29.2 J unknown
WG148805 ECHO-DTS-IN 10/26/2016 L66499-1 Conductivity, Field 91.3 umhos/cm  0.5 10 91.3 J unknown
WG148805 ECHO-DTS-OUT 10/26/2016 L66499-3 Conductivity, Field 62.2 umhos/cm  0.5 10 62.2 J unknown
WG149919 ECHO-BP1-IN 1/17/2017 L66938-1 Conductivity, Field 119 umhos/cm  0.5 10 119 J unknown
WG149919 ECHO-BP3-OUT 1/17/2017 L66938-11 Conductivity, Field 949 umhos/cm  0.5 10 949 J unknown
WG149919 ECHO-BP4-IN 1/18/2017 L66938-13 Conductivity, Field 360 umhos/cm  0.5 10 360 J unknown
WG149919 ECHO-BP4-OUT 1/18/2017 L66938-15 Conductivity, Field 355 umhos/cm  0.5 10 355 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-17 Conductivity, Field 122 umhos/cm  0.5 10 122 J unknown
WG149919 ECHO-FLT1-OUT 1/17/2017 L66938-19 Conductivity, Field 470 umhos/cm  0.5 10 470 J unknown
WG149919 ECHO-BP1-OUT 1/17/2017 L66938-3 Conductivity, Field 273 umhos/cm  0.5 10 273 J unknown
WG149919 ECHO-BP2-IN 1/17/2017 L66938-5 Conductivity, Field 102 umhos/cm  0.5 10 102 J unknown
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WG149919 ECHO-BP2-OUT 1/17/2017 L66938-7 Conductivity, Field 287 umhos/cm  0.5 10 287 J unknown
WG149919 ECHO-BP3-IN 1/17/2017 L66938-9 Conductivity, Field 170 umhos/cm  0.5 10 170 J unknown
WG149919 ECHO-BP1-IN 1/17/2017 L66938-1 Dissolved Oxygen, Field 12 mg/L  0.5 1 12 J unknown
WG149919 ECHO-BP3-OUT 1/17/2017 L66938-11 Dissolved Oxygen, Field 11.1 mg/L  0.5 1 11.1 J unknown
WG149919 ECHO-BP4-IN 1/18/2017 L66938-13 Dissolved Oxygen, Field 11.5 mg/L  0.5 1 11.5 J unknown
WG149919 ECHO-BP4-OUT 1/18/2017 L66938-15 Dissolved Oxygen, Field 11.9 mg/L  0.5 1 11.9 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-17 Dissolved Oxygen, Field 12.3 mg/L  0.5 1 12.3 J unknown
WG149919 ECHO-FLT1-OUT 1/17/2017 L66938-19 Dissolved Oxygen, Field 11.5 mg/L  0.5 1 11.5 J unknown
WG149919 ECHO-BP1-OUT 1/17/2017 L66938-3 Dissolved Oxygen, Field 12.1 mg/L  0.5 1 12.1 J unknown
WG149919 ECHO-BP2-IN 1/17/2017 L66938-5 Dissolved Oxygen, Field 12.1 mg/L  0.5 1 12.1 J unknown
WG149919 ECHO-BP2-OUT 1/17/2017 L66938-7 Dissolved Oxygen, Field 12.8 mg/L  0.5 1 12.8 J unknown
WG149919 ECHO-BP3-IN 1/17/2017 L66938-9 Dissolved Oxygen, Field 12 mg/L  0.5 1 12 J unknown
WG149919 ECHO-BP1-IN 1/17/2017 L66938-1 pH, Field 7.28 pH  7.28 J unknown
WG149919 ECHO-BP3-OUT 1/17/2017 L66938-11 pH, Field 6.44 pH  6.44 J unknown
WG149919 ECHO-BP4-IN 1/18/2017 L66938-13 pH, Field 5.95 pH  5.95 J unknown
WG149919 ECHO-BP4-OUT 1/18/2017 L66938-15 pH, Field 6.07 pH  6.07 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-17 pH, Field 7.73 pH  7.73 J unknown
WG149919 ECHO-FLT1-OUT 1/17/2017 L66938-19 pH, Field 7.63 pH  7.63 J unknown
WG149919 ECHO-BP1-OUT 1/17/2017 L66938-3 pH, Field 6.93 pH  6.93 J unknown
WG149919 ECHO-BP2-IN 1/17/2017 L66938-5 pH, Field 7.49 pH  7.49 J unknown
WG149919 ECHO-BP2-OUT 1/17/2017 L66938-7 pH, Field 6.86 pH  6.86 J unknown
WG149919 ECHO-BP3-IN 1/17/2017 L66938-9 pH, Field 7.29 pH  7.29 J unknown
WG149919 ECHO-BP1-IN 1/17/2017 L66938-1 Sample Temperature, Field 5.3 deg C  5.3 J unknown
WG149919 ECHO-BP3-OUT 1/17/2017 L66938-11 Sample Temperature, Field 4.8 deg C  4.8 J unknown
WG149919 ECHO-BP4-IN 1/18/2017 L66938-13 Sample Temperature, Field 6.5 deg C  6.5 J unknown
WG149919 ECHO-BP4-OUT 1/18/2017 L66938-15 Sample Temperature, Field 5.6 deg C  5.6 J unknown
WG149919 ECHO-FLT1-IN 1/17/2017 L66938-17 Sample Temperature, Field 5.3 deg C  5.3 J unknown
WG149919 ECHO-FLT1-OUT 1/17/2017 L66938-19 Sample Temperature, Field 5.2 deg C  5.2 J unknown
WG149919 ECHO-BP1-OUT 1/17/2017 L66938-3 Sample Temperature, Field 4 deg C  4 J unknown
WG149919 ECHO-BP2-IN 1/17/2017 L66938-5 Sample Temperature, Field 5.6 deg C  5.6 J unknown
WG149919 ECHO-BP2-OUT 1/17/2017 L66938-7 Sample Temperature, Field 3.8 deg C  3.8 J unknown
WG149919 ECHO-BP3-IN 1/17/2017 L66938-9 Sample Temperature, Field 5.3 deg C  5.3 J unknown
WG150454 ECHO-BP1-IN 2/15/2017 L67140-1 Conductivity, Field 114 umhos/cm  0.5 10 114 J unknown
WG150454 ECHO-BP1-OUT 2/15/2017 L67140-3 Conductivity, Field 106 umhos/cm  0.5 10 106 J unknown
WG150454 ECHO-BP3-IN 2/15/2017 L67140-5 Conductivity, Field 84.7 umhos/cm  0.5 10 84.7 J unknown
WG150454 ECHO-BP3-OUT 2/15/2017 L67140-7 Conductivity, Field 120 umhos/cm  0.5 10 120 J unknown
WG150454 ECHO-BP1-IN 2/15/2017 L67140-1 Dissolved Oxygen, Field 10 mg/L  0.5 1 10 J unknown
WG150454 ECHO-BP1-OUT 2/15/2017 L67140-3 Dissolved Oxygen, Field 11.1 mg/L  0.5 1 11.1 J unknown
WG150454 ECHO-BP3-IN 2/15/2017 L67140-5 Dissolved Oxygen, Field 10.7 mg/L  0.5 1 10.7 J unknown
WG150454 ECHO-BP3-OUT 2/15/2017 L67140-7 Dissolved Oxygen, Field 10.4 mg/L  0.5 1 10.4 J unknown
WG150454 ECHO-BP1-IN 2/15/2017 L67140-1 pH, Field 7.33 pH  7.33 J unknown
WG150454 ECHO-BP1-OUT 2/15/2017 L67140-3 pH, Field 7.23 pH  7.23 J unknown
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WG150454 ECHO-BP3-IN 2/15/2017 L67140-5 pH, Field 6.89 pH  6.89 J unknown
WG150454 ECHO-BP3-OUT 2/15/2017 L67140-7 pH, Field 6.78 pH  6.78 J unknown
WG150454 ECHO-BP1-IN 2/15/2017 L67140-1 Sample Temperature, Field 9.6 deg C  9.6 J unknown
WG150454 ECHO-BP1-OUT 2/15/2017 L67140-3 Sample Temperature, Field 7.7 deg C  7.7 J unknown
WG150454 ECHO-BP3-IN 2/15/2017 L67140-5 Sample Temperature, Field 7.7 deg C  7.7 J unknown
WG150454 ECHO-BP3-OUT 2/15/2017 L67140-7 Sample Temperature, Field 7.5 deg C  7.5 J unknown
WG143380 ECHO-BP1-IN 12/8/2015 L64379-2 Fecal Coliform 80 CFU/100ml C,SH,TA 80 J unknown
WG143380 ECHO-BP1-OUT 12/8/2015 L64379-4 Fecal Coliform 27 CFU/100ml C,SH,TA 27 J unknown
WG143380 ECHO-BP2-IN 12/8/2015 L64379-6 Fecal Coliform 110 CFU/100ml C,SH,TA 110 J unknown
WG143380 ECHO-BP2-OUT 12/8/2015 L64379-8 Fecal Coliform 43 CFU/100ml C,SH,TA 43 J unknown
WG144109 ECHO-BP1-IN 1/21/2016 L64648-1 Fecal Coliform 14 CFU/100ml C,SH,TA 14 J unknown
WG144109 ECHO-BP1-OUT 1/21/2016 L64648-3 Fecal Coliform 4 CFU/100ml SH,TA,C 4 J unknown
WG144109 ECHO-BP2-IN 1/21/2016 L64648-5 Fecal Coliform 17 CFU/100ml C,SH,TA 17 J unknown
WG144109 ECHO-BP2-OUT 1/21/2016 L64648-7 Fecal Coliform 290 CFU/100ml C,SH,TA 290 J unknown
WG144109 ECHO-BP1-IN 1/21/2016 L64648-9 Fecal Coliform 21 CFU/100ml C,SH,TA 21 J unknown
WG144681 ECHO-BP1-IN 3/1/2016 L64921-1 Fecal Coliform 160 CFU/100ml C,SH,TA 160 J unknown
WG144681 ECHO-BP3-OUT 3/1/2016 L64921-11 Fecal Coliform 180 CFU/100ml SH,TA,C 180 J unknown
WG144681 ECHO-FLT1-IN 3/1/2016 L64921-13 Fecal Coliform 210 CFU/100ml C,SH,TA 210 J unknown
WG144681 ECHO-FLT1-OUT 3/1/2016 L64921-15 Fecal Coliform 5 CFU/100ml C,SH,TA 5 J unknown
WG144681 ECHO-BP2-IN 3/1/2016 L64921-17 Fecal Coliform 99 CFU/100ml C,SH,TA 99 J unknown
WG144681 ECHO-BP1-OUT 3/1/2016 L64921-3 Fecal Coliform 80 CFU/100ml C,SH,TA 80 J unknown
WG144681 ECHO-BP2-IN 3/1/2016 L64921-5 Fecal Coliform 150 CFU/100ml C,SH,TA 150 J unknown
WG144681 ECHO-BP2-OUT 3/1/2016 L64921-7 Fecal Coliform 160 CFU/100ml C,SH,TA 160 J unknown
WG144681 ECHO-BP3-IN 3/1/2016 L64921-9 Fecal Coliform 250 CFU/100ml C,SH,TA 250 J unknown
WG144816 ECHO-BP1-IN 3/9/2016 L64999-1 Fecal Coliform 290 CFU/100ml C,SH,TA 290 J unknown
WG144816 ECHO-BP3-OUT 3/9/2016 L64999-11 Fecal Coliform 44 CFU/100ml C,SH,TA 44 J unknown
WG144816 ECHO-FLT1-IN 3/9/2016 L64999-13 Fecal Coliform 150 CFU/100ml C,SH,TA 150 J unknown
WG144816 ECHO-FLT1-OUT 3/9/2016 L64999-15 Fecal Coliform 120 CFU/100ml C,SH,TA 120 J unknown
WG144816 ECHO-BP2-OUT 3/9/2016 L64999-17 Fecal Coliform 38 CFU/100ml C,SH,TA 38 J unknown
WG144816 ECHO-BP1-OUT 3/9/2016 L64999-3 Fecal Coliform 50 CFU/100ml C,SH,TA 50 J unknown
WG144816 ECHO-BP2-IN 3/9/2016 L64999-5 Fecal Coliform 130 CFU/100ml C,SH,TA 130 J unknown
WG144816 ECHO-BP2-OUT 3/9/2016 L64999-7 Fecal Coliform 40 CFU/100ml C,SH,TA 40 J unknown
WG144816 ECHO-BP3-IN 3/9/2016 L64999-9 Fecal Coliform 170 CFU/100ml C,SH,TA 170 J unknown
WG147869 ECHO-DTS-IN 9/17/2016 L66175-2 Fecal Coliform 490 CFU/100ml C 490 J unknown
WG147869 ECHO-DTS-OUT 9/17/2016 L66175-4 Fecal Coliform 610 CFU/100ml C 610 J unknown
WG148369 ECHO-BP3-OUT 10/13/2016 L66382-11 Fecal Coliform 120 CFU/100ml C,SH,TA 120 J unknown
WG148369 ECHO-FLT1-IN 10/13/2016 L66382-17 Fecal Coliform 490 CFU/100ml C,SH,TA 490 J unknown
WG148369 ECHO-FLT1-OUT 10/13/2016 L66382-19 Fecal Coliform 290 CFU/100ml C,SH,TA 290 J unknown
WG148369 ECHO-BP3-IN 10/13/2016 L66382-9 Fecal Coliform 550 CFU/100ml C,SH,TA 550 J unknown
WG148370 ECHO-DTS-IN 10/13/2016 L66384-2 Fecal Coliform 90 CFU/100ml C 90 J unknown
WG148370 ECHO-DTS-OUT 10/13/2016 L66384-4 Fecal Coliform 200 CFU/100ml C 200 J unknown
WG148784 ECHO-BP1-IN 10/26/2016 L66498-1 Escherichia coli 200 CFU/100ml SH,TA 200 J unknown
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WG148784 ECHO-BP3-OUT 10/26/2016 L66498-11 Escherichia coli 97 CFU/100ml SH,TA 97 J unknown
WG148784 ECHO-BP4-IN 10/26/2016 L66498-13 Escherichia coli 180 CFU/100ml SH,TA 180 J unknown
WG148784 ECHO-BP4-OUT 10/26/2016 L66498-15 Escherichia coli 160 CFU/100ml SH,TA 160 J unknown
WG148784 ECHO-FLT1-IN 10/26/2016 L66498-17 Escherichia coli 44 CFU/100ml SH,TA 44 J unknown
WG148784 ECHO-FLT1-OUT 10/26/2016 L66498-19 Escherichia coli 34 CFU/100ml SH,TA 34 J unknown
WG148784 ECHO-BP1-IN 10/26/2016 L66498-22 Escherichia coli 200 CFU/100ml SH,TA 200 J unknown
WG148784 ECHO-BP1-OUT 10/26/2016 L66498-3 Escherichia coli 150 CFU/100ml SH,TA 150 J unknown
WG148784 ECHO-BP2-IN 10/26/2016 L66498-5 Escherichia coli 120 CFU/100ml SH,TA 120 J unknown
WG148784 ECHO-BP2-OUT 10/26/2016 L66498-7 Escherichia coli 100 CFU/100ml SH,TA 100 J unknown
WG148784 ECHO-BP3-IN 10/26/2016 L66498-9 Escherichia coli 120 CFU/100ml SH,TA 120 J unknown
WG149830 ECHO-BP1-IN 1/17/2017 L66938-1 Escherichia coli 85 CFU/100ml SH,TA 85 J unknown
WG149830 ECHO-BP3-OUT 1/17/2017 L66938-11 Escherichia coli 180 CFU/100ml SH,TA 180 J unknown
WG149830 ECHO-BP4-IN 1/18/2017 L66938-13 Escherichia coli 16 CFU/100ml SH,TA 16 J unknown
WG149830 ECHO-BP4-OUT 1/18/2017 L66938-15 Escherichia coli 30 CFU/100ml SH,TA 30 J unknown
WG149830 ECHO-FLT1-IN 1/17/2017 L66938-17 Escherichia coli 120 CFU/100ml SH,TA 120 J unknown
WG149830 ECHO-FLT1-OUT 1/17/2017 L66938-19 Escherichia coli 73 CFU/100ml SH,TA 73 J unknown
WG149830 ECHO-FLT1-IN 1/17/2017 L66938-22 Escherichia coli 76 CFU/100ml SH,TA 76 J unknown
WG149830 ECHO-BP1-OUT 1/17/2017 L66938-3 Escherichia coli 150 CFU/100ml SH,TA 150 J unknown
WG149830 ECHO-BP2-IN 1/17/2017 L66938-5 Escherichia coli 10 CFU/100ml SH,TA 10 J unknown
WG149830 ECHO-BP2-OUT 1/17/2017 L66938-7 Escherichia coli 13 CFU/100ml SH,TA 13 J unknown
WG149830 ECHO-BP3-IN 1/17/2017 L66938-9 Escherichia coli 150 CFU/100ml SH,TA 150 J unknown
WG150142 ECHO-BP1-IN 2/9/2017 L67070-1 Escherichia coli 35 CFU/100ml SH,TA 35 J unknown
WG150142 ECHO-BP3-OUT 2/9/2017 L67070-11 Escherichia coli 16 CFU/100ml SH,TA 16 J unknown
WG150142 ECHO-BP3-OUT 2/9/2017 L67070-26 Escherichia coli 23 CFU/100ml SH,TA 23 J unknown
WG150142 ECHO-BP1-OUT 2/9/2017 L67070-3 Escherichia coli 14 CFU/100ml SH,TA 14 J unknown
WG150142 ECHO-BP2-IN 2/9/2017 L67070-5 Escherichia coli 45 CFU/100ml SH,TA 45 J unknown
WG150142 ECHO-BP2-OUT 2/9/2017 L67070-7 Escherichia coli 26 CFU/100ml SH,TA 26 J unknown
WG150142 ECHO-BP3-IN 2/9/2017 L67070-9 Escherichia coli 19 CFU/100ml SH,TA 19 J unknown
WG150278 ECHO-BP1-IN 2/15/2017 L67140-1 Escherichia coli 220 CFU/100ml SH,TA 220 J unknown
WG150278 ECHO-BP1-OUT 2/15/2017 L67140-3 Escherichia coli 78 CFU/100ml SH,TA 78 J unknown
WG150278 ECHO-BP3-IN 2/15/2017 L67140-5 Escherichia coli 98 CFU/100ml SH,TA 98 J unknown
WG150278 ECHO-BP3-OUT 2/15/2017 L67140-7 Escherichia coli 61 CFU/100ml SH,TA 61 J unknown
WG146905 ECHO-DTS-IN 6/23/2016 L65650-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG146905 ECHO-DTS-OUT 6/23/2016 L65650-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG146905 ECHO-DTS-IN 6/23/2016 L65650-1 Copper, Dissolved, ICP-MS 12.6 ug/L H 0.2 2 12.6 J unknown
WG146905 ECHO-DTS-OUT 6/23/2016 L65650-3 Copper, Dissolved, ICP-MS 12.1 ug/L H 0.2 2 12.1 J unknown
WG146905 ECHO-DTS-IN 6/23/2016 L65650-1 Lead, Dissolved, ICP-MS 0.38 ug/L <RDL,H 0.1 0.5 0.38 J unknown
WG146905 ECHO-DTS-OUT 6/23/2016 L65650-3 Lead, Dissolved, ICP-MS 0.48 ug/L <RDL,H 0.1 0.5 0.48 J unknown
WG146905 ECHO-DTS-IN 6/23/2016 L65650-1 Zinc, Dissolved, ICP-MS 87.8 ug/L H 0.5 2.5 87.8 J unknown
WG146905 ECHO-DTS-OUT 6/23/2016 L65650-3 Zinc, Dissolved, ICP-MS 73.6 ug/L H 0.5 2.5 73.6 J unknown
WG147984 ECHO-DTS-IN 9/17/2016 L66175-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG147984 ECHO-DTS-OUT 9/17/2016 L66175-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
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WG147984 ECHO-DTS-IN 9/17/2016 L66175-1 Copper, Dissolved, ICP-MS 14.9 ug/L H 0.2 2 14.9 J unknown
WG147984 ECHO-DTS-OUT 9/17/2016 L66175-3 Copper, Dissolved, ICP-MS 13.6 ug/L H 0.2 2 13.6 J unknown
WG147984 ECHO-DTS-IN 9/17/2016 L66175-1 Lead, Dissolved, ICP-MS 0.25 ug/L <RDL,H 0.1 0.5 0.25 J unknown
WG147984 ECHO-DTS-OUT 9/17/2016 L66175-3 Lead, Dissolved, ICP-MS 0.26 ug/L <RDL,H 0.1 0.5 0.26 J unknown
WG147984 ECHO-DTS-IN 9/17/2016 L66175-1 Zinc, Dissolved, ICP-MS 68 ug/L H 0.5 2.5 68 J unknown
WG147984 ECHO-DTS-OUT 9/17/2016 L66175-3 Zinc, Dissolved, ICP-MS 67.6 ug/L H 0.5 2.5 67.6 J unknown
WG148332 ECHO-DTS-IN 10/6/2016 L66285-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148332 ECHO-DTS-OUT 10/6/2016 L66285-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148332 ECHO-DTS-IN 10/6/2016 L66285-1 Copper, Dissolved, ICP-MS 5.84 ug/L H 0.2 2 5.84 J unknown
WG148332 ECHO-DTS-OUT 10/6/2016 L66285-3 Copper, Dissolved, ICP-MS 5.82 ug/L H 0.2 2 5.82 J unknown
WG148332 ECHO-DTS-IN 10/6/2016 L66285-1 Lead, Dissolved, ICP-MS 0.27 ug/L <RDL,H 0.1 0.5 0.27 J unknown
WG148332 ECHO-DTS-OUT 10/6/2016 L66285-3 Lead, Dissolved, ICP-MS 0.28 ug/L <RDL,H 0.1 0.5 0.28 J unknown
WG148332 ECHO-DTS-IN 10/6/2016 L66285-1 Zinc, Dissolved, ICP-MS 40.9 ug/L H 0.5 2.5 40.9 J unknown
WG148332 ECHO-DTS-OUT 10/6/2016 L66285-3 Zinc, Dissolved, ICP-MS 42.6 ug/L H 0.5 2.5 42.6 J unknown
WG148522 ECHO-DTS-IN 10/13/2016 L66384-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148522 ECHO-DTS-OUT 10/13/2016 L66384-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148522 ECHO-DTS-IN 10/13/2016 L66384-1 Copper, Dissolved, ICP-MS 7.44 ug/L H 0.2 2 7.44 J unknown
WG148522 ECHO-DTS-OUT 10/13/2016 L66384-3 Copper, Dissolved, ICP-MS 7.33 ug/L H 0.2 2 7.33 J unknown
WG148522 ECHO-DTS-IN 10/13/2016 L66384-1 Lead, Dissolved, ICP-MS 0.31 ug/L <RDL,H 0.1 0.5 0.31 J unknown
WG148522 ECHO-DTS-OUT 10/13/2016 L66384-3 Lead, Dissolved, ICP-MS 0.3 ug/L <RDL,H 0.1 0.5 0.3 J unknown
WG148522 ECHO-DTS-IN 10/13/2016 L66384-1 Zinc, Dissolved, ICP-MS 64.1 ug/L H 0.5 2.5 64.1 J unknown
WG148522 ECHO-DTS-OUT 10/13/2016 L66384-3 Zinc, Dissolved, ICP-MS 63.8 ug/L H 0.5 2.5 63.8 J unknown
WG148971 ECHO-DTS-IN 10/19/2016 L66435-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148971 ECHO-DTS-OUT 10/19/2016 L66435-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG148971 ECHO-DTS-IN 10/19/2016 L66435-1 Copper, Dissolved, ICP-MS 4 ug/L H 0.2 2 4 J unknown
WG148971 ECHO-DTS-OUT 10/19/2016 L66435-3 Copper, Dissolved, ICP-MS 4.5 ug/L H 0.2 2 4.5 J unknown
WG148971 ECHO-DTS-IN 10/19/2016 L66435-1 Lead, Dissolved, ICP-MS 0.2 ug/L <RDL,H 0.1 0.5 0.2 J unknown
WG148971 ECHO-DTS-OUT 10/19/2016 L66435-3 Lead, Dissolved, ICP-MS 0.22 ug/L <RDL,H 0.1 0.5 0.22 J unknown
WG148971 ECHO-DTS-IN 10/19/2016 L66435-1 Zinc, Dissolved, ICP-MS 36.5 ug/L H 0.5 2.5 36.5 J unknown
WG148971 ECHO-DTS-OUT 10/19/2016 L66435-3 Zinc, Dissolved, ICP-MS 36.6 ug/L H 0.5 2.5 36.6 J unknown
WG149168 ECHO-DTS-OUT 10/26/2016 L66499-3 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG149168 ECHO-DTS-OUT 10/26/2016 L66499-3 Copper, Dissolved, ICP-MS 4.23 ug/L H 0.2 2 4.23 J unknown
WG149168 ECHO-DTS-OUT 10/26/2016 L66499-3 Lead, Dissolved, ICP-MS 0.34 ug/L <RDL,H 0.1 0.5 0.34 J unknown
WG149168 ECHO-DTS-OUT 10/26/2016 L66499-3 Zinc, Dissolved, ICP-MS 24.9 ug/L H 0.5 2.5 24.9 J unknown
WG149178 ECHO-DTS-IN 10/26/2016 L66499-1 Cadmium, Dissolved, ICP-MS ug/L <MDL,H 0.05 0.25 0.05 UJ unknown
WG149178 ECHO-DTS-IN 10/26/2016 L66499-1 Copper, Dissolved, ICP-MS 4.03 ug/L H 0.2 2 4.03 J unknown
WG149178 ECHO-DTS-IN 10/26/2016 L66499-1 Lead, Dissolved, ICP-MS 0.17 ug/L <RDL,H 0.1 0.5 0.17 J unknown
WG149178 ECHO-DTS-IN 10/26/2016 L66499-1 Zinc, Dissolved, ICP-MS 25.8 ug/L H 0.5 2.5 25.8 J unknown
WG144921 ECHO-BP1-IN 3/9/2016 L64999-1 Naphthalene 0.017 ug/L <RDL,B 0.0047 0.0236 0.0236 U
WG144921 ECHO-FLT1-IN 3/9/2016 L64999-13 Naphthalene 0.016 ug/L <RDL,B 0.0047 0.0236 0.0236 U
WG144921 ECHO-BP2-IN 3/9/2016 L64999-5 Naphthalene 0.019 ug/L <RDL,B 0.0047 0.0236 0.0236 U
WG144921 ECHO-BP3-IN 3/9/2016 L64999-9 Naphthalene 0.02 ug/L <RDL,B 0.0047 0.0236 0.0236 U
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WG148652 ECHO-DTS-IN 10/19/2016 L66435-1 Benzo(b,j,k)fluoranthene 0.033 ug/L <RDL,JL 0.0095 0.0476 0.033 J high
WG148652 ECHO-DTS-OUT 10/19/2016 L66435-3 Benzo(b,j,k)fluoranthene 0.033 ug/L <RDL,JL 0.0095 0.0476 0.033 J high
WG148652 ECHO-DTS-IN 10/19/2016 L66435-1 Chrysene 0.026 ug/L <RDL,JL 0.0095 0.0476 0.026 J high
WG148652 ECHO-DTS-OUT 10/19/2016 L66435-3 Chrysene 0.026 ug/L <RDL,JL 0.0095 0.0476 0.026 J high
WG148678 ECHO-BP1-IN 10/26/2016 L66498-1 Chrysene 0.0708 ug/L JL 0.0094 0.0472 0.0708 J high
WG148678 ECHO-BP4-IN 10/26/2016 L66498-13 Chrysene 0.04 ug/L <RDL,JL 0.0094 0.0472 0.04 J high
WG148678 ECHO-FLT1-IN 10/26/2016 L66498-17 Chrysene 0.146 ug/L JL 0.0094 0.0472 0.146 J high
WG148678 ECHO-BP1-IN 10/26/2016 L66498-22 Chrysene 0.0572 ug/L JL 0.0094 0.0472 0.0572 J high
WG148678 ECHO-BP2-IN 10/26/2016 L66498-5 Chrysene 0.0764 ug/L JL 0.0094 0.0472 0.0764 J high
WG148678 ECHO-BP3-IN 10/26/2016 L66498-9 Chrysene 0.0594 ug/L JL 0.0094 0.0472 0.0594 J high
WG148678 ECHO-DTS-IN 10/26/2016 L66499-1 Chrysene 0.031 ug/L <RDL,JL 0.0094 0.0472 0.031 J high
WG148678 ECHO-DTS-OUT 10/26/2016 L66499-3 Chrysene 0.035 ug/L <RDL,JL 0.0094 0.0472 0.035 J high
WG148678 ECHO-DTS-OUT 10/26/2016 L66499-3 Indeno(1,2,3-Cd)Pyrene 0.011 ug/L <RDL 0.0094 0.0472 0.011 J high
WG151046 BLANK1 3/29/2017 L67413-1 Acenaphthylene ug/L <MDL,JG 0.0047 0.0236 0.0047 UJ low
WG154875 ECHO-BP3-OUT 10/13/2016 L66382-11 Escherichia coli 190 CFU/100ml SH,TA 190 J unknown
WG154875 ECHO-FLT1-IN 10/13/2016 L66382-17 Escherichia coli 540 CFU/100ml SH,TA 540 J unknown
WG154875 ECHO-FLT1-OUT 10/13/2016 L66382-19 Escherichia coli 420 CFU/100ml SH,TA 420 J unknown
WG154875 ECHO-BP3-IN 10/13/2016 L66382-9 Escherichia coli 690 CFU/100ml SH,TA 690 J unknown
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WG143407 (DISSNUT)   Department: 3 - Conventionals   Move Date: 29-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64296-1 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-1 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-1 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-2 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-2 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-2 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-3 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-3 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-3 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-4 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-4 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-4 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-5 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-5 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-5 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-6 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-6 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-6 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-7 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-7 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-7 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-8 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-8 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-8 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-9 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-9 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-9 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-10 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-10 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-10 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-11 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-11 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-11 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-12 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-12 422019 WRIA 7 Streams Ambient Monitoring CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-12 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64296-13 422019 WRIA 7 Streams Ambient Monitoring CVNH3-FL BLANK WTR 12/7/2015 12/9/2015 12/9/2015
L64296-13 422019 WRIA 7 Streams Ambient Monitoring CVNO23 BLANK WTR 12/7/2015 12/9/2015 12/9/2015
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L64296-13 422019 WRIA 7 Streams Ambient Monitoring CVORTHOP BLANK WTR 12/7/2015 12/9/2015 12/9/2015
L64310-1 421195-150 Beaver Lake CVORTHOP FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-2 421195-150 Beaver Lake CVORTHOP FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-3 421195-150 Beaver Lake CVNH3-FL FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-3 421195-150 Beaver Lake CVNO23 FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-3 421195-150 Beaver Lake CVORTHOP FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-4 421195-150 Beaver Lake CVNH3-FL FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-4 421195-150 Beaver Lake CVNO23 FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64310-4 421195-150 Beaver Lake CVORTHOP FRESH WTR 12/8/2015 12/9/2015 12/9/2015
L64311-1 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-1 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-1 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-1 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-2 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-2 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-2 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-2 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-3 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-3 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-3 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-3 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-4 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-4 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-4 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-4 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-5 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-5 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-5 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-6 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-6 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-6 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-8 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-8 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-8 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-8 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-9 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-9 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-9 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-9 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-10 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-10 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
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L64311-10 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-10 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-11 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-11 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-11 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-11 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-12 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-12 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-12 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-12 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-13 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-13 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-13 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-14 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-14 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-14 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-15 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-15 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-15 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-16 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-16 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-16 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-17 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-17 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-17 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-19 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-19 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-19 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-19 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-20 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-20 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-20 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-20 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-21 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-21 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-21 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-22 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-22 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-22 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-23 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-23 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
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L64311-23 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-25 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-25 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-25 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-26 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-26 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-26 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-27 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-27 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-27 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-29 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-29 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-29 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-29 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-30 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-30 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-30 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-30 421235 MAJOR LAKES (wtr col) CVSI FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-31 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-31 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-31 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-32 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-32 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-32 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-33 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-33 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-33 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 12/7/2015 12/9/2015 12/9/2015
L64311-35 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-35 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-35 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-35 421235 MAJOR LAKES (wtr col) CVSI BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-36 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-36 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-36 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64311-36 421235 MAJOR LAKES (wtr col) CVSI BLANK WTR 12/7/2015 12/9/2015 12/9/2015 FFB
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 12/8/2015 12/9/2015 12/9/2015
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L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 12/8/2015 12/9/2015 12/9/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 12/8/2015 12/9/2015 12/9/2015
WG143407-1 MB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 MB1 12/9/15
WG143407-1 MB CVNO23 BLANK WTR 12/9/2015 12/9/2015 MB1 12/9/15
WG143407-1 MB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 MB1 12/9/15
WG143407-1 MB CVSI BLANK WTR 12/9/2015 12/9/2015 MB1 12/9/15
WG143407-2 SB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 WG143407-1
WG143407-2 SB CVNO23 BLANK WTR 12/9/2015 12/9/2015 WG143407-1
WG143407-2 SB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 WG143407-1
WG143407-2 SB CVSI BLANK WTR 12/9/2015 12/9/2015 WG143407-1
WG143407-3 LCS CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-3 LCS CVNO23 BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-3 LCS CVORTHOP BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-3 LCS CVSI BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-4 LD CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-4 LD CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-4 LD CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-4 LD CVSI FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-5 MS CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-5 MS CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-5 MS CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-5 MS CVSI FRESH WTR 12/9/2015 12/9/2015 L64311-19
WG143407-6 MB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 MB2 12/9/15
WG143407-6 MB CVNO23 BLANK WTR 12/9/2015 12/9/2015 MB2 12/9/15
WG143407-6 MB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 MB2 12/9/15
WG143407-7 SB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 WG143407-6
WG143407-7 SB CVNO23 BLANK WTR 12/9/2015 12/9/2015 WG143407-6
WG143407-7 SB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 WG143407-6
WG143407-8 LCS CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-8 LCS CVNO23 BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-8 LCS CVORTHOP BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-9 LD CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64311-23
WG143407-9 LD CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64311-23
WG143407-9 LD CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64311-23
WG143407-10 MS CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64311-23
WG143407-10 MS CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64311-23
WG143407-10 MS CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64311-23
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WG143407-11 LD CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-11 LD CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-11 LD CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-12 MS CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-12 MS CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-12 MS CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64310-4
WG143407-13 LD CVNH3-FL STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-13 LD CVNO23 STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-13 LD CVORTHOP STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-14 MS CVNH3-FL STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-14 MS CVNO23 STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-14 MS CVORTHOP STORM WTR 12/9/2015 12/9/2015 L64379-6
WG143407-15 MB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 MB3 12/9/15
WG143407-15 MB CVNO23 BLANK WTR 12/9/2015 12/9/2015 MB3 12/9/15
WG143407-15 MB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 MB3 12/9/15
WG143407-16 SB CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 WG143407-15
WG143407-16 SB CVNO23 BLANK WTR 12/9/2015 12/9/2015 WG143407-15
WG143407-16 SB CVORTHOP BLANK WTR 12/9/2015 12/9/2015 WG143407-15
WG143407-17 LCS CVNH3-FL BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-17 LCS CVNO23 BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-17 LCS CVORTHOP BLANK WTR 12/9/2015 12/9/2015 LEVEL1
WG143407-18 LD CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64296-3
WG143407-18 LD CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64296-3
WG143407-18 LD CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64296-3
WG143407-19 MS CVNH3-FL FRESH WTR 12/9/2015 12/9/2015 L64296-3
WG143407-19 MS CVNO23 FRESH WTR 12/9/2015 12/9/2015 L64296-3
WG143407-19 MS CVORTHOP FRESH WTR 12/9/2015 12/9/2015 L64296-3

WG143430 (tss-2-12/10)   Department: 3 - Conventionals   Move Date: 18-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64136-1 423589-330-4Green Rvr PCB/PAH Loading CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015 SAMP
L64136-2 423589-330-4Green Rvr PCB/PAH Loading CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015 SAMP
L64196-1 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
L64196-2 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
L64196-3 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
L64196-4 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
L64196-5 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
L64296-1 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-2 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
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L64296-3 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-4 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-5 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-6 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-7 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-8 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-9 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-10 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-11 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64296-12 422019 WRIA 7 Streams Ambient Monitoring CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-1 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-2 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-3 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-4 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-5 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-6 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-8 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-9 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-10 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-11 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-12 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-13 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-14 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-15 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-16 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-17 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-19 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-20 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-21 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-22 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-23 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-25 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-26 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-27 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-29 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-30 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-31 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-32 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64311-33 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 12/7/2015 12/11/2015 12/14/2015
L64369-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 12/6/2015 12/11/2015 12/14/2015
L64374-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 12/7/2015 12/11/2015 12/14/2015
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L64374-2 421185-100 Elliot West CSO Plant CVTSS STORM WTR 12/8/2015 12/11/2015 12/14/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 12/8/2015 12/11/2015 12/14/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 12/8/2015 12/11/2015 12/14/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 12/8/2015 12/11/2015 12/14/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 12/8/2015 12/11/2015 12/14/2015
WG143430-1 MB CVTSS BLANK WTR 12/11/2015 12/14/2015
WG143430-2 LCS CVTSS BLANK WTR 12/11/2015 12/14/2015 LEVEL1
WG143430-3 LD CVTSS STORM WTR 12/11/2015 12/14/2015 L64379-6
WG143430-4 LD CVTSS FRESH WTR 12/11/2015 12/14/2015 L64296-2
WG143430-5 MB CVTSS BLANK WTR 12/11/2015 12/14/2015
WG143430-6 LCS CVTSS BLANK WTR 12/11/2015 12/14/2015 LEVEL1
WG143430-7 LD CVTSS FRESH WTR 12/11/2015 12/14/2015 L64311-4
WG143430-8 MB CVTSS BLANK WTR 12/11/2015 12/14/2015
WG143430-9 LCS CVTSS BLANK WTR 12/11/2015 12/14/2015 LEVEL1
WG143430-10 LD CVTSS FRESH WTR 12/11/2015 12/14/2015 L64311-30

WG143546 (NUTS-12/15)   Department: 3 - Conventionals   Move Date: 29-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64196-1 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-1 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-2 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-2 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-3 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-3 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-4 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-4 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-5 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64196-5 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64221-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 12/7/2015 12/15/2015 12/22/2015
L64221-2 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 12/7/2015 12/15/2015 12/22/2015
L64221-3 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 12/7/2015 12/15/2015 12/22/2015
L64310-1 421195-150 Beaver Lake CVTOTP FRESH WTR 12/8/2015 12/15/2015 12/22/2015
L64310-2 421195-150 Beaver Lake CVTOTP FRESH WTR 12/8/2015 12/15/2015 12/22/2015
L64310-3 421195-150 Beaver Lake CVTOTP FRESH WTR 12/8/2015 12/15/2015 12/22/2015
L64310-4 421195-150 Beaver Lake CVTOTP FRESH WTR 12/8/2015 12/15/2015 12/22/2015
L64311-37 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-37 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-38 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-38 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
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L64311-39 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-39 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-40 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-40 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-41 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-41 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-42 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-42 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-44 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-44 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-45 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-45 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-46 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-46 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-47 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-47 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-48 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-48 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-49 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64311-49 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-1 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-2 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-3 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-4 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-7 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-8 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-10 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-11 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64336-12 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOTP FRESH WTR 12/14/2015 12/15/2015 12/22/2015
L64370-1 421195-150 Beaver Lake CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64370-2 421195-150 Beaver Lake CVTOTP STORM WTR 12/7/2015 12/15/2015 12/22/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 12/8/2015 12/15/2015 12/22/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 12/8/2015 12/15/2015 12/22/2015
WG143546-1 MB CVTOTN BLANK WTR 12/15/2015 12/22/2015 MB1 12/15
WG143546-1 MB CVTOTP BLANK WTR 12/15/2015 12/22/2015 MB1 12/15
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WG143546-2 SB CVTOTN BLANK WTR 12/15/2015 12/22/2015 WG143546-1
WG143546-2 SB CVTOTP BLANK WTR 12/15/2015 12/22/2015 WG143546-1
WG143546-3 LCS CVTOTN BLANK WTR 12/15/2015 12/22/2015 LEVEL1
WG143546-3 LCS CVTOTP BLANK WTR 12/15/2015 12/22/2015 LEVEL1
WG143546-4 LD CVTOTN STORM WTR 12/15/2015 12/22/2015 L64196-5
WG143546-4 LD CVTOTP STORM WTR 12/15/2015 12/22/2015 L64196-5
WG143546-5 MS CVTOTN STORM WTR 12/15/2015 12/22/2015 L64196-5
WG143546-5 MS CVTOTP STORM WTR 12/15/2015 12/22/2015 L64196-5
WG143546-6 MB CVTOTN BLANK WTR 12/15/2015 12/22/2015 MB2 12/15
WG143546-6 MB CVTOTP BLANK WTR 12/15/2015 12/22/2015 MB2 12/15
WG143546-7 LCS CVTOTN BLANK WTR 12/15/2015 12/22/2015 LEVEL1
WG143546-7 LCS CVTOTP BLANK WTR 12/15/2015 12/22/2015 LEVEL1
WG143546-8 LD CVTOTP FRESH WTR 12/15/2015 12/22/2015 L64336-7
WG143546-9 MS CVTOTP FRESH WTR 12/15/2015 12/22/2015 L64336-7
WG143546-10 LD CVTOTP FRESH WTR 12/15/2015 12/22/2015 L64310-3
WG143546-11 MS CVTOTP FRESH WTR 12/15/2015 12/22/2015 L64310-3
WG143546-12 LD CVTOTN STORM WTR 12/15/2015 12/22/2015 L64379-8
WG143546-12 LD CVTOTP STORM WTR 12/15/2015 12/22/2015 L64379-8
WG143546-13 MS CVTOTN STORM WTR 12/15/2015 12/22/2015 L64379-8
WG143546-13 MS CVTOTP STORM WTR 12/15/2015 12/22/2015 L64379-8

WG143627 (TOC/421422)   Department: 3 - Conventionals   Move Date: 23-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64066-1 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-2 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-3 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-4 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-5 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-6 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64066-7 421240-210 Wet Weather Survey(Strmwtr) CVTOC STORM WTR 12/2/2015 12/18/2015 12/18/2015
L64082-6 421422-CHSWSWD-CHSW Q Cedar Hills Surface Water QuarCVTOC FRESH WTR 12/15/2015 12/17/2015 12/17/2015
L64083-5 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 11/30/2015 12/16/2015 12/16/2015
L64083-6 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 11/30/2015 12/16/2015 12/16/2015
L64109-5 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 12/8/2015 12/21/2015 12/21/2015
L64117-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 12/8/2015 12/16/2015 12/16/2015
L64136-1 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/7/2015 12/18/2015 12/18/2015 SAMP
L64136-2 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/7/2015 12/18/2015 12/18/2015 SAMP
L64221-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOC FRESH WTR 12/7/2015 12/16/2015 12/16/2015
L64221-2 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOC FRESH WTR 12/7/2015 12/16/2015 12/16/2015
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L64221-3 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOC FRESH WTR 12/7/2015 12/16/2015 12/16/2015
L64253-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/8/2015 12/21/2015 12/21/2015
L64253-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/8/2015 12/21/2015 12/21/2015
L64253-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/21/2015 12/21/2015
L64253-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/10/2015 12/16/2015 12/16/2015
L64253-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/11/2015 12/21/2015 12/21/2015
L64253-8 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64253-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC LEACHATE 12/11/2015 12/16/2015 12/16/2015
L64253-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/21/2015 12/21/2015
L64253-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/16/2015 12/16/2015
L64253-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/16/2015 12/16/2015
L64253-13 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/21/2015 12/21/2015
L64253-15 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-16 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-20 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-21 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-22 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-23 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/9/2015 12/16/2015 12/16/2015
L64253-24 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/10/2015 12/21/2015 12/21/2015
L64253-25 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/10/2015 12/16/2015 12/16/2015
L64253-26 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64253-27 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64253-28 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64254-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC FRESH WTR 12/17/2015 12/17/2015 12/17/2015
L64254-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/17/2015 12/17/2015 12/17/2015
L64254-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC LEACHATE 12/17/2015 12/18/2015 12/18/2015
L64254-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/17/2015 12/17/2015 12/17/2015
L64254-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/17/2015 12/17/2015
L64254-8 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/11/2015 12/16/2015 12/16/2015
L64254-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/11/2015 12/21/2015 12/21/2015
L64254-13 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/10/2015 12/21/2015 12/21/2015
L64254-14 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/16/2015 12/16/2015
L64254-15 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-16 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-17 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-18 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64254-19 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64254-20 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
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L64254-21 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/16/2015 12/16/2015
L64254-22 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 12/14/2015 12/16/2015 12/16/2015
L64328-1 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTOC GRND WTR 12/10/2015 12/16/2015 12/16/2015
L64328-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTOC GRND WTR 12/10/2015 12/16/2015 12/16/2015
L64328-4 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTOC GRND WTR 12/10/2015 12/18/2015 12/18/2015
L64331-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 12/10/2015 12/16/2015 12/16/2015
L64331-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 12/9/2015 12/18/2015 12/18/2015
L64331-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 12/9/2015 12/16/2015 12/16/2015
L64331-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 12/8/2015 12/16/2015 12/16/2015
L64333-1 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTOC GRND WTR 12/11/2015 12/16/2015 12/16/2015
L64333-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTOC GRND WTR 12/11/2015 12/16/2015 12/16/2015
L64336-1 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-2 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-3 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-4 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-5 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/15/2015 12/17/2015 12/17/2015
L64336-6 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/15/2015 12/17/2015 12/17/2015
L64336-7 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-8 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-9 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/15/2015 12/17/2015 12/17/2015
L64336-10 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-11 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-12 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/14/2015 12/17/2015 12/17/2015
L64336-13 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonCVTOC FRESH WTR 12/15/2015 12/17/2015 12/17/2015
L64355-1 421422-CHGWSWD-CHGW-NP Cedar Hills Groundwater NonCVTOC GRND WTR 12/15/2015 12/17/2015 12/17/2015
L64356-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64356-3 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64356-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/18/2015 12/18/2015 12/18/2015
L64356-5 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64356-6 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64356-7 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/16/2015 12/17/2015 12/17/2015
L64358-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/17/2015 12/18/2015 12/18/2015
L64358-3 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTOC GRND WTR 12/17/2015 12/18/2015 12/18/2015
L64359-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/17/2015 12/17/2015 12/17/2015
L64359-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/17/2015 12/18/2015 12/18/2015
L64362-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/21/2015 12/21/2015 12/21/2015
L64362-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/21/2015 12/21/2015 12/21/2015
L64362-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/21/2015 12/21/2015 12/21/2015
L64362-5 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/21/2015 12/21/2015 12/21/2015
L64378-1 421185 WP INPLANT 3 Day INTENSIVE STUDY CVTOC STORM WTR 12/8/2015 12/18/2015 12/18/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 12/8/2015 12/18/2015 12/18/2015
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L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 12/8/2015 12/18/2015 12/18/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 12/8/2015 12/18/2015 12/18/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 12/8/2015 12/18/2015 12/18/2015
WG143627-1 MB CVTOC BLANK WTR 12/16/2015 12/16/2015 MB1 12/16/15
WG143627-2 SB CVTOC BLANK WTR 12/16/2015 12/16/2015 WG143627-1
WG143627-3 LCS CVTOC BLANK WTR 12/16/2015 12/16/2015 LEVEL1
WG143627-4 MB CVTOC BLANK WTR 12/16/2015 12/16/2015 MB2 12/16/15
WG143627-5 LCS CVTOC BLANK WTR 12/16/2015 12/16/2015 LEVEL1
WG143627-6 LD CVTOC LEACHATE 12/16/2015 12/16/2015 L64331-1
WG143627-7 MS CVTOC LEACHATE 12/16/2015 12/16/2015 L64331-1
WG143627-8 LD CVTOC FRESH WTR 12/16/2015 12/16/2015 L64083-5
WG143627-9 MS CVTOC FRESH WTR 12/16/2015 12/16/2015 L64083-5
WG143627-10 LD CVTOC GRND WTR 12/16/2015 12/16/2015 L64254-22
WG143627-11 MS CVTOC GRND WTR 12/16/2015 12/16/2015 L64254-22
WG143627-12 MB CVTOC BLANK WTR 12/17/2015 12/17/2015 MB1 12/17/15
WG143627-13 SB CVTOC BLANK WTR 12/17/2015 12/17/2015 WG143627-12
WG143627-14 LCS CVTOC BLANK WTR 12/17/2015 12/17/2015 LEVEL1
WG143627-15 MB CVTOC BLANK WTR 12/17/2015 12/17/2015 MB2 12/17/15
WG143627-16 LCS CVTOC BLANK WTR 12/17/2015 12/17/2015 LEVEL1
WG143627-17 LD CVTOC FRESH WTR 12/17/2015 12/17/2015 L64254-1
WG143627-18 MS CVTOC FRESH WTR 12/17/2015 12/17/2015 L64254-1
WG143627-19 MB CVTOC BLANK WTR 12/17/2015 12/17/2015 MB3 12/17/15
WG143627-20 LCS CVTOC BLANK WTR 12/17/2015 12/17/2015 LEVEL1
WG143627-21 MB CVTOC BLANK WTR 12/18/2015 12/18/2015 MB1 12/18/15
WG143627-22 SB CVTOC BLANK WTR 12/18/2015 12/18/2015 WG143627-21
WG143627-23 LCS CVTOC BLANK WTR 12/18/2015 12/18/2015 LEVEL1
WG143627-24 LD CVTOC GRND WTR 12/18/2015 12/18/2015 L64356-4
WG143627-25 MS CVTOC GRND WTR 12/18/2015 12/18/2015 L64356-4
WG143627-26 LD CVTOC STORM WTR 12/18/2015 12/18/2015 L64066-7
WG143627-27 MS CVTOC STORM WTR 12/18/2015 12/18/2015 L64066-7
WG143627-28 MB CVTOC BLANK WTR 12/21/2015 12/21/2015 MB1 12/21/15
WG143627-29 SB CVTOC BLANK WTR 12/21/2015 12/21/2015 WG143627-28
WG143627-30 LCS CVTOC BLANK WTR 12/21/2015 12/21/2015 LEVEL1
WG143627-31 LD CVTOC GRND WTR 12/21/2015 12/21/2015 L64253-1
WG143627-32 MS CVTOC GRND WTR 12/21/2015 12/21/2015 L64253-1
WG143627-33 LD CVTOC GRND WTR 12/21/2015 12/21/2015 L64362-1
WG143627-34 MS CVTOC GRND WTR 12/21/2015 12/21/2015 L64362-1

WG143741 (DOC/421240, 323589, 42187)   Department: 3 - Conventionals   Move Date: 30-DEC-15
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64066-1 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-2 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-3 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-4 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-5 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-6 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64066-7 421240-210 Wet Weather Survey(Strmwtr) CVDOC STORM WTR 12/2/2015 12/2/2015 12/23/2015
L64136-1 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/7/2015 12/8/2015 12/23/2015 SAMP
L64136-2 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/7/2015 12/8/2015 12/23/2015 SAMP
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 12/8/2015 12/9/2015 12/23/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 12/8/2015 12/9/2015 12/23/2015
WG143741-1 MB CVDOC BLANK WTR 12/2/2015 12/23/2015 MB1 12/02/15 15:00
WG143741-2 SB CVDOC BLANK WTR 12/2/2015 12/23/2015 WG143741-1
WG143741-3 LCS CVDOC BLANK WTR 12/23/2015 12/23/2015 LEVEL1
WG143741-4 LD CVDOC STORM WTR 12/2/2015 12/23/2015 L64066-3
WG143741-5 MS CVDOC STORM WTR 12/2/2015 12/23/2015 L64066-3
WG143741-6 MB CVDOC BLANK WTR 12/8/2015 12/23/2015 MB1 12/08/15 11:00
WG143741-7 MB CVDOC BLANK WTR 12/9/2015 12/23/2015 MB1 12/09/15 15:00

WG143826 (TOC, DOC/421422, 421250 &)   Department: 3 - Conventionals   Move Date: 07-JAN-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64112-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 12/28/2015 12/30/2015 12/30/2015
L64112-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 12/28/2015 12/30/2015 12/30/2015
L64112-4 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 12/28/2015 12/30/2015 12/30/2015
L64192-1 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 12/14/2015 12/15/2015 12/31/2015
L64192-1 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 12/14/2015 12/30/2015 12/30/2015
L64192-2 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 12/14/2015 12/15/2015 12/31/2015
L64192-2 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 12/14/2015 12/30/2015 12/30/2015
L64192-3 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 12/14/2015 12/15/2015 12/31/2015
L64192-3 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 12/14/2015 12/30/2015 12/30/2015
L64193-1 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 12/14/2015 12/15/2015 12/31/2015
L64193-1 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 12/14/2015 12/30/2015 12/30/2015
L64193-2 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 12/14/2015 12/15/2015 12/31/2015
L64193-2 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 12/14/2015 12/30/2015 12/30/2015
L64193-3 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 12/14/2015 12/15/2015 12/31/2015
L64193-3 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 12/14/2015 12/30/2015 12/30/2015
L64378-1 421185 WP INPLANT 3 Day INTENSIVE STUDY CVDOC STORM WTR 12/8/2015 12/9/2015 12/30/2015
L64378-2 421185 WP INPLANT 3 Day INTENSIVE STUDY CVDOC SALT WTR 12/8/2015 12/9/2015 12/30/2015
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L64378-2 421185 WP INPLANT 3 Day INTENSIVE STUDY CVTOC SALT WTR 12/8/2015 12/30/2015 12/30/2015
L64378-3 421185 WP INPLANT 3 Day INTENSIVE STUDY CVDOC SALT WTR 12/8/2015 12/9/2015 12/30/2015
L64378-3 421185 WP INPLANT 3 Day INTENSIVE STUDY CVTOC SALT WTR 12/8/2015 12/30/2015 12/30/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 12/8/2015 12/9/2015 12/30/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 12/8/2015 12/9/2015 12/30/2015
L64421-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/29/2015 12/30/2015 12/30/2015
L64421-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/22/2015 12/30/2015 12/30/2015
L64421-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/22/2015 12/30/2015 12/30/2015
L64421-6 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/22/2015 12/30/2015 12/30/2015
L64425-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/29/2015 12/30/2015 12/30/2015
L64425-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 12/30/2015 12/30/2015 12/30/2015
L64454-1 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/21/2015 12/22/2015 12/31/2015 AREP
L64454-1 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/21/2015 12/30/2015 12/30/2015 AREP
L64454-2 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/21/2015 12/22/2015 12/31/2015 AREP
L64454-2 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/21/2015 12/30/2015 12/30/2015 AREP
L64454-3 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/21/2015 12/22/2015 12/31/2015 FREP@L64454-1
L64454-3 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/21/2015 12/30/2015 12/30/2015 FREP@L64454-1
L64454-4 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 12/21/2015 12/22/2015 12/31/2015 FREP@L64454-2
L64454-4 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 12/21/2015 12/30/2015 12/30/2015 FREP@L64454-2
L64457-1 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015
L64457-2 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015
L64457-3 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015
L64457-4 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015
L64457-5 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015
L64457-6 421520-500 RSMP Status and Trends - Streams CVDOC FRESH WTR 12/28/2015 12/30/2015 12/31/2015 FREP @ L64457-3
L64468-1 423530-100 GTS Translator Study CVDOC STORM WTR 12/19/2015 12/19/2015 12/31/2015
L64468-1 423530-100 GTS Translator Study CVTOC STORM WTR 12/19/2015 12/30/2015 12/30/2015
L64468-2 423530-100 GTS Translator Study CVDOC FRESH WTR 12/19/2015 12/19/2015 12/31/2015
L64468-2 423530-100 GTS Translator Study CVTOC FRESH WTR 12/19/2015 12/30/2015 12/30/2015
L64468-3 423530-100 GTS Translator Study CVDOC SALT WTR 12/19/2015 12/19/2015 12/31/2015
L64468-3 423530-100 GTS Translator Study CVTOC SALT WTR 12/19/2015 12/30/2015 12/30/2015
WG143826-1 MB CVTOC BLANK WTR 12/30/2015 12/30/2015 MB1 12/30/15
WG143826-2 SB CVTOC BLANK WTR 12/30/2015 12/30/2015 WG143826-1
WG143826-3 LCS CVTOC BLANK WTR 12/30/2015 12/30/2015 LEVEL1
WG143826-4 LD CVTOC GRND WTR 12/30/2015 12/30/2015 L64421-4
WG143826-5 MS CVTOC GRND WTR 12/30/2015 12/30/2015 L64421-4
WG143826-6 LD CVTOC FRESH WTR 12/30/2015 12/30/2015 L64112-4
WG143826-7 MS CVTOC FRESH WTR 12/30/2015 12/30/2015 L64112-4
WG143826-8 LD CVDOC SALT WTR 12/9/2015 12/30/2015 L64378-2
WG143826-8 LD CVTOC SALT WTR 12/30/2015 12/30/2015 L64378-2
WG143826-9 MS CVDOC SALT WTR 12/9/2015 12/31/2015 L64378-3
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WG143826-9 MS CVTOC SALT WTR 12/30/2015 12/30/2015 L64378-3
WG143826-10 MB CVTOC BLANK WTR 12/30/2015 12/30/2015 MB2 12/30/15
WG143826-11 LCS CVTOC BLANK WTR 12/30/2015 12/30/2015 LEVEL1
WG143826-12 LD CVTOC STORM WTR 12/30/2015 12/30/2015 L64454-4
WG143826-13 MS CVDOC STORM WTR 12/22/2015 12/31/2015 L64454-4
WG143826-13 MS CVTOC STORM WTR 12/30/2015 12/30/2015 L64454-4
WG143826-14 MB CVDOC BLANK WTR 12/9/2015 12/30/2015 MB1 12/09/15 15:00 DOC
WG143826-15 SB CVDOC BLANK WTR 12/9/2015 12/30/2015 WG143826-14
WG143826-16 LCS CVDOC BLANK WTR 12/30/2015 12/30/2015 LEVEL1
WG143826-17 MB CVDOC BLANK WTR 12/15/2015 12/31/2015 MB2 12/15/15 11:30 DOC
WG143826-18 LD CVDOC FRESH WTR 12/15/2015 12/31/2015 L64192-1
WG143826-19 MS CVDOC FRESH WTR 12/15/2015 12/31/2015 L64192-2
WG143826-20 MB CVDOC BLANK WTR 12/22/2015 12/31/2015 MB1 12/22/15 10:45 DOC
WG143826-21 LD CVDOC STORM WTR 12/22/2015 12/31/2015 L64454-3
WG143826-22 MB CVDOC BLANK WTR 12/30/2015 12/31/2015 MB3 12/30/15 16:30 DOC
WG143826-23 LCS CVDOC BLANK WTR 12/31/2015 12/31/2015 LEVEL1

WG144141 (nutrients)   Department: 3 - Conventionals   Move Date: 04-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64503-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/22/2016 1/22/2016 1/22/2016
L64524-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNH3-FL LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64524-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNO23 LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64524-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVORTHOP LEACHATE 1/13/2016 1/22/2016 1/22/2016
L64524-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNH3-FL LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64524-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNO23 LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64524-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVORTHOP LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64525-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNH3-FL LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64525-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/13/2016 1/22/2016 1/22/2016
L64525-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/13/2016 1/22/2016 1/22/2016
L64525-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNH3-FL LEACHATE 1/13/2016 1/21/2016 1/21/2016
L64525-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/13/2016 1/22/2016 1/22/2016
L64525-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/13/2016 1/22/2016 1/22/2016
L64525-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNH3-FL LEACHATE 1/14/2016 1/21/2016 1/21/2016
L64525-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/14/2016 1/22/2016 1/22/2016
L64525-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/14/2016 1/22/2016 1/22/2016
L64525-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNH3-FL LEACHATE 1/12/2016 1/21/2016 1/21/2016
L64525-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/12/2016 1/22/2016 1/22/2016
L64525-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/12/2016 1/22/2016 1/22/2016
L64527-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/19/2016 1/20/2016 1/21/2016
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L64527-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/19/2016 1/20/2016 1/21/2016
L64529-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/19/2016 1/20/2016 1/21/2016
L64529-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/19/2016 1/20/2016 1/21/2016
L64568-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/20/2016 1/21/2016 1/21/2016
L64568-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/20/2016 1/21/2016 1/21/2016
L64568-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/20/2016 1/20/2016 1/21/2016
L64568-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/20/2016 1/20/2016 1/21/2016
L64568-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/20/2016 1/20/2016 1/21/2016
L64568-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/20/2016 1/20/2016 1/21/2016
L64568-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/20/2016 1/21/2016 1/21/2016
L64568-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNO3 GRND WTR 1/20/2016 1/21/2016 1/21/2016
L64605-1 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-1 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-1 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-2 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-2 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-3 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-3 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-4 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-4 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-4 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-5 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-5 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-5 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-6 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-6 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-6 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-8 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-8 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-8 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-9 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-9 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-10 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-10 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-11 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-11 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-11 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-12 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-12 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-12 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-13 421195-150 Beaver Lake CVNH3-FL FRESH WTR 1/20/2016 1/21/2016 1/21/2016
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L64605-13 421195-150 Beaver Lake CVNO23 FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64605-13 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64606-1 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64606-2 421195-150 Beaver Lake CVORTHOP FRESH WTR 1/20/2016 1/21/2016 1/21/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/21/2016 1/22/2016 1/22/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/21/2016 1/22/2016 1/22/2016 FREP @ L64648-1
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/21/2016 1/22/2016 1/22/2016 FREP @ L64648-1
WG144141-1 MB CVNH3-FL BLANK WTR 1/20/2016 1/21/2016 CONNUTS1
WG144141-1 MB CVNO23 BLANK WTR 1/20/2016 1/21/2016 CONNUTS1
WG144141-1 MB CVNO3 BLANK WTR 1/20/2016 1/21/2016 CONNUTS1
WG144141-1 MB CVORTHOP BLANK WTR 1/20/2016 1/21/2016 CONNUTS1
WG144141-2 SB CVNO23 BLANK WTR 1/20/2016 1/21/2016 WG144141-1
WG144141-2 SB CVNO3 BLANK WTR 1/20/2016 1/21/2016 WG144141-1
WG144141-3 LCS CVNH3-FL BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-3 LCS CVNO23 BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-3 LCS CVNO3 BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-3 LCS CVORTHOP BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-4 LD CVNH3-FL GRND WTR 1/20/2016 1/21/2016 L64529-2
WG144141-4 LD CVNO3 GRND WTR 1/20/2016 1/21/2016 L64529-2
WG144141-5 MS CVNH3-FL GRND WTR 1/20/2016 1/21/2016 L64529-2
WG144141-5 MS CVNO3 GRND WTR 1/20/2016 1/21/2016 L64529-2
WG144141-6 MB CVNH3-FL BLANK WTR 1/21/2016 1/21/2016 CONNUTS1
WG144141-6 MB CVNO23 BLANK WTR 1/21/2016 1/21/2016 CONNUTS1
WG144141-6 MB CVNO3 BLANK WTR 1/21/2016 1/21/2016 CONNUTS1
WG144141-6 MB CVORTHOP BLANK WTR 1/21/2016 1/21/2016 CONNUTS1
WG144141-7 LD CVNH3-FL FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-7 LD CVNO23 FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-7 LD CVORTHOP FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-8 MS CVNH3-FL FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-8 MS CVNO23 FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-8 MS CVORTHOP FRESH WTR 1/21/2016 1/21/2016 L64605-1
WG144141-9 SB CVNH3-FL BLANK WTR 1/21/2016 1/21/2016 WG144141-6
WG144141-9 SB CVORTHOP BLANK WTR 1/21/2016 1/21/2016 WG144141-6
WG144141-10 LD CVNH3-FL LEACHATE 1/21/2016 1/21/2016 L64524-1
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WG144141-10 LD CVNO23 LEACHATE 1/21/2016 1/21/2016 L64524-1
WG144141-10 LD CVORTHOP LEACHATE 1/22/2016 1/22/2016 L64524-1
WG144141-11 MS CVNH3-FL LEACHATE 1/21/2016 1/21/2016 L64524-1
WG144141-11 MS CVNO23 LEACHATE 1/21/2016 1/21/2016 L64524-1
WG144141-11 MS CVORTHOP LEACHATE 1/22/2016 1/22/2016 L64524-1
WG144141-12 LCS CVNH3-FL BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-12 LCS CVNO23 BLANK WTR 1/21/2016 1/21/2016 LEVEL1
WG144141-13 MB CVNO23 BLANK WTR 1/22/2016 1/22/2016 CONNUTS1
WG144141-13 MB CVORTHOP BLANK WTR 1/22/2016 1/22/2016 CONNUTS1
WG144141-14 SB CVNO23 BLANK WTR 1/22/2016 1/22/2016 WG144141-13
WG144141-14 SB CVORTHOP BLANK WTR 1/22/2016 1/22/2016 WG144141-13
WG144141-15 LCS CVNO23 BLANK WTR 1/22/2016 1/22/2016 LEVEL1
WG144141-15 LCS CVORTHOP BLANK WTR 1/22/2016 1/22/2016 LEVEL1
WG144141-16 LD CVNO23 STORM WTR 1/22/2016 1/22/2016 L64648-5
WG144141-16 LD CVORTHOP STORM WTR 1/22/2016 1/22/2016 L64648-5
WG144141-17 MS CVNO23 STORM WTR 1/22/2016 1/22/2016 L64648-5
WG144141-17 MS CVORTHOP STORM WTR 1/22/2016 1/22/2016 L64648-5
WG144141-18 LCS CVORTHOP BLANK WTR 1/22/2016 1/22/2016 LEVEL1
WG144141-19 MB CVNO3 BLANK WTR 1/22/2016 1/22/2016 CONNUTS1
WG144141-20 LCS CVNO3 BLANK WTR 1/22/2016 1/22/2016 LEVEL1

WG144142 (TOTN, TOTP/421195, 421879)   Department: 3 - Conventionals   Move Date: 09-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64348-1 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-1 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-2 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-2 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-3 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-3 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-4 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-4 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-5 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-5 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-6 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-6 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-7 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64348-7 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 1/26/2016 1/28/2016 1/29/2016
L64561-1 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 1/25/2016 1/28/2016 1/29/2016
L64561-2 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 1/25/2016 1/28/2016 1/29/2016
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L64605-1 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-1 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-2 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-2 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-3 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-3 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-4 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-4 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-5 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-5 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-6 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-6 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-8 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-8 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-9 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-9 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-10 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-10 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-11 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-11 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-12 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-12 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-13 421195-150 Beaver Lake CVTOTN FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64605-13 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64606-1 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64606-2 421195-150 Beaver Lake CVTOTP FRESH WTR 1/20/2016 1/28/2016 1/29/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/21/2016 1/28/2016 1/29/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/21/2016 1/28/2016 1/29/2016 FREP @ L64648-1
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/21/2016 1/28/2016 1/29/2016 FREP @ L64648-1
WG144142-1 MB CVTOTN BLANK WTR 1/28/2016 1/29/2016 MB1 01/28/16 11:15
WG144142-1 MB CVTOTP BLANK WTR 1/28/2016 1/29/2016 MB1 01/28/16 11:15
WG144142-2 SB CVTOTN BLANK WTR 1/28/2016 1/29/2016 WG144142-1
WG144142-2 SB CVTOTP BLANK WTR 1/28/2016 1/29/2016 WG144142-1
WG144142-3 LCS CVTOTN BLANK WTR 1/28/2016 1/29/2016 LEVEL1
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WG144142-3 LCS CVTOTP BLANK WTR 1/28/2016 1/29/2016 LEVEL1
WG144142-4 LD CVTOTN FRESH WTR 1/28/2016 1/29/2016 L64605-3
WG144142-4 LD CVTOTP FRESH WTR 1/28/2016 1/29/2016 L64605-3
WG144142-5 MS CVTOTN FRESH WTR 1/28/2016 1/29/2016 L64605-4
WG144142-5 MS CVTOTP FRESH WTR 1/28/2016 1/29/2016 L64605-4
WG144142-6 LD CVTOTN STORM WTR 1/28/2016 1/29/2016 L64648-1
WG144142-6 LD CVTOTP STORM WTR 1/28/2016 1/29/2016 L64648-1
WG144142-7 MS CVTOTN STORM WTR 1/28/2016 1/29/2016 L64648-3
WG144142-7 MS CVTOTP STORM WTR 1/28/2016 1/29/2016 L64648-3
WG144142-8 MB CVTOTN BLANK WTR 1/28/2016 1/29/2016 MB2 01/28/16 11:15
WG144142-8 MB CVTOTP BLANK WTR 1/28/2016 1/29/2016 MB2 01/28/16 11:15
WG144142-9 LCS CVTOTN BLANK WTR 1/28/2016 1/29/2016 LEVEL1
WG144142-9 LCS CVTOTP BLANK WTR 1/28/2016 1/29/2016 LEVEL1
WG144142-10 LD CVTOTN FRESH WTR 1/28/2016 1/29/2016 L64348-1
WG144142-10 LD CVTOTP FRESH WTR 1/28/2016 1/29/2016 L64348-1
WG144142-11 MS CVTOTN FRESH WTR 1/28/2016 1/29/2016 L64348-1
WG144142-11 MS CVTOTP FRESH WTR 1/28/2016 1/29/2016 L64348-1

WG144182 (nutrients)   Department: 3 - Conventionals   Move Date: 28-JAN-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64503-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVNH3-FL GRND WTR 1/22/2016 1/22/2016 1/26/2016
L64561-1 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-1 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-1 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-2 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-2 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-2 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 1/25/2016 1/26/2016 1/26/2016
L64561-3 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL BLANK WTR 1/25/2016 1/26/2016 1/26/2016
L64561-3 423484-850-5Brightwater Floating Wetlands Project CVNO23 BLANK WTR 1/25/2016 1/26/2016 1/26/2016
L64561-3 423484-850-5Brightwater Floating Wetlands Project CVORTHOP BLANK WTR 1/25/2016 1/26/2016 1/26/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/21/2016 1/22/2016 1/26/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/21/2016 1/22/2016 1/26/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/21/2016 1/22/2016 1/26/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/21/2016 1/22/2016 1/26/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/21/2016 1/22/2016 1/26/2016 FREP @ L64648-1
L64657-1 421185-100 Elliot West CSO Plant CVNO23 EFFLUENT 1/21/2016 1/22/2016 1/26/2016
L64658-1 421185-300 Alki CSO Plant CVNO23 EFFLUENT 1/21/2016 1/22/2016 1/26/2016
L64659-1 421185-200 Carkeek CSO Plant CVNO23 EFFLUENT 1/21/2016 1/22/2016 1/26/2016
L64685-1 421185-200 Carkeek CSO Plant CVNO23 EFFLUENT 1/22/2016 1/26/2016 1/26/2016
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WG144182-1 MB CVNH3-FL BLANK WTR 1/26/2016 1/26/2016 CONNUTS1
WG144182-1 MB CVNO23 BLANK WTR 1/26/2016 1/26/2016 CONNUTS1
WG144182-1 MB CVORTHOP BLANK WTR 1/26/2016 1/26/2016 CONNUTS1
WG144182-2 SB CVNH3-FL BLANK WTR 1/26/2016 1/26/2016 WG144182-1
WG144182-2 SB CVNO23 BLANK WTR 1/26/2016 1/26/2016 WG144182-1
WG144182-2 SB CVORTHOP BLANK WTR 1/26/2016 1/26/2016 WG144182-1
WG144182-3 LCS CVNH3-FL BLANK WTR 1/26/2016 1/26/2016 LEVEL1
WG144182-3 LCS CVNO23 BLANK WTR 1/26/2016 1/26/2016 LEVEL1
WG144182-3 LCS CVORTHOP BLANK WTR 1/26/2016 1/26/2016 LEVEL1
WG144182-4 LD CVNH3-FL BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-4 LD CVNO23 BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-4 LD CVORTHOP BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-5 MS CVNH3-FL BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-5 MS CVNO23 BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-5 MS CVORTHOP BLANK WTR 1/26/2016 1/26/2016 L64561-3
WG144182-6 MB CVNO23 BLANK WTR 1/22/2016 1/26/2016 CONNUTS1
WG144182-7 LD CVNO23 EFFLUENT 1/22/2016 1/26/2016 L64658-1
WG144182-8 MS CVNO23 EFFLUENT 1/22/2016 1/26/2016 L64658-1
WG144182-9 MB CVNH3-FL BLANK WTR 1/22/2016 1/26/2016 CONNUTS1
WG144182-10 SB CVNH3-FL BLANK WTR 1/22/2016 1/26/2016 WG144182-9
WG144182-11 MB CVNH3-FL BLANK WTR 1/22/2016 1/26/2016 CONNUTS1
WG144182-12 SB CVNH3-FL BLANK WTR 1/22/2016 1/26/2016 WG144182-11
WG144182-13 LD CVNH3-FL GRND WTR 1/22/2016 1/26/2016 L64503-4
WG144182-14 MS CVNH3-FL GRND WTR 1/22/2016 1/26/2016 L64503-4
WG144182-15 LD CVNH3-FL STORM WTR 1/22/2016 1/26/2016 L64648-5
WG144182-16 MS CVNH3-FL STORM WTR 1/22/2016 1/26/2016 L64648-5

WG144194 (TSS)   Department: 3 - Conventionals   Move Date: 05-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64348-1 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-2 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-3 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-4 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-5 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-6 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64348-7 421874-100 City of Shoreline Monthly Water Quality MonCVTSS FRESH WTR 1/26/2016 1/27/2016 1/27/2016
L64503-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 1/22/2016 1/27/2016 1/27/2016
L64512-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016
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L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/21/2016 1/27/2016 1/27/2016 FREP @ L64648-1
WG144194-1 MB CVTSS BLANK WTR 1/27/2016 1/27/2016 MB1 1/27
WG144194-2 LCS CVTSS BLANK WTR 1/27/2016 1/27/2016 LEVEL1
WG144194-3 LD CVTSS STORM WTR 1/27/2016 1/27/2016 L64648-9
WG144194-4 LD CVTSS GRND WTR 1/27/2016 1/27/2016 L64503-4
WG144194-5 LD CVTSS FRESH WTR 1/27/2016 1/27/2016 L64348-5

WG144296 (Assorted ALK: 2/2/16)   Department: 3 - Conventionals   Move Date: 03-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64503-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 1/22/2016 2/2/2016 2/2/2016
L64529-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 1/29/2016 2/2/2016 2/2/2016
L64641-4 421193 Department of Health - General CVALK FRESH WTR 1/22/2016 2/2/2016 2/2/2016
L64641-5 421193 Department of Health - General CVALK FRESH WTR 1/22/2016 2/2/2016 2/2/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/21/2016 2/2/2016 2/2/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/21/2016 2/2/2016 2/2/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/21/2016 2/2/2016 2/2/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/21/2016 2/2/2016 2/2/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/21/2016 2/2/2016 2/2/2016 FREP @ L64648-1
L64684-1 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 1/28/2016 2/2/2016 2/2/2016
L64684-2 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 1/28/2016 2/2/2016 2/2/2016
L64684-3 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 1/28/2016 2/2/2016 2/2/2016
L64691-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK FRESH WTR 1/26/2016 2/2/2016 2/2/2016
L64691-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/26/2016 2/2/2016 2/2/2016
L64691-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 1/26/2016 2/2/2016 2/2/2016
L64692-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK FRESH WTR 1/27/2016 2/2/2016 2/2/2016
L64717-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterCVALK GRND WTR 2/1/2016 2/2/2016 2/2/2016
L64717-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterCVALK GRND WTR 2/1/2016 2/2/2016 2/2/2016
L64717-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterCVALK GRND WTR 2/1/2016 2/2/2016 2/2/2016
L64717-5 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterCVALK GRND WTR 2/1/2016 2/2/2016 2/2/2016
WG144296-1 LCS CVALK BLANK WTR 2/2/2016 2/2/2016 LEVEL3
WG144296-2 LD CVALK GRND WTR 2/2/2016 2/2/2016 L64717-5
WG144296-3 LD CVALK STORM WTR 2/2/2016 2/2/2016 L64648-7
WG144296-4 LD CVALK FRESH WTR 2/2/2016 2/2/2016 L64641-5
WG144296-5 LCS CVALK BLANK WTR 2/2/2016 2/2/2016 LEVEL1
WG144296-6 LCS CVALK BLANK WTR 2/2/2016 2/2/2016 LEVEL2
WG144296-7 LCS CVALK BLANK WTR 2/2/2016 2/2/2016 LEVEL3
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WG144296-8 LCS CVALK BLANK WTR 2/2/2016 2/2/2016 LEVEL4

WG144698 (TSS)   Department: 3 - Conventionals   Move Date: 08-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64714-1 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64714-2 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64714-3 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64714-4 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64714-5 421195-180 Mercer Island Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/1/2016 3/2/2016 3/2/2016
WG144698-1 MB CVTSS BLANK WTR 3/2/2016 3/2/2016
WG144698-2 LCS CVTSS BLANK WTR 3/2/2016 3/2/2016 LEVEL1
WG144698-3 LD CVTSS STORM WTR 3/2/2016 3/2/2016 L64714-4
WG144698-4 LD CVTSS STORM WTR 3/2/2016 3/2/2016 L64921-5

WG144716 (DISSNUTS)   Department: 3 - Conventionals   Move Date: 25-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64714-1 421195-180 Mercer Island Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-1 421195-180 Mercer Island Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-2 421195-180 Mercer Island Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-2 421195-180 Mercer Island Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-3 421195-180 Mercer Island Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-3 421195-180 Mercer Island Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-4 421195-180 Mercer Island Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-4 421195-180 Mercer Island Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-5 421195-180 Mercer Island Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-5 421195-180 Mercer Island Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64714-6 421195-180 Mercer Island Stormwater Monitoring CVNO23 BLANK WTR 3/1/2016 3/9/2016 3/9/2016 FFB
L64714-6 421195-180 Mercer Island Stormwater Monitoring CVORTHOP BLANK WTR 3/1/2016 3/9/2016 3/9/2016 FFB
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L64894-1 421195-150 Beaver Lake CVORTHOP FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-2 421195-150 Beaver Lake CVORTHOP FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-3 421195-150 Beaver Lake CVNH3-FL FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-3 421195-150 Beaver Lake CVNO23 FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-3 421195-150 Beaver Lake CVORTHOP FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-4 421195-150 Beaver Lake CVNH3-FL FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-4 421195-150 Beaver Lake CVNO23 FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64894-4 421195-150 Beaver Lake CVORTHOP FRESH WTR 3/2/2016 3/9/2016 3/9/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/1/2016 3/9/2016 3/9/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/1/2016 3/9/2016 3/9/2016
WG144716-1 MB CVNH3-FL BLANK WTR 3/9/2016 3/9/2016 MB1 3/8/16
WG144716-1 MB CVNO23 BLANK WTR 3/9/2016 3/9/2016 MB1 3/8/16
WG144716-1 MB CVORTHOP BLANK WTR 3/9/2016 3/9/2016 MB1 3/8/16
WG144716-2 SB CVNH3-FL BLANK WTR 3/9/2016 3/9/2016 WG144716-1
WG144716-2 SB CVNO23 BLANK WTR 3/9/2016 3/9/2016 WG144716-1
WG144716-2 SB CVORTHOP BLANK WTR 3/9/2016 3/9/2016 WG144716-1
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WG144716-3 LCS CVNH3-FL BLANK WTR 3/9/2016 3/9/2016 LEVEL1
WG144716-3 LCS CVNO23 BLANK WTR 3/9/2016 3/9/2016 LEVEL1
WG144716-3 LCS CVORTHOP BLANK WTR 3/9/2016 3/9/2016 LEVEL1
WG144716-4 LD CVORTHOP FRESH WTR 3/9/2016 3/9/2016 L64894-1
WG144716-5 MS CVORTHOP FRESH WTR 3/9/2016 3/9/2016 L64894-1
WG144716-6 LD CVNO23 STORM WTR 3/9/2016 3/9/2016 L64714-4
WG144716-6 LD CVORTHOP STORM WTR 3/9/2016 3/9/2016 L64714-4
WG144716-7 MS CVNO23 STORM WTR 3/9/2016 3/9/2016 L64714-4
WG144716-7 MS CVORTHOP STORM WTR 3/9/2016 3/9/2016 L64714-4
WG144716-8 LD CVNH3-FL STORM WTR 3/9/2016 3/9/2016 L64921-11
WG144716-8 LD CVNO23 STORM WTR 3/9/2016 3/9/2016 L64921-11
WG144716-8 LD CVORTHOP STORM WTR 3/9/2016 3/9/2016 L64921-11
WG144716-9 MS CVNH3-FL STORM WTR 3/9/2016 3/9/2016 L64921-11
WG144716-9 MS CVNO23 STORM WTR 3/9/2016 3/9/2016 L64921-11
WG144716-9 MS CVORTHOP STORM WTR 3/9/2016 3/9/2016 L64921-11

WG144755 (Total Nuts/421195,421422,)   Department: 3 - Conventionals   Move Date: 16-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64450-1 421195-150 Beaver Lake CVTOTP STORM WTR 2/29/2016 3/4/2016 3/8/2016
L64450-2 421195-150 Beaver Lake CVTOTP STORM WTR 2/29/2016 3/4/2016 3/8/2016
L64714-1 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-1 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-2 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-2 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-3 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-3 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-4 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-4 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-5 421195-180 Mercer Island Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64714-5 421195-180 Mercer Island Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64835-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/25/2016 3/4/2016 3/8/2016
L64835-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/25/2016 3/4/2016 3/8/2016
L64835-4 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/25/2016 3/4/2016 3/8/2016
L64864-1 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 3/1/2016 3/4/2016 3/8/2016
L64864-3 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 3/1/2016 3/4/2016 3/8/2016
L64894-1 421195-150 Beaver Lake CVTOTP FRESH WTR 3/2/2016 3/4/2016 3/8/2016
L64894-2 421195-150 Beaver Lake CVTOTP FRESH WTR 3/2/2016 3/4/2016 3/8/2016
L64894-3 421195-150 Beaver Lake CVTOTP FRESH WTR 3/2/2016 3/4/2016 3/8/2016
L64894-4 421195-150 Beaver Lake CVTOTP FRESH WTR 3/2/2016 3/4/2016 3/8/2016
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L64906-1 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 3/2/2016 3/4/2016 3/8/2016
L64906-1 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 3/2/2016 3/4/2016 3/8/2016
L64906-2 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 3/2/2016 3/4/2016 3/8/2016
L64906-2 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 3/2/2016 3/4/2016 3/8/2016
L64906-3 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 3/3/2016 3/4/2016 3/8/2016
L64906-3 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 3/3/2016 3/4/2016 3/8/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/1/2016 3/4/2016 3/8/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/1/2016 3/4/2016 3/8/2016
WG144755-1 MB CVTOTN BLANK WTR 3/4/2016 3/8/2016 MB1 03/04/16 11:15
WG144755-1 MB CVTOTP BLANK WTR 3/4/2016 3/8/2016 MB1 03/04/16 11:15
WG144755-2 SB CVTOTN BLANK WTR 3/4/2016 3/8/2016 WG144755-1
WG144755-2 SB CVTOTP BLANK WTR 3/4/2016 3/8/2016 WG144755-1
WG144755-3 LCS CVTOTN BLANK WTR 3/4/2016 3/8/2016 LEVEL1
WG144755-3 LCS CVTOTP BLANK WTR 3/4/2016 3/8/2016 LEVEL1
WG144755-4 LD CVTOTN STORM WTR 3/4/2016 3/8/2016 L64921-3
WG144755-4 LD CVTOTP STORM WTR 3/4/2016 3/8/2016 L64921-3
WG144755-5 MS CVTOTN STORM WTR 3/4/2016 3/8/2016 L64921-3
WG144755-5 MS CVTOTP STORM WTR 3/4/2016 3/8/2016 L64921-3
WG144755-6 MB CVTOTN BLANK WTR 3/4/2016 3/8/2016 MB2 03/04/16 11:15
WG144755-6 MB CVTOTP BLANK WTR 3/4/2016 3/8/2016 MB2 03/04/16 11:15
WG144755-7 LCS CVTOTN BLANK WTR 3/4/2016 3/8/2016 LEVEL1
WG144755-7 LCS CVTOTP BLANK WTR 3/4/2016 3/8/2016 LEVEL1
WG144755-8 LD CVTOTP EFFLUENT 3/4/2016 3/8/2016 L64864-3
WG144755-9 MS CVTOTP EFFLUENT 3/4/2016 3/8/2016 L64864-3
WG144755-10 LD CVTOTP FRESH WTR 3/4/2016 3/8/2016 L64835-3
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WG144755-11 MS CVTOTP FRESH WTR 3/4/2016 3/8/2016 L64835-3
WG144755-12 LD CVTOTN GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-12 LD CVTOTP GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-13 MS CVTOTN GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-13 MS CVTOTP GRND WTR 3/4/2016 3/8/2016 L64906-1

WG144865 (TSS)   Department: 3 - Conventionals   Move Date: 22-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64679-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64880-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64880-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64881-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64881-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64881-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64881-8 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64882-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64882-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64882-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64882-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/9/2016 3/11/2016 3/11/2016
L64882-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64883-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64883-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64906-4 421195-240 Horseshoe Lake WQ CVTSS GRND WTR 3/10/2016 3/11/2016 3/11/2016
L64947-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTSS FRESH WTR 3/10/2016 3/11/2016 3/11/2016
L64947-3 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTSS FRESH WTR 3/10/2016 3/11/2016 3/11/2016
L64962-3 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 3/11/2016 3/11/2016 3/11/2016
L64962-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 3/11/2016 3/11/2016 3/11/2016
L64965-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 3/11/2016 3/11/2016 3/11/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
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L65007-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016
L65007-8 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/9/2016 3/11/2016 3/11/2016 FREP @ 65007-3
WG144865-1 MB CVTSS BLANK WTR 3/11/2016 3/11/2016
WG144865-2 LCS CVTSS BLANK WTR 3/11/2016 3/11/2016 LEVEL1
WG144865-3 LD CVTSS STORM WTR 3/11/2016 3/11/2016 L64679-1
WG144865-4 LD CVTSS GRND WTR 3/11/2016 3/11/2016 L64906-4
WG144865-5 LD CVTSS FRESH WTR 3/11/2016 3/11/2016 L64947-1
WG144865-6 MB CVTSS BLANK WTR 3/11/2016 3/11/2016
WG144865-7 LCS CVTSS BLANK WTR 3/11/2016 3/11/2016 LEVEL1
WG144865-8 LD CVTSS STORM WTR 3/11/2016 3/11/2016 L65007-1

WG144930 (T.Nutrients/Various)   Department: 3 - Conventionals   Move Date: 25-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64906-4 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 3/10/2016 3/15/2016 3/16/2016
L64906-4 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 3/10/2016 3/15/2016 3/16/2016
L64947-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 3/10/2016 3/15/2016 3/16/2016
L64947-3 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 3/10/2016 3/15/2016 3/16/2016
L64948-1 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-1 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-2 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-2 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-3 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-3 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-4 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-4 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-5 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-5 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-6 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-6 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-7 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-7 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-8 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-8 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-9 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-9 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
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L64948-10 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-10 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-11 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-11 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-12 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64948-12 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 3/7/2016 3/15/2016 3/16/2016
L64949-1 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-1 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-2 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-2 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-3 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-3 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-4 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-4 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-5 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-5 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-6 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-6 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-8 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-8 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-9 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-9 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-10 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-10 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-11 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-11 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-12 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-12 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-13 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-13 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-14 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-14 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-15 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-15 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-16 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-16 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-17 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-17 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-19 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-19 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-20 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
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L64949-20 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-21 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-21 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-22 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-22 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-23 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-23 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-24 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-24 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-25 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-25 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-26 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-26 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-27 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-27 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-28 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-28 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-29 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-29 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-31 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64949-31 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/14/2016 3/15/2016 3/16/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
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L65007-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016
L65007-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 3/9/2016 3/15/2016 3/16/2016 FREP @ 65007-3
L65007-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 3/9/2016 3/15/2016 3/16/2016 FREP @ 65007-3
WG144755-12 LD CVTOTN GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-12 LD CVTOTP GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-13 MS CVTOTN GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144755-13 MS CVTOTP GRND WTR 3/4/2016 3/8/2016 L64906-1
WG144930-1 MB CVTOTN BLANK WTR 3/15/2016 3/16/2016 MB1 03/15/16 11:35
WG144930-1 MB CVTOTP BLANK WTR 3/15/2016 3/16/2016 MB1 03/15/16 11:35
WG144930-2 SB CVTOTN BLANK WTR 3/15/2016 3/16/2016 WG144930-1
WG144930-2 SB CVTOTP BLANK WTR 3/15/2016 3/16/2016 WG144930-1
WG144930-3 LCS CVTOTN BLANK WTR 3/15/2016 3/16/2016 LEVEL1
WG144930-3 LCS CVTOTP BLANK WTR 3/15/2016 3/16/2016 LEVEL1
WG144930-4 LD CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64947-1
WG144930-5 MS CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64947-1
WG144930-6 LD CVTOTN STORM WTR 3/15/2016 3/16/2016 L65007-2
WG144930-6 LD CVTOTP STORM WTR 3/15/2016 3/16/2016 L65007-2
WG144930-7 MS CVTOTN STORM WTR 3/15/2016 3/16/2016 L65007-2
WG144930-7 MS CVTOTP STORM WTR 3/15/2016 3/16/2016 L65007-2
WG144930-8 MB CVTOTN BLANK WTR 3/15/2016 3/16/2016 MB2 03/15/16 11:35
WG144930-8 MB CVTOTP BLANK WTR 3/15/2016 3/16/2016 MB2 03/15/16 11:35
WG144930-9 LCS CVTOTN BLANK WTR 3/15/2016 3/16/2016 LEVEL1
WG144930-9 LCS CVTOTP BLANK WTR 3/15/2016 3/16/2016 LEVEL1
WG144930-10 LD CVTOTN FRESH WTR 3/15/2016 3/16/2016 L64948-6
WG144930-10 LD CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64948-6
WG144930-11 MS CVTOTN FRESH WTR 3/15/2016 3/16/2016 L64948-6
WG144930-11 MS CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64948-6
WG144930-12 MB CVTOTN BLANK WTR 3/15/2016 3/16/2016 MB3 03/15/16 11:35
WG144930-12 MB CVTOTP BLANK WTR 3/15/2016 3/16/2016 MB3 03/15/16 11:35
WG144930-13 LCS CVTOTN BLANK WTR 3/15/2016 3/16/2016 LEVEL1
WG144930-13 LCS CVTOTP BLANK WTR 3/15/2016 3/16/2016 LEVEL1
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WG144930-14 LD CVTOTN FRESH WTR 3/15/2016 3/16/2016 L64949-16
WG144930-14 LD CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64949-16
WG144930-15 MS CVTOTN FRESH WTR 3/15/2016 3/16/2016 L64949-16
WG144930-15 MS CVTOTP FRESH WTR 3/15/2016 3/16/2016 L64949-16

WG144938 (DISSNUT)   Department: 3 - Conventionals   Move Date: 24-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64864-1 421430-300 OCS-Lake Haven Utility District routine testingCVNH3-FL EFFLUENT 3/1/2016 3/10/2016 3/10/2016
L64864-1 421430-300 OCS-Lake Haven Utility District routine testingCVORTHOP EFFLUENT 3/1/2016 3/10/2016 3/10/2016
L64864-2 421430-300 OCS-Lake Haven Utility District routine testingCVNO23 EFFLUENT 3/2/2016 3/10/2016 3/10/2016
L64864-3 421430-300 OCS-Lake Haven Utility District routine testingCVNH3-FL EFFLUENT 3/1/2016 3/10/2016 3/10/2016
L64864-3 421430-300 OCS-Lake Haven Utility District routine testingCVORTHOP EFFLUENT 3/1/2016 3/10/2016 3/10/2016
L64864-4 421430-300 OCS-Lake Haven Utility District routine testingCVNO23 EFFLUENT 3/2/2016 3/10/2016 3/10/2016
L64864-5 421430-300 OCS-Lake Haven Utility District routine testingCVNH3-FL BLANK WTR 3/2/2016 3/10/2016 3/10/2016
L64864-5 421430-300 OCS-Lake Haven Utility District routine testingCVNO23 BLANK WTR 3/2/2016 3/10/2016 3/10/2016
L64864-5 421430-300 OCS-Lake Haven Utility District routine testingCVORTHOP BLANK WTR 3/2/2016 3/10/2016 3/10/2016
L64906-1 421195-240 Horseshoe Lake WQ CVNH3-FL GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-1 421195-240 Horseshoe Lake WQ CVNO23 GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-1 421195-240 Horseshoe Lake WQ CVORTHOP GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-2 421195-240 Horseshoe Lake WQ CVNH3-FL GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-2 421195-240 Horseshoe Lake WQ CVNO23 GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-2 421195-240 Horseshoe Lake WQ CVORTHOP GRND WTR 3/2/2016 3/10/2016 3/10/2016
L64906-3 421195-240 Horseshoe Lake WQ CVNH3-FL GRND WTR 3/3/2016 3/10/2016 3/10/2016
L64906-3 421195-240 Horseshoe Lake WQ CVNO23 GRND WTR 3/3/2016 3/10/2016 3/10/2016
L64906-3 421195-240 Horseshoe Lake WQ CVORTHOP GRND WTR 3/3/2016 3/10/2016 3/10/2016
L64906-4 421195-240 Horseshoe Lake WQ CVNH3-FL GRND WTR 3/10/2016 3/10/2016 3/10/2016
L64906-4 421195-240 Horseshoe Lake WQ CVNO23 GRND WTR 3/10/2016 3/10/2016 3/10/2016
L64906-4 421195-240 Horseshoe Lake WQ CVORTHOP GRND WTR 3/10/2016 3/10/2016 3/10/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
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L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 3/9/2016 3/10/2016 3/10/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 3/9/2016 3/10/2016 3/10/2016
WG144938-1 MB CVNH3-FL BLANK WTR 3/10/2016 3/10/2016 MB3 3/10/16
WG144938-1 MB CVNO23 BLANK WTR 3/10/2016 3/10/2016 MB3 3/10/16
WG144938-1 MB CVORTHOP BLANK WTR 3/10/2016 3/10/2016 MB3 3/10/16
WG144938-2 SB CVNH3-FL BLANK WTR 3/10/2016 3/10/2016 WG144938-1
WG144938-2 SB CVNO23 BLANK WTR 3/10/2016 3/10/2016 WG144938-1
WG144938-2 SB CVORTHOP BLANK WTR 3/10/2016 3/10/2016 WG144938-1
WG144938-3 LCS CVNH3-FL BLANK WTR 3/10/2016 3/10/2016 LEVEL1
WG144938-3 LCS CVNO23 BLANK WTR 3/10/2016 3/10/2016 LEVEL1
WG144938-3 LCS CVORTHOP BLANK WTR 3/10/2016 3/10/2016 LEVEL1
WG144938-4 LD CVNH3-FL GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-4 LD CVNO23 GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-4 LD CVORTHOP GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-5 MS CVNH3-FL GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-5 MS CVNO23 GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-5 MS CVORTHOP GRND WTR 3/10/2016 3/10/2016 L64906-3
WG144938-6 LD CVNH3-FL EFFLUENT 3/10/2016 3/10/2016 L64864-1
WG144938-6 LD CVORTHOP EFFLUENT 3/10/2016 3/10/2016 L64864-1
WG144938-7 MS CVNH3-FL EFFLUENT 3/10/2016 3/10/2016 L64864-1
WG144938-7 MS CVORTHOP EFFLUENT 3/10/2016 3/10/2016 L64864-1
WG144938-8 LD CVNO23 EFFLUENT 3/10/2016 3/10/2016 L64864-4
WG144938-9 MS CVNO23 EFFLUENT 3/10/2016 3/10/2016 L64864-4
WG144938-10 LD CVNH3-FL STORM WTR 3/10/2016 3/10/2016 L64999-7
WG144938-10 LD CVNO23 STORM WTR 3/10/2016 3/10/2016 L64999-7
WG144938-10 LD CVORTHOP STORM WTR 3/10/2016 3/10/2016 L64999-7
WG144938-11 MS CVNH3-FL STORM WTR 3/10/2016 3/10/2016 L64999-7
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WG144938-11 MS CVNO23 STORM WTR 3/10/2016 3/10/2016 L64999-7
WG144938-11 MS CVORTHOP STORM WTR 3/10/2016 3/10/2016 L64999-7

WG145096 (Assorted ALK: 3/22/16)   Department: 3 - Conventionals   Move Date: 24-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64880-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64880-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64880-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/15/2016 3/22/2016 3/22/2016
L64880-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/15/2016 3/22/2016 3/22/2016
L64880-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64880-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64881-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64881-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64881-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64881-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64882-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64882-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/16/2016 3/22/2016 3/22/2016
L64883-13 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK GRND WTR 3/14/2016 3/22/2016 3/22/2016
L64883-13 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVALK-BI GRND WTR 3/14/2016 3/22/2016 3/22/2016
L64934-1 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 3/17/2016 3/22/2016 3/22/2016
L64934-2 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 3/17/2016 3/22/2016 3/22/2016
L64934-3 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 3/17/2016 3/22/2016 3/22/2016
L64934-4 421195-240 Horseshoe Lake WQ CVALK FRESH WTR 3/17/2016 3/22/2016 3/22/2016
L64941-3 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVALK GRND WTR 3/17/2016 3/22/2016 3/22/2016
L64941-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVALK GRND WTR 3/17/2016 3/22/2016 3/22/2016
L64962-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVALK GRND WTR 3/17/2016 3/22/2016 3/22/2016
L64968-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/17/2016 3/22/2016 3/22/2016
L64968-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/17/2016 3/22/2016 3/22/2016
L64969-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/18/2016 3/22/2016 3/22/2016
L64969-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/18/2016 3/22/2016 3/22/2016
L64983-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/21/2016 3/22/2016 3/22/2016
L64983-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVALK GRND WTR 3/21/2016 3/22/2016 3/22/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 3/9/2016 3/22/2016 3/22/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVALK STORM WTR 3/9/2016 3/22/2016 3/22/2016
L65000-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65001-1 421195-190 Vashon Island Surface Water CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65001-2 421195-190 Vashon Island Surface Water CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65001-3 421195-190 Vashon Island Surface Water CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65001-4 421195-190 Vashon Island Surface Water CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
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L65017-1 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65017-2 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65017-3 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65017-4 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65017-5 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65017-6 421240A STREAMS MONITOR (surf wtr) CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65030-1 421240-880 Pipers Creek Micro Source Tracking Study CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65030-2 421240-880 Pipers Creek Micro Source Tracking Study CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
L65030-3 421240-880 Pipers Creek Micro Source Tracking Study CVALK FRESH WTR 3/16/2016 3/22/2016 3/22/2016
WG145096-1 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL3
WG145096-2 LD CVALK GRND WTR 3/22/2016 3/22/2016 L64882-1
WG145096-2 LD CVALK-BI GRND WTR 3/22/2016 3/22/2016 L64882-1
WG145096-3 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL3
WG145096-4 LD CVALK STORM WTR 3/22/2016 3/22/2016 L64999-3
WG145096-5 LD CVALK FRESH WTR 3/22/2016 3/22/2016 L65017-4
WG145096-6 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL1
WG145096-7 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL2
WG145096-8 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL3
WG145096-9 LCS CVALK BLANK WTR 3/22/2016 3/22/2016 LEVEL4

WG146466 (TSS/VSS)   Department: 3 - Conventionals   Move Date: 06-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65517-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/23/2016 6/27/2016 6/27/2016
L65549-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/23/2016 6/27/2016 6/27/2016
L65551-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTSS LEACHATE 6/22/2016 6/27/2016 6/27/2016
L65551-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVVSS LEACHATE 6/22/2016 6/27/2016 6/28/2016
L65551-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTSS LEACHATE 6/22/2016 6/27/2016 6/27/2016
L65551-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVVSS LEACHATE 6/22/2016 6/27/2016 6/28/2016
L65553-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/23/2016 6/27/2016 6/27/2016
L65553-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/23/2016 6/27/2016 6/27/2016
L65553-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/24/2016 6/27/2016 6/27/2016
L65554-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/24/2016 6/27/2016 6/27/2016
L65554-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTSS GRND WTR 6/24/2016 6/27/2016 6/27/2016
L65647-1 421301A Georgetown Yard Industiral SW Monitoring CVTSS STORM WTR 6/23/2016 6/27/2016 6/27/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 6/23/2016 6/27/2016 6/27/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 6/23/2016 6/27/2016 6/27/2016
WG146466-1 MB CVTSS BLANK WTR 6/27/2016 6/27/2016 MB1 160627
WG146466-1 MB CVVSS BLANK WTR 6/27/2016 6/28/2016 MB1 160627
WG146466-2 LCS CVTSS BLANK WTR 6/27/2016 6/27/2016 LEVEL2
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WG146466-2 LCS CVVSS BLANK WTR 6/27/2016 6/28/2016 LEVEL2
WG146466-3 LD CVTSS GRND WTR 6/27/2016 6/27/2016 L65517-1
WG146466-4 LD CVTSS LEACHATE 6/27/2016 6/27/2016 L65551-1
WG146466-4 LD CVVSS LEACHATE 6/27/2016 6/28/2016 L65551-1
WG146466-5 LD CVTSS STORM WTR 6/27/2016 6/27/2016 L65647-1

WG146495 (NUTS-28)   Department: 3 - Conventionals   Move Date: 05-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65519-1 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-1 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-1 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-2 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-2 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-2 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 6/23/2016 6/28/2016 6/28/2016
L65519-3 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL BLANK WTR 6/23/2016 6/28/2016 6/28/2016
L65519-3 423484-850-5Brightwater Floating Wetlands Project CVNO23 BLANK WTR 6/23/2016 6/28/2016 6/28/2016
L65519-3 423484-850-5Brightwater Floating Wetlands Project CVORTHOP BLANK WTR 6/23/2016 6/28/2016 6/28/2016
L65544-43 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-44 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-46 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-47 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-48 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-49 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-50 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/16/2016 6/28/2016 6/28/2016
L65544-52 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 6/16/2016 6/28/2016 6/28/2016 FFB
L65619-1 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-1 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-1 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-2 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-2 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-2 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-5 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-5 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-5 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-6 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-6 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-6 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-8 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-8 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
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L65619-8 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-9 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-9 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-9 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-10 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-10 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-10 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-11 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-11 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-11 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-12 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-12 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-12 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-13 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-13 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-13 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-14 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-14 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-14 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-15 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-15 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-15 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-16 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-16 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-16 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-17 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-17 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-17 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-21 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-21 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-21 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-22 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-22 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-22 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-23 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-23 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-23 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-24 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-24 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-24 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-25 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
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L65619-25 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-25 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-26 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-26 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65619-26 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 6/27/2016 6/28/2016 6/28/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 6/23/2016 6/28/2016 6/28/2016
L65650-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 6/24/2016 6/28/2016 6/28/2016
L65650-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 6/24/2016 6/28/2016 6/28/2016
L65650-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 6/24/2016 6/28/2016 6/28/2016
WG146495-1 MB CVNH3-FL BLANK WTR 6/28/2016 6/28/2016 MB1 6/28
WG146495-1 MB CVNO23 BLANK WTR 6/28/2016 6/28/2016 MB1 6/28
WG146495-1 MB CVORTHOP BLANK WTR 6/28/2016 6/28/2016 MB1 6/28
WG146495-2 SB CVNH3-FL BLANK WTR 6/28/2016 6/28/2016 WG146495-1
WG146495-2 SB CVNO23 BLANK WTR 6/28/2016 6/28/2016 WG146495-1
WG146495-2 SB CVORTHOP BLANK WTR 6/28/2016 6/28/2016 WG146495-1
WG146495-3 LCS CVNH3-FL BLANK WTR 6/28/2016 6/28/2016 LEVEL1
WG146495-3 LCS CVNO23 BLANK WTR 6/28/2016 6/28/2016 LEVEL1
WG146495-3 LCS CVORTHOP BLANK WTR 6/28/2016 6/28/2016 LEVEL1
WG146495-6 LD CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65544-49
WG146495-7 MS CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65544-49
WG146495-8 LD CVNH3-FL FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-8 LD CVNO23 FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-8 LD CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-9 MS CVNH3-FL FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-9 MS CVNO23 FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-9 MS CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65519-1
WG146495-10 LD CVNH3-FL STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-10 LD CVNO23 STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-10 LD CVORTHOP STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-11 MS CVNH3-FL STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-11 MS CVNO23 STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-11 MS CVORTHOP STORM WTR 6/28/2016 6/28/2016 L65650-1
WG146495-12 MB CVNH3-FL BLANK WTR 6/28/2016 6/28/2016 MB2
WG146495-12 MB CVNO23 BLANK WTR 6/28/2016 6/28/2016 MB2
WG146495-12 MB CVORTHOP BLANK WTR 6/28/2016 6/28/2016 MB2
WG146495-13 LCS CVNH3-FL BLANK WTR 6/28/2016 6/28/2016 LEVEL1
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WG146495-13 LCS CVNO23 BLANK WTR 6/28/2016 6/28/2016 LEVEL1
WG146495-13 LCS CVORTHOP BLANK WTR 6/28/2016 6/28/2016 LEVEL1
WG146495-14 LD CVNH3-FL FRESH WTR 6/28/2016 6/28/2016 L65619-11
WG146495-14 LD CVNO23 FRESH WTR 6/28/2016 6/28/2016 L65619-11
WG146495-14 LD CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65619-11
WG146495-15 MS CVNH3-FL FRESH WTR 6/28/2016 6/28/2016 L65619-11
WG146495-15 MS CVNO23 FRESH WTR 6/28/2016 6/28/2016 L65619-11
WG146495-15 MS CVORTHOP FRESH WTR 6/28/2016 6/28/2016 L65619-11

WG146500 (T Nutrients/Various)   Department: 3 - Conventionals   Move Date: 06-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65510-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65510-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65510-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65510-6 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65519-1 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 6/23/2016 6/28/2016 7/1/2016
L65519-2 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 6/23/2016 6/28/2016 7/1/2016
L65619-1 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-1 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-2 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-2 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-3 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-3 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-4 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-4 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-5 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-5 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-6 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-6 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-8 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-8 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-9 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-9 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-10 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-10 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-11 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-11 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-12 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-12 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
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L65619-13 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-13 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-14 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-14 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-15 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-15 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-16 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-16 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-17 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-17 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-19 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-19 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-20 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-20 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-21 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-21 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-22 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-22 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-23 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-23 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-24 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-24 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-25 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-25 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-26 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-26 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-27 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-27 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-28 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-28 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-29 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-29 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-31 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-31 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-32 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-32 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-33 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-33 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-34 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-34 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65619-35 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 6/27/2016 6/28/2016 7/1/2016
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L65619-35 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 6/27/2016 6/28/2016 7/1/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 6/23/2016 6/28/2016 7/1/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 6/23/2016 6/28/2016 7/1/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 6/23/2016 6/28/2016 7/1/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 6/23/2016 6/28/2016 7/1/2016
WG146500-1 MB CVTOTN BLANK WTR 6/28/2016 7/1/2016 MB1 06/28/16 12:05
WG146500-1 MB CVTOTP BLANK WTR 6/28/2016 7/1/2016 MB1 06/28/16 12:05
WG146500-2 SB CVTOTN BLANK WTR 6/28/2016 7/1/2016 WG146500-1
WG146500-2 SB CVTOTP BLANK WTR 6/28/2016 7/1/2016 WG146500-1
WG146500-3 LCS CVTOTN BLANK WTR 6/28/2016 7/1/2016 LEVEL1
WG146500-3 LCS CVTOTP BLANK WTR 6/28/2016 7/1/2016 LEVEL1
WG146500-4 LD CVTOTN FRESH WTR 6/28/2016 7/1/2016 L65619-12
WG146500-4 LD CVTOTP FRESH WTR 6/28/2016 7/1/2016 L65619-12
WG146500-5 MS CVTOTN FRESH WTR 6/28/2016 7/1/2016 L65619-12
WG146500-5 MS CVTOTP FRESH WTR 6/28/2016 7/1/2016 L65619-12
WG146500-6 MB CVTOTN BLANK WTR 6/28/2016 7/1/2016 MB2 06/28/16 12:05
WG146500-6 MB CVTOTP BLANK WTR 6/28/2016 7/1/2016 MB2 06/28/16 12:05
WG146500-7 LCS CVTOTN BLANK WTR 6/28/2016 7/1/2016 LEVEL1
WG146500-7 LCS CVTOTP BLANK WTR 6/28/2016 7/1/2016 LEVEL1
WG146500-8 LD CVTOTN FRESH WTR 6/28/2016 7/1/2016 L65619-26
WG146500-8 LD CVTOTP FRESH WTR 6/28/2016 7/1/2016 L65619-26
WG146500-9 MS CVTOTN FRESH WTR 6/28/2016 7/1/2016 L65619-26
WG146500-9 MS CVTOTP FRESH WTR 6/28/2016 7/1/2016 L65619-26
WG146500-10 LD CVTOTN STORM WTR 6/28/2016 7/1/2016 L65650-1
WG146500-10 LD CVTOTP STORM WTR 6/28/2016 7/1/2016 L65650-1
WG146500-11 MS CVTOTN STORM WTR 6/28/2016 7/1/2016 L65650-1
WG146500-11 MS CVTOTP STORM WTR 6/28/2016 7/1/2016 L65650-1

WG146688 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 14-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65236-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 7/6/2016 7/7/2016 7/7/2016
L65236-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 7/6/2016 7/7/2016 7/7/2016
L65236-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 7/6/2016 7/7/2016 7/7/2016
L65487-1 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 6/20/2016 6/21/2016 7/7/2016
L65487-2 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 6/20/2016 6/21/2016 7/7/2016
L65487-3 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 6/20/2016 6/21/2016 7/7/2016
L65488-1 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 6/20/2016 6/21/2016 7/7/2016
L65488-2 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 6/20/2016 6/21/2016 7/7/2016
L65488-3 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 6/20/2016 6/21/2016 7/7/2016
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L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 6/23/2016 6/24/2016 7/7/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 6/23/2016 7/7/2016 7/7/2016
WG146688-1 MB CVTOC BLANK WTR 7/7/2016 7/7/2016 MB1 7/7/16
WG146688-2 SB CVTOC BLANK WTR 7/7/2016 7/7/2016 WG146688-1
WG146688-3 LCS CVDOC BLANK WTR 7/7/2016 7/7/2016 LEVEL1
WG146688-3 LCS CVTOC BLANK WTR 7/7/2016 7/7/2016 LEVEL1
WG146688-4 LD CVTOC GRND WTR 7/7/2016 7/7/2016 L65236-5
WG146688-5 MS CVTOC GRND WTR 7/7/2016 7/7/2016 L65236-5
WG146688-6 MB CVDOC BLANK WTR 6/21/2016 7/7/2016 MB1 6/21/16
WG146688-7 SB CVDOC BLANK WTR 6/21/2016 7/7/2016 WG146688-6
WG146688-8 LD CVDOC FRESH WTR 6/21/2016 7/7/2016 L65487-3
WG146688-9 MS CVDOC FRESH WTR 6/21/2016 7/7/2016 L65487-3
WG146688-10 LD CVDOC STORM WTR 6/24/2016 7/7/2016 L65650-3
WG146688-10 LD CVTOC STORM WTR 7/7/2016 7/7/2016 L65650-3
WG146688-11 MS CVDOC STORM WTR 6/24/2016 7/7/2016 L65650-3
WG146688-11 MS CVTOC STORM WTR 7/7/2016 7/7/2016 L65650-3

WG147783 (T Nutrients/Various)   Department: 3 - Conventionals   Move Date: 29-SEP-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65991-1 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-1 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-2 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-2 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-3 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-3 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-4 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-4 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-5 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-5 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-6 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-6 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-9 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-9 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65991-10 421195-130 Volunteer Lakes City CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65991-10 421195-130 Volunteer Lakes City CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-1 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-1 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-2 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-2 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
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L65992-3 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-3 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-4 422030 Rural Small Lakes CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65992-4 422030 Rural Small Lakes CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65992-5 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-5 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-6 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-6 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-7 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-7 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-8 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-8 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-9 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-9 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-10 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-10 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-11 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-11 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-12 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-12 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-13 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-13 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-14 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-14 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-15 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-15 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-16 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-16 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-17 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-17 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-18 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-18 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-19 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-19 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-20 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-20 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-21 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-21 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-22 422030 Rural Small Lakes CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65992-22 422030 Rural Small Lakes CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65992-23 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/13/2016 9/16/2016
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L65992-23 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/13/2016 9/16/2016
L65992-24 422030 Rural Small Lakes CVTOTN FRESH WTR 9/11/2016 9/19/2016 9/20/2016
L65992-24 422030 Rural Small Lakes CVTOTP FRESH WTR 9/11/2016 9/19/2016 9/20/2016
L65993-1 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-1 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-2 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-2 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-3 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-3 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-4 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-4 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-5 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-5 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-6 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-6 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-7 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-7 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-8 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-8 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-9 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-9 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-10 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-10 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-11 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-11 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-12 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-12 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L65993-14 422019 WRIA 7 Streams Ambient Monitoring CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016 FREP @ L65993-1
L65993-14 422019 WRIA 7 Streams Ambient Monitoring CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016 FREP @ L65993-1
L65997-1 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 9/6/2016 9/13/2016 9/16/2016
L65997-3 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 9/6/2016 9/13/2016 9/16/2016
L66087-39 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-39 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-40 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-40 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-41 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-41 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-42 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-42 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-43 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-43 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
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L66087-44 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-44 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-46 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-46 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-47 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-47 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-48 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-48 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-49 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-49 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-50 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66087-50 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 9/12/2016 9/13/2016 9/16/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 9/17/2016 9/19/2016 9/20/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 9/17/2016 9/19/2016 9/20/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 9/17/2016 9/19/2016 9/20/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 9/17/2016 9/19/2016 9/20/2016
WG147783-1 MB CVTOTN BLANK WTR 9/13/2016 9/16/2016 MB1 09/13/16 13:00
WG147783-1 MB CVTOTP BLANK WTR 9/13/2016 9/16/2016 MB1 09/13/16 13:00
WG147783-2 SB CVTOTN BLANK WTR 9/13/2016 9/16/2016 WG147783-1
WG147783-2 SB CVTOTP BLANK WTR 9/13/2016 9/16/2016 WG147783-1
WG147783-3 LCS CVTOTN BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-3 LCS CVTOTP BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-4 LD CVTOTN FRESH WTR 9/13/2016 9/16/2016 L65991-10
WG147783-4 LD CVTOTP FRESH WTR 9/13/2016 9/16/2016 L65991-10
WG147783-5 MS CVTOTN FRESH WTR 9/13/2016 9/16/2016 L65991-10
WG147783-5 MS CVTOTP FRESH WTR 9/13/2016 9/16/2016 L65991-10
WG147783-6 MB CVTOTN BLANK WTR 9/13/2016 9/16/2016 MB2 09/13/16 13:00
WG147783-6 MB CVTOTP BLANK WTR 9/13/2016 9/16/2016 MB2 09/13/16 13:00
WG147783-7 LCS CVTOTN BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-7 LCS CVTOTP BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-8 LD CVTOTN FRESH WTR 9/19/2016 9/20/2016 L65992-24
WG147783-8 LD CVTOTP FRESH WTR 9/19/2016 9/20/2016 L65992-24
WG147783-9 MS CVTOTN FRESH WTR 9/19/2016 9/20/2016 L65992-24
WG147783-9 MS CVTOTP FRESH WTR 9/19/2016 9/20/2016 L65992-24
WG147783-10 MB CVTOTN BLANK WTR 9/13/2016 9/16/2016 MB3 09/13/16 13:00
WG147783-10 MB CVTOTP BLANK WTR 9/13/2016 9/16/2016 MB3 09/13/16 13:00
WG147783-11 LCS CVTOTN BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-11 LCS CVTOTP BLANK WTR 9/13/2016 9/16/2016 LEVEL1
WG147783-12 LD CVTOTN FRESH WTR 9/13/2016 9/16/2016 L65993-12
WG147783-12 LD CVTOTP FRESH WTR 9/13/2016 9/16/2016 L65993-12
WG147783-13 MS CVTOTN FRESH WTR 9/13/2016 9/16/2016 L65993-12
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WG147783-13 MS CVTOTP FRESH WTR 9/13/2016 9/16/2016 L65993-12
WG147783-14 MB CVTOTN BLANK WTR 9/19/2016 9/20/2016 MB1 09/19/16 10:25
WG147783-14 MB CVTOTP BLANK WTR 9/19/2016 9/20/2016 MB1 09/19/16 10:25
WG147783-15 SB CVTOTN BLANK WTR 9/19/2016 9/20/2016 WG147783-14
WG147783-15 SB CVTOTP BLANK WTR 9/19/2016 9/20/2016 WG147783-14
WG147783-16 LCS CVTOTN BLANK WTR 9/19/2016 9/20/2016 LEVEL1
WG147783-16 LCS CVTOTP BLANK WTR 9/19/2016 9/20/2016 LEVEL1
WG147783-17 LD CVTOTN STORM WTR 9/19/2016 9/20/2016 L66175-3
WG147783-17 LD CVTOTP STORM WTR 9/19/2016 9/20/2016 L66175-3
WG147783-18 MS CVTOTN STORM WTR 9/19/2016 9/20/2016 L66175-3
WG147783-18 MS CVTOTP STORM WTR 9/19/2016 9/20/2016 L66175-3
WG147783-19 LD CVTOTP EFFLUENT 9/13/2016 9/16/2016 L65997-3
WG147783-20 MS CVTOTP EFFLUENT 9/13/2016 9/16/2016 L65997-3

WG148004 (TSS+VSS)   Department: 3 - Conventionals   Move Date: 29-SEP-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTSS FRESH WTR 9/22/2016 9/23/2016 9/23/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTSS FRESH WTR 9/22/2016 9/23/2016 9/23/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTSS FRESH WTR 9/22/2016 9/23/2016 9/23/2016
L65924-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTSS LEACHATE 9/21/2016 9/23/2016 9/23/2016
L65924-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVVSS LEACHATE 9/21/2016 9/23/2016 9/26/2016
L66068-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 9/16/2016 9/23/2016 9/23/2016
L66068-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly CVTSS GRND WTR 9/16/2016 9/23/2016 9/23/2016
L66068-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 9/19/2016 9/23/2016 9/23/2016
L66068-5 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 9/16/2016 9/23/2016 9/23/2016
L66068-6 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 9/16/2016 9/23/2016 9/23/2016
L66109-3 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 9/21/2016 9/23/2016 9/23/2016
L66109-4 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 9/21/2016 9/23/2016 9/23/2016
L66109-5 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 9/21/2016 9/23/2016 9/23/2016
L66109-6 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 9/21/2016 9/23/2016 9/23/2016
L66109-8 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 9/21/2016 9/23/2016 9/23/2016
L66111-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter CVTSS GRND WTR 9/16/2016 9/23/2016 9/23/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 9/17/2016 9/23/2016 9/23/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 9/17/2016 9/23/2016 9/23/2016
L66210-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTSS LEACHATE 9/21/2016 9/23/2016 9/23/2016
L66210-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVVSS LEACHATE 9/21/2016 9/23/2016 9/26/2016
L66210-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTSS LEACHATE 9/21/2016 9/23/2016 9/23/2016
L66210-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVVSS LEACHATE 9/21/2016 9/23/2016 9/26/2016
WG148004-1 MB CVTSS BLANK WTR 9/23/2016 9/23/2016
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WG148004-1 MB CVVSS BLANK WTR 9/23/2016 9/26/2016
WG148004-2 LCS CVTSS BLANK WTR 9/23/2016 9/23/2016 LEVEL2
WG148004-2 LCS CVVSS BLANK WTR 9/23/2016 9/26/2016 LEVEL2
WG148004-3 LD CVTSS LEACHATE 9/23/2016 9/23/2016
WG148004-3 LD CVVSS LEACHATE 9/23/2016 9/26/2016
WG148004-4 LD CVTSS GRND WTR 9/23/2016 9/23/2016
WG148004-5 LD CVTSS FRESH WTR 9/23/2016 9/23/2016
WG148004-6 LD CVTSS STORM WTR 9/23/2016 9/23/2016
WG148004-7 LD CVTSS SALT WTR 9/23/2016 9/23/2016

WG148025 (nuts-26)   Department: 3 - Conventionals   Move Date: 06-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO23 FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO3 FRESH WTR 9/22/2016 9/23/2016 9/26/2016
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVORTHOP FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO23 FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO3 FRESH WTR 9/22/2016 9/23/2016 9/26/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVORTHOP FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO23 FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNO3 FRESH WTR 9/22/2016 9/23/2016 9/26/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVORTHOP FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66175-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 9/17/2016 9/26/2016 9/26/2016
L66175-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 9/17/2016 9/26/2016 9/26/2016
L66180-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNO3 GRND WTR 9/23/2016 9/23/2016 9/26/2016
L66181-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNO3 GRND WTR 9/23/2016 9/23/2016 9/26/2016
L66181-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNO3 GRND WTR 9/23/2016 9/23/2016 9/26/2016
WG148025-1 MB CVNO23 BLANK WTR 9/26/2016 9/26/2016 MB1 9/26
WG148025-1 MB CVNO3 BLANK WTR 9/23/2016 9/26/2016 MB1 9/26
WG148025-1 MB CVORTHOP BLANK WTR 9/26/2016 9/26/2016 MB1 9/26
WG148025-2 SB CVNO23 BLANK WTR 9/26/2016 9/26/2016 WG148025-1
WG148025-2 SB CVNO3 BLANK WTR 9/23/2016 9/26/2016 WG148025-1
WG148025-2 SB CVORTHOP BLANK WTR 9/26/2016 9/26/2016 WG148025-1
WG148025-3 LCS CVNO23 BLANK WTR 9/26/2016 9/26/2016 LEVEL1
WG148025-3 LCS CVNO3 BLANK WTR 9/26/2016 9/26/2016 LEVEL1
WG148025-3 LCS CVORTHOP BLANK WTR 9/26/2016 9/26/2016 LEVEL1
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WG148025-4 LD CVNO23 FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148025-4 LD CVNO3 FRESH WTR 9/23/2016 9/26/2016 L65922-5
WG148025-4 LD CVORTHOP FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148025-5 MS CVNO23 FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148025-5 MS CVNO3 FRESH WTR 9/23/2016 9/26/2016 L65922-5
WG148025-5 MS CVORTHOP FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148025-6 LD CVNO23 STORM WTR 9/26/2016 9/26/2016 L66175-1
WG148025-6 LD CVORTHOP STORM WTR 9/26/2016 9/26/2016 L66175-1
WG148025-7 MS CVNO23 STORM WTR 9/26/2016 9/26/2016 L66175-1
WG148025-7 MS CVORTHOP STORM WTR 9/26/2016 9/26/2016 L66175-1
WG148025-8 MB CVNO3 BLANK WTR 9/23/2016 9/26/2016 MB1 9/23
WG148025-9 SB CVNO3 BLANK WTR 9/23/2016 9/26/2016 WG148025-8
WG148025-10 LD CVNO3 GRND WTR 9/23/2016 9/26/2016 L66181-1
WG148025-11 MS CVNO3 GRND WTR 9/23/2016 9/26/2016 L66181-1

WG148128 (TOC - various)   Department: 3 - Conventionals   Move Date: 03-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOC FRESH WTR 9/22/2016 9/26/2016 9/26/2016
L65924-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTOC LEACHATE 9/21/2016 9/27/2016 9/27/2016
L66033-1 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 9/19/2016 9/26/2016 9/26/2016
L66033-2 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 9/19/2016 9/26/2016 9/26/2016
L66033-3 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 9/19/2016 9/27/2016 9/27/2016
L66034-1 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 9/19/2016 9/26/2016 9/26/2016
L66034-2 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 9/19/2016 9/26/2016 9/26/2016
L66034-3 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 9/19/2016 9/26/2016 9/26/2016
L66113-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 9/14/2016 9/27/2016 9/27/2016
L66113-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 9/14/2016 9/27/2016 9/27/2016
L66113-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 9/14/2016 9/27/2016 9/27/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 9/17/2016 9/17/2016 9/26/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66180-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 9/23/2016 9/26/2016 9/26/2016
L66181-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 9/23/2016 9/26/2016 9/26/2016
L66181-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVTOC GRND WTR 9/23/2016 9/27/2016 9/27/2016
L66210-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTOC LEACHATE 9/21/2016 9/27/2016 9/27/2016
L66210-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVTOC LEACHATE 9/21/2016 9/27/2016 9/27/2016
WG148128-1 MB CVTOC BLANK WTR 9/26/2016 9/26/2016 MB1 9/26/16
WG148128-2 SB CVTOC BLANK WTR 9/26/2016 9/26/2016 WG148128-1
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WG148128-3 LCS CVTOC BLANK WTR 9/26/2016 9/26/2016 LEVEL1
WG148128-4 LD CVTOC GRND WTR 9/27/2016 9/27/2016 L66181-4
WG148128-5 MS CVTOC GRND WTR 9/27/2016 9/27/2016 L66181-4
WG148128-6 LD CVDOC STORM WTR 9/17/2016 9/26/2016 L66175-3
WG148128-6 LD CVTOC STORM WTR 9/26/2016 9/26/2016 L66175-3
WG148128-7 MS CVDOC STORM WTR 9/17/2016 9/26/2016 L66175-3
WG148128-7 MS CVTOC STORM WTR 9/26/2016 9/26/2016 L66175-3
WG148128-8 MB CVDOC BLANK WTR 9/20/2016 9/27/2016 MB1 9/20/16
WG148128-9 SB CVDOC BLANK WTR 9/20/2016 9/26/2016 WG148128-8
WG148128-10 LCS CVDOC BLANK WTR 9/26/2016 9/26/2016 LEVEL1
WG148128-11 LD CVTOC FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148128-12 MS CVTOC FRESH WTR 9/26/2016 9/26/2016 L65922-5
WG148128-13 LD CVTOC FRESH WTR 9/27/2016 9/27/2016 L66033-3
WG148128-14 MS CVTOC FRESH WTR 9/27/2016 9/27/2016 L66033-3
WG148128-15 MB CVTOC BLANK WTR 9/27/2016 9/27/2016 MB1 9/27/16
WG148128-16 SB CVTOC BLANK WTR 9/27/2016 9/27/2016 WG148128-15
WG148128-17 LCS CVTOC BLANK WTR 9/27/2016 9/27/2016 LEVEL1
WG148128-18 LD CVTOC LEACHATE 9/27/2016 9/27/2016 L65924-3
WG148128-19 MS CVTOC LEACHATE 9/27/2016 9/27/2016 L65924-3

WG148181 (NH3)   Department: 3 - Conventionals   Move Date: 06-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65922-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNH3-FL FRESH WTR 9/22/2016 9/28/2016 9/28/2016
L65922-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNH3-FL FRESH WTR 9/22/2016 9/28/2016 9/28/2016
L65922-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVNH3-FL FRESH WTR 9/22/2016 9/28/2016 9/28/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 9/17/2016 9/28/2016 9/28/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 9/17/2016 9/28/2016 9/28/2016
L66175-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 9/17/2016 9/28/2016 9/28/2016
L66180-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNH3-FL GRND WTR 9/23/2016 9/23/2016 9/28/2016
L66181-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNH3-FL GRND WTR 9/23/2016 9/23/2016 9/28/2016
L66181-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyCVNH3-FL GRND WTR 9/23/2016 9/23/2016 9/28/2016
WG148086-10 MB CVNH3-FL BLANK WTR 9/28/2016 9/28/2016 MB3 9/28
WG148086-10 MB CVNO23 BLANK WTR 9/28/2016 9/28/2016 MB3 9/28
WG148086-10 MB CVORTHOP BLANK WTR 9/28/2016 9/28/2016 MB3 9/28
WG148086-11 LCS CVNH3-FL BLANK WTR 9/28/2016 9/28/2016 LEVEL1
WG148086-11 LCS CVNO23 BLANK WTR 9/28/2016 9/28/2016 LEVEL1
WG148086-11 LCS CVORTHOP BLANK WTR 9/28/2016 9/28/2016 LEVEL1
WG148181-1 LD CVNH3-FL STORM WTR 9/28/2016 9/28/2016 L66175-3
WG148181-2 MS CVNH3-FL STORM WTR 9/28/2016 9/28/2016 L66175-3
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WG148181-3 LD CVNH3-FL FRESH WTR 9/28/2016 9/28/2016 L65922-1
WG148181-4 MS CVNH3-FL FRESH WTR 9/28/2016 9/28/2016 L65922-1
WG148181-5 MB CVNH3-FL BLANK WTR 9/23/2016 9/28/2016 MB1 9/23
WG148181-6 SB CVNH3-FL BLANK WTR 9/23/2016 9/28/2016 WG148181-5
WG148181-7 LD CVNH3-FL GRND WTR 9/23/2016 9/28/2016 L66181-1
WG148181-8 MS CVNH3-FL GRND WTR 9/23/2016 9/28/2016 L66181-1

WG148244 (T Nutrients/Various)   Department: 3 - Conventionals   Move Date: 13-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65994-8 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 9/13/2016 10/5/2016 10/10/2016
L65994-8 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 9/13/2016 10/5/2016 10/10/2016
L66080-8 422030 Rural Small Lakes CVTOTN FRESH WTR 9/28/2016 10/5/2016 10/10/2016
L66080-8 422030 Rural Small Lakes CVTOTP FRESH WTR 9/28/2016 10/5/2016 10/10/2016
L66151-1 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 9/29/2016 10/5/2016 10/10/2016
L66151-1 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 9/29/2016 10/5/2016 10/10/2016
L66151-2 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 9/26/2016 10/5/2016 10/10/2016
L66151-2 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 9/26/2016 10/5/2016 10/10/2016
L66151-4 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 9/28/2016 10/5/2016 10/10/2016
L66151-4 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 9/28/2016 10/5/2016 10/10/2016
L66151-5 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 9/28/2016 10/5/2016 10/10/2016
L66151-5 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 9/28/2016 10/5/2016 10/10/2016
L66151-6 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 10/6/2016 10/7/2016 10/10/2016
L66151-6 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 10/6/2016 10/7/2016 10/10/2016
L66151-7 421195-240 Horseshoe Lake WQ CVTOTN GRND WTR 9/26/2016 10/5/2016 10/10/2016
L66151-7 421195-240 Horseshoe Lake WQ CVTOTP GRND WTR 9/26/2016 10/5/2016 10/10/2016
L66154-1 421195-240 Horseshoe Lake WQ CVTOTN FRESH WTR 9/29/2016 10/5/2016 10/10/2016
L66154-1 421195-240 Horseshoe Lake WQ CVTOTP FRESH WTR 9/29/2016 10/5/2016 10/10/2016
L66154-3 421195-240 Horseshoe Lake WQ CVTOTN FRESH WTR 9/29/2016 10/5/2016 10/10/2016
L66154-3 421195-240 Horseshoe Lake WQ CVTOTP FRESH WTR 9/29/2016 10/5/2016 10/10/2016
L66190-1 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 10/4/2016 10/5/2016 10/10/2016
L66190-3 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 10/4/2016 10/5/2016 10/10/2016
L66268-1 421195-210 Hicklin Lake Routine CVTOTN FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66268-1 421195-210 Hicklin Lake Routine CVTOTP FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66268-2 421195-210 Hicklin Lake Routine CVTOTN FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66268-2 421195-210 Hicklin Lake Routine CVTOTP FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66268-3 421195-210 Hicklin Lake Routine CVTOTN FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66268-3 421195-210 Hicklin Lake Routine CVTOTP FRESH WTR 10/4/2016 10/5/2016 10/10/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/6/2016 10/7/2016 10/10/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/6/2016 10/7/2016 10/10/2016
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L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/6/2016 10/7/2016 10/10/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/6/2016 10/7/2016 10/10/2016
WG148244-1 MB CVTOTN BLANK WTR 10/5/2016 10/10/2016 MB1 10/06/16 13:00
WG148244-1 MB CVTOTP BLANK WTR 10/5/2016 10/10/2016 MB1 10/06/16 13:00
WG148244-2 SB CVTOTN BLANK WTR 10/5/2016 10/10/2016 WG148244-1
WG148244-2 SB CVTOTP BLANK WTR 10/5/2016 10/10/2016 WG148244-1
WG148244-3 LCS CVTOTN BLANK WTR 10/5/2016 10/10/2016 LEVEL1
WG148244-3 LCS CVTOTP BLANK WTR 10/5/2016 10/10/2016 LEVEL1
WG148244-4 LD CVTOTN GRND WTR 10/5/2016 10/10/2016 L66151-1
WG148244-4 LD CVTOTP GRND WTR 10/5/2016 10/10/2016 L66151-1
WG148244-5 MS CVTOTN GRND WTR 10/5/2016 10/10/2016 L66151-1
WG148244-5 MS CVTOTP GRND WTR 10/5/2016 10/10/2016 L66151-1
WG148244-6 LD CVTOTN FRESH WTR 10/5/2016 10/10/2016 L66154-3
WG148244-6 LD CVTOTP FRESH WTR 10/5/2016 10/10/2016 L66154-3
WG148244-7 MS CVTOTN FRESH WTR 10/5/2016 10/10/2016 L66154-3
WG148244-7 MS CVTOTP FRESH WTR 10/5/2016 10/10/2016 L66154-3
WG148244-8 LD CVTOTP EFFLUENT 10/5/2016 10/10/2016 L66190-1
WG148244-9 MS CVTOTP EFFLUENT 10/5/2016 10/10/2016 L66190-1
WG148244-10 MB CVTOTN BLANK WTR 10/7/2016 10/10/2016 MB1 10/07/16 14:00
WG148244-10 MB CVTOTP BLANK WTR 10/7/2016 10/10/2016 MB1 10/07/16 14:00
WG148244-11 SB CVTOTN BLANK WTR 10/7/2016 10/10/2016 WG148244-10
WG148244-11 SB CVTOTP BLANK WTR 10/7/2016 10/10/2016 WG148244-10
WG148244-12 LCS CVTOTN BLANK WTR 10/7/2016 10/10/2016 LEVEL1
WG148244-12 LCS CVTOTP BLANK WTR 10/7/2016 10/10/2016 LEVEL1
WG148244-13 LD CVTOTN STORM WTR 10/7/2016 10/10/2016 L66285-1
WG148244-13 LD CVTOTP STORM WTR 10/7/2016 10/10/2016 L66285-1
WG148244-14 MS CVTOTN STORM WTR 10/7/2016 10/10/2016 L66285-1
WG148244-14 MS CVTOTP STORM WTR 10/7/2016 10/10/2016 L66285-1

WG148269 (TSS)   Department: 3 - Conventionals   Move Date: 17-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66104-8 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-9 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-10 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-11 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-12 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-13 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-14 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-15 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
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L66104-16 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-17 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-18 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-19 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-20 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016 FREP@L66104-21
L66104-21 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-22 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-23 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-24 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-25 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-26 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-27 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-28 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-29 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-30 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-31 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-32 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66104-33 421250OS Ambient Offshore Water Column-South CVTSS SALT WTR 10/4/2016 10/7/2016 10/7/2016
L66151-6 421195-240 Horseshoe Lake WQ CVTSS GRND WTR 10/6/2016 10/7/2016 10/7/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/6/2016 10/7/2016 10/7/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/6/2016 10/7/2016 10/7/2016
L66298-1 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTSS GRND WTR 10/5/2016 10/7/2016 10/7/2016
L66298-3 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTSS GRND WTR 10/5/2016 10/7/2016 10/7/2016
L66298-4 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTSS GRND WTR 10/5/2016 10/7/2016 10/7/2016
L66298-5 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTSS GRND WTR 10/5/2016 10/7/2016 10/7/2016
L66302-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/6/2016 10/7/2016 10/7/2016
L66302-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/6/2016 10/7/2016 10/7/2016
L66302-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/6/2016 10/7/2016 10/7/2016
L66302-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/6/2016 10/7/2016 10/7/2016
WG148269-1 MB CVTSS BLANK WTR 10/7/2016 10/7/2016 MB1 161007
WG148269-2 LCS CVTSS BLANK WTR 10/7/2016 10/7/2016 LEVEL1
WG148269-3 LD CVTSS SALT WTR 10/7/2016 10/7/2016 L66104-14
WG148269-4 MB CVTSS BLANK WTR 10/7/2016 10/7/2016 MB2 161007
WG148269-5 LCS CVTSS BLANK WTR 10/7/2016 10/7/2016 LEVEL1
WG148269-6 LD CVTSS STORM WTR 10/7/2016 10/7/2016 L66285-1
WG148269-7 LD CVTSS GRND WTR 10/7/2016 10/7/2016 L66298-4

WG148326 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 18-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
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L65721-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/11/2016 10/11/2016 10/11/2016
L65721-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/11/2016 10/11/2016 10/11/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 10/6/2016 10/7/2016 10/11/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 10/6/2016 10/11/2016 10/11/2016
L66302-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/6/2016 10/11/2016 10/11/2016
L66302-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/6/2016 10/11/2016 10/11/2016
L66302-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/6/2016 10/11/2016 10/11/2016
L66302-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/6/2016 10/11/2016 10/11/2016
L66305-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/10/2016 10/11/2016 10/11/2016
L66305-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/7/2016 10/11/2016 10/11/2016
L66305-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/7/2016 10/11/2016 10/11/2016
L66305-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/10/2016 10/11/2016 10/11/2016
L66307-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/10/2016 10/11/2016 10/11/2016
L66307-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/10/2016 10/11/2016 10/11/2016
L66307-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/11/2016 10/11/2016 10/11/2016
L66333-1 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 10/6/2016 10/7/2016 10/11/2016 SAMP
L66333-1 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 10/6/2016 10/11/2016 10/11/2016 SAMP
L66333-2 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 10/6/2016 10/7/2016 10/11/2016 SAMP
L66333-2 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 10/6/2016 10/11/2016 10/11/2016 SAMP
WG148326-1 MB CVDOC BLANK WTR 10/11/2016 10/11/2016 MB1 10/11/16
WG148326-1 MB CVTOC BLANK WTR 10/11/2016 10/11/2016 MB1 10/11/16
WG148326-2 SB CVDOC BLANK WTR 10/11/2016 10/11/2016 WG148326-1
WG148326-2 SB CVTOC BLANK WTR 10/11/2016 10/11/2016 WG148326-1
WG148326-3 LCS CVDOC BLANK WTR 10/11/2016 10/11/2016 LEVEL1
WG148326-3 LCS CVTOC BLANK WTR 10/11/2016 10/11/2016 LEVEL1
WG148326-4 LD CVTOC GRND WTR 10/11/2016 10/11/2016 L66302-4
WG148326-5 MS CVTOC GRND WTR 10/11/2016 10/11/2016 L66302-4
WG148326-6 LD CVDOC STORM WTR 10/7/2016 10/11/2016 L66333-2
WG148326-6 LD CVTOC STORM WTR 10/11/2016 10/11/2016 L66333-2
WG148326-7 MS CVDOC STORM WTR 10/7/2016 10/11/2016 L66333-2
WG148326-7 MS CVTOC STORM WTR 10/11/2016 10/11/2016 L66333-2

WG148333 (NUTS-12)   Department: 3 - Conventionals   Move Date: 25-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66151-6 421195-240 Horseshoe Lake WQ CVNH3-FL GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66151-6 421195-240 Horseshoe Lake WQ CVNO23 GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66151-6 421195-240 Horseshoe Lake WQ CVORTHOP GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66190-5 421430-300 OCS-Lake Haven Utility District routine testingCVNH3-FL BLANK WTR 10/5/2016 10/12/2016 10/12/2016
L66190-5 421430-300 OCS-Lake Haven Utility District routine testingCVNO23 BLANK WTR 10/5/2016 10/12/2016 10/12/2016
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L66190-5 421430-300 OCS-Lake Haven Utility District routine testingCVORTHOP BLANK WTR 10/5/2016 10/12/2016 10/12/2016
L66268-1 421195-210 Hicklin Lake Routine CVNH3-FL FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-1 421195-210 Hicklin Lake Routine CVNO23 FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-1 421195-210 Hicklin Lake Routine CVORTHOP FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-2 421195-210 Hicklin Lake Routine CVNH3-FL FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-2 421195-210 Hicklin Lake Routine CVNO23 FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-2 421195-210 Hicklin Lake Routine CVORTHOP FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-3 421195-210 Hicklin Lake Routine CVNH3-FL FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-3 421195-210 Hicklin Lake Routine CVNO23 FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66268-3 421195-210 Hicklin Lake Routine CVORTHOP FRESH WTR 10/4/2016 10/12/2016 10/12/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/7/2016 10/12/2016 10/12/2016 FFB
L66285-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/7/2016 10/12/2016 10/12/2016 FFB
L66285-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/7/2016 10/12/2016 10/12/2016 FFB
L66338-1 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-1 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-1 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-2 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-2 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-2 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-3 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-3 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-3 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-4 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-4 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-4 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-5 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-5 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-5 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-6 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-6 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-6 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-7 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-7 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-7 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-8 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
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L66338-8 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-8 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-9 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-9 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-9 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-10 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-10 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-10 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-11 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-11 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-11 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66338-12 421240A STREAMS MONITOR (surf wtr) CVNH3-FL BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66338-12 421240A STREAMS MONITOR (surf wtr) CVNO23 BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66338-12 421240A STREAMS MONITOR (surf wtr) CVORTHOP BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66339-1 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-1 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-1 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-2 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-2 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-2 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-3 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-3 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-3 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-4 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-4 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-4 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-5 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-5 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-5 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-6 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-6 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-6 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-7 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-7 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-7 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-8 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-8 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-8 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-9 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-9 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-9 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
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L66339-10 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-10 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-10 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-11 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-11 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-11 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-12 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-12 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-12 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66339-13 421240A STREAMS MONITOR (surf wtr) CVNH3-FL BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66339-13 421240A STREAMS MONITOR (surf wtr) CVNO23 BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66339-13 421240A STREAMS MONITOR (surf wtr) CVORTHOP BLANK WTR 10/11/2016 10/12/2016 10/12/2016
L66339-14 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016 FREP @ L66339-3
L66339-14 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016 FREP @ L66339-3
L66339-14 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016 FREP @ L66339-3
L66344-3 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-3 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-3 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-4 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-4 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-4 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-19 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-19 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-19 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-20 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-20 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-20 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-34 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-34 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-34 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-35 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-35 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-35 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/10/2016 10/12/2016 10/12/2016
L66344-37 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-37 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-37 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-38 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-38 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-38 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/10/2016 10/12/2016 10/12/2016 FFB
L66344-39 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-39 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
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L66344-39 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-40 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-40 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-40 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-41 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-41 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-41 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-42 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-42 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-42 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-43 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-43 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-43 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-44 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-44 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-44 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-46 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-46 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-46 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-47 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-47 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-47 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-48 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-48 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-48 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-49 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-49 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-49 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-50 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-50 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-50 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/11/2016 10/12/2016 10/12/2016
L66344-52 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/11/2016 10/12/2016 10/12/2016 FFB
L66344-52 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/11/2016 10/12/2016 10/12/2016 FFB
L66344-52 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/11/2016 10/12/2016 10/12/2016 FFB
WG148333-1 MB CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 MB1 10/12
WG148333-1 MB CVNO23 BLANK WTR 10/12/2016 10/12/2016 MB1 10/12
WG148333-1 MB CVORTHOP BLANK WTR 10/12/2016 10/12/2016 MB1 10/12
WG148333-2 SB CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 WG148333-1
WG148333-2 SB CVNO23 BLANK WTR 10/12/2016 10/12/2016 WG148333-1
WG148333-2 SB CVORTHOP BLANK WTR 10/12/2016 10/12/2016 WG148333-1
WG148333-3 LCS CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 LEVEL1
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WG148333-3 LCS CVNO23 BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-3 LCS CVORTHOP BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-4 LD CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-4 LD CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-4 LD CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-5 MS CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-5 MS CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-5 MS CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66344-4
WG148333-6 MB CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 MB2 10/12
WG148333-6 MB CVNO23 BLANK WTR 10/12/2016 10/12/2016 MB2 10/12
WG148333-6 MB CVORTHOP BLANK WTR 10/12/2016 10/12/2016 MB2 10/12
WG148333-7 LCS CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-7 LCS CVNO23 BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-7 LCS CVORTHOP BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-8 LD CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-8 LD CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-8 LD CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-9 MS CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-9 MS CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-9 MS CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66339-5
WG148333-10 MB CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 MB4 10/12
WG148333-10 MB CVNO23 BLANK WTR 10/12/2016 10/12/2016 MB4 10/12
WG148333-10 MB CVORTHOP BLANK WTR 10/12/2016 10/12/2016 MB4 10/12
WG148333-11 SB CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 WG148333-10
WG148333-11 SB CVNO23 BLANK WTR 10/12/2016 10/12/2016 WG148333-10
WG148333-11 SB CVORTHOP BLANK WTR 10/12/2016 10/12/2016 WG148333-10
WG148333-12 LCS CVNH3-FL BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-12 LCS CVNO23 BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-12 LCS CVORTHOP BLANK WTR 10/12/2016 10/12/2016 LEVEL1
WG148333-13 LD CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-13 LD CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-13 LD CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-14 MS CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-14 MS CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-14 MS CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66338-1
WG148333-15 LD CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66268-1
WG148333-15 LD CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66268-1
WG148333-15 LD CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66268-1
WG148333-16 MS CVNH3-FL FRESH WTR 10/12/2016 10/12/2016 L66268-1
WG148333-16 MS CVNO23 FRESH WTR 10/12/2016 10/12/2016 L66268-1
WG148333-16 MS CVORTHOP FRESH WTR 10/12/2016 10/12/2016 L66268-1
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WG148333-17 LD CVNH3-FL STORM WTR 10/12/2016 10/12/2016 L66285-1
WG148333-17 LD CVNO23 STORM WTR 10/12/2016 10/12/2016 L66285-1
WG148333-17 LD CVORTHOP STORM WTR 10/12/2016 10/12/2016 L66285-1
WG148333-18 MS CVNH3-FL STORM WTR 10/12/2016 10/12/2016 L66285-1
WG148333-18 MS CVNO23 STORM WTR 10/12/2016 10/12/2016 L66285-1
WG148333-18 MS CVORTHOP STORM WTR 10/12/2016 10/12/2016 L66285-1

WG148362 (nuts-13)   Department: 3 - Conventionals   Move Date: 10-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66360-1 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-1 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-1 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-2 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-2 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-2 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-3 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-3 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-3 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-4 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-4 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-4 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-5 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-5 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-5 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-6 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-6 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-6 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-7 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-7 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-7 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-8 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-8 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-8 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-9 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-9 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-9 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-10 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-10 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-10 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
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L66360-11 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-11 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-11 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-12 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-12 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-12 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66360-13 421240A STREAMS MONITOR (surf wtr) CVNH3-FL BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66360-13 421240A STREAMS MONITOR (surf wtr) CVNO23 BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66360-13 421240A STREAMS MONITOR (surf wtr) CVORTHOP BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66361-1 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-1 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-1 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-2 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-2 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-2 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-3 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-3 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-3 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-4 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-4 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-4 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-5 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-5 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-5 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-6 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-6 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-6 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-7 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-7 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-7 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-8 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-8 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-8 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-9 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-9 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-9 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-10 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-10 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-10 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-11 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-11 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
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L66361-11 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-12 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-12 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-12 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-13 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-13 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-13 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-14 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-14 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-14 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66361-15 421240A STREAMS MONITOR (surf wtr) CVNH3-FL BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66361-15 421240A STREAMS MONITOR (surf wtr) CVNO23 BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66361-15 421240A STREAMS MONITOR (surf wtr) CVORTHOP BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66361-16 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66361-3
L66361-16 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66361-3
L66361-16 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66361-3
L66364-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66364-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66364-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-1 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-1 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-1 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-2 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-2 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-2 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-3 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-3 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-3 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-4 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-4 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-4 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-5 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-5 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-5 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-6 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-6 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-6 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-7 421240A STREAMS MONITOR (surf wtr) CVNH3-FL BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66365-7 421240A STREAMS MONITOR (surf wtr) CVNO23 BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66365-7 421240A STREAMS MONITOR (surf wtr) CVORTHOP BLANK WTR 10/12/2016 10/13/2016 10/13/2016
L66365-8 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
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L66365-8 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-8 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-9 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-9 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-9 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-10 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-10 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-10 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66365-11 421240A STREAMS MONITOR (surf wtr) CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66365-1
L66365-11 421240A STREAMS MONITOR (surf wtr) CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66365-1
L66365-11 421240A STREAMS MONITOR (surf wtr) CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016 FREP @ L66365-1
L66366-1 421195-190 Vashon Island Surface Water CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-1 421195-190 Vashon Island Surface Water CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-1 421195-190 Vashon Island Surface Water CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-2 421195-190 Vashon Island Surface Water CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-2 421195-190 Vashon Island Surface Water CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-2 421195-190 Vashon Island Surface Water CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-3 421195-190 Vashon Island Surface Water CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-3 421195-190 Vashon Island Surface Water CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-3 421195-190 Vashon Island Surface Water CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-4 421195-190 Vashon Island Surface Water CVNH3-FL FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-4 421195-190 Vashon Island Surface Water CVNO23 FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66366-4 421195-190 Vashon Island Surface Water CVORTHOP FRESH WTR 10/12/2016 10/13/2016 10/13/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 10/13/2016 FFB
L66382-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/13/2016 10/13/2016 10/13/2016 FFB
L66382-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/13/2016 10/13/2016 10/13/2016 FFB
WG148362-1 MB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 MB1 10/13
WG148362-1 MB CVNO23 BLANK WTR 10/13/2016 10/13/2016 MB1 10/13
WG148362-1 MB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 MB1 10/13
WG148362-2 SB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 WG148362-1
WG148362-2 SB CVNO23 BLANK WTR 10/13/2016 10/13/2016 WG148362-1
WG148362-2 SB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 WG148362-1
WG148362-3 LCS CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-3 LCS CVNO23 BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-3 LCS CVORTHOP BLANK WTR 10/13/2016 10/13/2016 LEVEL1
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WG148362-4 LD CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-4 LD CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-4 LD CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-5 MS CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-5 MS CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-5 MS CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66360-8
WG148362-6 MB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 MB2 10/13
WG148362-6 MB CVNO23 BLANK WTR 10/13/2016 10/13/2016 MB2 10/13
WG148362-6 MB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 MB2 10/13
WG148362-7 LCS CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-7 LCS CVNO23 BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-7 LCS CVORTHOP BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-8 LD CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-8 LD CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-8 LD CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-9 MS CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-9 MS CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-9 MS CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66361-7
WG148362-10 MB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 MB3 10/13
WG148362-10 MB CVNO23 BLANK WTR 10/13/2016 10/13/2016 MB3 10/13
WG148362-10 MB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 MB3 10/13
WG148362-11 LCS CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-11 LCS CVNO23 BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-11 LCS CVORTHOP BLANK WTR 10/13/2016 10/13/2016 LEVEL1
WG148362-12 LD CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-12 LD CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-12 LD CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-13 MS CVNH3-FL FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-13 MS CVNO23 FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-13 MS CVORTHOP FRESH WTR 10/13/2016 10/13/2016 L66365-6
WG148362-14 MB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 MB5 10/13
WG148362-14 MB CVNO23 BLANK WTR 10/13/2016 10/13/2016 MB5 10/13
WG148362-14 MB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 MB5 10/13
WG148362-15 SB CVNH3-FL BLANK WTR 10/13/2016 10/13/2016 WG148362-14
WG148362-15 SB CVNO23 BLANK WTR 10/13/2016 10/13/2016 WG148362-14
WG148362-15 SB CVORTHOP BLANK WTR 10/13/2016 10/13/2016 WG148362-14
WG148362-16 LD CVNH3-FL STORM WTR 10/13/2016 10/13/2016 L66382-19
WG148362-16 LD CVNO23 STORM WTR 10/13/2016 10/13/2016 L66382-19
WG148362-16 LD CVORTHOP STORM WTR 10/13/2016 10/13/2016 L66382-19
WG148362-17 MS CVNH3-FL STORM WTR 10/13/2016 10/13/2016 L66382-19
WG148362-17 MS CVNO23 STORM WTR 10/13/2016 10/13/2016 L66382-19
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WG148362-17 MS CVORTHOP STORM WTR 10/13/2016 10/13/2016 L66382-19

WG148385 (TSS/VSS)   Department: 3 - Conventionals   Move Date: 20-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65693-1 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermCVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L65693-2 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermCVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66314-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66314-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVVSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66314-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66314-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVVSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66314-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66314-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVVSS LEACHATE 10/12/2016 10/14/2016 10/14/2016
L66315-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/13/2016 10/14/2016 10/14/2016
L66317-1 421422-ENLS SWD-ENLS Enumclaw Wastewater Permit CVTSS IW WTR 10/12/2016 10/14/2016 10/14/2016
L66318-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/13/2016 10/14/2016 10/14/2016
L66327-1 421301A Georgetown Yard Industiral SW Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66360-1 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 10/12/2016 10/14/2016 10/14/2016
L66360-2 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 10/12/2016 10/14/2016 10/14/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016
L66408-1 423589-330-4Green Rvr PCB/PAH Loading CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016 SAMP
L66408-2 423589-330-4Green Rvr PCB/PAH Loading CVTSS STORM WTR 10/13/2016 10/14/2016 10/14/2016 SAMP
WG148385-1 MB CVTSS BLANK WTR 10/14/2016 10/14/2016 MB1 161014
WG148385-1 MB CVVSS BLANK WTR 10/14/2016 10/14/2016 MB1 161014
WG148385-2 LCS CVTSS BLANK WTR 10/14/2016 10/14/2016 LEVEL2
WG148385-2 LCS CVVSS BLANK WTR 10/14/2016 10/14/2016 LEVEL2
WG148385-3 LD CVTSS STORM WTR 10/14/2016 10/14/2016 L65693-1
WG148385-4 LD CVTSS LEACHATE 10/14/2016 10/14/2016 L66314-1
WG148385-4 LD CVVSS LEACHATE 10/14/2016 10/14/2016 L66314-1
WG148385-5 LD CVTSS GRND WTR 10/14/2016 10/14/2016 L66315-1
WG148385-6 LD CVTSS IW WTR 10/14/2016 10/14/2016 L66317-1
WG148385-7 LD CVTSS FRESH WTR 10/14/2016 10/14/2016 L66360-1

WG148527 (DISSNUT)   Department: 3 - Conventionals   Move Date: 03-NOV-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66278-1 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-1 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-1 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-2 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-2 423484-850-5Brightwater Floating Wetlands Project CVNO23 FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-2 423484-850-5Brightwater Floating Wetlands Project CVORTHOP FRESH WTR 10/20/2016 10/20/2016 10/20/2016
L66278-3 423484-850-5Brightwater Floating Wetlands Project CVNH3-FL BLANK WTR 10/20/2016 10/20/2016 10/20/2016
L66278-3 423484-850-5Brightwater Floating Wetlands Project CVNO23 BLANK WTR 10/20/2016 10/20/2016 10/20/2016
L66278-3 423484-850-5Brightwater Floating Wetlands Project CVORTHOP BLANK WTR 10/20/2016 10/20/2016 10/20/2016
L66314-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 10/18/2016 10/20/2016 10/20/2016
L66314-7 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 10/17/2016 10/20/2016 10/20/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/13/2016 10/20/2016 10/20/2016 FFB
L66384-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/13/2016 10/20/2016 10/20/2016 FFB
L66384-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/13/2016 10/20/2016 10/20/2016 FFB
L66411-1 421185-100 Elliot West CSO Plant CVNO23 STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66411-13 421185-100 Elliot West CSO Plant CVNO23 BLANK WTR 10/14/2016 10/20/2016 10/20/2016
WG148527-1 MB CVNH3-FL BLANK WTR 10/20/2016 10/20/2016 MB3 10/20/16

WG148527-1 MB CVNO23 BLANK WTR 10/20/2016 10/20/2016 MB3 10/20/16

WG148527-1 MB CVORTHOP BLANK WTR 10/20/2016 10/20/2016 MB3 10/20/16

WG148527-2 SB CVNH3-FL BLANK WTR 10/20/2016 10/20/2016 WG148527-1
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WG148527-2 SB CVNO23 BLANK WTR 10/20/2016 10/20/2016 WG148527-1
WG148527-2 SB CVORTHOP BLANK WTR 10/20/2016 10/20/2016 WG148527-1
WG148527-3 LCS CVNH3-FL BLANK WTR 10/20/2016 10/20/2016 LEVEL1
WG148527-3 LCS CVNO23 BLANK WTR 10/20/2016 10/20/2016 LEVEL1
WG148527-3 LCS CVORTHOP BLANK WTR 10/20/2016 10/20/2016 LEVEL1
WG148527-4 LD CVNH3-FL STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-4 LD CVNO23 STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-4 LD CVORTHOP STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-5 MS CVNH3-FL STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-5 MS CVNO23 STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-5 MS CVORTHOP STORM WTR 10/20/2016 10/20/2016 L66382-9
WG148527-6 LD CVNH3-FL FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-6 LD CVNO23 FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-6 LD CVORTHOP FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-7 MS CVNH3-FL FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-7 MS CVNO23 FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-7 MS CVORTHOP FRESH WTR 10/20/2016 10/20/2016 L66278-1
WG148527-8 LD CVNO23 LEACHATE 10/20/2016 10/20/2016 L66314-7
WG148527-9 MS CVNO23 LEACHATE 10/20/2016 10/20/2016 L66314-7

WG148546 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 26-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66274-1 421937-200 Brightwater Pilot MBR Study CVTOC INFLUENT 10/3/2016 10/20/2016 10/20/2016
L66274-2 421937-200 Brightwater Pilot MBR Study CVTOC EFFLUENT 10/3/2016 10/20/2016 10/20/2016
L66275-2 421937-200 Brightwater Pilot MBR Study CVTOC INFLUENT 10/4/2016 10/20/2016 10/20/2016
L66275-3 421937-200 Brightwater Pilot MBR Study CVTOC EFFLUENT 10/4/2016 10/20/2016 10/20/2016
L66315-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/13/2016 10/20/2016 10/20/2016
L66318-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/13/2016 10/20/2016 10/20/2016
L66320-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/17/2016 10/20/2016 10/20/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 10/13/2016 10/13/2016 10/20/2016
L66403-1 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  CVTOC FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66403-2 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  CVTOC FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66403-3 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  CVTOC FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66403-4 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  CVTOC FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66408-1 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 10/13/2016 10/13/2016 10/20/2016 SAMP
L66408-2 423589-330-4Green Rvr PCB/PAH Loading CVDOC STORM WTR 10/13/2016 10/13/2016 10/20/2016 SAMP
WG148546-1 MB CVTOC BLANK WTR 10/20/2016 10/20/2016 MB1 10/20/16
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WG148546-2 SB CVTOC BLANK WTR 10/20/2016 10/20/2016 WG148546-1
WG148546-3 LCS CVTOC BLANK WTR 10/20/2016 10/20/2016 LEVEL1
WG148546-4 LD CVTOC FRESH WTR 10/20/2016 10/20/2016 L66403-3
WG148546-5 MS CVTOC FRESH WTR 10/20/2016 10/20/2016 L66403-3
WG148546-6 LD CVTOC GRND WTR 10/20/2016 10/20/2016 L66320-1
WG148546-7 MS CVTOC GRND WTR 10/20/2016 10/20/2016 L66320-1
WG148546-8 LD CVTOC INFLUENT 10/20/2016 10/20/2016 L66275-2
WG148546-9 MS CVTOC INFLUENT 10/20/2016 10/20/2016 L66275-2
WG148546-10 LD CVTOC EFFLUENT 10/20/2016 10/20/2016 L66275-3
WG148546-11 MS CVTOC EFFLUENT 10/20/2016 10/20/2016 L66275-3
WG148546-12 MB CVDOC BLANK WTR 10/18/2016 10/20/2016 MB1 10/18/16
WG148546-13 SB CVDOC BLANK WTR 10/18/2016 10/20/2016 WG148546-12
WG148546-14 LCS CVDOC BLANK WTR 10/20/2016 10/20/2016 LEVEL1
WG148546-15 LD CVDOC STORM WTR 10/13/2016 10/20/2016 L66408-1
WG148546-16 MS CVDOC STORM WTR 10/13/2016 10/20/2016 L66408-1

WG148580 (T Nutrients/Various)   Department: 3 - Conventionals   Move Date: 02-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66278-1 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 10/20/2016 10/21/2016 10/27/2016
L66278-2 423484-850-5Brightwater Floating Wetlands Project CVTOTP FRESH WTR 10/20/2016 10/21/2016 10/27/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/13/2016 10/21/2016 10/27/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/20/2016 10/21/2016 10/27/2016



69 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

L66453-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/20/2016 10/21/2016 10/27/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/19/2016 10/21/2016 10/27/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/20/2016 10/21/2016 10/27/2016 FREP@L66453-3
L66453-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/20/2016 10/21/2016 10/27/2016 FREP@L66453-3
WG148580-1 MB CVTOTN BLANK WTR 10/21/2016 10/27/2016 MB1 10/21/16 12:05
WG148580-1 MB CVTOTP BLANK WTR 10/21/2016 10/27/2016 MB1 10/21/16 12:05
WG148580-2 SB CVTOTN BLANK WTR 10/21/2016 10/27/2016 WG148580-1
WG148580-2 SB CVTOTP BLANK WTR 10/21/2016 10/27/2016 WG148580-1
WG148580-3 LCS CVTOTN BLANK WTR 10/21/2016 10/27/2016 LEVEL1
WG148580-3 LCS CVTOTP BLANK WTR 10/21/2016 10/27/2016 LEVEL1
WG148580-4 LD CVTOTP FRESH WTR 10/21/2016 10/27/2016 L66278-1
WG148580-5 MS CVTOTP FRESH WTR 10/21/2016 10/27/2016 L66278-1
WG148580-6 LD CVTOTN STORM WTR 10/21/2016 10/27/2016 L66382-19
WG148580-6 LD CVTOTP STORM WTR 10/21/2016 10/27/2016 L66382-19
WG148580-7 MS CVTOTN STORM WTR 10/21/2016 10/27/2016 L66382-19
WG148580-7 MS CVTOTP STORM WTR 10/21/2016 10/27/2016 L66382-19

WG148582 (TSS)   Department: 3 - Conventionals   Move Date: 02-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66315-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/20/2016 10/21/2016 10/21/2016
L66318-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/20/2016 10/21/2016 10/21/2016
L66320-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/19/2016 10/21/2016 10/21/2016
L66373-1 421183-200 IW Brightwater Keymanhole CVTSS INFLUENT 10/17/2016 10/21/2016 10/21/2016
L66373-5 421183-200 IW Brightwater Keymanhole CVTSS EFFLUENT 10/17/2016 10/21/2016 10/21/2016
L66374-1 421183-200 IW Brightwater Keymanhole CVTSS INFLUENT 10/18/2016 10/21/2016 10/21/2016
L66374-5 421183-200 IW Brightwater Keymanhole CVTSS EFFLUENT 10/18/2016 10/21/2016 10/21/2016
L66375-1 421183-200 IW Brightwater Keymanhole CVTSS INFLUENT 10/19/2016 10/21/2016 10/21/2016
L66375-5 421183-200 IW Brightwater Keymanhole CVTSS EFFLUENT 10/19/2016 10/21/2016 10/21/2016
L66430-3 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 10/19/2016 10/21/2016 10/21/2016
L66430-4 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 10/19/2016 10/21/2016 10/21/2016
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L66430-5 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 10/19/2016 10/21/2016 10/21/2016
L66430-6 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 10/19/2016 10/21/2016 10/21/2016
L66430-8 421250BS Ambient Intertidal Beaches-South CVTSS SALT WTR 10/19/2016 10/21/2016 10/21/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/19/2016 10/21/2016 10/21/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/19/2016 10/21/2016 10/21/2016
L66437-1 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTSS GRND WTR 10/19/2016 10/21/2016 10/21/2016
L66442-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/19/2016 10/21/2016 10/21/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/19/2016 10/21/2016 10/21/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/19/2016 10/21/2016 10/21/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016 FREP@L66453-3
L66453-17 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
L66453-18 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/20/2016 10/21/2016 10/21/2016
WG148582-1 MB CVTSS BLANK WTR 10/21/2016 10/21/2016 MB1 161021
WG148582-2 LCS CVTSS BLANK WTR 10/21/2016 10/21/2016 LEVEL1
WG148582-3 LD CVTSS GRND WTR 10/21/2016 10/21/2016 L66315-2
WG148582-4 LD CVTSS INFLUENT 10/21/2016 10/21/2016 L66373-1
WG148582-5 LD CVTSS EFFLUENT 10/21/2016 10/21/2016 L66374-5
WG148582-6 LD CVTSS SALT WTR 10/21/2016 10/21/2016 L66430-3
WG148582-7 MB CVTSS BLANK WTR 10/21/2016 10/21/2016 MB2 161021
WG148582-8 LCS CVTSS BLANK WTR 10/21/2016 10/21/2016 LEVEL1
WG148582-9 LD CVTSS STORM WTR 10/21/2016 10/21/2016 L66453-3

WG148650 (NUTS!-26)   Department: 3 - Conventionals   Move Date: 14-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66435-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66435-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66435-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66453-1 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/20/2016 10/26/2016 10/26/2016
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L66453-1 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/19/2016 10/26/2016 10/26/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/20/2016 10/26/2016 10/26/2016 FREP@L66453-3
L66453-8 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016 FREP@L66453-3
L66453-8 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/20/2016 10/26/2016 10/26/2016 FREP@L66453-3
L66453-16 421879-240 Federal Way Stormwater Monitoring CVNH3-FL BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66453-16 421879-240 Federal Way Stormwater Monitoring CVNO23 BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66453-16 421879-240 Federal Way Stormwater Monitoring CVORTHOP BLANK WTR 10/20/2016 10/26/2016 10/26/2016 FFB
L66456-1 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-1 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-1 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-2 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-2 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-2 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-3 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-3 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-3 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-4 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-4 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-4 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-5 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-5 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-5 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
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L66456-6 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-6 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-6 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-8 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-8 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-8 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-9 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-9 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-9 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-10 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-10 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-10 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-11 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-11 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-11 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-12 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-12 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-12 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-13 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-13 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-13 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-14 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-14 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-14 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-15 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-15 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-15 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-16 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-16 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-16 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-17 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-17 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-17 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-19 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-19 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-19 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-20 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-20 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-20 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-21 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-21 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
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L66456-21 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-22 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-22 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-22 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-23 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-23 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-23 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-24 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-24 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-24 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-25 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-25 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-25 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-26 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-26 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-26 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-27 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-27 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-27 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-28 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-28 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-28 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-29 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-29 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-29 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-31 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-31 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-31 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-32 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-32 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-32 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-33 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-33 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-33 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-34 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-34 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-34 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-35 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-35 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-35 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/24/2016 10/26/2016 10/26/2016
L66456-37 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
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L66456-37 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
L66456-37 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
L66456-38 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
L66456-38 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
L66456-38 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/24/2016 10/26/2016 10/26/2016 FFB
L66458-1 421185-100 Elliot West CSO Plant CVNO23 STORM WTR 10/20/2016 10/26/2016 10/26/2016
L66458-12 421185-100 Elliot West CSO Plant CVNO23 BLANK WTR 10/20/2016 10/26/2016 10/26/2016 Field Filtration Blank
WG148650-1 MB CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 MB1 10/26
WG148650-1 MB CVNO23 BLANK WTR 10/26/2016 10/26/2016 MB1 10/26
WG148650-1 MB CVORTHOP BLANK WTR 10/26/2016 10/26/2016 MB1 10/26
WG148650-2 SB CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 WG148650-1
WG148650-2 SB CVNO23 BLANK WTR 10/26/2016 10/26/2016 WG148650-1
WG148650-2 SB CVORTHOP BLANK WTR 10/26/2016 10/26/2016 WG148650-1
WG148650-3 LCS CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-3 LCS CVNO23 BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-3 LCS CVORTHOP BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-4 LD CVNH3-FL FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-4 LD CVNO23 FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-4 LD CVORTHOP FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-5 MS CVNH3-FL FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-5 MS CVNO23 FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-5 MS CVORTHOP FRESH WTR 10/26/2016 10/26/2016 L66456-1
WG148650-6 MB CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 MB2 10/26
WG148650-6 MB CVNO23 BLANK WTR 10/26/2016 10/26/2016 MB2 10/26
WG148650-6 MB CVORTHOP BLANK WTR 10/26/2016 10/26/2016 MB2 10/26
WG148650-7 LCS CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-7 LCS CVNO23 BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-7 LCS CVORTHOP BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-8 LD CVNH3-FL FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-8 LD CVNO23 FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-8 LD CVORTHOP FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-9 MS CVNH3-FL FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-9 MS CVNO23 FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-9 MS CVORTHOP FRESH WTR 10/26/2016 10/26/2016 L66456-21
WG148650-10 MB CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 MB4 10/26
WG148650-10 MB CVNO23 BLANK WTR 10/26/2016 10/26/2016 MB4 10/26
WG148650-10 MB CVORTHOP BLANK WTR 10/26/2016 10/26/2016 MB4 10/26
WG148650-11 LCS CVNH3-FL BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-11 LCS CVNO23 BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-11 LCS CVORTHOP BLANK WTR 10/26/2016 10/26/2016 LEVEL1
WG148650-12 LD CVNH3-FL STORM WTR 10/26/2016 10/26/2016 L66453-5
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WG148650-12 LD CVNO23 STORM WTR 10/26/2016 10/26/2016 L66453-5
WG148650-12 LD CVORTHOP STORM WTR 10/26/2016 10/26/2016 L66453-5
WG148650-13 MS CVNH3-FL STORM WTR 10/26/2016 10/26/2016 L66453-5
WG148650-13 MS CVNO23 STORM WTR 10/26/2016 10/26/2016 L66453-5
WG148650-13 MS CVORTHOP STORM WTR 10/26/2016 10/26/2016 L66453-5

WG148655 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 02-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65721-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/21/2016 10/24/2016 10/24/2016
L66307-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/21/2016 10/24/2016 10/24/2016
L66314-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 10/12/2016 10/25/2016 10/25/2016
L66314-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 10/12/2016 10/25/2016 10/25/2016
L66314-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 10/18/2016 10/25/2016 10/25/2016
L66314-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 10/12/2016 10/25/2016 10/25/2016
L66314-7 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVTOC LEACHATE 10/17/2016 10/25/2016 10/25/2016
L66315-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/20/2016 10/24/2016 10/24/2016
L66318-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/20/2016 10/24/2016 10/24/2016
L66318-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/21/2016 10/24/2016 10/24/2016
L66320-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/19/2016 10/24/2016 10/24/2016
L66320-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/21/2016 10/24/2016 10/24/2016
L66330-1 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 10/17/2016 10/18/2016 10/24/2016
L66330-1 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 10/17/2016 10/24/2016 10/24/2016
L66330-2 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 10/17/2016 10/18/2016 10/24/2016
L66330-2 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 10/17/2016 10/24/2016 10/24/2016
L66330-3 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 10/17/2016 10/18/2016 10/24/2016
L66330-3 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 10/17/2016 10/24/2016 10/24/2016
L66331-1 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 10/17/2016 10/24/2016 10/24/2016
L66331-2 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 10/17/2016 10/18/2016 10/24/2016
L66331-2 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 10/17/2016 10/24/2016 10/24/2016
L66331-3 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 10/17/2016 10/18/2016 10/24/2016
L66331-3 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 10/17/2016 10/24/2016 10/24/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 10/13/2016 10/24/2016 10/24/2016
L66408-1 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 10/13/2016 10/24/2016 10/24/2016 SAMP
L66408-2 423589-330-4Green Rvr PCB/PAH Loading CVTOC STORM WTR 10/13/2016 10/24/2016 10/24/2016 SAMP
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 10/19/2016 10/20/2016 10/24/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 10/19/2016 10/25/2016 10/25/2016
L66437-1 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- CVTOC GRND WTR 10/19/2016 10/24/2016 10/24/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/20/2016 10/21/2016 10/24/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/20/2016 10/25/2016 10/25/2016
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L66453-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/20/2016 10/21/2016 10/24/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/20/2016 10/25/2016 10/25/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/20/2016 10/21/2016 10/24/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/20/2016 10/25/2016 10/25/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/20/2016 10/21/2016 10/24/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/20/2016 10/25/2016 10/25/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/19/2016 10/21/2016 10/24/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/19/2016 10/25/2016 10/25/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/19/2016 10/21/2016 10/24/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/19/2016 10/25/2016 10/25/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/19/2016 10/21/2016 10/24/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/19/2016 10/25/2016 10/25/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/20/2016 10/21/2016 10/24/2016 FREP@L66453-3
L66453-8 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/20/2016 10/25/2016 10/25/2016 FREP@L66453-3
WG148655-1 MB CVTOC BLANK WTR 10/24/2016 10/24/2016 MB1 10/24/16
WG148655-2 SB CVTOC BLANK WTR 10/24/2016 10/24/2016 WG148655-1
WG148655-3 LCS CVTOC BLANK WTR 10/24/2016 10/24/2016 LEVEL1
WG148655-4 LD CVTOC GRND WTR 10/24/2016 10/24/2016 L66315-2
WG148655-5 MS CVTOC GRND WTR 10/24/2016 10/24/2016 L66315-2
WG148655-6 MB CVDOC BLANK WTR 10/18/2016 10/24/2016 MB1 10/18/16
WG148655-7 MB CVDOC BLANK WTR 10/21/2016 10/24/2016 MB1 10/21/16
WG148655-8 SB CVDOC BLANK WTR 10/18/2016 10/24/2016 WG148655-6
WG148655-9 LCS CVDOC BLANK WTR 10/24/2016 10/24/2016 LEVEL1
WG148655-10 LD CVDOC STORM WTR 10/21/2016 10/24/2016 L66453-7
WG148655-11 MS CVDOC STORM WTR 10/21/2016 10/24/2016 L66453-7
WG148655-12 LD CVDOC FRESH WTR 10/18/2016 10/24/2016 L66330-1
WG148655-13 MS CVDOC FRESH WTR 10/18/2016 10/24/2016 L66330-1
WG148655-14 LD CVTOC SALT WTR 10/24/2016 10/24/2016 L66331-1
WG148655-15 MS CVTOC SALT WTR 10/24/2016 10/24/2016 L66331-1
WG148655-16 MB CVTOC BLANK WTR 10/24/2016 10/24/2016 MB2 10/24/16
WG148655-17 LCS CVTOC BLANK WTR 10/24/2016 10/24/2016 LEVEL1
WG148655-18 MB CVTOC BLANK WTR 10/25/2016 10/25/2016 MB1 10/25/16
WG148655-19 SB CVTOC BLANK WTR 10/25/2016 10/25/2016 WG148655-18
WG148655-20 LCS CVTOC BLANK WTR 10/25/2016 10/25/2016 LEVEL1
WG148655-21 LD CVTOC STORM WTR 10/25/2016 10/25/2016 L66453-2
WG148655-22 MS CVTOC STORM WTR 10/25/2016 10/25/2016 L66453-2
WG148655-23 LD CVTOC LEACHATE 10/25/2016 10/25/2016 L66314-1
WG148655-24 MS CVTOC LEACHATE 10/25/2016 10/25/2016 L66314-1

WG148713 (LK/LG NUTS)   Department: 3 - Conventionals   Move Date: 22-NOV-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-1 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 11/9/2016 11/9/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 11/9/2016 11/9/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 11/9/2016 11/9/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016 FREP@WBI
L66385-8 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016 FREP@WBI
L66385-8 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016 FREP@WBI
L66385-16 421879-240 Federal Way Stormwater Monitoring CVNH3-FL BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66385-16 421879-240 Federal Way Stormwater Monitoring CVNO23 BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66385-16 421879-240 Federal Way Stormwater Monitoring CVORTHOP BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66456-39 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-39 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-39 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
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L66456-43 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-43 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-43 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-48 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-48 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-48 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 10/27/2016 10/31/2016 10/31/2016
L66456-52 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66456-52 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66456-52 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 10/27/2016 10/31/2016 10/31/2016 FFB
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016

L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016



79 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/26/2016 10/31/2016 10/31/2016
L66498-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/26/2016 10/31/2016 10/31/2016
L66498-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/26/2016 10/31/2016 10/31/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66499-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 10/26/2016 10/31/2016 10/31/2016 FFB
L66499-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 10/26/2016 10/31/2016 10/31/2016 FFB
L66499-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 10/26/2016 10/31/2016 10/31/2016 FFB
L66509-1 421185-100 Elliot West CSO Plant CVNO23 STORM WTR 10/26/2016 10/31/2016 10/31/2016
L66509-12 421185-100 Elliot West CSO Plant CVNO23 BLANK WTR 10/28/2016 10/31/2016 10/31/2016 Field Filter Blank for Nutrients
WG148713-1 MB CVNH3-FL BLANK WTR 10/31/2016 10/31/2016
WG148713-1 MB CVNO23 BLANK WTR 10/31/2016 10/31/2016
WG148713-1 MB CVORTHOP BLANK WTR 10/31/2016 10/31/2016
WG148713-2 SB CVNH3-FL BLANK WTR 10/31/2016 10/31/2016 WG148713-1
WG148713-2 SB CVNO23 BLANK WTR 10/31/2016 10/31/2016 WG148713-1
WG148713-2 SB CVORTHOP BLANK WTR 10/31/2016 10/31/2016 WG148713-1
WG148713-3 LCS CVNH3-FL BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-3 LCS CVNO23 BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-3 LCS CVORTHOP BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-4 LD CVNH3-FL FRESH WTR 10/31/2016 10/31/2016
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WG148713-4 LD CVNO23 FRESH WTR 10/31/2016 10/31/2016
WG148713-4 LD CVORTHOP FRESH WTR 10/31/2016 10/31/2016
WG148713-5 MS CVNH3-FL FRESH WTR 10/31/2016 10/31/2016
WG148713-5 MS CVNO23 FRESH WTR 10/31/2016 10/31/2016
WG148713-5 MS CVORTHOP FRESH WTR 10/31/2016 10/31/2016
WG148713-6 LD CVNH3-FL STORM WTR 10/31/2016 10/31/2016
WG148713-6 LD CVNO23 STORM WTR 10/31/2016 10/31/2016
WG148713-6 LD CVORTHOP STORM WTR 10/31/2016 10/31/2016
WG148713-7 MS CVNH3-FL STORM WTR 10/31/2016 10/31/2016
WG148713-7 MS CVNO23 STORM WTR 10/31/2016 10/31/2016
WG148713-7 MS CVORTHOP STORM WTR 10/31/2016 10/31/2016
WG148713-8 MB CVNH3-FL BLANK WTR 10/31/2016 10/31/2016
WG148713-8 MB CVNO23 BLANK WTR 10/31/2016 10/31/2016
WG148713-8 MB CVORTHOP BLANK WTR 10/31/2016 10/31/2016
WG148713-9 LCS CVNH3-FL BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-9 LCS CVNO23 BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-9 LCS CVORTHOP BLANK WTR 10/31/2016 10/31/2016 LEVEL1
WG148713-10 LD CVNH3-FL STORM WTR 10/31/2016 10/31/2016
WG148713-10 LD CVNO23 STORM WTR 10/31/2016 10/31/2016
WG148713-10 LD CVORTHOP STORM WTR 10/31/2016 10/31/2016
WG148713-11 MS CVNH3-FL STORM WTR 10/31/2016 10/31/2016
WG148713-11 MS CVNO23 STORM WTR 10/31/2016 10/31/2016
WG148713-11 MS CVORTHOP STORM WTR 10/31/2016 10/31/2016
WG148890-14 MB CVNH3-FL BLANK WTR 11/9/2016 11/9/2016 MB4 11/9
WG148890-14 MB CVNO23 BLANK WTR 11/9/2016 11/9/2016 MB4 11/9
WG148890-14 MB CVORTHOP-SW BLANK WTR 11/9/2016 11/9/2016 MB4 11/9
WG148890-14 MB CVSI BLANK WTR 11/9/2016 11/9/2016 MB4 11/9
WG148890-15 LCS CVNH3-FL BLANK WTR 11/9/2016 11/9/2016 LEVEL1
WG148890-15 LCS CVNO23 BLANK WTR 11/9/2016 11/9/2016 LEVEL1
WG148890-15 LCS CVORTHOP-SW BLANK WTR 11/9/2016 11/9/2016 LEVEL1
WG148890-15 LCS CVSI BLANK WTR 11/9/2016 11/9/2016 LEVEL1

WG148748 (TSS)   Department: 3 - Conventionals   Move Date: 07-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66318-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/28/2016 10/31/2016 11/1/2016
L66350-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/28/2016 10/31/2016 11/1/2016
L66350-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 10/28/2016 10/31/2016 11/1/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
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L66385-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016 FREP@WBI
L66456-39 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-43 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-48 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVTSS FRESH WTR 10/27/2016 10/31/2016 11/1/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66501-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
L66509-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 10/26/2016 10/31/2016 11/1/2016
WG148748-1 MB CVTSS BLANK WTR 10/31/2016 11/1/2016 MB161031
WG148748-2 LCS CVTSS BLANK WTR 10/31/2016 11/1/2016 LEVEL1
WG148748-3 LD CVTSS FRESH WTR 10/31/2016 11/1/2016 L66456-47
WG148748-4 LD CVTSS STORM WTR 10/31/2016 11/1/2016 L66385-2
WG148748-5 MB CVTSS BLANK WTR 10/31/2016 11/1/2016 MB161031
WG148748-6 LCS CVTSS BLANK WTR 10/31/2016 11/1/2016 LEVEL1
WG148748-7 LD CVTSS STORM WTR 10/31/2016 11/1/2016 L66498-7
WG148748-8 LD CVTSS GRND WTR 10/31/2016 11/1/2016 L66350-4
WG148748-9 LD CVTSS STORM WTR 10/31/2016 11/1/2016 L66509-1
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WG148823 (T Nutrients/Various)   Department: 3 - Conventionals   Move Date: 22-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016 FREP@WBI
L66385-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016 FREP@WBI
L66417-1 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 11/1/2016 11/3/2016 11/15/2016
L66417-3 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 11/1/2016 11/3/2016 11/15/2016
L66427-1 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOTP FRESH WTR 11/2/2016 11/3/2016 11/15/2016
L66427-2 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOTP FRESH WTR 11/2/2016 11/3/2016 11/15/2016
L66456-39 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-39 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-40 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-41 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-42 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-43 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-43 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-44 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-46 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-47 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
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L66456-48 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-48 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-49 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66456-50 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 10/27/2016 11/3/2016 11/15/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 10/26/2016 11/3/2016 11/15/2016
L66540-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
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L66540-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016
L66540-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 11/1/2016 11/3/2016 11/15/2016
L66540-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 11/1/2016 11/3/2016 11/15/2016
L66540-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 10/31/2016 11/3/2016 11/15/2016 FREP@66540-1
L66540-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 10/31/2016 11/3/2016 11/15/2016 FREP@66540-1
WG148823-1 MB CVTOTN BLANK WTR 11/3/2016 11/15/2016 MB1 11/03/16 13:30
WG148823-1 MB CVTOTP BLANK WTR 11/3/2016 11/15/2016 MB1 11/03/16 13:30
WG148823-2 SB CVTOTN BLANK WTR 11/3/2016 11/15/2016 WG148823-1
WG148823-2 SB CVTOTP BLANK WTR 11/3/2016 11/15/2016 WG148823-1
WG148823-3 LCS CVTOTN BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-3 LCS CVTOTP BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-4 LD CVTOTN FRESH WTR 11/3/2016 11/15/2016 L66456-44
WG148823-4 LD CVTOTP FRESH WTR 11/3/2016 11/15/2016 L66456-44
WG148823-5 MS CVTOTN FRESH WTR 11/3/2016 11/15/2016 L66456-44
WG148823-5 MS CVTOTP FRESH WTR 11/3/2016 11/15/2016 L66456-44
WG148823-6 LD CVTOTN STORM WTR 11/3/2016 11/15/2016 L66385-5
WG148823-6 LD CVTOTP STORM WTR 11/3/2016 11/15/2016 L66385-5
WG148823-7 MS CVTOTN STORM WTR 11/3/2016 11/15/2016 L66385-5
WG148823-7 MS CVTOTP STORM WTR 11/3/2016 11/15/2016 L66385-5
WG148823-8 MB CVTOTN BLANK WTR 11/3/2016 11/15/2016 MB2 11/03/16 13:30
WG148823-8 MB CVTOTP BLANK WTR 11/3/2016 11/15/2016 MB2 11/03/16 13:30
WG148823-9 LCS CVTOTN BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-9 LCS CVTOTP BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-10 LD CVTOTN STORM WTR 11/3/2016 11/15/2016 L66498-11
WG148823-10 LD CVTOTP STORM WTR 11/3/2016 11/15/2016 L66498-11
WG148823-11 MS CVTOTN STORM WTR 11/3/2016 11/15/2016 L66498-11
WG148823-11 MS CVTOTP STORM WTR 11/3/2016 11/15/2016 L66498-11
WG148823-12 MB CVTOTN BLANK WTR 11/3/2016 11/15/2016 MB3 11/03/16 13:30
WG148823-12 MB CVTOTP BLANK WTR 11/3/2016 11/15/2016 MB3 11/03/16 13:30
WG148823-13 LCS CVTOTN BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-13 LCS CVTOTP BLANK WTR 11/3/2016 11/15/2016 LEVEL1
WG148823-14 LD CVTOTP EFFLUENT 11/3/2016 11/15/2016 L66417-3
WG148823-15 MS CVTOTP EFFLUENT 11/3/2016 11/15/2016 L66417-3

WG148873 (TOC - various)   Department: 3 - Conventionals   Move Date: 09-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66318-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/28/2016 11/2/2016 11/2/2016
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L66320-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/24/2016 11/2/2016 11/2/2016
L66350-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/24/2016 11/2/2016 11/2/2016
L66350-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/28/2016 11/2/2016 11/2/2016
L66350-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/28/2016 11/2/2016 11/2/2016
L66350-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/24/2016 11/2/2016 11/2/2016
L66351-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/26/2016 11/2/2016 11/2/2016
L66354-2 421422-CHSWSWD-CHSW Q Cedar Hills Surface Water QuarCVTOC FRESH WTR 10/31/2016 11/2/2016 11/2/2016
L66354-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 11/1/2016 11/2/2016 11/2/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016 FREP@WBI
L66419-1 421422-CHGWSWD-CHGW-Appendix III GW Analytes CVTOC GRND WTR 10/26/2016 11/2/2016 11/2/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC STORM WTR 10/26/2016 11/2/2016 11/2/2016
L66527-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 10/31/2016 11/2/2016 11/2/2016
L66540-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016
L66540-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016
L66540-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016
L66540-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016
L66540-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016
L66540-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 11/1/2016 11/2/2016 11/2/2016
L66540-8 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 10/31/2016 11/2/2016 11/2/2016 FREP@66540-1
WG148873-1 MB CVTOC BLANK WTR 11/2/2016 11/2/2016 MB1 11/2/16
WG148873-2 SB CVTOC BLANK WTR 11/2/2016 11/2/2016 WG148873-1
WG148873-3 LCS CVTOC BLANK WTR 11/2/2016 11/2/2016 LEVEL1
WG148873-4 LD CVTOC GRND WTR 11/2/2016 11/2/2016 L66350-5
WG148873-5 MS CVTOC GRND WTR 11/2/2016 11/2/2016 L66350-5
WG148873-6 LD CVTOC STORM WTR 11/2/2016 11/2/2016 L66499-3
WG148873-7 MS CVTOC STORM WTR 11/2/2016 11/2/2016 L66499-3
WG148873-8 LD CVTOC FRESH WTR 11/2/2016 11/2/2016 L66354-2
WG148873-9 MS CVTOC FRESH WTR 11/2/2016 11/2/2016 L66354-2

WG149032 (TOC/DOC - 421422/421879)   Department: 3 - Conventionals   Move Date: 22-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016
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L66385-3 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016

L66385-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016

L66385-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016

L66385-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016

L66385-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/28/2016 11/16/2016 FREP@WBI
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 10/26/2016 10/26/2016 11/16/2016
L66540-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016
L66540-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016
L66540-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016
L66540-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016
L66540-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016
L66540-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 11/1/2016 11/2/2016 11/16/2016
L66540-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 10/31/2016 11/2/2016 11/16/2016 FREP@66540-1
L66587-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 11/10/2016 11/16/2016 11/16/2016
L66607-2 421422-HOGWSWD-HOGW-Appendix 3 GW Analytes CVTOC GRND WTR 11/14/2016 11/16/2016 11/16/2016
L66607-6 421422-HOGWSWD-HOGW-Appendix 3 GW Analytes CVTOC GRND WTR 11/14/2016 11/16/2016 11/16/2016

WG149032-1 MB CVTOC BLANK WTR 11/16/2016 11/16/2016 MB1 11/16/16

WG149032-2 SB CVTOC BLANK WTR 11/16/2016 11/16/2016 WG149032-1

WG149032-3 LCS CVTOC BLANK WTR 11/16/2016 11/16/2016 LEVEL1

WG149032-4 LD CVTOC GRND WTR 11/16/2016 11/16/2016 L66607-6
WG149032-5 MS CVTOC GRND WTR 11/16/2016 11/16/2016 L66607-6
WG149032-6 MB CVDOC BLANK WTR 10/28/2016 11/16/2016 MB1 10/28/16
WG149032-7 MB CVDOC BLANK WTR 11/2/2016 11/16/2016 MB1 11/02/16
WG149032-8 SB CVDOC BLANK WTR 10/28/2016 11/16/2016 WG149032-6
WG149032-9 LCS CVDOC BLANK WTR 11/16/2016 11/16/2016 LEVEL1
WG149032-10 LD CVDOC STORM WTR 10/28/2016 11/16/2016 L66385-3
WG149032-11 MS CVDOC STORM WTR 10/28/2016 11/16/2016 L66385-3

WG149840 (TSS)   Department: 3 - Conventionals   Move Date: 25-JAN-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
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L66854-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 1/18/2017 1/19/2017 1/20/2017
L66855-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTSS GRND WTR 1/12/2017 1/19/2017 1/20/2017
L66862-1 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermCVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66862-2 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermCVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66862-3 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermCVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66910-1 421874-715 SPU Thornton Creek Fish Toxicity Monitoring CVTSS STORM WTR 10/13/2016 1/19/2017 1/20/2017
L66910-2 421874-715 SPU Thornton Creek Fish Toxicity Monitoring CVTSS STORM WTR 10/13/2016 1/19/2017 1/20/2017
L66937-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017 FREP
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 1/17/2017 1/19/2017 1/20/2017
WG149840-1 MB CVTSS BLANK WTR 1/19/2017 1/20/2017 MB170119
WG149840-2 LCS CVTSS BLANK WTR 1/19/2017 1/20/2017 LEVEL1
WG149840-3 LD CVTSS GRND WTR 1/19/2017 1/20/2017 L66855-1
WG149840-4 LD CVTSS STORM WTR 1/19/2017 1/20/2017 L66862-3
WG149840-5 LD CVTSS STORM WTR 1/19/2017 1/20/2017 L66937-6
WG149840-6 LD CVTSS STORM WTR 1/19/2017 1/20/2017 L66910-1
WG149840-7 MB CVTSS BLANK WTR 1/19/2017 1/20/2017 MB170119
WG149840-8 LCS CVTSS BLANK WTR 1/19/2017 1/20/2017 LEVEL1
WG149840-9 LD CVTSS STORM WTR 1/19/2017 1/20/2017 L66938-22

WG149845 (FedWay/EchoLkStorm)   Department: 3 - Conventionals   Move Date: 30-JAN-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66937-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
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L66937-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017 FREP
L66937-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017 FREP
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/18/2017 1/19/2017 1/20/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 1/17/2017 1/19/2017 1/20/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 1/17/2017 1/19/2017 1/20/2017
WG149845-1 MB CVTOTN BLANK WTR 1/19/2017 1/20/2017 MB1 1/19/17 09:10
WG149845-1 MB CVTOTP BLANK WTR 1/19/2017 1/20/2017 MB1 1/19/17 09:10
WG149845-2 SB CVTOTN BLANK WTR 1/19/2017 1/20/2017 WG149845-1
WG149845-2 SB CVTOTP BLANK WTR 1/19/2017 1/20/2017 WG149845-1



89 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

WG149845-3 LCS CVTOTN BLANK WTR 1/19/2017 1/20/2017 LEVEL1
WG149845-3 LCS CVTOTP BLANK WTR 1/19/2017 1/20/2017 LEVEL1
WG149845-4 LD CVTOTN STORM WTR 1/19/2017 1/20/2017 L66938-3
WG149845-4 LD CVTOTP STORM WTR 1/19/2017 1/20/2017 L66938-3
WG149845-5 MS CVTOTN STORM WTR 1/19/2017 1/20/2017 L66938-3
WG149845-5 MS CVTOTP STORM WTR 1/19/2017 1/20/2017 L66938-3

WG149912 (NUTS-19)   Department: 3 - Conventionals   Move Date: 27-JAN-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66857-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNH3-FL LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66857-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/10/2017 1/19/2017 1/19/2017
L66857-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 1/10/2017 1/19/2017 1/19/2017
L66857-7 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 1/11/2017 1/19/2017 1/19/2017
L66868-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNH3-FL LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66868-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNO23 LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66868-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVORTHOP LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66868-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNH3-FL LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66868-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVNO23 LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66868-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly CVORTHOP LEACHATE 1/19/2017 1/19/2017 1/19/2017
L66910-1 421874-715 SPU Thornton Creek Fish Toxicity Monitoring CVNH3-FL STORM WTR 10/13/2016 1/18/2017 1/19/2017

L66910-2 421874-715 SPU Thornton Creek Fish Toxicity Monitoring CVNH3-FL STORM WTR 10/13/2016 1/18/2017 1/19/2017

L66937-1 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-1 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-1 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
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L66937-4 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017 FREP
L66937-8 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017 FREP
L66937-8 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017 FREP
L66937-16 421879-240 Federal Way Stormwater Monitoring CVNH3-FL BLANK WTR 1/18/2017 1/19/2017 1/19/2017 FFB
L66937-16 421879-240 Federal Way Stormwater Monitoring CVNO23 BLANK WTR 1/18/2017 1/19/2017 1/19/2017 FFB
L66937-16 421879-240 Federal Way Stormwater Monitoring CVORTHOP BLANK WTR 1/18/2017 1/19/2017 1/19/2017 FFB
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/18/2017 1/19/2017 1/19/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
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L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 1/17/2017 1/19/2017 1/19/2017
L66938-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 1/17/2017 1/19/2017 1/19/2017
L66938-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 1/17/2017 1/19/2017 1/19/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 1/17/2017 1/19/2017 1/19/2017
L66942-1 421185-100 Elliot West CSO Plant CVNO23 EFFLUENT 1/17/2017 1/19/2017 1/19/2017
L66943-1 421185-200 Carkeek CSO Plant CVNO23 EFFLUENT 1/17/2017 1/19/2017 1/19/2017
L66944-1 421185-300 Alki CSO Plant CVNO23 EFFLUENT 1/17/2017 1/19/2017 1/19/2017
L66953-1 421185-200 Carkeek CSO Plant CVNO23 EFFLUENT 1/18/2017 1/19/2017 1/19/2017
L66954-1 421185-300 Alki CSO Plant CVNO23 EFFLUENT 1/18/2017 1/19/2017 1/19/2017
WG149912-1 MB CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 MB1 1/19
WG149912-1 MB CVNO23 BLANK WTR 1/19/2017 1/19/2017 MB1 1/19
WG149912-1 MB CVORTHOP BLANK WTR 1/19/2017 1/19/2017 MB1 1/19
WG149912-2 SB CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 WG149912-1
WG149912-2 SB CVNO23 BLANK WTR 1/19/2017 1/19/2017 WG149912-1
WG149912-2 SB CVORTHOP BLANK WTR 1/19/2017 1/19/2017 WG149912-1
WG149912-3 LCS CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-3 LCS CVNO23 BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-3 LCS CVORTHOP BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-4 LD CVNO23 EFFLUENT 1/19/2017 1/19/2017 L66944-1
WG149912-5 MS CVNO23 EFFLUENT 1/19/2017 1/19/2017 L66944-1
WG149912-6 LD CVNH3-FL STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-6 LD CVNO23 STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-6 LD CVORTHOP STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-7 MS CVNH3-FL STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-7 MS CVNO23 STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-7 MS CVORTHOP STORM WTR 1/19/2017 1/19/2017 L66937-1
WG149912-8 MB CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 MB2 1/19
WG149912-8 MB CVNO23 BLANK WTR 1/19/2017 1/19/2017 MB2 1/19
WG149912-8 MB CVORTHOP BLANK WTR 1/19/2017 1/19/2017 MB2 1/19
WG149912-9 LCS CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-9 LCS CVNO23 BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-9 LCS CVORTHOP BLANK WTR 1/19/2017 1/19/2017 LEVEL1
WG149912-10 LD CVNH3-FL STORM WTR 1/19/2017 1/19/2017 L66938-11
WG149912-10 LD CVNO23 STORM WTR 1/19/2017 1/19/2017 L66938-11
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WG149912-10 LD CVORTHOP STORM WTR 1/19/2017 1/19/2017 L66938-11
WG149912-11 MS CVNH3-FL STORM WTR 1/19/2017 1/19/2017 L66938-11
WG149912-11 MS CVNO23 STORM WTR 1/19/2017 1/19/2017 L66938-11
WG149912-11 MS CVORTHOP STORM WTR 1/19/2017 1/19/2017 L66938-11
WG149912-12 MB CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 MB3 1/19
WG149912-12 MB CVNO23 BLANK WTR 1/19/2017 1/19/2017 MB3 1/19
WG149912-12 MB CVORTHOP BLANK WTR 1/19/2017 1/19/2017 MB3 1/19
WG149912-13 SB CVNH3-FL BLANK WTR 1/19/2017 1/19/2017 WG149912-12
WG149912-13 SB CVNO23 BLANK WTR 1/19/2017 1/19/2017 WG149912-12
WG149912-13 SB CVORTHOP BLANK WTR 1/19/2017 1/19/2017 WG149912-12
WG149912-14 LD CVNH3-FL LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-14 LD CVNO23 LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-14 LD CVORTHOP LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-15 MS CVNH3-FL LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-15 MS CVNO23 LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-15 MS CVORTHOP LEACHATE 1/19/2017 1/19/2017 L66868-3
WG149912-16 MB CVNH3-FL BLANK WTR 1/18/2017 1/19/2017 MB2 1/18
WG149912-17 SB CVNH3-FL BLANK WTR 1/18/2017 1/19/2017 WG149912-16
WG149912-18 LD CVNH3-FL STORM WTR 1/18/2017 1/19/2017 L66910-1
WG149912-19 MS CVNH3-FL STORM WTR 1/18/2017 1/19/2017 L66910-1

WG150134 (DOC - 421879)   Department: 3 - Conventionals   Move Date: 16-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66937-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017 FREP
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/18/2017 1/18/2017 2/2/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/18/2017 1/18/2017 2/2/2017
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L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
L66938-21 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC BLANK WTR 1/17/2017 1/18/2017 2/2/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 1/17/2017 1/18/2017 2/2/2017
WG150134-1 MB CVDOC BLANK WTR 2/2/2017 2/2/2017 MB1 2/2/17
WG150134-2 SB CVDOC BLANK WTR 2/2/2017 2/2/2017 WG150134-1
WG150134-3 LCS CVDOC BLANK WTR 2/2/2017 2/2/2017 LEVEL1
WG150134-4 LD CVDOC STORM WTR 1/18/2017 2/2/2017 L66938-15
WG150134-5 MS CVDOC STORM WTR 1/18/2017 2/2/2017 L66938-15
WG150134-6 MB CVDOC BLANK WTR 1/18/2017 2/2/2017 MB1 1/18/17

WG150174 (TOTP/TOTN-SWD/Lk Haven/Ec)   Department: 3 - Conventionals   Move Date: 17-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66738-1 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOTP FRESH WTR 1/30/2017 2/10/2017 2/13/2017
L66738-2 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOTP FRESH WTR 1/30/2017 2/10/2017 2/13/2017
L66738-5 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOTP FRESH WTR 2/10/2017 2/10/2017 2/13/2017
L66886-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 2/10/2017 2/10/2017 2/13/2017
L66886-2 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOTP FRESH WTR 1/30/2017 2/10/2017 2/13/2017
L66908-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/1/2017 2/10/2017 2/13/2017
L66908-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/1/2017 2/10/2017 2/13/2017
L66908-4 421422-VASWSWD-VASW Vashon Surface Water Quarterly CVTOTP FRESH WTR 2/1/2017 2/10/2017 2/13/2017
L66958-1 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 2/7/2017 2/10/2017 2/13/2017
L66958-3 421430-300 OCS-Lake Haven Utility District routine testingCVTOTP EFFLUENT 2/7/2017 2/10/2017 2/13/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/8/2017 2/10/2017 2/13/2017 FREP
L67069-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/8/2017 2/10/2017 2/13/2017 FREP
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L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/9/2017 2/10/2017 2/13/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/9/2017 2/10/2017 2/13/2017
WG150174-1 MB CVTOTN BLANK WTR 2/10/2017 2/13/2017 MB1 2/10/17 11:22
WG150174-1 MB CVTOTP BLANK WTR 2/10/2017 2/13/2017 MB1 2/10/17 11:22
WG150174-2 SB CVTOTN BLANK WTR 2/10/2017 2/13/2017 WG150174-1
WG150174-2 SB CVTOTP BLANK WTR 2/10/2017 2/13/2017 WG150174-1
WG150174-3 LCS CVTOTN BLANK WTR 2/10/2017 2/13/2017 LEVEL1
WG150174-3 LCS CVTOTP BLANK WTR 2/10/2017 2/13/2017 LEVEL1
WG150174-4 LD CVTOTP FRESH WTR 2/10/2017 2/13/2017 L66886-2
WG150174-5 MS CVTOTP FRESH WTR 2/10/2017 2/13/2017 L66886-2
WG150174-6 LD CVTOTP EFFLUENT 2/10/2017 2/13/2017 L66958-1
WG150174-7 MS CVTOTP EFFLUENT 2/10/2017 2/13/2017 L66958-1
WG150174-8 MB CVTOTN BLANK WTR 2/10/2017 2/13/2017 MB2 2/10/17 11:22
WG150174-8 MB CVTOTP BLANK WTR 2/10/2017 2/13/2017 MB2 2/10/17 11:22
WG150174-9 LCS CVTOTN BLANK WTR 2/10/2017 2/13/2017 LEVEL1
WG150174-9 LCS CVTOTP BLANK WTR 2/10/2017 2/13/2017 LEVEL1
WG150174-10 LD CVTOTN STORM WTR 2/10/2017 2/13/2017 L67069-6
WG150174-10 LD CVTOTP STORM WTR 2/10/2017 2/13/2017 L67069-6
WG150174-11 MS CVTOTN STORM WTR 2/10/2017 2/13/2017 L67069-6
WG150174-11 MS CVTOTP STORM WTR 2/10/2017 2/13/2017 L67069-6

WG150188 (Echo Stm DISSNUTs for 170)   Department: 3 - Conventionals   Move Date: 21-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017



95 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 2/9/2017 2/9/2017 2/9/2017
L67070-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 2/9/2017 2/9/2017 2/9/2017
L67070-25 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 2/9/2017 2/9/2017 2/9/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/9/2017 2/9/2017 2/9/2017
WG150188-1 MB CVNH3-FL BLANK WTR 2/9/2017 2/9/2017 MB3
WG150188-1 MB CVNO23 BLANK WTR 2/9/2017 2/9/2017 MB3
WG150188-1 MB CVORTHOP BLANK WTR 2/9/2017 2/9/2017 MB3
WG150188-2 SB CVNH3-FL BLANK WTR 2/9/2017 2/9/2017 WG150188-1
WG150188-2 SB CVNO23 BLANK WTR 2/9/2017 2/9/2017 WG150188-1
WG150188-2 SB CVORTHOP BLANK WTR 2/9/2017 2/9/2017 WG150188-1
WG150188-3 LCS CVNH3-FL BLANK WTR 2/9/2017 2/9/2017 LEVEL1
WG150188-3 LCS CVNO23 BLANK WTR 2/9/2017 2/9/2017 LEVEL1
WG150188-3 LCS CVORTHOP BLANK WTR 2/9/2017 2/9/2017 LEVEL1
WG150188-4 LD CVNH3-FL STORM WTR 2/9/2017 2/9/2017 L67070-11
WG150188-4 LD CVNO23 STORM WTR 2/9/2017 2/9/2017 L67070-11
WG150188-5 MS CVNH3-FL STORM WTR 2/9/2017 2/9/2017 L67070-11
WG150188-5 MS CVNO23 STORM WTR 2/9/2017 2/9/2017 L67070-11
WG150188-6 LD CVORTHOP STORM WTR 2/9/2017 2/9/2017 L67070-1
WG150188-7 MS CVORTHOP STORM WTR 2/9/2017 2/9/2017 L67070-1

WG150226 (TSS)   Department: 3 - Conventionals   Move Date: 01-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66738-5 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTSS FRESH WTR 2/10/2017 2/13/2017 2/14/2017
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L66886-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTSS FRESH WTR 2/10/2017 2/13/2017 2/14/2017
L66913-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L66913-4 421185-100 Elliot West CSO Plant CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L66913-5 421185-100 Elliot West CSO Plant CVTSS STORM WTR 2/10/2017 2/13/2017 2/14/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 2/8/2017 2/13/2017 2/14/2017 FREP
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
L67104-1 423650 Elliott West Monitoring CVTSS STORM WTR 2/9/2017 2/13/2017 2/14/2017
WG150226-1 MB CVTSS BLANK WTR 2/13/2017 2/14/2017 MB170213
WG150226-2 LCS CVTSS BLANK WTR 2/13/2017 2/14/2017 LEVEL1
WG150226-3 LD CVTSS FRESH WTR 2/13/2017 2/14/2017 L66886-1
WG150226-4 LD CVTSS STORM WTR 2/13/2017 2/14/2017 L67104-1

WG150226-5 LD CVTSS STORM WTR 2/13/2017 2/14/2017 L66913-5

WG150226-6 LD CVTSS STORM WTR 2/13/2017 2/14/2017 L67069-7
WG150226-7 MB CVTSS BLANK WTR 2/13/2017 2/14/2017 MB70213
WG150226-8 LCS CVTSS BLANK WTR 2/13/2017 2/14/2017 LEVEL1
WG150226-9 LD CVTSS STORM WTR 2/13/2017 2/14/2017 L67070-26

WG150290 (TOC/DOC -  various)   Department: 3 - Conventionals   Move Date: 01-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66738-5 421422-CFSWSWD-CFSW Cedar Falls Surface Water Quarte CVTOC FRESH WTR 2/10/2017 2/14/2017 2/14/2017
L66886-1 421422-DUSWSWD-DUSW Duvall Surface Water Quarterly CVTOC FRESH WTR 2/10/2017 2/14/2017 2/14/2017
L66895-1 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 1/23/2017 1/24/2017 2/15/2017
L66895-1 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 1/23/2017 2/22/2017 2/22/2017
L66895-2 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 1/23/2017 1/24/2017 2/15/2017
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L66895-2 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 1/23/2017 2/15/2017 2/15/2017
L66895-3 421250ON Ambient Offshore Water Column-North CVDOC FRESH WTR 1/23/2017 1/24/2017 2/15/2017
L66895-3 421250ON Ambient Offshore Water Column-North CVTOC FRESH WTR 1/23/2017 2/15/2017 2/15/2017
L66896-1 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 1/23/2017 1/24/2017 2/15/2017
L66896-1 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 1/23/2017 2/15/2017 2/15/2017
L66896-2 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 1/23/2017 1/24/2017 2/15/2017
L66896-2 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 1/23/2017 2/15/2017 2/15/2017
L66896-3 421250ON Ambient Offshore Water Column-North CVDOC SALT WTR 1/23/2017 1/24/2017 2/15/2017
L66896-3 421250ON Ambient Offshore Water Column-North CVTOC SALT WTR 1/23/2017 2/15/2017 2/15/2017
L67033-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/14/2017 2/15/2017 2/15/2017
L67033-4 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/14/2017 2/15/2017 2/15/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/8/2017 2/10/2017 2/15/2017 FREP
L67069-8 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/8/2017 2/14/2017 2/14/2017 FREP
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/9/2017 2/10/2017 2/15/2017
L67083-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/14/2017 2/15/2017 2/15/2017
L67083-2 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/14/2017 2/15/2017 2/15/2017
WG150290-1 MB CVTOC BLANK WTR 2/14/2017 2/14/2017 MB1 2/14/17
WG150290-2 SB CVTOC BLANK WTR 2/14/2017 2/14/2017 WG150290-1
WG150290-3 LCS CVTOC BLANK WTR 2/14/2017 2/14/2017 LEVEL1
WG150290-4 LD CVTOC STORM WTR 2/14/2017 2/14/2017 L67069-1
WG150290-5 MS CVTOC STORM WTR 2/14/2017 2/14/2017 L67069-1
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WG150290-6 MB CVTOC BLANK WTR 2/15/2017 2/15/2017 MB1 2/15/17
WG150290-7 SB CVTOC BLANK WTR 2/15/2017 2/15/2017 WG150290-6
WG150290-8 LCS CVTOC BLANK WTR 2/15/2017 2/15/2017 LEVEL1
WG150290-9 LD CVTOC GRND WTR 2/15/2017 2/15/2017 L67083-1
WG150290-10 MS CVTOC GRND WTR 2/15/2017 2/15/2017 L67083-1
WG150290-11 MB CVDOC BLANK WTR 2/10/2017 2/15/2017 MB1 2/10/17
WG150290-12 SB CVDOC BLANK WTR 2/10/2017 2/15/2017 WG150290-11
WG150290-13 LCS CVDOC BLANK WTR 2/15/2017 2/15/2017 LEVEL1
WG150290-14 LD CVDOC STORM WTR 2/10/2017 2/15/2017 L67069-4
WG150290-15 MS CVDOC STORM WTR 2/10/2017 2/15/2017 L67069-4
WG150290-16 MB CVDOC BLANK WTR 1/24/2017 2/15/2017 MB 1/24/17
WG150290-17 LCS CVDOC BLANK WTR 2/15/2017 2/15/2017 LEVEL1
WG150290-18 LD CVDOC SALT WTR 1/24/2017 2/15/2017 L66896-1
WG150290-19 MS CVDOC SALT WTR 1/24/2017 2/15/2017 L66896-1
WG150290-20 LD CVTOC FRESH WTR 2/22/2017 2/22/2017 L66895-1
WG150290-21 MS CVTOC FRESH WTR 2/22/2017 2/22/2017 L66895-1
WG150463-1 MB CVTOC BLANK WTR 2/22/2017 2/22/2017 MB1 2/22/17
WG150463-3 LCS CVTOC BLANK WTR 2/22/2017 2/22/2017 LEVEL1

WG150292 (NUTS-16)   Department: 3 - Conventionals   Move Date: 27-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66745-5 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/16/2017 2/16/2017 2/16/2017
L66745-5 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/16/2017 2/16/2017 2/16/2017
L67033-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67033-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67033-4 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67033-4 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67033-6 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/16/2017 2/16/2017 2/16/2017
L67033-6 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/16/2017 2/16/2017 2/16/2017
L67051-1 421195-150 Beaver Lake CVORTHOP FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-2 421195-150 Beaver Lake CVORTHOP FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-3 421195-150 Beaver Lake CVNH3-FL FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-3 421195-150 Beaver Lake CVNO23 FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-3 421195-150 Beaver Lake CVORTHOP FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-4 421195-150 Beaver Lake CVNH3-FL FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-4 421195-150 Beaver Lake CVNO23 FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67051-4 421195-150 Beaver Lake CVORTHOP FRESH WTR 2/15/2017 2/16/2017 2/16/2017
L67083-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67083-1 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/14/2017 2/15/2017 2/16/2017
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L67083-2 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNH3-FL GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67083-2 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVNO3 GRND WTR 2/14/2017 2/15/2017 2/16/2017
L67100-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 2/14/2017 2/16/2017 2/16/2017
L67100-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 2/14/2017 2/16/2017 2/16/2017
L67100-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 2/15/2017 2/16/2017 2/16/2017
L67100-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVORTHOP LEACHATE 2/15/2017 2/16/2017 2/16/2017
L67100-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 2/15/2017 2/16/2017 2/16/2017
L67100-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly CVNO23 LEACHATE 2/15/2017 2/16/2017 2/16/2017
L67125-1 421185-100 Elliot West CSO Plant CVNO23 EFFLUENT 2/8/2017 2/16/2017 2/16/2017
L67125-2 421185-100 Elliot West CSO Plant CVNO23 EFFLUENT 2/9/2017 2/16/2017 2/16/2017
L67129-1 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-1 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-2 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-2 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-4 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-4 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-5 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-5 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-6 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-6 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-7 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-7 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-8 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-8 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-9 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-9 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-10 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-10 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-11 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-11 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-12 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-12 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-13 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-13 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-14 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-14 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67129-15 421304 Forestland-Weyerhaeuser Operations CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017 FREP@L67129-9
L67129-15 421304 Forestland-Weyerhaeuser Operations CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017 FREP@L67129-9
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/15/2017 2/16/2017 2/16/2017
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L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 STORM WTR 2/15/2017 2/16/2017 2/16/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP STORM WTR 2/15/2017 2/16/2017 2/16/2017

L67140-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 2/15/2017 2/16/2017 2/16/2017

L67140-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 2/15/2017 2/16/2017 2/16/2017

L67140-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 2/15/2017 2/16/2017 2/16/2017

WG150292-1 MB CVNH3-FL BLANK WTR 2/15/2017 2/16/2017 MB5 2/15
WG150292-1 MB CVNO3 BLANK WTR 2/15/2017 2/16/2017 MB5 2/15
WG150292-2 SB CVNH3-FL BLANK WTR 2/15/2017 2/16/2017 WG150292-1
WG150292-2 SB CVNO3 BLANK WTR 2/15/2017 2/16/2017 WG150292-1
WG150292-3 LCS CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-3 LCS CVNO3 BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-4 LD CVNH3-FL GRND WTR 2/15/2017 2/16/2017 L67083-2
WG150292-4 LD CVNO3 GRND WTR 2/15/2017 2/16/2017 L67083-2
WG150292-5 MS CVNH3-FL GRND WTR 2/15/2017 2/16/2017 L67083-2
WG150292-5 MS CVNO3 GRND WTR 2/15/2017 2/16/2017 L67083-2
WG150292-6 MB CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 MB5 2/16
WG150292-6 MB CVNO23 BLANK WTR 2/16/2017 2/16/2017 MB5 2/16
WG150292-6 MB CVORTHOP BLANK WTR 2/16/2017 2/16/2017 MB5 2/16
WG150292-7 SB CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 WG150292-6
WG150292-7 SB CVNO23 BLANK WTR 2/16/2017 2/16/2017 WG150292-6
WG150292-7 SB CVORTHOP BLANK WTR 2/16/2017 2/16/2017 WG150292-6
WG150292-8 LCS CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-8 LCS CVNO23 BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-8 LCS CVORTHOP BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-9 LD CVNH3-FL FRESH WTR 2/16/2017 2/16/2017 L67051-4
WG150292-9 LD CVNO23 FRESH WTR 2/16/2017 2/16/2017 L67051-4
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WG150292-9 LD CVORTHOP FRESH WTR 2/16/2017 2/16/2017 L67051-4
WG150292-10 MS CVNH3-FL FRESH WTR 2/16/2017 2/16/2017 L67051-4
WG150292-10 MS CVNO23 FRESH WTR 2/16/2017 2/16/2017 L67051-4
WG150292-10 MS CVORTHOP FRESH WTR 2/16/2017 2/16/2017 L67051-4
WG150292-11 LD CVNH3-FL STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-11 LD CVNO23 STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-11 LD CVORTHOP STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-12 MS CVNH3-FL STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-12 MS CVNO23 STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-12 MS CVORTHOP STORM WTR 2/16/2017 2/16/2017 L67140-1
WG150292-13 MB CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 MB1 2/16
WG150292-13 MB CVNO23 BLANK WTR 2/16/2017 2/16/2017 MB1 2/16
WG150292-14 SB CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 WG150292-13
WG150292-14 SB CVNO23 BLANK WTR 2/16/2017 2/16/2017 WG150292-13
WG150292-15 LCS CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-15 LCS CVNO23 BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-16 LD CVNH3-FL STORM WTR 2/16/2017 2/16/2017 L67129-1
WG150292-16 LD CVNO23 STORM WTR 2/16/2017 2/16/2017 L67129-1
WG150292-17 MS CVNH3-FL STORM WTR 2/16/2017 2/16/2017 L67129-1
WG150292-17 MS CVNO23 STORM WTR 2/16/2017 2/16/2017 L67129-1
WG150292-18 MB CVNH3-FL BLANK WTR 2/16/2017 2/16/2017 MB6 2/16
WG150292-18 MB CVNO3 BLANK WTR 2/16/2017 2/16/2017 MB6 2/16
WG150292-19 MB CVNO23 BLANK WTR 2/16/2017 2/16/2017 MB7 2/16
WG150292-19 MB CVORTHOP BLANK WTR 2/16/2017 2/16/2017 MB7 2/16
WG150292-20 SB CVNO23 BLANK WTR 2/16/2017 2/16/2017 WG150292-19
WG150292-20 SB CVORTHOP BLANK WTR 2/16/2017 2/16/2017 WG150292-19
WG150292-21 LCS CVNO23 BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-21 LCS CVORTHOP BLANK WTR 2/16/2017 2/16/2017 LEVEL1
WG150292-22 LD CVNO23 LEACHATE 2/16/2017 2/16/2017 L67100-4
WG150292-23 MS CVNO23 LEACHATE 2/16/2017 2/16/2017 L67100-4
WG150292-24 LD CVNO23 EFFLUENT 2/16/2017 2/16/2017 L67125-2
WG150292-25 MS CVNO23 EFFLUENT 2/16/2017 2/16/2017 L67125-2

WG150295 (TSS)   Department: 3 - Conventionals   Move Date: 01-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66745-5 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTSS GRND WTR 2/16/2017 2/16/2017 2/21/2017
L67020-1 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-2 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-3 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
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L67020-4 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-5 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-6 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-7 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-8 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-9 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-10 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-11 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-12 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67020-14 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017 FREP @ L67020-2
L67023-1 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-2 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-3 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-4 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-5 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-6 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-7 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-8 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-9 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-10 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-11 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-12 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-13 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-14 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67023-16 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017 FREP @ L67023-7
L67024-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-1 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-2 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-3 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-4 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-5 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67025-6 421240A STREAMS MONITOR (surf wtr) CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67027-1 421195-190 Vashon Island Surface Water CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67027-2 421195-190 Vashon Island Surface Water CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67027-3 421195-190 Vashon Island Surface Water CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67027-4 421195-190 Vashon Island Surface Water CVTSS FRESH WTR 2/15/2017 2/16/2017 2/21/2017
L67033-6 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTSS GRND WTR 2/16/2017 2/16/2017 2/21/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS STORM WTR 2/15/2017 2/16/2017 2/21/2017
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WG150295-1 MB CVTSS BLANK WTR 2/16/2017 2/21/2017 MB170216
WG150295-2 LCS CVTSS BLANK WTR 2/16/2017 2/21/2017 LEVEL1
WG150295-3 LD CVTSS FRESH WTR 2/16/2017 2/21/2017 L67020-4
WG150295-4 LD CVTSS FRESH WTR 2/16/2017 2/21/2017 L67023-3
WG150295-5 MB CVTSS BLANK WTR 2/16/2017 2/21/2017 MB170216
WG150295-6 LCS CVTSS BLANK WTR 2/16/2017 2/21/2017 LEVEL1
WG150295-7 LD CVTSS FRESH WTR 2/16/2017 2/21/2017 L67025-5
WG150295-8 LD CVTSS STORM WTR 2/16/2017 2/21/2017 L67140-7
WG150295-9 MB CVTSS BLANK WTR 2/16/2017 2/21/2017 MB170216
WG150295-10 LCS CVTSS BLANK WTR 2/16/2017 2/21/2017 LEVEL1
WG150295-11 LD CVTSS FRESH WTR 2/16/2017 2/21/2017 L67027-3
WG150295-12 LD CVTSS GRND WTR 2/16/2017 2/21/2017 L67033-6
WG150295-13 LD CVTSS FRESH WTR 2/16/2017 2/21/2017 L67024-1

WG150306 (TOTP/TOTN/Streams/BeaverL)   Department: 3 - Conventionals   Move Date: 09-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67020-1 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-1 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-2 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-2 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-3 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-3 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-4 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-4 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-5 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-5 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-6 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-6 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-7 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-7 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-8 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-8 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-9 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-9 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-10 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-10 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-11 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-11 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-12 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
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L67020-12 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67020-14 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017 FREP @ L67020-2
L67020-14 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017 FREP @ L67020-2
L67023-1 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-1 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-2 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-2 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-3 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-3 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-4 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-4 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-5 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-5 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-6 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-6 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-7 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-7 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-8 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-8 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-9 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-9 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-10 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-10 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-11 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-11 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-12 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-12 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-13 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-13 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-14 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-14 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67023-16 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017 FREP @ L67023-7
L67023-16 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017 FREP @ L67023-7
L67024-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67024-1 422018-100 SWS Boise Creek Add-on to Routine Streams CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-1 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-1 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-2 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-2 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-3 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-3 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
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L67025-4 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-4 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-5 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-5 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-6 421240A STREAMS MONITOR (surf wtr) CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67025-6 421240A STREAMS MONITOR (surf wtr) CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-1 421195-190 Vashon Island Surface Water CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-1 421195-190 Vashon Island Surface Water CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-2 421195-190 Vashon Island Surface Water CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-2 421195-190 Vashon Island Surface Water CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-3 421195-190 Vashon Island Surface Water CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-3 421195-190 Vashon Island Surface Water CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-4 421195-190 Vashon Island Surface Water CVTOTN FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67027-4 421195-190 Vashon Island Surface Water CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67051-1 421195-150 Beaver Lake CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67051-2 421195-150 Beaver Lake CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67051-3 421195-150 Beaver Lake CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67051-4 421195-150 Beaver Lake CVTOTP FRESH WTR 2/15/2017 2/17/2017 2/22/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-4 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-4 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017
L67141-8 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/15/2017 2/17/2017 2/22/2017 FREP
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L67141-8 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/15/2017 2/17/2017 2/22/2017 FREP
L67141-17 421879-240 Federal Way Stormwater Monitoring CVTOTN STORM WTR 2/16/2017 2/17/2017 2/22/2017
L67141-17 421879-240 Federal Way Stormwater Monitoring CVTOTP STORM WTR 2/16/2017 2/17/2017 2/22/2017
WG150306-1 MB CVTOTN BLANK WTR 2/17/2017 2/22/2017 MB1 2/17/17 08:40
WG150306-1 MB CVTOTP BLANK WTR 2/17/2017 2/22/2017 MB1 2/17/17 08:40
WG150306-2 SB CVTOTN BLANK WTR 2/17/2017 2/22/2017 WG150306-1
WG150306-2 SB CVTOTP BLANK WTR 2/17/2017 2/22/2017 WG150306-1
WG150306-3 LCS CVTOTN BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-3 LCS CVTOTP BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-4 LD CVTOTN FRESH WTR 2/17/2017 2/22/2017 L67023-3
WG150306-4 LD CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67023-3
WG150306-5 MS CVTOTN FRESH WTR 2/17/2017 2/22/2017 L67023-3
WG150306-5 MS CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67023-3
WG150306-6 MB CVTOTN BLANK WTR 2/17/2017 2/22/2017 MB2 2/17/17 08:40
WG150306-6 MB CVTOTP BLANK WTR 2/17/2017 2/22/2017 MB2 2/17/17 08:40
WG150306-7 LCS CVTOTN BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-7 LCS CVTOTP BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-8 LD CVTOTN FRESH WTR 2/17/2017 2/22/2017 L67025-3
WG150306-8 LD CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67025-3
WG150306-9 MS CVTOTN FRESH WTR 2/17/2017 2/22/2017 L67025-3
WG150306-9 MS CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67025-3
WG150306-10 MB CVTOTN BLANK WTR 2/17/2017 2/22/2017 MB3 2/17/17 08:40
WG150306-10 MB CVTOTP BLANK WTR 2/17/2017 2/22/2017 MB3 2/17/17 08:40
WG150306-11 LCS CVTOTN BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-11 LCS CVTOTP BLANK WTR 2/17/2017 2/22/2017 LEVEL1
WG150306-12 LD CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67051-3
WG150306-13 MS CVTOTP FRESH WTR 2/17/2017 2/22/2017 L67051-3
WG150306-14 LD CVTOTN STORM WTR 2/17/2017 2/22/2017 L67141-3
WG150306-14 LD CVTOTP STORM WTR 2/17/2017 2/22/2017 L67141-3

WG150306-15 MS CVTOTN STORM WTR 2/17/2017 2/22/2017 L67141-3
WG150306-15 MS CVTOTP STORM WTR 2/17/2017 2/22/2017 L67141-3

WG150461 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 03-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66745-5 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/16/2017 2/21/2017 2/21/2017
L67033-6 421422-VAGWSWD-VAGW Vashon Groundwater Quarterly CVTOC GRND WTR 2/16/2017 2/21/2017 2/21/2017
L67105-1 421422-ENGWSWD-ENGW Enumclaw Groundwater QuarterCVTOC GRND WTR 2/17/2017 2/21/2017 2/21/2017
L67105-3 421422-ENGWSWD-ENGW Enumclaw Groundwater QuarterCVTOC GRND WTR 2/17/2017 2/21/2017 2/21/2017
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L67105-4 421422-ENGWSWD-ENGW Enumclaw Groundwater QuarterCVTOC GRND WTR 2/17/2017 2/21/2017 2/21/2017
L67105-6 421422-ENGWSWD-ENGW Enumclaw Groundwater QuarterCVTOC GRND WTR 2/17/2017 2/21/2017 2/21/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/16/2017 2/22/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/16/2017 2/21/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-4 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-4 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017
L67141-8 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/15/2017 2/17/2017 2/21/2017 FREP
L67141-8 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/15/2017 2/21/2017 2/21/2017 FREP
L67141-17 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 2/16/2017 2/17/2017 2/21/2017
L67141-17 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 2/16/2017 2/21/2017 2/21/2017
WG150461-1 MB CVTOC BLANK WTR 2/21/2017 2/21/2017 MB1 2/21/17
WG150461-2 SB CVTOC BLANK WTR 2/21/2017 2/21/2017 WG150461-1
WG150461-3 LCS CVTOC BLANK WTR 2/21/2017 2/21/2017 LEVEL1
WG150461-4 LD CVTOC GRND WTR 2/21/2017 2/21/2017 L67105-1
WG150461-5 MS CVTOC GRND WTR 2/21/2017 2/21/2017 L67105-1
WG150461-6 LD CVTOC STORM WTR 2/21/2017 2/21/2017 L67141-5
WG150461-7 MS CVTOC STORM WTR 2/21/2017 2/21/2017 L67141-5
WG150461-8 MB CVDOC BLANK WTR 2/16/2017 2/21/2017 MB1 2/16/17
WG150461-9 SB CVDOC BLANK WTR 2/16/2017 2/21/2017 WG150461-8
WG150461-10 LCS CVDOC BLANK WTR 2/21/2017 2/21/2017 LEVEL1
WG150461-11 LD CVDOC STORM WTR 2/16/2017 2/22/2017 L67140-1
WG150461-12 MS CVDOC STORM WTR 2/16/2017 2/22/2017 L67140-1
WG150461-13 MB CVDOC BLANK WTR 2/17/2017 2/21/2017 MB1 2/17/17
WG150461-14 LCS CVDOC BLANK WTR 2/22/2017 2/22/2017 LEVEL1

WG150997 (nuts!-29)   Department: 3 - Conventionals   Move Date: 19-APR-17
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67369-1 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-1 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-1 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-2 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-2 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-2 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-3 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-3 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-3 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-4 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-4 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-4 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-5 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-5 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-5 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-6 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-6 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-6 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-8 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-8 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-8 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-9 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-9 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-9 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-10 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-10 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-10 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-11 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-11 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-11 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-12 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-12 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-12 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-13 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-13 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-13 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-14 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-14 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-14 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
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L67369-15 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-15 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-15 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-16 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-16 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-16 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-17 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-17 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-17 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-19 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-19 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-19 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-20 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017

L67369-20 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-20 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-21 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-21 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-21 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-22 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-22 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-22 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-23 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-23 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-23 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-24 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-24 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-24 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-25 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-25 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-25 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-26 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-26 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-26 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-27 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-27 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-27 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-28 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-28 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-28 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-29 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017



110 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

L67369-29 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-29 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-31 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-31 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-31 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-32 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-32 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-32 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/29/2017 3/29/2017
L67369-33 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-33 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-33 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-34 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-34 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-34 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-35 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-35 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-35 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/30/2017 3/30/2017
L67369-37 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-37 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-37 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-38 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-38 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-38 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67369-39 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-19
L67369-39 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-19
L67369-39 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-19
L67369-40 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-40 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-40 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-41 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-41 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-41 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-42 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-42 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-42 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-43 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-43 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-43 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-44 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-44 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-44 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
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L67369-45 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-45 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-45 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-47 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-47 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-47 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-48 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-48 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-48 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-49 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-49 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-49 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-50 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-50 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-50 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-51 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-51 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-51 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/28/2017 3/30/2017 3/30/2017
L67369-53 421235 MAJOR LAKES (wtr col) CVNH3-FL BLANK WTR 3/28/2017 3/30/2017 3/30/2017 FFB
L67369-53 421235 MAJOR LAKES (wtr col) CVNO23 BLANK WTR 3/28/2017 3/30/2017 3/30/2017 FFB
L67369-53 421235 MAJOR LAKES (wtr col) CVORTHOP BLANK WTR 3/28/2017 3/30/2017 3/30/2017 FFB
L67369-54 421235 MAJOR LAKES (wtr col) CVNH3-FL FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-29
L67369-54 421235 MAJOR LAKES (wtr col) CVNO23 FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-29
L67369-54 421235 MAJOR LAKES (wtr col) CVORTHOP FRESH WTR 3/27/2017 3/30/2017 3/30/2017 FREP_P67369-29
L67371-1 421195-240 Horseshoe Lake WQ CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-1 421195-240 Horseshoe Lake WQ CVNO23 FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-1 421195-240 Horseshoe Lake WQ CVORTHOP FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-3 421195-240 Horseshoe Lake WQ CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-3 421195-240 Horseshoe Lake WQ CVNO23 FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-3 421195-240 Horseshoe Lake WQ CVORTHOP FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-4 421195-240 Horseshoe Lake WQ CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-4 421195-240 Horseshoe Lake WQ CVNO23 FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67371-4 421195-240 Horseshoe Lake WQ CVORTHOP FRESH WTR 3/30/2017 3/30/2017 3/30/2017
L67398-1 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-1 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-1 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
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L67398-3 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-16 421879-240 Federal Way Stormwater Monitoring CVNH3-FL BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67398-16 421879-240 Federal Way Stormwater Monitoring CVNO23 BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67398-16 421879-240 Federal Way Stormwater Monitoring CVORTHOP BLANK WTR 3/27/2017 3/30/2017 3/30/2017 FFB
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 3/29/2017 3/30/2017 3/30/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 3/29/2017 3/30/2017 3/30/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 3/29/2017 3/30/2017 3/30/2017
L67413-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNH3-FL BLANK WTR 3/29/2017 3/30/2017 3/30/2017 FFB
L67413-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVNO23 BLANK WTR 3/29/2017 3/30/2017 3/30/2017 FFB
L67413-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVORTHOP BLANK WTR 3/29/2017 3/30/2017 3/30/2017 FFB
L67443-1 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-7 421879-240 Federal Way Stormwater Monitoring CVNH3-FL STORM WTR 3/29/2017 3/30/2017 3/30/2017
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L67443-7 421879-240 Federal Way Stormwater Monitoring CVNO23 STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-7 421879-240 Federal Way Stormwater Monitoring CVORTHOP STORM WTR 3/29/2017 3/30/2017 3/30/2017
L67443-8 421879-240 Federal Way Stormwater Monitoring CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 3/30/2017 FFB
L67443-8 421879-240 Federal Way Stormwater Monitoring CVNO23 BLANK WTR 3/30/2017 3/30/2017 3/30/2017 FFB
L67443-8 421879-240 Federal Way Stormwater Monitoring CVORTHOP BLANK WTR 3/30/2017 3/30/2017 3/30/2017 FFB
WG150997-1 MB CVNH3-FL BLANK WTR 3/29/2017 3/29/2017 MB2 3/29
WG150997-1 MB CVNO23 BLANK WTR 3/29/2017 3/29/2017 MB2 3/29
WG150997-1 MB CVORTHOP BLANK WTR 3/29/2017 3/29/2017 MB2 3/29
WG150997-2 SB CVNH3-FL BLANK WTR 3/29/2017 3/29/2017 WG150997-1
WG150997-2 SB CVNO23 BLANK WTR 3/29/2017 3/29/2017 WG150997-1
WG150997-2 SB CVORTHOP BLANK WTR 3/29/2017 3/29/2017 WG150997-1
WG150997-3 LCS CVNH3-FL BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-3 LCS CVNO23 BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-3 LCS CVORTHOP BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-4 LD CVNH3-FL FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-4 LD CVNO23 FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-4 LD CVORTHOP FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-5 MS CVNH3-FL FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-5 MS CVNO23 FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-5 MS CVORTHOP FRESH WTR 3/29/2017 3/29/2017 L67369-15
WG150997-6 MB CVNH3-FL BLANK WTR 3/29/2017 3/29/2017 MB4 3/29
WG150997-6 MB CVNO23 BLANK WTR 3/29/2017 3/29/2017 MB4 3/29
WG150997-6 MB CVORTHOP BLANK WTR 3/29/2017 3/29/2017 MB4 3/29
WG150997-7 LCS CVNH3-FL BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-7 LCS CVNO23 BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-7 LCS CVORTHOP BLANK WTR 3/29/2017 3/29/2017 LEVEL1
WG150997-8 LD CVNH3-FL FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-8 LD CVNO23 FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-8 LD CVORTHOP FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-9 MS CVNH3-FL FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-9 MS CVNO23 FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-9 MS CVORTHOP FRESH WTR 3/29/2017 3/29/2017 L67369-32
WG150997-10 MB CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 MB3 3/30
WG150997-10 MB CVNO23 BLANK WTR 3/30/2017 3/30/2017 MB3 3/30
WG150997-10 MB CVORTHOP BLANK WTR 3/30/2017 3/30/2017 MB3 3/30
WG150997-11 LCS CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-11 LCS CVNO23 BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-11 LCS CVORTHOP BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-12 LD CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 L67369-44
WG150997-12 LD CVNO23 FRESH WTR 3/30/2017 3/30/2017 L67369-44
WG150997-12 LD CVORTHOP FRESH WTR 3/30/2017 3/30/2017 L67369-44
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WG150997-13 MS CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 L67369-44
WG150997-13 MS CVNO23 FRESH WTR 3/30/2017 3/30/2017 L67369-44
WG150997-13 MS CVORTHOP FRESH WTR 3/30/2017 3/30/2017 L67369-44
WG150997-14 LD CVNH3-FL STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-14 LD CVNO23 STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-14 LD CVORTHOP STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-15 MS CVNH3-FL STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-15 MS CVNO23 STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-15 MS CVORTHOP STORM WTR 3/30/2017 3/30/2017 L67398-7
WG150997-16 MB CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 MB4 3/30
WG150997-16 MB CVNO23 BLANK WTR 3/30/2017 3/30/2017 MB4 3/30
WG150997-16 MB CVORTHOP BLANK WTR 3/30/2017 3/30/2017 MB4 3/30
WG150997-17 SB CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 WG150997-16
WG150997-17 SB CVNO23 BLANK WTR 3/30/2017 3/30/2017 WG150997-16
WG150997-17 SB CVORTHOP BLANK WTR 3/30/2017 3/30/2017 WG150997-16
WG150997-18 LCS CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-18 LCS CVNO23 BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-18 LCS CVORTHOP BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-19 MB CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 MB5 3/30
WG150997-19 MB CVNO23 BLANK WTR 3/30/2017 3/30/2017 MB5 3/30
WG150997-19 MB CVORTHOP BLANK WTR 3/30/2017 3/30/2017 MB5 3/30
WG150997-20 LCS CVNH3-FL BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-20 LCS CVNO23 BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-20 LCS CVORTHOP BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG150997-21 LD CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 L67371-4
WG150997-21 LD CVNO23 FRESH WTR 3/30/2017 3/30/2017 L67371-4
WG150997-21 LD CVORTHOP FRESH WTR 3/30/2017 3/30/2017 L67371-4
WG150997-22 MS CVNH3-FL FRESH WTR 3/30/2017 3/30/2017 L67371-4
WG150997-22 MS CVNO23 FRESH WTR 3/30/2017 3/30/2017 L67371-4
WG150997-22 MS CVORTHOP FRESH WTR 3/30/2017 3/30/2017 L67371-4

WG151013 (TOTN/TOTP/Shoreline/LkSam)   Department: 3 - Conventionals   Move Date: 11-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67053-1 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-1 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-2 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-2 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-3 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-3 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
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L67053-4 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-4 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-5 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-5 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-6 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-6 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-7 421874-100 City of Shoreline Monthly Water Quality MonCVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67053-7 421874-100 City of Shoreline Monthly Water Quality MonCVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-40 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-40 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-41 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-41 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-42 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-42 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-43 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-43 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-44 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-44 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-45 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-45 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-47 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-47 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-48 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-48 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-49 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-49 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-50 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-50 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-51 421235 MAJOR LAKES (wtr col) CVTOTN FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67369-51 421235 MAJOR LAKES (wtr col) CVTOTP FRESH WTR 3/28/2017 3/30/2017 4/3/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTN BLANK WTR 3/29/2017 3/30/2017 4/3/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOTP BLANK WTR 3/29/2017 3/30/2017 4/3/2017
WG151013-1 MB CVTOTN BLANK WTR 3/30/2017 4/3/2017 MB1 3/30/17 08:00
WG151013-1 MB CVTOTP BLANK WTR 3/30/2017 4/3/2017 MB1 3/30/17 08:00
WG151013-2 SB CVTOTN BLANK WTR 3/30/2017 4/3/2017 WG151013-1
WG151013-2 SB CVTOTP BLANK WTR 3/30/2017 4/3/2017 WG151013-1
WG151013-3 LCS CVTOTN BLANK WTR 3/30/2017 4/3/2017 LEVEL1
WG151013-3 LCS CVTOTP BLANK WTR 3/30/2017 4/3/2017 LEVEL1
WG151013-4 LD CVTOTN FRESH WTR 3/30/2017 4/3/2017 L67053-7
WG151013-4 LD CVTOTP FRESH WTR 3/30/2017 4/3/2017 L67053-7
WG151013-5 MS CVTOTN FRESH WTR 3/30/2017 4/3/2017 L67053-7
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WG151013-5 MS CVTOTP FRESH WTR 3/30/2017 4/3/2017 L67053-7

WG151018 (TSS)   Department: 3 - Conventionals   Move Date: 07-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67328-1 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-2 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-3 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-4 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-5 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-6 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-7 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-8 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-9 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-10 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-11 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-12 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-13 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-14 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-15 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-16 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-17 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-18 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-19 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-20 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-21 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-22 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-23 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-24 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-25 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-26 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-27 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67328-28 421093-100 West Point EBO discharge sampling due to flo     CVTSS SALT WTR 3/29/2017 3/30/2017 4/3/2017
L67356-1 421185-100 Elliot West CSO Plant CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTSS BLANK WTR 3/29/2017 3/30/2017 4/3/2017
L67433-1 421937 Brightwater Operations CVTSS OTHR WTR 3/29/2017 3/30/2017 4/3/2017
L67433-2 421937 Brightwater Operations CVTSS OTHR WTR 3/29/2017 3/30/2017 4/3/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
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L67443-4 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
L67443-7 421879-240 Federal Way Stormwater Monitoring CVTSS STORM WTR 3/29/2017 3/30/2017 4/3/2017
WG151018-1 MB CVTSS BLANK WTR 3/30/2017 4/3/2017 MB170330
WG151018-2 LCS CVTSS BLANK WTR 3/30/2017 4/3/2017 LEVEL1
WG151018-3 LD CVTSS SALT WTR 3/30/2017 4/3/2017 L67328-15
WG151018-4 MB CVTSS BLANK WTR 3/30/2017 4/3/2017 MB170330
WG151018-5 LCS CVTSS BLANK WTR 3/30/2017 4/3/2017 LEVEL1
WG151018-6 LD CVTSS SALT WTR 3/30/2017 4/3/2017 L67328-28
WG151018-7 LD CVTSS OTHR WTR 3/30/2017 4/3/2017 L67433-1
WG151018-8 LD CVTSS STORM WTR 3/30/2017 4/3/2017 L67356-1
WG151018-9 LD CVTSS STORM WTR 3/30/2017 4/3/2017 L67443-4

WG151031 (TOC - various)   Department: 3 - Conventionals   Move Date: 10-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67398-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/26/2017 3/30/2017 3/30/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVTOC BLANK WTR 3/29/2017 3/30/2017 3/30/2017
L67433-1 421937 Brightwater Operations CVTOC OTHR WTR 3/29/2017 3/30/2017 3/30/2017
L67433-2 421937 Brightwater Operations CVTOC OTHR WTR 3/29/2017 3/30/2017 3/30/2017
WG151031-1 MB CVTOC BLANK WTR 3/30/2017 3/30/2017 MB1 3/30/17
WG151031-2 SB CVTOC BLANK WTR 3/30/2017 3/30/2017 WG151031-1
WG151031-3 LCS CVTOC BLANK WTR 3/30/2017 3/30/2017 LEVEL1
WG151031-4 LD CVTOC OTHR WTR 3/30/2017 3/30/2017 L67433-2
WG151031-5 MS CVTOC OTHR WTR 3/30/2017 3/30/2017 L67433-2
WG151031-6 LD CVTOC STORM WTR 3/30/2017 3/30/2017 L67398-7
WG151031-7 MS CVTOC STORM WTR 3/30/2017 3/30/2017 L67398-7

WG151181 (TOC/DOC - various)   Department: 3 - Conventionals   Move Date: 20-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67335-1 421879-240 Federal Way Stormwater Monitoring CVDOC STORM WTR 3/14/2017 3/16/2017 4/10/2017
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L67335-1 421879-240 Federal Way Stormwater Monitoring CVTOC STORM WTR 3/14/2017 4/10/2017 4/10/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring CVDOC BLANK WTR 3/29/2017 3/30/2017 4/10/2017
L67427-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/5/2017 4/10/2017 4/10/2017
L67427-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/5/2017 4/10/2017 4/10/2017
L67427-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/7/2017 4/10/2017 4/10/2017
L67427-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/7/2017 4/10/2017 4/10/2017
L67463-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/7/2017 4/10/2017 4/10/2017
L67463-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/7/2017 4/10/2017 4/10/2017
L67463-8 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte CVTOC GRND WTR 4/7/2017 4/10/2017 4/10/2017
WG151181-1 MB CVTOC BLANK WTR 4/10/2017 4/10/2017 MB1 4/10/17
WG151181-2 SB CVTOC BLANK WTR 4/10/2017 4/10/2017 WG151181-1
WG151181-3 LCS CVTOC BLANK WTR 4/10/2017 4/10/2017 LEVEL1
WG151181-4 LD CVTOC GRND WTR 4/10/2017 4/10/2017 L67463-8
WG151181-5 MS CVTOC GRND WTR 4/10/2017 4/10/2017 L67463-8
WG151181-6 MB CVDOC BLANK WTR 3/30/2017 4/10/2017 MB1 3/30/17
WG151181-7 LCS CVDOC BLANK WTR 4/10/2017 4/10/2017 LEVEL1

WG143803 (ECHO)   Department: 2 - Environmental Services   Move Date: 30-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 12/8/2015 12/8/2015 12/8/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 12/8/2015 12/8/2015 12/8/2015
WG143803-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG143803-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG143803-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG143803-4 CS ESS-FIELDMETERBLANK WTR RANGE1
WG143803-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG143803-6 CS ESS-FIELDMETERBLANK WTR RANGE1

WG144380 (echolk)   Department: 2 - Environmental Services   Move Date: 11-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/21/2016 1/21/2016 1/21/2016
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L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/21/2016 1/21/2016 1/21/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/21/2016 1/21/2016 1/21/2016
WG144380-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144380-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144380-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144380-4 CS ESS-FIELDMETERBLANK WTR RANGE1

WG144920 (Echo LK 3/1/16)   Department: 2 - Environmental Services   Move Date: 15-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/1/2016 3/1/2016 3/1/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/1/2016 3/1/2016 3/1/2016
WG144920-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144920-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144920-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144920-4 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144920-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144920-6 CS ESS-FIELDMETERBLANK WTR RANGE1

WG144991 (echo lk)   Department: 2 - Environmental Services   Move Date: 22-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
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L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 3/9/2016 3/9/2016 3/9/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 3/9/2016 3/9/2016 3/9/2016
WG144991-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144991-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144991-3 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144991-4 CS ESS-YSI-EXO BLANK WTR RANGE1
WG144991-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-6 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-7 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-8 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-9 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-10 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-11 CS ESS-FIELDMETERBLANK WTR RANGE1
WG144991-12 CS ESS-FIELDMETERBLANK WTR RANGE1

WG148099 (Echo lk 091716)   Department: 2 - Environmental Services   Move Date: 04-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 9/17/2016 9/17/2016 9/17/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 9/17/2016 9/17/2016 9/17/2016
L66175-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 9/17/2016 9/17/2016 9/17/2016
L66175-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 9/17/2016 9/17/2016 9/17/2016
WG148099-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148099-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148099-3 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148099-4 CS ESS-YSI-EXO BLANK WTR RANGE1
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WG148600 (ECho DTS 101316)   Department: 2 - Environmental Services   Move Date: 25-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/13/2016 10/13/2016 10/13/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/13/2016 10/13/2016 10/13/2016
WG148600-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148600-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148600-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG148600-4 CS ESS-FIELDMETERBLANK WTR RANGE1

WG148617 (EchoLK 101916)   Department: 2 - Environmental Services   Move Date: 25-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/19/2016 10/19/2016 10/19/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/19/2016 10/19/2016 10/19/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 10/19/2016 10/19/2016 10/19/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/19/2016 10/19/2016 10/19/2016
WG148617-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148617-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148617-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG148617-4 CS ESS-FIELDMETERBLANK WTR RANGE1

WG148805 (Echo LK 102616)   Department: 2 - Environmental Services   Move Date: 09-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
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L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 10/26/2016 10/26/2016 10/26/2016
WG148805-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148805-2 FREP ESS-YSI-EXO STORM WTR L66498-1 RANGE1
WG148805-3 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148805-4 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148805-5 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148805-6 FREP ESS-YSI-EXO STORM WTR L66498-19 RANGE1
WG148805-7 CS ESS-YSI-EXO BLANK WTR RANGE1
WG148805-8 CS ESS-YSI-EXO BLANK WTR RANGE1

WG149919 (ECHO011717)   Department: 2 - Environmental Services   Move Date: 02-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/18/2017 1/18/2017 1/18/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/18/2017 1/18/2017 1/18/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/18/2017 1/18/2017 1/18/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/18/2017 1/18/2017 1/18/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
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L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 1/17/2017 1/17/2017 1/17/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 1/17/2017 1/17/2017 1/17/2017
WG149919-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG149919-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG149919-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG149919-4 CS ESS-FIELDMETERBLANK WTR RANGE1
WG149919-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG149919-6 CS ESS-FIELDMETERBLANK WTR RANGE1

WG150448 (Echo 020917)   Department: 2 - Environmental Services   Move Date: 28-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/9/2017 2/9/2017 2/9/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/9/2017 2/9/2017 2/9/2017
WG150448-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG150448-2 FREP ESS-YSI-EXO STORM WTR L67070-11 RANGE1
WG150448-3 CS ESS-YSI-EXO BLANK WTR RANGE1
WG150448-4 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150448-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150448-6 FREP ESS-FIELDMETERSTORM WTR L67070-11 RANGE1
WG150448-7 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150448-8 CS ESS-FIELDMETERBLANK WTR RANGE1

WG150454 ()   Department: 2 - Environmental Services   Move Date: 28-FEB-17
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-FIELDMETERSTORM WTR 2/15/2017 2/15/2017 2/15/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ESS-YSI-EXO STORM WTR 2/15/2017 2/15/2017 2/15/2017
WG150454-1 CS ESS-YSI-EXO BLANK WTR RANGE1
WG150454-2 CS ESS-YSI-EXO BLANK WTR RANGE1
WG150454-3 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150454-4 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150454-5 CS ESS-FIELDMETERBLANK WTR RANGE1
WG150454-6 CS ESS-FIELDMETERBLANK WTR RANGE1

WG143380 ()   Department: 5 - Microbiology   Move Date: 14-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 12/8/2015 12/8/2015 12/9/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 12/8/2015 12/8/2015 12/9/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 12/8/2015 12/8/2015 12/9/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 12/8/2015 12/8/2015 12/9/2015
WG143335-3 PC MCFC-MF BLANK WTR 12/8/2015 12/9/2015 QC-PERFORMED:08-DE -15
WG143335-4 NC MCFC-MF BLANK WTR 12/8/2015 12/9/2015 QC-PERFORMED:08-DE -15
WG143335-5 BF MCFC-MF BLANK WTR 12/8/2015 12/9/2015 QC-PERFORMED:08-DE -15
WG143335-6 AF MCFC-MF BLANK WTR 12/8/2015 12/9/2015 QC-PERFORMED:08-DE -15

WG144109 (Shoreline-Echo Lake Storm)   Department: 5 - Microbiology   Move Date: 26-JAN-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 1/21/2016 1/21/2016 1/22/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 1/21/2016 1/21/2016 1/22/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 1/21/2016 1/21/2016 1/22/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 1/21/2016 1/21/2016 1/22/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 1/21/2016 1/21/2016 1/22/2016 FREP @ L64648-1
WG144109-1 LD MCFC-MF STORM WTR 1/21/2016 1/22/2016 L64648-1
WG144109-2 PC MCFC-MF BLANK WTR 1/21/2016 1/22/2016 QC-PERFORMED:21-JAN-16
WG144109-3 NC MCFC-MF BLANK WTR 1/21/2016 1/22/2016 QC-PERFORMED:21-JAN-16
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WG144109-4 BF MCFC-MF BLANK WTR 1/21/2016 1/22/2016 QC-PERFORMED:21-JAN-16
WG144109-5 AF MCFC-MF BLANK WTR 1/21/2016 1/22/2016 QC-PERFORMED:21-JAN-16

WG144681 ()   Department: 5 - Microbiology   Move Date: 07-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/1/2016 3/1/2016 3/2/2016
WG144680-2 PC MCFC-MF BLANK WTR 3/1/2016 3/2/2016 QC-PERFORMED: 01-MAR-16
WG144680-3 NC MCFC-MF BLANK WTR 3/1/2016 3/2/2016 QC-PERFORMED: 01-MAR-16
WG144680-4 BF MCFC-MF BLANK WTR 3/1/2016 3/2/2016 QC-PERFORMED: 01-MAR-16
WG144680-5 AF MCFC-MF BLANK WTR 3/1/2016 3/2/2016 QC-PERFORMED: 01-MAR-16

WG144816 ()   Department: 5 - Microbiology   Move Date: 18-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 3/9/2016 3/10/2016 3/11/2016
WG144816-1 PC MCFC-MF BLANK WTR 3/10/2016 3/11/2016 QC-PERFORMED: 10-MAR-16
WG144816-2 NC MCFC-MF BLANK WTR 3/10/2016 3/11/2016 QC-PERFORMED: 10-MAR-16
WG144816-3 BF MCFC-MF BLANK WTR 3/10/2016 3/11/2016 QC-PERFORMED: 10-MAR-16
WG144816-4 AF MCFC-MF BLANK WTR 3/10/2016 3/11/2016 QC-PERFORMED: 10-MAR-16

WG147869 (Shoreline-Echo Lake Storm)   Department: 5 - Microbiology   Move Date: 27-SEP-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66175-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 9/17/2016 9/17/2016 9/18/2016
L66175-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 9/17/2016 9/17/2016 9/18/2016
WG147869-1 LD MCFC-MF STORM WTR 9/17/2016 9/18/2016 L66175-4
WG147869-2 PC MCFC-MF BLANK WTR 9/17/2016 9/18/2016 QC-PERFORMED:17-SEP-16
WG147869-3 NC MCFC-MF BLANK WTR 9/17/2016 9/18/2016 QC-PERFORMED:17-SEP-16
WG147869-4 BF MCFC-MF BLANK WTR 9/17/2016 9/18/2016 QC-PERFORMED:17-SEP-16
WG147869-5 AF MCFC-MF BLANK WTR 9/17/2016 9/18/2016 QC-PERFORMED:17-SEP-16

WG148369 ()   Department: 5 - Microbiology   Move Date: 17-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
WG148370-2 PC MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-3 NC MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-4 BF MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-5 AF MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16

WG148370 (Shoreline-Echo Lake Storm)   Department: 5 - Microbiology   Move Date: 22-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66384-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
L66384-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCFC-MF STORM WTR 10/13/2016 10/13/2016 10/14/2016
WG148370-1 LD MCFC-MF STORM WTR 10/13/2016 10/14/2016 L66384-4
WG148370-2 PC MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-3 NC MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-4 BF MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16
WG148370-5 AF MCFC-MF BLANK WTR 10/13/2016 10/14/2016 QC-PERFORMED:13-OCT-16

WG154875 ()   Department: 5 - Microbiology   Move Date: 31-OCT-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
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L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2017 10/13/2017 10/14/2017
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
WG154875-1 PC MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-2 NC MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-3 BF MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-4 AF MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16

WG148783 (Shoreline-Echo Lake Storm)   Department: 5 - Microbiology   Move Date: 02-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66435-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/20/2016 10/20/2016 10/21/2016
L66435-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/20/2016 10/20/2016 10/21/2016
WG148783-1 PC MCMODEC-MF BLANK WTR 10/20/2016 10/21/2016 QC-PERFORMED:20-OCT-16
WG148783-2 NC MCMODEC-MF BLANK WTR 10/20/2016 10/21/2016 QC-PERFORMED:20-OCT-16
WG148783-3 BF MCMODEC-MF BLANK WTR 10/20/2016 10/21/2016 QC-PERFORMED:20-OCT-16
WG148783-4 AF MCMODEC-MF BLANK WTR 10/20/2016 10/21/2016 QC-PERFORMED:20-OCT-16
WG148783-5 LD MCMODEC-MF STORM WTR 10/20/2016 10/21/2016 L66435-2

WG148784 ()   Department: 5 - Microbiology   Move Date: 02-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
WG148784-1 PC MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-2 NC MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-3 BF MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-4 AF MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16

WG148785 ()   Department: 5 - Microbiology   Move Date: 02-NOV-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66499-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
L66499-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/26/2016 10/26/2016 10/27/2016
WG148784-1 PC MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-2 NC MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-3 BF MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16
WG148784-4 AF MCMODEC-MF BLANK WTR 10/26/2016 10/27/2016 QC-PERFORMED:26-OCT-16

WG149830 (Shoreline-Echo Lake Storm)   Department: 5 - Microbiology   Move Date: 26-JAN-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/18/2017 1/18/2017 1/19/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/18/2017 1/18/2017 1/19/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 1/17/2017 1/18/2017 1/19/2017
WG149830-1 LD MCMODEC-MF STORM WTR 1/18/2017 1/19/2017 L66938-17
WG149830-2 PC MCMODEC-MF BLANK WTR 1/18/2017 1/19/2017 QC-PERFORMED:18-JAN-17
WG149830-3 NC MCMODEC-MF BLANK WTR 1/18/2017 1/19/2017 QC-PERFORMED:18-JAN-17
WG149831-4 BF MCFC-MF BLANK WTR 1/18/2017 1/19/2017 QC-PERFORMED:18-JAN-17
WG149831-5 AF MCFC-MF BLANK WTR 1/18/2017 1/19/2017 QC-PERFORMED:18-JAN-17

WG150142 ()   Department: 5 - Microbiology   Move Date: 22-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/9/2017 2/9/2017 2/10/2017
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WG150130-3 BF MCMODEC-MF BLANK WTR 2/9/2017 2/10/2017 QC-PERFORMED:09-FEB-17
WG150130-4 AF MCMODEC-MF BLANK WTR 2/9/2017 2/10/2017 QC-PERFORMED:09-FEB-17
WG150142-1 PC MCMODEC-MF BLANK WTR 2/9/2017 2/10/2017 QC-PERFORMED:09-FEB-17
WG150142-2 NC MCMODEC-MF BLANK WTR 2/9/2017 2/10/2017 QC-PERFORMED:09-FEB-17

WG150278 ()   Department: 5 - Microbiology   Move Date: 22-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/15/2017 2/16/2017 2/17/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/15/2017 2/16/2017 2/17/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/15/2017 2/16/2017 2/17/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 2/15/2017 2/16/2017 2/17/2017
WG150278-1 PC MCMODEC-MF BLANK WTR 2/16/2017 2/17/2017 QC-PERFORMED:16-FEB-17
WG150278-2 NC MCMODEC-MF BLANK WTR 2/16/2017 2/17/2017 QC-PERFORMED:16-FEB-17
WG150278-3 BF MCMODEC-MF BLANK WTR 2/16/2017 2/17/2017 QC PERFORMED: 16-FEB-17
WG150278-4 AF MCMODEC-MF BLANK WTR 2/16/2017 2/17/2017 QC PERFORMED: 16-FEB-17

WG143599 (12/16/15 Misc Totals)   Department: 6 - Metals   Move Date: 28-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64116-1 421422-VASWSWD Vashon Surface Water Quarterly Locatio  MTHARD-ICPMS FRESH WTR 12/11/2015 12/16/2015 12/24/2015
L64116-1 421422-VASWSWD Vashon Surface Water Quarterly Locatio  MTICPMS FRESH WTR 12/11/2015 12/16/2015 12/19/2015
L64196-1 421195-180 Mercer Island Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/7/2015 12/16/2015 12/24/2015
L64196-1 421195-180 Mercer Island Stormwater Monitoring MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64196-2 421195-180 Mercer Island Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/7/2015 12/16/2015 12/24/2015
L64196-2 421195-180 Mercer Island Stormwater Monitoring MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64196-3 421195-180 Mercer Island Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/7/2015 12/16/2015 12/24/2015
L64196-3 421195-180 Mercer Island Stormwater Monitoring MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64196-4 421195-180 Mercer Island Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/7/2015 12/16/2015 12/24/2015
L64196-4 421195-180 Mercer Island Stormwater Monitoring MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64196-5 421195-180 Mercer Island Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/7/2015 12/16/2015 12/24/2015
L64196-5 421195-180 Mercer Island Stormwater Monitoring MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64254-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/14/2015 12/16/2015 12/19/2015
L64254-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/11/2015 12/16/2015 12/19/2015
L64254-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/11/2015 12/16/2015 12/19/2015
L64254-13 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/10/2015 12/16/2015 12/19/2015
L64254-14 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/14/2015 12/16/2015 12/19/2015
L64254-21 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/14/2015 12/16/2015 12/19/2015
L64254-22 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 12/14/2015 12/16/2015 12/19/2015
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L64369-1 421185-100 Elliot West CSO Plant MTICPMS STORM WTR 12/6/2015 12/16/2015 12/19/2015
L64374-1 421185-100 Elliot West CSO Plant MTICPMS STORM WTR 12/7/2015 12/16/2015 12/19/2015
L64374-2 421185-100 Elliot West CSO Plant MTICPMS STORM WTR 12/8/2015 12/16/2015 12/19/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/8/2015 12/16/2015 12/24/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 12/8/2015 12/16/2015 12/19/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/8/2015 12/16/2015 12/24/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 12/8/2015 12/16/2015 12/19/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/8/2015 12/16/2015 12/24/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 12/8/2015 12/16/2015 12/19/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 12/8/2015 12/16/2015 12/24/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 12/8/2015 12/16/2015 12/19/2015
WG143599-1 MB MTHARD-ICPMS BLANK WTR 12/16/2015 12/24/2015 METHOD BLANK
WG143599-1 MB MTICPMS BLANK WTR 12/16/2015 12/19/2015 METHOD BLANK
WG143599-2 SB MTHARD-ICPMS BLANK WTR 12/16/2015 12/24/2015 WG143599-1 MS-20
WG143599-2 SB MTICPMS BLANK WTR 12/16/2015 12/19/2015 WG143599-1 MS-20
WG143599-3 LD MTHARD-ICPMS FRESH WTR 12/16/2015 12/24/2015 L64116-1 RPD-LIQ
WG143599-3 LD MTICPMS FRESH WTR 12/16/2015 12/19/2015 L64116-1 RPD-LIQ
WG143599-4 MS MTHARD-ICPMS FRESH WTR 12/16/2015 12/24/2015 L64116-1 MS-20
WG143599-4 MS MTICPMS FRESH WTR 12/16/2015 12/19/2015 L64116-1 MS-20

WG143810 (SWD, Echo LK)   Department: 6 - Metals   Move Date: 06-JAN-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64336-1 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-2 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-3 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-4 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-7 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-8 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-10 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-11 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64336-12 421422-CHSWSWD-CHSW M Cedar Hills Surface Water MonMTICPMS-DISS FRESH WTR 12/14/2015 12/30/2015 1/6/2016
L64362-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/21/2015 12/30/2015 1/6/2016
L64362-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/21/2015 12/30/2015 1/6/2016
L64362-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/21/2015 12/30/2015 1/6/2016
L64362-5 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/21/2015 12/30/2015 1/6/2016
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 12/8/2015 12/30/2015 1/6/2016
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 12/8/2015 12/30/2015 1/6/2016
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 12/8/2015 12/30/2015 1/6/2016
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 12/8/2015 12/30/2015 1/6/2016
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L64421-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/22/2015 12/30/2015 1/6/2016
L64421-4 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/22/2015 12/30/2015 1/6/2016
L64421-6 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 12/22/2015 12/30/2015 1/6/2016
WG143810-1 MB MTICPMS-DISS BLANK WTR 12/30/2015 1/6/2016 METHOD BLANK
WG143810-2 SB MTICPMS-DISS BLANK WTR 12/30/2015 1/6/2016 WG143810-1 MS-20
WG143810-3 LD MTICPMS-DISS FRESH WTR 12/30/2015 1/6/2016 L64336-3 RPD-LIQ
WG143810-4 MS MTICPMS-DISS FRESH WTR 12/30/2015 1/6/2016 L64336-3 MS-20

WG144203 (SWD,hrdnss 29-JAN-16)   Department: 6 - Metals   Move Date: 04-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64524-1 421422-VALS-SWD-VALS-M Vashon Leachate Monthly MTICP LEACHATE 1/13/2016 1/29/2016 2/1/2016
L64524-3 421422-VALS-SWD-VALS-M Vashon Leachate Monthly MTICP LEACHATE 1/13/2016 1/29/2016 2/1/2016
L64525-1 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly MTICP LEACHATE 1/13/2016 1/29/2016 2/1/2016
L64525-3 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly MTICP LEACHATE 1/13/2016 1/29/2016 2/1/2016
L64525-4 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly MTICP LEACHATE 1/14/2016 1/29/2016 2/1/2016
L64525-5 421422-CHLS-SWD-CHLS-M Cedar Hills Leachate Monthly MTICP LEACHATE 1/12/2016 1/29/2016 2/1/2016
L64572-1 421422-VALS-SWD-VALS-P Vashon Leachate Permit MTICP LEACHATE 1/26/2016 1/29/2016 2/1/2016
L64581-1 421422-FALS SWD-FALS Factoria Wastewater Permit MTICP LEACHATE 1/27/2016 1/29/2016 2/1/2016
L64582-1 421422-RELS SWD-RELS Renton Wastewater Permit MTICP LEACHATE 1/27/2016 1/29/2016 2/1/2016
L64583-1 421422-HTLS SWD-HTLS Houghton Wastewater Permit MTICP LEACHATE 1/27/2016 1/29/2016 2/1/2016
L64586-1 421422-ALLS SWD-ALLS Algona Wastewater Permit MTICP LEACHATE 1/27/2016 1/29/2016 2/1/2016
L64586-2 421422-ALLS SWD-ALLS Algona Wastewater Permit MTICP LEACHATE 1/27/2016 1/29/2016 2/1/2016
L64641-4 421193 Department of Health - General MTHARD-ICP FRESH WTR 1/22/2016 1/29/2016 2/1/2016
L64641-4 421193 Department of Health - General MTICP FRESH WTR 1/22/2016 1/29/2016 2/1/2016
L64641-5 421193 Department of Health - General MTHARD-ICP FRESH WTR 1/22/2016 1/29/2016 2/1/2016
L64641-5 421193 Department of Health - General MTICP FRESH WTR 1/22/2016 1/29/2016 2/1/2016
L64691-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICP FRESH WTR 1/26/2016 1/29/2016 2/1/2016
L64691-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICP FRESH WTR 1/26/2016 1/29/2016 2/1/2016
L64691-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICP STORM WTR 1/26/2016 1/29/2016 2/1/2016
L64691-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICP STORM WTR 1/26/2016 1/29/2016 2/1/2016
L64691-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICP STORM WTR 1/26/2016 1/29/2016 2/1/2016
L64691-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICP STORM WTR 1/26/2016 1/29/2016 2/1/2016
L64692-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICP FRESH WTR 1/27/2016 1/29/2016 2/1/2016
L64692-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICP FRESH WTR 1/27/2016 1/29/2016 2/1/2016
WG144203-1 SB MTHARD-ICP BLANK WTR 1/29/2016 2/1/2016 WG144203-2 ICPM
WG144203-1 SB MTICP BLANK WTR 1/29/2016 2/1/2016 WG144203-2 ICPM
WG144203-2 MB MTHARD-ICP BLANK WTR 1/29/2016 2/1/2016 METHOD BLANK
WG144203-2 MB MTICP BLANK WTR 1/29/2016 2/1/2016 METHOD BLANK
WG144203-3 LD MTICP LEACHATE 1/29/2016 2/1/2016 L64525-3 RPD-LIQ
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WG144203-4 MS MTICP LEACHATE 1/29/2016 2/1/2016 L64525-3 ICPM
WG144203-5 LD MTHARD-ICP FRESH WTR 1/29/2016 2/1/2016 L64641-5 RPD-LIQ
WG144203-5 LD MTICP FRESH WTR 1/29/2016 2/1/2016 L64641-5 RPD-LIQ
WG144203-6 MS MTHARD-ICP FRESH WTR 1/29/2016 2/1/2016 L64641-5 ICPM
WG144203-6 MS MTICP FRESH WTR 1/29/2016 2/1/2016 L64641-5 ICPM

WG144318 (2/4/16 Misc Totals)   Department: 6 - Metals   Move Date: 05-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64503-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 1/22/2016 2/4/2016 2/4/2016
L64512-1 421185-100 Elliot West CSO Plant MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64512-1 421185-100 Elliot West CSO Plant MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64513-1 421185-200 Carkeek CSO Plant MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64513-1 421185-200 Carkeek CSO Plant MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64513-4 421185-200 Carkeek CSO Plant MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64513-4 421185-200 Carkeek CSO Plant MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64513-5 421185-200 Carkeek CSO Plant MTHARD-ICPMS STORM WTR 1/22/2016 2/4/2016 2/5/2016
L64513-5 421185-200 Carkeek CSO Plant MTICPMS STORM WTR 1/22/2016 2/4/2016 2/4/2016
L64514-1 421185-300 Alki CSO Plant MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64514-1 421185-300 Alki CSO Plant MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64514-4 421185-300 Alki CSO Plant MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64514-4 421185-300 Alki CSO Plant MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64529-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 1/29/2016 2/4/2016 2/4/2016
L64620-1 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64620-2 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64620-4 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64620-6 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64620-7 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64620-10 421937 Brightwater Operations MTICPMS STORM WTR 1/13/2016 2/4/2016 2/4/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/21/2016 2/4/2016 2/5/2016 FREP @ L64648-1
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/21/2016 2/4/2016 2/4/2016 FREP @ L64648-1
L64699-1 423639-001 Fremont Siphon Construction MTICPMS OTHR WTR 2/3/2016 2/4/2016 2/4/2016



133 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

WG144318-1 MB MTHARD-ICPMS BLANK WTR 2/4/2016 2/5/2016 METHOD BLANK
WG144318-1 MB MTICPMS BLANK WTR 2/4/2016 2/4/2016 METHOD BLANK
WG144318-2 SB MTHARD-ICPMS BLANK WTR 2/4/2016 2/5/2016 WG144318-1 MS-20
WG144318-2 SB MTICPMS BLANK WTR 2/4/2016 2/4/2016 WG144318-1 MS-20
WG144318-3 LD MTICPMS GRND WTR 2/4/2016 2/4/2016 L64503-4 RPD-LIQ
WG144318-4 MS MTICPMS GRND WTR 2/4/2016 2/4/2016 L64503-4 MS-20
WG144318-5 LD MTHARD-ICPMS STORM WTR 2/4/2016 2/5/2016 L64512-1 RPD-LIQ
WG144318-5 LD MTICPMS STORM WTR 2/4/2016 2/4/2016 L64512-1 RPD-LIQ
WG144318-6 MS MTHARD-ICPMS STORM WTR 2/4/2016 2/5/2016 L64512-1 MS-20
WG144318-6 MS MTICPMS STORM WTR 2/4/2016 2/4/2016 L64512-1 MS-20

WG144381 (SWD diss)   Department: 6 - Metals   Move Date: 12-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64512-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 1/21/2016 2/9/2016 2/11/2016
L64529-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 1/29/2016 2/9/2016 2/11/2016
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/21/2016 2/9/2016 2/11/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/21/2016 2/9/2016 2/11/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/21/2016 2/9/2016 2/11/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/21/2016 2/9/2016 2/11/2016
L64717-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/1/2016 2/9/2016 2/11/2016
L64717-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/1/2016 2/9/2016 2/11/2016
L64717-5 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/1/2016 2/9/2016 2/11/2016
L64727-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/5/2016 2/9/2016 2/11/2016
L64727-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/3/2016 2/9/2016 2/11/2016
L64729-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/2/2016 2/9/2016 2/11/2016
L64729-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/2/2016 2/9/2016 2/11/2016
L64729-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/2/2016 2/9/2016 2/11/2016
L64732-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/3/2016 2/9/2016 2/11/2016
L64732-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/3/2016 2/9/2016 2/11/2016
L64732-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/3/2016 2/9/2016 2/11/2016
L64733-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/4/2016 2/9/2016 2/11/2016
L64733-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 2/4/2016 2/9/2016 2/11/2016
WG144381-1 MB MTICPMS-DISS BLANK WTR 2/9/2016 2/11/2016 METHOD BLANK
WG144381-2 SB MTICPMS-DISS BLANK WTR 2/9/2016 2/11/2016 WG144381-1 MS-20
WG144381-3 LD MTICPMS-DISS GRND WTR 2/9/2016 2/11/2016 L64717-4 RPD-LIQ
WG144381-4 MS MTICPMS-DISS GRND WTR 2/9/2016 2/11/2016 L64717-4 MS-20

WG145188 (Echo LK)   Department: 6 - Metals   Move Date: 06-APR-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/1/2016 3/31/2016 4/5/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/1/2016 3/31/2016 4/4/2016
WG145188-1 MB MTHARD-ICPMS BLANK WTR 3/31/2016 4/5/2016 METHOD BLANK
WG145188-1 MB MTICPMS BLANK WTR 3/31/2016 4/4/2016 METHOD BLANK
WG145188-2 SB MTHARD-ICPMS BLANK WTR 3/31/2016 4/5/2016 WG145188-1 MS-20
WG145188-2 SB MTICPMS BLANK WTR 3/31/2016 4/4/2016 WG145188-1 MS-20
WG145188-3 LD MTHARD-ICPMS STORM WTR 3/31/2016 4/5/2016 L64921-7 RPD-LIQ
WG145188-3 LD MTICPMS STORM WTR 3/31/2016 4/4/2016 L64921-7 RPD-LIQ
WG145188-4 MS MTHARD-ICPMS STORM WTR 3/31/2016 4/5/2016 L64921-7 MS-20
WG145188-4 MS MTICPMS STORM WTR 3/31/2016 4/4/2016 L64921-7 MS-20

WG145215 (SWD, Echo LK, Elliot West)   Department: 6 - Metals   Move Date: 13-APR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64880-8 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/15/2016 4/4/2016 4/4/2016
L64880-9 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64880-10 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/15/2016 4/4/2016 4/4/2016
L64880-11 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64880-12 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/15/2016 4/4/2016 4/4/2016
L64881-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64881-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64912-2 423650 Elliott West Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
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L64913-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64921-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/1/2016 4/4/2016 4/4/2016
L64964-1 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
L64968-3 421422-PUGWSWD-PUGW Puyallup Groundwater QuarterlyMTICPMS-DISS GRND WTR 3/16/2016 4/4/2016 4/4/2016
WG145215-1 MB MTICPMS-DISS BLANK WTR 4/4/2016 4/4/2016 METHOD BLANK
WG145215-2 SB MTICPMS-DISS BLANK WTR 4/4/2016 4/4/2016 WG145215-1 MS-20
WG145215-3 LD MTICPMS-DISS GRND WTR 4/4/2016 4/4/2016 L64880-9 RPD-LIQ
WG145215-4 MS MTICPMS-DISS GRND WTR 4/4/2016 4/4/2016 L64880-9 MS-20

WG145236 (Elliot West, Echo LK)   Department: 6 - Metals   Move Date: 07-APR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64993-1 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-2 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-3 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-4 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-5 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-6 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/1/2016 4/5/2016 4/5/2016
L64993-7 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/4/2016 4/5/2016 4/5/2016
L64993-8 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/4/2016 4/5/2016 4/5/2016
L64993-9 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/4/2016 4/5/2016 4/5/2016
L64993-10 421937-300 Brightwater Special Requests MTICPMS OTHR WTR 3/4/2016 4/5/2016 4/5/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
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L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/9/2016 4/5/2016 4/6/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 3/9/2016 4/5/2016 4/5/2016
WG145236-1 MB MTHARD-ICPMS BLANK WTR 4/5/2016 4/6/2016 METHOD BLANK
WG145236-1 MB MTICPMS BLANK WTR 4/5/2016 4/5/2016 METHOD BLANK
WG145236-2 SB MTHARD-ICPMS BLANK WTR 4/5/2016 4/6/2016 WG145236-1 MS-20
WG145236-2 SB MTICPMS BLANK WTR 4/5/2016 4/5/2016 WG145236-1 MS-20
WG145236-3 LD MTHARD-ICPMS STORM WTR 4/5/2016 4/6/2016 L64999-11 RPD-LIQ
WG145236-3 LD MTICPMS STORM WTR 4/5/2016 4/5/2016 L64999-11 RPD-LIQ
WG145236-4 MS MTHARD-ICPMS STORM WTR 4/5/2016 4/6/2016 L64999-11 MS-20
WG145236-4 MS MTICPMS STORM WTR 4/5/2016 4/5/2016 L64999-11 MS-20

WG145266 (Echo LK)   Department: 6 - Metals   Move Date: 08-APR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016
L65007-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/9/2016 4/7/2016 4/7/2016 FREP @ 65007-3
WG145266-1 MB MTICPMS-DISS BLANK WTR 4/7/2016 4/7/2016 METHOD BLANK
WG145266-2 SB MTICPMS-DISS BLANK WTR 4/7/2016 4/7/2016 WG145266-1 MS-20
WG145266-3 LD MTICPMS-DISS STORM WTR 4/7/2016 4/7/2016 L64999-5 RPD-LIQ
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WG145266-4 MS MTICPMS-DISS STORM WTR 4/7/2016 4/7/2016 L64999-5 MS-20

WG146738 (14-JUL-16 swd)   Department: 6 - Metals   Move Date: 20-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65236-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/6/2016 7/14/2016 7/19/2016
L65236-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/6/2016 7/14/2016 7/19/2016
L65236-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/6/2016 7/14/2016 7/19/2016
L65476-1 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermMTICPMS STORM WTR 7/12/2016 7/14/2016 7/19/2016
L65476-3 421422-CHSWSWD-CHSW P Cedar Hills Surface Water PermMTICPMS STORM WTR 7/12/2016 7/14/2016 7/19/2016
L65510-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 6/27/2016 7/14/2016 7/20/2016
L65510-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 6/27/2016 7/14/2016 7/19/2016
L65510-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 6/27/2016 7/14/2016 7/20/2016
L65510-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 6/27/2016 7/14/2016 7/19/2016
L65510-4 421422-VASWSWD Vashon Surface Water Quarterly Locatio  MTHARD-ICPMS FRESH WTR 6/29/2016 7/14/2016 7/20/2016
L65510-4 421422-VASWSWD Vashon Surface Water Quarterly Locatio  MTICPMS FRESH WTR 6/29/2016 7/14/2016 7/19/2016
L65510-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 6/27/2016 7/14/2016 7/20/2016
L65510-5 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 6/27/2016 7/14/2016 7/19/2016
L65510-6 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 6/27/2016 7/14/2016 7/20/2016
L65510-6 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 6/27/2016 7/14/2016 7/19/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 6/23/2016 7/14/2016 7/20/2016
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 6/23/2016 7/14/2016 7/19/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 6/23/2016 7/14/2016 7/20/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 6/23/2016 7/14/2016 7/19/2016
L65701-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/8/2016 7/14/2016 7/19/2016
L65701-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/7/2016 7/14/2016 7/19/2016
L65701-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/8/2016 7/14/2016 7/19/2016
L65701-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/11/2016 7/14/2016 7/19/2016
L65701-7 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/8/2016 7/14/2016 7/19/2016
L65702-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/8/2016 7/14/2016 7/19/2016
L65702-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/8/2016 7/14/2016 7/19/2016
L65702-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 7/11/2016 7/14/2016 7/19/2016
WG146738-1 MB MTHARD-ICPMS BLANK WTR 7/14/2016 7/20/2016 METHOD BLANK
WG146738-1 MB MTICPMS BLANK WTR 7/14/2016 7/19/2016 METHOD BLANK
WG146738-2 SB MTHARD-ICPMS BLANK WTR 7/14/2016 7/20/2016 WG146738-1 MS-20
WG146738-2 SB MTICPMS BLANK WTR 7/14/2016 7/19/2016 WG146738-1 MS-20
WG146738-3 LD MTHARD-ICPMS FRESH WTR 7/14/2016 7/20/2016 L65510-1 RPD-LIQ
WG146738-3 LD MTICPMS FRESH WTR 7/14/2016 7/19/2016 L65510-1 RPD-LIQ
WG146738-4 MS MTHARD-ICPMS FRESH WTR 7/14/2016 7/20/2016 L65510-1 MS-20
WG146738-4 MS MTICPMS FRESH WTR 7/14/2016 7/19/2016 L65510-1 MS-20
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WG146905 (7/22/16 Echo Lake Diss)   Department: 6 - Metals   Move Date: 22-JUL-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65650-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 6/23/2016 7/22/2016 7/22/2016
L65650-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 6/23/2016 7/22/2016 7/22/2016
WG146905-1 MB MTICPMS-DISS BLANK WTR 7/22/2016 7/22/2016 METHOD BLANK
WG146905-2 SB MTICPMS-DISS BLANK WTR 7/22/2016 7/22/2016 WG146905-1 MS-20
WG146905-3 LD MTICPMS-DISS STORM WTR 7/22/2016 7/22/2016 L65650-1 RPD-LIQ
WG146905-4 MS MTICPMS-DISS STORM WTR 7/22/2016 7/22/2016 L65650-1 MS-20

WG147984 (SWD, Echo LK)   Department: 6 - Metals   Move Date: 29-SEP-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66065-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 9/15/2016 9/26/2016 9/26/2016
L66066-1 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 9/15/2016 9/26/2016 9/26/2016
L66066-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 9/13/2016 9/26/2016 9/26/2016
L66066-5 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 9/13/2016 9/26/2016 9/26/2016
L66068-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66068-3 421422-DUGWSWD-DUGW Duvall Groundwater Quarterly MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66068-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/19/2016 9/26/2016 9/26/2016
L66068-5 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66068-6 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66111-1 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/15/2016 9/26/2016 9/26/2016
L66111-3 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/15/2016 9/26/2016 9/26/2016
L66111-4 421422-HTGWSWD-HTGW Houghton Groundwater Quarter MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66123-4 421196-130 Roads Groundwater MTICPMS-DISS GRND WTR 9/16/2016 9/26/2016 9/26/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 9/17/2016 9/26/2016 9/26/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 9/17/2016 9/26/2016 9/26/2016
WG147984-1 MB MTICPMS-DISS BLANK WTR 9/26/2016 9/26/2016 METHOD BLANK
WG147984-2 SB MTICPMS-DISS BLANK WTR 9/26/2016 9/26/2016 WG147984-1 MS-20
WG147984-3 LD MTICPMS-DISS GRND WTR 9/26/2016 9/26/2016 L66068-3 RPD-LIQ
WG147984-4 MS MTICPMS-DISS GRND WTR 9/26/2016 9/26/2016 L66068-3 MS-20

WG148332 (12-OCT-16 SWD, Storms Dis)   Department: 6 - Metals   Move Date: 21-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66151-1 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 9/29/2016 10/12/2016 10/12/2016
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L66151-2 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 9/26/2016 10/12/2016 10/12/2016
L66151-4 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 9/28/2016 10/12/2016 10/12/2016
L66151-5 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 9/28/2016 10/12/2016 10/12/2016
L66151-6 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66151-7 421195-240 Horseshoe Lake WQ MTICPMS-DISS GRND WTR 9/26/2016 10/12/2016 10/12/2016
L66154-1 421195-240 Horseshoe Lake WQ MTICPMS-DISS FRESH WTR 9/29/2016 10/12/2016 10/12/2016
L66154-3 421195-240 Horseshoe Lake WQ MTICPMS-DISS FRESH WTR 9/29/2016 10/12/2016 10/12/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66305-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66305-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/7/2016 10/12/2016 10/12/2016
L66305-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/7/2016 10/12/2016 10/12/2016
L66305-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66307-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66307-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66333-1 423589-330-4Green Rvr PCB/PAH Loading MTICPMS-DISS STORM WTR 10/6/2016 10/12/2016 10/12/2016 SAMP
L66333-2 423589-330-4Green Rvr PCB/PAH Loading MTICPMS-DISS STORM WTR 10/6/2016 10/12/2016 10/12/2016 SAMP
WG148332-1 MB MTICPMS-DISS BLANK WTR 10/12/2016 10/12/2016 METHOD BLANK
WG148332-2 SB MTICPMS-DISS BLANK WTR 10/12/2016 10/12/2016 WG148332-1 MS-20
WG148332-3 LD MTICPMS-DISS GRND WTR 10/12/2016 10/12/2016 L66151-1 RPD-LIQ
WG148332-4 MS MTICPMS-DISS GRND WTR 10/12/2016 10/12/2016 L66151-1 MS-20
WG148332-5 LD MTICPMS-DISS GRND WTR 10/12/2016 10/12/2016 L66305-1 RPD-LIQ
WG148332-6 MS MTICPMS-DISS GRND WTR 10/12/2016 10/12/2016 L66305-1 MS-20

WG148337 (Echo LK, SWD)   Department: 6 - Metals   Move Date: 19-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65721-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/11/2016 10/12/2016 10/12/2016
L65721-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/11/2016 10/12/2016 10/12/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 9/17/2016 10/12/2016 10/19/2016
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 9/17/2016 10/12/2016 10/12/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 9/17/2016 10/12/2016 10/19/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 9/17/2016 10/12/2016 10/12/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/6/2016 10/12/2016 10/19/2016
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/6/2016 10/12/2016 10/19/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/6/2016 10/12/2016 10/12/2016
L66298-1 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- MTICPMS GRND WTR 10/5/2016 10/12/2016 10/12/2016
L66298-3 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- MTICPMS GRND WTR 10/5/2016 10/12/2016 10/12/2016
L66298-4 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- MTICPMS GRND WTR 10/5/2016 10/12/2016 10/12/2016
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L66298-5 421422-CHGWSWD-CHGW-OS Cedar Hills Groundwater Off- MTICPMS GRND WTR 10/5/2016 10/12/2016 10/12/2016
L66302-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66302-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66302-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66302-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/6/2016 10/12/2016 10/12/2016
L66305-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66305-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/7/2016 10/12/2016 10/12/2016
L66305-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/7/2016 10/12/2016 10/12/2016
L66305-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66307-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/10/2016 10/12/2016 10/12/2016
L66307-4 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS GRND WTR 10/10/2016 10/12/2016 10/12/2016
WG148337-1 MB MTHARD-ICPMS BLANK WTR 10/12/2016 10/19/2016 METHOD BLANK
WG148337-1 MB MTICPMS BLANK WTR 10/12/2016 10/12/2016 METHOD BLANK
WG148337-2 SB MTHARD-ICPMS BLANK WTR 10/12/2016 10/19/2016 WG148337-1 MS-20
WG148337-2 SB MTICPMS BLANK WTR 10/12/2016 10/12/2016 WG148337-1 MS-20
WG148337-3 LD MTHARD-ICPMS STORM WTR 10/12/2016 10/19/2016 L66175-1 RPD-LIQ
WG148337-3 LD MTICPMS STORM WTR 10/12/2016 10/12/2016 L66175-1 RPD-LIQ
WG148337-4 MS MTHARD-ICPMS STORM WTR 10/12/2016 10/19/2016 L66175-1 MS-20
WG148337-4 MS MTICPMS STORM WTR 10/12/2016 10/12/2016 L66175-1 MS-20
WG148337-5 LD MTICPMS GRND WTR 10/12/2016 10/12/2016 L66298-5 RPD-LIQ
WG148337-6 MS MTICPMS GRND WTR 10/12/2016 10/12/2016 L66298-5 MS-20

WG148522 (20-OCT-16 SWD Diss)   Department: 6 - Metals   Move Date: 27-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L65721-2 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/11/2016 10/20/2016 10/20/2016
L65721-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/11/2016 10/20/2016 10/20/2016
L66162-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 10/14/2016 10/20/2016 10/20/2016
L66163-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66307-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/11/2016 10/20/2016 10/20/2016
L66315-1 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/13/2016 10/20/2016 10/20/2016
L66318-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 10/13/2016 10/20/2016 10/20/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/13/2016 10/20/2016 10/20/2016
L66403-1 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  MTICPMS-DISS FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66403-2 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  MTICPMS-DISS FRESH WTR 10/14/2016 10/20/2016 10/20/2016



141 of 163

LIMSView Batch Report for SAM Echo Lake Stormwater Sampling - Data Validation

L66403-3 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  MTICPMS-DISS FRESH WTR 10/14/2016 10/20/2016 10/20/2016
L66403-4 421422-CHSWSWD-CHSW - A5 TD Cedar Hills Surface Area 5  MTICPMS-DISS FRESH WTR 10/14/2016 10/20/2016 10/20/2016
WG148522-1 MB MTICPMS-DISS BLANK WTR 10/20/2016 10/20/2016 METHOD BLANK
WG148522-2 SB MTICPMS-DISS BLANK WTR 10/20/2016 10/20/2016 WG148522-1 MS-20
WG148522-3 LD MTICPMS-DISS GRND WTR 10/20/2016 10/20/2016 L65721-2 RPD-LIQ
WG148522-4 MS MTICPMS-DISS GRND WTR 10/20/2016 10/20/2016 L65721-2 MS-20

WG148782 (02-NOV-16 Echo Lk, Fed Wa)   Department: 6 - Metals   Move Date: 08-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/13/2016 11/2/2016 11/7/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/13/2016 11/2/2016 11/3/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/2/2016 11/7/2016
L66385-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/2/2016 11/3/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/2/2016 11/7/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/2/2016 11/3/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/2/2016 11/7/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/2/2016 11/3/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/2/2016 11/7/2016
L66385-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/2/2016 11/3/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/19/2016 11/2/2016 11/7/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/19/2016 11/2/2016 11/3/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/19/2016 11/2/2016 11/7/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/19/2016 11/2/2016 11/3/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/20/2016 11/2/2016 11/7/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/20/2016 11/2/2016 11/3/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/20/2016 11/2/2016 11/7/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/20/2016 11/2/2016 11/3/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/20/2016 11/2/2016 11/7/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/20/2016 11/2/2016 11/3/2016
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L66453-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/20/2016 11/2/2016 11/7/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/20/2016 11/2/2016 11/3/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/19/2016 11/2/2016 11/7/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/19/2016 11/2/2016 11/3/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/19/2016 11/2/2016 11/7/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/19/2016 11/2/2016 11/3/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/19/2016 11/2/2016 11/7/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/19/2016 11/2/2016 11/3/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/20/2016 11/2/2016 11/7/2016 FREP@L66453-3
L66453-8 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/20/2016 11/2/2016 11/3/2016 FREP@L66453-3
WG148782-1 MB MTHARD-ICPMS BLANK WTR 11/2/2016 11/7/2016 METHOD BLANK
WG148782-1 MB MTICPMS BLANK WTR 11/2/2016 11/3/2016 METHOD BLANK
WG148782-2 SB MTHARD-ICPMS BLANK WTR 11/2/2016 11/7/2016 WG148782-1 MS-20
WG148782-2 SB MTICPMS BLANK WTR 11/2/2016 11/3/2016 WG148782-1 MS-20
WG148782-3 LD MTHARD-ICPMS STORM WTR 11/2/2016 11/7/2016 L66384-1 RPD-LIQ
WG148782-3 LD MTICPMS STORM WTR 11/2/2016 11/3/2016 L66384-1 RPD-LIQ
WG148782-4 MS MTHARD-ICPMS STORM WTR 11/2/2016 11/7/2016 L66384-1 MS-20
WG148782-4 MS MTICPMS STORM WTR 11/2/2016 11/3/2016 L66384-1 MS-20

WG148826 (04-NOV-16 Echo, FedWay Di)   Department: 6 - Metals   Move Date: 18-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016 FREP@WBI
L66453-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/20/2016 11/4/2016 11/4/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/20/2016 11/4/2016 11/4/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/20/2016 11/4/2016 11/4/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/19/2016 11/4/2016 11/4/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/19/2016 11/4/2016 11/4/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/19/2016 11/4/2016 11/4/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/20/2016 11/4/2016 11/4/2016 FREP@L66453-3
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/4/2016 11/4/2016
WG148826-1 MB MTICPMS-DISS BLANK WTR 11/4/2016 11/4/2016 METHOD BLANK
WG148826-2 SB MTICPMS-DISS BLANK WTR 11/4/2016 11/4/2016 WG148826-1 MS-20
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WG148826-3 LD MTICPMS-DISS STORM WTR 11/4/2016 11/4/2016 L66453-3 RPD-LIQ
WG148826-4 MS MTICPMS-DISS STORM WTR 11/4/2016 11/4/2016 L66453-3 MS-20

WG148827 (04-NOV-16 Echo, FedWay)   Department: 6 - Metals   Move Date: 23-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66385-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66385-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66385-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66385-8 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016 FREP@WBI
L66385-8 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016 FREP@WBI
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 11/4/2016 11/16/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 11/4/2016 11/7/2016
WG148827-1 MB MTHARD-ICPMS BLANK WTR 11/4/2016 11/16/2016 METHOD BLANK
WG148827-1 MB MTICPMS BLANK WTR 11/4/2016 11/7/2016 METHOD BLANK
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WG148827-2 SB MTHARD-ICPMS BLANK WTR 11/4/2016 11/16/2016 WG148827-1 MS-20
WG148827-2 SB MTICPMS BLANK WTR 11/4/2016 11/7/2016 WG148827-1 MS-20
WG148827-3 LD MTHARD-ICPMS STORM WTR 11/4/2016 11/16/2016 L66385-8 RPD-LIQ
WG148827-3 LD MTICPMS STORM WTR 11/4/2016 11/7/2016 L66385-8 RPD-LIQ
WG148827-4 MS MTHARD-ICPMS STORM WTR 11/4/2016 11/16/2016 L66385-8 MS-20
WG148827-4 MS MTICPMS STORM WTR 11/4/2016 11/7/2016 L66385-8 MS-20

WG148971 (SWD, Federal Way Diss)   Department: 6 - Metals   Move Date: 18-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66351-5 421422-CHGWSWD-CHGW Cedar Hills Groundwater Quarte MTICPMS-DISS GRND WTR 11/2/2016 11/15/2016 11/15/2016
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/19/2016 11/15/2016 11/15/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/19/2016 11/15/2016 11/15/2016
L66442-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 10/20/2016 11/15/2016 11/15/2016
L66442-3 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 10/20/2016 11/15/2016 11/15/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/20/2016 11/15/2016 11/15/2016
L66536-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/4/2016 11/15/2016 11/15/2016
L66537-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/7/2016 11/15/2016 11/15/2016
L66537-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/3/2016 11/15/2016 11/15/2016
L66537-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/3/2016 11/15/2016 11/15/2016
L66537-5 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/3/2016 11/15/2016 11/15/2016
L66537-6 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/3/2016 11/15/2016 11/15/2016
L66538-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/4/2016 11/15/2016 11/15/2016
L66538-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/4/2016 11/15/2016 11/15/2016
L66538-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/4/2016 11/15/2016 11/15/2016
L66550-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/7/2016 11/15/2016 11/15/2016
L66553-1 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/7/2016 11/15/2016 11/15/2016
L66553-3 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/7/2016 11/15/2016 11/15/2016
L66553-4 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/8/2016 11/15/2016 11/15/2016
L66553-5 421422-CFGWSWD-CFGW Cedar Falls Groundwater QuarterMTICPMS-DISS GRND WTR 11/8/2016 11/15/2016 11/15/2016
WG148971-1 MB MTICPMS-DISS BLANK WTR 11/15/2016 11/15/2016 METHOD BLANK
WG148971-2 SB MTICPMS-DISS BLANK WTR 11/15/2016 11/15/2016 WG148971-1 MS-20
WG148971-3 LD MTICPMS-DISS GRND WTR 11/15/2016 11/15/2016 L66550-1 RPD-LIQ
WG148971-4 MS MTICPMS-DISS GRND WTR 11/15/2016 11/15/2016 L66550-1 MS-20

WG149168 (Ecco LK, Elliot West Diss)   Department: 6 - Metals   Move Date: 30-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
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L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66540-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
L66540-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
L66540-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
L66540-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
L66540-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 11/1/2016 11/28/2016 11/28/2016
L66540-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016 FREP@66540-1
L66564-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 11/15/2016 11/28/2016 11/28/2016
WG149168-1 MB MTICPMS-DISS BLANK WTR 11/28/2016 11/28/2016 METHOD BLANK
WG149168-2 SB MTICPMS-DISS BLANK WTR 11/28/2016 11/28/2016 WG149168-1 MS-20
WG149168-3 LD MTICPMS-DISS STORM WTR 11/28/2016 11/28/2016 L66498-19 RPD-LIQ
WG149168-4 MS MTICPMS-DISS STORM WTR 11/28/2016 11/28/2016 L66498-19 MS-20

WG149178 (digested diss)   Department: 6 - Metals   Move Date: 30-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66385-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 10/26/2016 11/28/2016 11/28/2016
L66540-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
L66540-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 10/31/2016 11/28/2016 11/28/2016
WG149178-1 MB MTICPMS-DISS BLANK WTR 11/28/2016 11/28/2016 METHOD BLANK
WG149178-2 SB MTICPMS-DISS BLANK WTR 11/28/2016 11/28/2016 WG149178-1 MS-20
WG149178-3 LD MTICPMS-DISS STORM WTR 11/28/2016 11/28/2016 L66499-1 RPD-LIQ
WG149178-4 MS MTICPMS-DISS STORM WTR 11/28/2016 11/28/2016 L66499-1 MS-20

WG150180 (14-FEB-17 Echo_Fed Storms)   Department: 6 - Metals   Move Date: 17-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66937-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
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L66937-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017 FREP
L66937-8 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017 FREP
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/18/2017 2/14/2017 2/17/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/18/2017 2/14/2017 2/16/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/18/2017 2/14/2017 2/17/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/18/2017 2/14/2017 2/16/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 1/17/2017 2/14/2017 2/17/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
L66945-21 421185-100 Elliot West CSO Plant MTICPMS STORM WTR 1/17/2017 2/14/2017 2/16/2017
WG150180-1 MB MTHARD-ICPMS BLANK WTR 2/14/2017 2/17/2017 METHOD BLANK
WG150180-1 MB MTICPMS BLANK WTR 2/14/2017 2/16/2017 METHOD BLANK
WG150180-2 SB MTHARD-ICPMS BLANK WTR 2/14/2017 2/17/2017 WG150180-1 MS-20
WG150180-2 SB MTICPMS BLANK WTR 2/14/2017 2/16/2017 WG150180-1 MS-20
WG150180-3 LD MTHARD-ICPMS STORM WTR 2/14/2017 2/17/2017 L66937-2 RPD-LIQ
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WG150180-3 LD MTICPMS STORM WTR 2/14/2017 2/16/2017 L66937-2 RPD-LIQ
WG150180-4 MS MTHARD-ICPMS STORM WTR 2/14/2017 2/17/2017 L66937-2 MS-20
WG150180-4 MS MTICPMS STORM WTR 2/14/2017 2/16/2017 L66937-2 MS-20

WG150217 (Fed Way)   Department: 6 - Metals   Move Date: 17-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66937-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/18/2017 2/13/2017 2/13/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/18/2017 2/13/2017 2/13/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 1/17/2017 2/13/2017 2/13/2017
WG150217-1 MB MTICPMS-DISS BLANK WTR 2/13/2017 2/13/2017 METHOD BLANK
WG150217-2 SB MTICPMS-DISS BLANK WTR 2/13/2017 2/13/2017 WG150217-1 MS-20
WG150217-3 LD MTICPMS-DISS STORM WTR 2/13/2017 2/13/2017 L66937-3 RPD-LIQ
WG150217-4 MS MTICPMS-DISS STORM WTR 2/13/2017 2/13/2017 L66937-3 MS-20

WG150358 (21-FEB-17 Echo,SWD, Int)   Department: 6 - Metals   Move Date: 24-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 10/26/2016 2/21/2017 2/24/2017
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 10/26/2016 2/21/2017 2/23/2017
L66908-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 2/1/2017 2/21/2017 2/24/2017
L66908-1 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 2/1/2017 2/21/2017 2/23/2017
L66908-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 2/1/2017 2/21/2017 2/24/2017
L66908-3 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 2/1/2017 2/21/2017 2/23/2017
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L66908-4 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTHARD-ICPMS FRESH WTR 2/1/2017 2/21/2017 2/24/2017
L66908-4 421422-VASWSWD-VASW Vashon Surface Water Quarterly MTICPMS FRESH WTR 2/1/2017 2/21/2017 2/23/2017
L66948-1 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS BLANK WTR 1/23/2017 2/21/2017 2/23/2017 FLDBLK (for L66949, L66950, L66951)

L66949-1 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS INFLUENT 1/23/2017 2/21/2017 2/23/2017
L66949-4 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/23/2017 2/21/2017 2/23/2017
L66949-7 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/23/2017 2/21/2017 2/23/2017
L66950-1 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS INFLUENT 1/24/2017 2/21/2017 2/23/2017
L66950-4 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/24/2017 2/21/2017 2/23/2017
L66950-7 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/24/2017 2/21/2017 2/23/2017
L66951-1 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS INFLUENT 1/25/2017 2/21/2017 2/23/2017
L66951-4 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/25/2017 2/21/2017 2/23/2017
L66951-7 421186B RTP INPLNT 3 DAY INT (inf,eff,sl) MTICPMS EFFLUENT 1/25/2017 2/21/2017 2/23/2017
L67089-1 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
L67089-2 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
L67089-3 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
L67089-4 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
L67089-5 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
L67089-6 421937 Brightwater Operations MTICPMS STORM WTR 2/9/2017 2/21/2017 2/23/2017
WG150358-1 MB MTHARD-ICPMS BLANK WTR 2/21/2017 2/24/2017 METHOD BLANK
WG150358-1 MB MTICPMS BLANK WTR 2/21/2017 2/23/2017 METHOD BLANK
WG150358-2 SB MTHARD-ICPMS BLANK WTR 2/21/2017 2/24/2017 WG150358-1 MS-20
WG150358-2 SB MTICPMS BLANK WTR 2/21/2017 2/23/2017 WG150358-1 MS-20
WG150358-3 LD MTHARD-ICPMS FRESH WTR 2/21/2017 2/24/2017 L66908-3 RPD-LIQ
WG150358-3 LD MTICPMS FRESH WTR 2/21/2017 2/23/2017 L66908-3 RPD-LIQ
WG150358-4 MS MTHARD-ICPMS FRESH WTR 2/21/2017 2/24/2017 L66908-3 MS-20
WG150358-4 MS MTICPMS FRESH WTR 2/21/2017 2/23/2017 L66908-3 MS-20

WG150452 (27-FEB-17 FedWay, Echo)   Department: 6 - Metals   Move Date: 10-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66824-1 421195-260 Ravensdale Monthly GW MTICPMS GRND WTR 2/23/2017 2/27/2017 3/10/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
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L67069-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017 FREP
L67069-8 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 2/8/2017 2/27/2017 3/10/2017 FREP
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/9/2017 2/27/2017 3/10/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS STORM WTR 2/15/2017 2/27/2017 3/10/2017
WG150452-1 MB MTHARD-ICPMS BLANK WTR 2/27/2017 3/10/2017 METHOD BLANK
WG150452-1 MB MTICPMS BLANK WTR 2/27/2017 3/10/2017 METHOD BLANK
WG150452-2 SB MTHARD-ICPMS BLANK WTR 2/27/2017 3/10/2017 WG150452-1 MS-20
WG150452-2 SB MTICPMS BLANK WTR 2/27/2017 3/10/2017 WG150452-1 MS-20
WG150452-3 LD MTHARD-ICPMS STORM WTR 2/27/2017 3/10/2017 L67069-1 RPD-LIQ
WG150452-3 LD MTICPMS STORM WTR 2/27/2017 3/10/2017 L67069-1 RPD-LIQ
WG150452-4 MS MTHARD-ICPMS STORM WTR 2/27/2017 3/10/2017 L67069-1 MS-20
WG150452-4 MS MTICPMS STORM WTR 2/27/2017 3/10/2017 L67069-1 MS-20

WG150558 (Echo Lk, Fed Way Diss)   Department: 6 - Metals   Move Date: 10-MAR-17
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66913-1 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L66913-4 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L66913-5 421185-100 Elliot West CSO Plant MTICPMS-DISS STORM WTR 2/10/2017 3/7/2017 3/7/2017
L67069-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/8/2017 3/7/2017 3/7/2017 FREP
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/9/2017 3/7/2017 3/7/2017
WG150558-1 MB MTICPMS-DISS BLANK WTR 3/7/2017 3/7/2017 METHOD BLANK
WG150558-2 SB MTICPMS-DISS BLANK WTR 3/7/2017 3/7/2017 WG150558-1 MS-20
WG150558-3 LD MTICPMS-DISS STORM WTR 3/7/2017 3/7/2017 L66913-1 RPD-LIQ
WG150558-4 MS MTICPMS-DISS STORM WTR 3/7/2017 3/7/2017 L66913-1 MS-20

WG150726 (SWD, Echo LK, Fed Way)   Department: 6 - Metals   Move Date: 22-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017
L67141-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 2/15/2017 3/20/2017 3/20/2017 FREP
WG150726-1 MB MTICPMS-DISS BLANK WTR 3/20/2017 3/20/2017 METHOD BLANK
WG150726-2 SB MTICPMS-DISS BLANK WTR 3/20/2017 3/20/2017 WG150726-1 MS-20
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WG150726-3 LD MTICPMS-DISS GRND WTR 3/20/2017 3/20/2017 L67140-1 RPD-LIQ
WG150726-4 MS MTICPMS-DISS GRND WTR 3/20/2017 3/20/2017 L67140-1 MS-20

WG151091 (05-APR-17 Fed Way Diss)   Department: 6 - Metals   Move Date: 18-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67335-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/14/2017 4/5/2017 4/5/2017
L67335-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/14/2017 4/5/2017 4/5/2017
L67335-8 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/14/2017 4/5/2017 4/5/2017 FREP
L67398-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/26/2017 4/5/2017 4/5/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/26/2017 4/5/2017 4/5/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/26/2017 4/5/2017 4/5/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/26/2017 4/5/2017 4/5/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/26/2017 4/5/2017 4/5/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS-DISS BLANK WTR 3/29/2017 4/5/2017 4/5/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/29/2017 4/5/2017 4/5/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/29/2017 4/5/2017 4/5/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/29/2017 4/5/2017 4/5/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/29/2017 4/5/2017 4/5/2017
L67443-7 421879-240 Federal Way Stormwater Monitoring MTICPMS-DISS STORM WTR 3/29/2017 4/5/2017 4/5/2017
WG151091-1 MB MTICPMS-DISS BLANK WTR 4/5/2017 4/5/2017 METHOD BLANK
WG151091-2 SB MTICPMS-DISS BLANK WTR 4/5/2017 4/5/2017 WG151091-1 MS-20
WG151091-3 LD MTICPMS-DISS STORM WTR 4/5/2017 4/5/2017 L67335-6 RPD-LIQ
WG151091-4 MS MTICPMS-DISS STORM WTR 4/5/2017 4/5/2017 L67335-6 MS-20

WG151216 (12-APR-17 FedWay, Echo Lk)   Department: 6 - Metals   Move Date: 17-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67398-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
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L67398-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67398-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/26/2017 4/12/2017 4/13/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTHARD-ICPMS BLANK WTR 3/29/2017 4/12/2017 4/13/2017
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring MTICPMS BLANK WTR 3/29/2017 4/12/2017 4/13/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 3/29/2017 4/12/2017 4/13/2017
L67499-1 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-1 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-2 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-2 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-3 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-3 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-4 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-4 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-5 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-5 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-6 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-6 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-7 421879-240 Federal Way Stormwater Monitoring MTHARD-ICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
L67499-7 421879-240 Federal Way Stormwater Monitoring MTICPMS STORM WTR 4/5/2017 4/12/2017 4/13/2017
WG151216-1 MB MTHARD-ICPMS BLANK WTR 4/12/2017 4/13/2017 METHOD BLANK
WG151216-1 MB MTICPMS BLANK WTR 4/12/2017 4/13/2017 METHOD BLANK
WG151216-2 SB MTHARD-ICPMS BLANK WTR 4/12/2017 4/13/2017 WG151216-1 MS-20
WG151216-2 SB MTICPMS BLANK WTR 4/12/2017 4/13/2017 WG151216-1 MS-20
WG151216-3 LD MTHARD-ICPMS STORM WTR 4/12/2017 4/13/2017 L67499-7 RPD-LIQ
WG151216-3 LD MTICPMS STORM WTR 4/12/2017 4/13/2017 L67499-7 RPD-LIQ
WG151216-4 MS MTHARD-ICPMS STORM WTR 4/12/2017 4/13/2017 L67499-7 MS-20
WG151216-4 MS MTICPMS STORM WTR 4/12/2017 4/13/2017 L67499-7 MS-20

WG143425 (dl#431 wtph-dx)   Department: 7 - Organics   Move Date: 15-DEC-15
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64251-1 423639-001 Fremont Siphon Construction ORWTPH-DX OTHR WTR 12/3/2015 12/10/2015 12/14/2015
L64308-1 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/9/2015 12/10/2015 12/14/2015
L64308-3 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/9/2015 12/10/2015 12/14/2015
L64308-5 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/9/2015 12/10/2015 12/14/2015
L64308-6 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/10/2015 12/10/2015 12/14/2015
L64308-7 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/9/2015 12/10/2015 12/14/2015
L64308-8 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/9/2015 12/10/2015 12/14/2015
L64308-9 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/10/2015 12/10/2015 12/14/2015
L64308-10 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/10/2015 12/10/2015 12/14/2015
L64308-11 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 12/10/2015 12/10/2015 12/14/2015
L64319-1 423639-001 Fremont Siphon Construction ORWTPH-DX OTHR WTR 12/10/2015 12/10/2015 12/14/2015
L64379-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 12/8/2015 12/10/2015 12/14/2015
L64379-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 12/8/2015 12/10/2015 12/14/2015
WG143425-1 MB ORWTPH-DX BLANK WTR 12/10/2015 12/14/2015 MB151210
WG143425-2 SB ORWTPH-DX BLANK WTR 12/10/2015 12/14/2015 WG143425-1
WG143425-3 LD ORWTPH-DX GRND WTR 12/10/2015 12/14/2015 L64308-8
WG143425-4 LD ORWTPH-DX GRND WTR 12/10/2015 12/14/2015 L64308-11

WG143498 (bl#373 pah-sim)   Department: 7 - Organics   Move Date: 21-DEC-15

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64308-1 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/9/2015 12/14/2015 12/16/2015
L64308-3 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/9/2015 12/14/2015 12/16/2015
L64308-4 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/8/2015 12/14/2015 12/16/2015
L64308-5 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/9/2015 12/14/2015 12/16/2015
L64308-6 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/10/2015 12/14/2015 12/16/2015
L64308-7 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/9/2015 12/14/2015 12/16/2015
L64308-8 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/9/2015 12/14/2015 12/16/2015
L64308-9 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/10/2015 12/14/2015 12/16/2015
L64308-10 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/10/2015 12/14/2015 12/16/2015
L64308-11 421196-170 Roads UST Groundwater ORPAH-SIM GRND WTR 12/10/2015 12/14/2015 12/16/2015
L64379-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 12/8/2015 12/14/2015 12/17/2015
L64379-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 12/8/2015 12/14/2015 12/17/2015
L64379-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 12/8/2015 12/14/2015 12/17/2015
L64379-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 12/8/2015 12/14/2015 12/17/2015
WG143498-1 MB ORPAH-SIM BLANK WTR 12/14/2015 12/16/2015 MB151214
WG143498-2 SB ORPAH-SIM BLANK WTR 12/14/2015 12/16/2015 WG143498-1
WG143498-3 MS ORPAH-SIM GRND WTR 12/14/2015 12/16/2015 L64308-9
WG143498-4 MSD ORPAH-SIM GRND WTR 12/14/2015 12/16/2015 WG143498-3 L64308-9
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WG144149 (bl#380 pah-sim)   Department: 7 - Organics   Move Date: 02-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64648-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/21/2016 1/25/2016 1/29/2016
L64648-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/21/2016 1/25/2016 1/29/2016
L64648-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/21/2016 1/25/2016 1/29/2016
L64648-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/21/2016 1/25/2016 1/29/2016
L64648-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/21/2016 1/25/2016 1/29/2016 FREP @ L64648-1
WG144149-1 MB ORPAH-SIM BLANK WTR 1/25/2016 1/29/2016 MB160125
WG144149-2 SB ORPAH-SIM BLANK WTR 1/25/2016 1/29/2016 WG144149-1
WG144149-3 SBD ORPAH-SIM BLANK WTR 1/25/2016 1/29/2016 WG144149-2 WG144149-1
WG144149-4 MS ORPAH-SIM STORM WTR 1/25/2016 1/29/2016 L64648-1

WG144205 (dl#436 wtph-dx)   Department: 7 - Organics   Move Date: 05-FEB-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64597-1 423639-001 Fremont Siphon Construction ORWTPH-DX OTHR WTR 1/21/2016 1/28/2016 2/1/2016
L64598-1 423639-001 Fremont Siphon Construction ORWTPH-DX OTHR WTR 1/28/2016 1/28/2016 2/1/2016
L64648-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/21/2016 1/28/2016 2/1/2016
L64648-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/21/2016 1/28/2016 2/1/2016
L64648-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/21/2016 1/28/2016 2/1/2016
L64648-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/21/2016 1/28/2016 2/1/2016
L64648-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/21/2016 1/28/2016 2/1/2016 FREP @ L64648-2
WG144205-1 MB ORWTPH-DX BLANK WTR 1/28/2016 2/1/2016 MB160128
WG144205-2 SB ORWTPH-DX BLANK WTR 1/28/2016 2/1/2016 WG144205-1
WG144205-3 LD ORWTPH-DX OTHR WTR 1/28/2016 2/1/2016 L64597-1

WG144726 (PAHSIM BL#388)   Department: 7 - Organics   Move Date: 14-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64921-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
L64921-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
L64921-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
L64921-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
L64921-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
L64921-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/1/2016 3/3/2016 3/8/2016
WG144726-1 MB ORPAH-SIM BLANK WTR 3/3/2016 3/8/2016 MB160303
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WG144726-2 SB ORPAH-SIM BLANK WTR 3/3/2016 3/8/2016 WG144726-1
WG144726-3 SBD ORPAH-SIM BLANK WTR 3/3/2016 3/8/2016 WG144726-2 WG144726-1
WG144726-4 MS ORPAH-SIM STORM WTR 3/3/2016 3/8/2016 L64921-13

WG144921 (bl#392 pah-sim)   Department: 7 - Organics   Move Date: 29-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64999-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L64999-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L64999-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/18/2016
L64999-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L64999-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/18/2016
L64999-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L64999-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/18/2016
L64999-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L64999-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/18/2016
L65007-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016
L65007-8 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/9/2016 3/15/2016 3/17/2016 FREP @ 65007-3
WG144921-1 MB ORPAH-SIM BLANK WTR 3/15/2016 3/17/2016 MB160315
WG144921-2 SB ORPAH-SIM BLANK WTR 3/15/2016 3/17/2016 WG144921-1
WG144921-3 MS ORPAH-SIM STORM WTR 3/15/2016 3/17/2016 L65007-1
WG144921-4 MSD ORPAH-SIM STORM WTR 3/15/2016 3/17/2016 WG144921-3 L65007-1

WG144946 (Dx DL#442)   Department: 7 - Organics   Move Date: 23-MAR-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L64999-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-12 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-14 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
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L64999-16 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
L64999-18 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 3/9/2016 3/16/2016 3/18/2016
WG144946-1 MB ORWTPH-DX BLANK WTR 3/16/2016 3/18/2016 MB160316
WG144946-2 SB ORWTPH-DX BLANK WTR 3/16/2016 3/18/2016 WG144946-1
WG144946-3 LD ORWTPH-DX STORM WTR 3/16/2016 3/18/2016 L64999-6

WG147964 (WTPH-Dx DL#451)   Department: 7 - Organics   Move Date: 27-SEP-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66123-4 421196-130 Roads Groundwater ORWTPH-DX GRND WTR 9/16/2016 9/21/2016 9/26/2016
L66175-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 9/17/2016 9/21/2016 9/26/2016
L66175-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 9/17/2016 9/21/2016 9/26/2016
WG147964-1 MB ORWTPH-DX BLANK WTR 9/21/2016 9/26/2016 MB160921
WG147964-2 SB ORWTPH-DX BLANK WTR 9/21/2016 9/26/2016 WG147964-1
WG147964-3 LD ORWTPH-DX GRND WTR 9/21/2016 9/26/2016 L66123-4

WG147966 (PAH-SIM BL#419)   Department: 7 - Organics   Move Date: 27-SEP-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66175-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 9/17/2016 9/21/2016 9/23/2016
L66175-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 9/17/2016 9/21/2016 9/23/2016
WG147966-1 MB ORPAH-SIM BLANK WTR 9/21/2016 9/23/2016 MB160921
WG147966-2 SB ORPAH-SIM BLANK WTR 9/21/2016 9/23/2016 WG147966-1
WG147966-3 MS ORPAH-SIM STORM WTR 9/21/2016 9/23/2016 L66175-1
WG147966-4 MSD ORPAH-SIM STORM WTR 9/21/2016 9/23/2016 WG147966-3 L66175-1

WG148302 (PAH-SIM bl#426)   Department: 7 - Organics   Move Date: 20-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66285-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/6/2016 10/11/2016 10/12/2016
L66285-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/6/2016 10/11/2016 10/12/2016
WG148302-1 MB ORPAH-SIM BLANK WTR 10/11/2016 10/12/2016 MB161011
WG148302-2 SB ORPAH-SIM BLANK WTR 10/11/2016 10/12/2016 WG148302-1
WG148302-3 SBD ORPAH-SIM BLANK WTR 10/11/2016 10/12/2016 WG148302-2 WG148302-1
WG148302-4 MS ORPAH-SIM STORM WTR 10/11/2016 10/12/2016 L66285-1

WG148456 (Dx DL#452)   Department: 7 - Organics   Move Date: 08-NOV-16
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66327-1 421301A Georgetown Yard Industiral SW Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66382-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66382-12 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66382-18 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66382-20 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66384-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
L66384-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/13/2016 10/18/2016 11/1/2016
WG148456-1 MB ORWTPH-DX BLANK WTR 10/18/2016 11/1/2016 MB161018
WG148456-2 SB ORWTPH-DX BLANK WTR 10/18/2016 11/1/2016 WG148456-1
WG148456-3 LD ORWTPH-DX STORM WTR 10/18/2016 11/1/2016 L66384-4

WG148458 (PAH-SIM bl#430)   Department: 7 - Organics   Move Date: 21-OCT-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
L66384-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
L66384-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/13/2016 10/18/2016 10/19/2016
WG148458-1 MB ORPAH-SIM BLANK WTR 10/18/2016 10/19/2016 MB161018
WG148458-2 SB ORPAH-SIM BLANK WTR 10/18/2016 10/19/2016 WG148458-1
WG148458-3 MS ORPAH-SIM STORM WTR 10/18/2016 10/19/2016 L66384-3
WG148458-4 MSD ORPAH-SIM STORM WTR 10/18/2016 10/19/2016 WG148458-3 L66384-3

WG148595 (dl#453 wtph-dx)   Department: 7 - Organics   Move Date: 08-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66368-1 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/17/2016 10/24/2016 11/2/2016
L66368-2 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/19/2016 10/24/2016 11/2/2016
L66368-3 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/17/2016 10/24/2016 11/2/2016
L66368-5 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/20/2016 10/24/2016 11/2/2016
L66368-6 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/20/2016 10/24/2016 11/2/2016
L66368-7 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/20/2016 10/24/2016 11/2/2016
L66368-8 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/19/2016 10/24/2016 11/2/2016
L66368-9 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/19/2016 10/24/2016 11/2/2016
L66368-10 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/20/2016 10/24/2016 11/2/2016
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L66368-11 421196-170 Roads UST Groundwater ORWTPH-DX GRND WTR 10/19/2016 10/24/2016 11/2/2016
L66435-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/20/2016 10/24/2016 11/2/2016
L66435-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/20/2016 10/24/2016 11/2/2016
WG148595-1 MB ORWTPH-DX BLANK WTR 10/24/2016 11/2/2016 MB161024
WG148595-2 SB ORWTPH-DX BLANK WTR 10/24/2016 11/2/2016 WG148595-1
WG148595-3 LD ORWTPH-DX GRND WTR 10/24/2016 11/2/2016 L66368-1
WG148595-4 LD ORWTPH-DX STORM WTR 10/24/2016 11/2/2016 L66435-2

WG148652 (bl#434 pah-sim)   Department: 7 - Organics   Move Date: 21-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66435-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/19/2016 10/26/2016 11/7/2016
L66435-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/19/2016 10/26/2016 11/7/2016
L66453-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/20/2016 10/26/2016 11/7/2016
L66453-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/20/2016 10/26/2016 11/7/2016
L66453-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/20/2016 10/26/2016 11/7/2016
L66453-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/20/2016 10/26/2016 11/7/2016
L66453-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/19/2016 10/26/2016 11/7/2016
L66453-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/19/2016 10/26/2016 11/7/2016
L66453-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/19/2016 10/26/2016 11/7/2016
L66453-8 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 10/20/2016 10/26/2016 11/7/2016 FREP@L66453-3
WG148652-1 MB ORPAH-SIM BLANK WTR 10/26/2016 11/7/2016 MB161026
WG148652-2 SB ORPAH-SIM BLANK WTR 10/26/2016 11/7/2016 WG148652-1
WG148652-3 MS ORPAH-SIM STORM WTR 10/26/2016 11/7/2016 L66435-3
WG148652-4 MSD ORPAH-SIM STORM WTR 10/26/2016 11/7/2016 WG148652-3 L66435-3

WG148678 (PAH-SIM bl#435)   Department: 7 - Organics   Move Date: 09-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66498-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66498-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
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L66498-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66499-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
L66499-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 10/26/2016 10/27/2016 11/4/2016
WG148678-1 MB ORPAH-SIM BLANK WTR 10/27/2016 11/4/2016 MB161027
WG148678-2 SB ORPAH-SIM BLANK WTR 10/27/2016 11/4/2016 WG148678-1
WG148678-3 MS ORPAH-SIM STORM WTR 10/27/2016 11/4/2016 L66499-3
WG148678-4 MSD ORPAH-SIM STORM WTR 10/27/2016 11/4/2016 WG148678-3 L66499-3

WG148679 (WTPH-Dx DL#454)   Department: 7 - Organics   Move Date: 08-NOV-16

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66498-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-12 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-18 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-20 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66498-23 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66499-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
L66499-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 10/26/2016 10/27/2016 11/3/2016
WG148679-1 MB ORWTPH-DX BLANK WTR 10/27/2016 11/3/2016 MB161027
WG148679-2 SB ORWTPH-DX BLANK WTR 10/27/2016 11/3/2016 WG148679-1
WG148679-3 LD ORWTPH-DX STORM WTR 10/27/2016 11/3/2016 L66498-2
WG148679-4 LD ORWTPH-DX STORM WTR 10/27/2016 11/3/2016 L66499-2

WG149842 (Dx DL#456)   Department: 7 - Organics   Move Date: 30-JAN-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66910-1 421874-715 SPU Thornton Creek Fish Toxicity Monitoring ORWTPH-DX STORM WTR 10/13/2016 1/19/2017 1/25/2017
L66910-2 421874-715 SPU Thornton Creek Fish Toxicity Monitoring ORWTPH-DX STORM WTR 10/13/2016 1/19/2017 1/25/2017
L66938-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-12 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-14 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/18/2017 1/19/2017 1/25/2017
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L66938-16 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/18/2017 1/19/2017 1/25/2017
L66938-18 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-20 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
L66938-23 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 1/17/2017 1/19/2017 1/25/2017
WG149842-1 MB ORWTPH-DX BLANK WTR 1/19/2017 1/25/2017 MB170119
WG149842-2 SB ORWTPH-DX BLANK WTR 1/19/2017 1/25/2017 WG149842-1
WG149842-3 LD ORWTPH-DX STORM WTR 1/19/2017 1/25/2017 L66938-14
WG149842-4 LD ORWTPH-DX STORM WTR 1/19/2017 1/25/2017 L66910-2

WG149895 (PAH-SIM BL#453)   Department: 7 - Organics   Move Date: 10-FEB-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66937-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66937-8 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017 FREP
L66938-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/7/2017
L66938-13 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/18/2017 1/23/2017 2/8/2017
L66938-15 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/18/2017 1/23/2017 2/8/2017
L66938-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/8/2017
L66938-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/8/2017
L66938-22 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/8/2017
L66963-1 421220 TROUBLE CALL ORPAH-SIM STORM WTR 1/17/2017 1/23/2017 2/8/2017
WG149895-1 MB ORPAH-SIM BLANK WTR 1/23/2017 2/7/2017 MB170123
WG149895-2 SB ORPAH-SIM BLANK WTR 1/23/2017 2/7/2017 WG149895-1
WG149895-3 MS ORPAH-SIM STORM WTR 1/23/2017 2/7/2017 L66937-5
WG149895-4 MSD ORPAH-SIM STORM WTR 1/23/2017 2/7/2017 WG149895-3 L66937-5

WG150220 (dl#457 wtph-dx)   Department: 7 - Organics   Move Date: 07-MAR-17
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Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66936-1 421301A Georgetown Yard Industiral SW Monitoring ORWTPH-DX STORM WTR 2/8/2017 2/13/2017 2/23/2017
L67070-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-10 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-12 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
L67070-27 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/9/2017 2/13/2017 2/23/2017
WG150220-1 MB ORWTPH-DX BLANK WTR 2/13/2017 2/23/2017 MB170213
WG150220-2 SB ORWTPH-DX BLANK WTR 2/13/2017 2/23/2017 WG150220-1
WG150220-3 SBD ORWTPH-DX BLANK WTR 2/13/2017 2/23/2017 WG150220-2 WG150220-1

WG150221 (bl#462 pah-sim)   Department: 7 - Organics   Move Date: 02-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67069-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017
L67069-8 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/8/2017 2/13/2017 2/15/2017 FREP
L67070-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/15/2017
L67070-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/15/2017
L67070-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/16/2017
L67070-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/16/2017
L67070-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/16/2017
L67070-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/16/2017
L67070-26 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/9/2017 2/13/2017 2/16/2017
WG150221-1 MB ORPAH-SIM BLANK WTR 2/13/2017 2/15/2017 MB170213
WG150221-2 SB ORPAH-SIM BLANK WTR 2/13/2017 2/15/2017 WG150221-1
WG150221-3 SBD ORPAH-SIM BLANK WTR 2/13/2017 2/15/2017 WG150221-2 WG150221-1
WG150221-4 MS ORPAH-SIM STORM WTR 2/13/2017 2/15/2017 L67069-1

WG150368 (Dx DL#458)   Department: 7 - Organics   Move Date: 03-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
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L67140-2 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/15/2017 2/21/2017 2/24/2017
L67140-4 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/15/2017 2/21/2017 2/24/2017
L67140-6 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/15/2017 2/21/2017 2/24/2017
L67140-8 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORWTPH-DX STORM WTR 2/15/2017 2/21/2017 2/24/2017
WG150368-1 MB ORWTPH-DX BLANK WTR 2/21/2017 2/24/2017 MB170221
WG150368-2 SB ORWTPH-DX BLANK WTR 2/21/2017 2/24/2017 WG150368-1
WG150368-3 SBD ORWTPH-DX BLANK WTR 2/21/2017 2/24/2017 WG150368-2 WG150368-1

WG150370 (PAH-SIM BL#468)   Department: 7 - Organics   Move Date: 02-MAR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67140-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67140-3 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67140-5 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67140-7 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017
L67141-8 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/15/2017 2/21/2017 2/23/2017 FREP
L67141-17 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 2/16/2017 2/21/2017 2/23/2017
WG150370-1 MB ORPAH-SIM BLANK WTR 2/21/2017 2/23/2017 MB170221
WG150370-2 SB ORPAH-SIM BLANK WTR 2/21/2017 2/23/2017 WG150370-1
WG150370-3 MS ORPAH-SIM STORM WTR 2/21/2017 2/23/2017 L67141-4
WG150370-4 MSD ORPAH-SIM STORM WTR 2/21/2017 2/23/2017 WG150370-3 L67141-4

WG151046 (bl#484 pah-sim)   Department: 7 - Organics   Move Date: 06-APR-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L67413-1 421879-250 Shoreline-Echo Lake Stormwater Monitoring ORPAH-SIM BLANK WTR 3/29/2017 4/3/2017 4/4/2017
L67443-1 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
L67443-2 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
L67443-3 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
L67443-4 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
L67443-5 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
L67443-6 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
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L67443-7 421879-240 Federal Way Stormwater Monitoring ORPAH-SIM STORM WTR 3/29/2017 4/3/2017 4/4/2017
WG151046-1 MB ORPAH-SIM BLANK WTR 4/3/2017 4/4/2017 MB170403
WG151046-2 SB ORPAH-SIM BLANK WTR 4/3/2017 4/4/2017 WG151046-1
WG151046-3 MS ORPAH-SIM STORM WTR 4/3/2017 4/4/2017 L67443-4
WG151046-4 MSD ORPAH-SIM STORM WTR 4/3/2017 4/4/2017 WG151046-3 L67443-4

WG154875 ()   Department: 5 - Microbiology   Move Date: 31-OCT-17

Sample Project Project Description List Type Matrix Collect Date Prep Date Anal Date Comments
L66382-9 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
L66382-11 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
L66382-17 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2017 10/13/2017 10/14/2017
L66382-19 421879-250 Shoreline-Echo Lake Stormwater Monitoring MCMODEC-MF STORM WTR 10/13/2016 10/13/2017 10/14/2017
WG154875-1 PC MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-2 NC MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-3 BF MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
WG154875-4 AF MCMODEC-MF BLANK WTR 10/13/2017 10/14/2017 QC-PERFORMED:13-OCT-16
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Workgroup: WG143407  (DISSNUT)  Run ID: R208849

MB:WG143407-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG143407-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG143407-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

MB:WG143407-1  Matrix: BLANK WTR  Listtype:CVSI  Method:WHITLEDGE 1981  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Silica 0.05 0.1 mg/L <MDL

SB:WG143407-2  MB:WG143407-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0397 99 80--120

SB:WG143407-2  MB:WG143407-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.792 99 80--120

SB:WG143407-2  MB:WG143407-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0192 96 80--120

SB:WG143407-2  MB:WG143407-1  Matrix:  BLANK WTR  Listtype:CVSI  Method:WHITLEDGE 1981  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Silica 0.05 0.1 mg/L <MDL 2 1.98 99 80--120

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation
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LCS:WG143407-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0504 101 85--115

LCS:WG143407-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.803 100 85--115

LCS:WG143407-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0194 97 85--115

LCS:WG143407-3  Matrix: BLANK WTR  Listtype:CVSI  Method:WHITLEDGE 1981  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Silica 0.05 0.1 mg/L 2 2.02 101 85--115

LD:WG143407-4  L64311-19  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL <MDL 0--20

LD:WG143407-4  L64311-19  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.186 0.185 0 0--20

LD:WG143407-4  L64311-19  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00655 0.0065 1 0--20

LD:WG143407-4  L64311-19  Matrix: FRESH WTR  Listtype:CVSI  Method:WHITLEDGE 1981  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Silica 0.05 0.1 mg/L 9.09 9.07 0 0--20

MS:WG143407-5  L64311-19  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0434 109 75--125

MS:WG143407-5  L64311-19  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.186 0.8 0.995 101 75--125

MS:WG143407-5  L64311-19  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00655 0.02 0.0253 94 75--125

MS:WG143407-5  L64311-19  Matrix: FRESH WTR  Listtype:CVSI  Method:WHITLEDGE 1981  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Silica 0.05 0.1 mg/L 9.09 2 11.1 101 75--125

MB:WG143407-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG143407-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG143407-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG143407-7  MB:WG143407-6  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0381 95 80--120

SB:WG143407-7  MB:WG143407-6  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.777 97 80--120
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SB:WG143407-7  MB:WG143407-6  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0184 92 80--120

LCS:WG143407-8  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0499 100 85--115

LCS:WG143407-8  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.801 100 85--115

LCS:WG143407-8  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0186 93 85--115

LD:WG143407-9  L64311-23  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0022 0.0023 0--20

LD:WG143407-9  L64311-23  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.186 0.186 0 0--20

LD:WG143407-9  L64311-23  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00654 0.00645 1 0--20

MS:WG143407-10  L64311-23  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0022 0.04 0.0428 101 75--125

MS:WG143407-10  L64311-23  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.186 0.8 0.968 98 75--125

MS:WG143407-10  L64311-23  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00654 0.02 0.0244 89 75--125

LD:WG143407-11  L64310-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.01 0.0071 0--20

LD:WG143407-11  L64310-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.271 0.273 1 0--20

LD:WG143407-11  L64310-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00577 0.00517 11 0--20

MS:WG143407-12  L64310-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.01 0.04 0.0478 94 75--125

MS:WG143407-12  L64310-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.271 0.8 1.06 98 75--125

MS:WG143407-12  L64310-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00577 0.02 0.0229 86 75--125

LD:WG143407-13  L64379-6  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Ammonia Nitrogen 0.02 0.1 mg/L 0.305 0.305 0 0--20

LD:WG143407-13  L64379-6  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0877 0.0875 0 0--20

LD:WG143407-13  L64379-6  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.005 0.02 mg/L 0.0057 <MDL 0--20

MS:WG143407-14  L64379-6  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.02 0.1 mg/L 0.305 0.04 0.717 103 75--125

MS:WG143407-14  L64379-6  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0877 0.8 0.876 99 75--125

MS:WG143407-14  L64379-6  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.005 0.02 mg/L 0.0057 0.02 0.189 92 75--125

MB:WG143407-15  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG143407-15  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG143407-15  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL
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SB:WG143407-16  MB:WG143407-15  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0369 92 80--120

SB:WG143407-16  MB:WG143407-15  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.768 96 80--120

SB:WG143407-16  MB:WG143407-15  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0178 89 80--120

LCS:WG143407-17  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0468 94 85--115

LCS:WG143407-17  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.77 96 85--115

LCS:WG143407-17  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0176 88 85--115

LD:WG143407-18  L64296-3  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0048 0.0045 0--20

LD:WG143407-18  L64296-3  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.909 0.891 2 0--20

LD:WG143407-18  L64296-3  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:422019  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00295 0.00269 9 0--20

MS:WG143407-19  L64296-3  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0048 0.04 0.0454 101 75--125

MS:WG143407-19  L64296-3  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.909 0.8 1.73 103 75--125

MS:WG143407-19  L64296-3  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00295 0.02 0.0207 89 75--125

Workgroup: WG143430  (tss-2-12/10)  Run ID: R208648

MB:WG143430-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG143430-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5.1 10 mg/L 100 95 95 80--120

LD:WG143430-3  L64379-6  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 2 4 mg/L 59.6 59.6 0 0--25

LD:WG143430-4  L64296-2  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 2 4.1 mg/L 157 154 2 0--25

MB:WG143430-5  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG143430-6  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5.2 10 mg/L 100 93.8 94 80--120

LD:WG143430-7  L64311-4  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 0.8 0.7 0--25

MB:WG143430-8  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG143430-9  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 97 97 80--120

LD:WG143430-10  L64311-30  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L <MDL <MDL 0--25

Workgroup: WG143546  (NUTS-12/15)  Run ID: R208938

MB:WG143546-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG143546-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL
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SB:WG143546-2  MB:WG143546-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.996 100 80--120

SB:WG143546-2  MB:WG143546-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0982 98 80--120

LCS:WG143546-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.854 85 85--115

LCS:WG143546-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0925 93 85--115

LD:WG143546-4  L64196-5  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-180  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.157 0.149 5 0--20

LD:WG143546-4  L64196-5  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-180  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0298 0.0286 4 0--20

MS:WG143546-5  L64196-5  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-180  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.157 1 1.17 101 75--125

MS:WG143546-5  L64196-5  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-180  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0298 0.1 0.126 96 75--125

MB:WG143546-6  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG143546-6  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG143546-7  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.853 85 85--115

LCS:WG143546-7  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0892 89 85--115

LD:WG143546-8  L64336-7  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-CHSW-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.018 0.0184 2 0--20

MS:WG143546-9  L64336-7  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-CHSW-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.018 0.1 0.115 97 75--125

LD:WG143546-10  L64310-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0291 0.0297 2 0--20

MS:WG143546-11  L64310-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0291 0.1 0.129 100 75--125

LD:WG143546-12  L64379-8  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.794 0.788 1 0--20
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LD:WG143546-12  L64379-8  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.387 0.381 2 0--20

MS:WG143546-13  L64379-8  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.794 1 1.79 99 75--125

MS:WG143546-13  L64379-8  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.387 0.1 0.482 95 75--125

Workgroup: WG143627  (TOC/421422)  Run ID: R208827

MB:WG143627-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG143627-2  MB:WG143627-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.7 107 80--120

LCS:WG143627-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.6 106 85--115

MB:WG143627-4  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG143627-5  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
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Total Organic Carbon 0.5 1 mg/L 10 9.98 100 85--115

LD:WG143627-6  L64331-1  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 100 200 mg/L 263 258 2 0--20

MS:WG143627-7  L64331-1  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHLS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 100 200 mg/L 263 10 2320 103 75--125

LD:WG143627-8  L64083-5  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.63 3.76 4 0--20

MS:WG143627-9  L64083-5  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.63 10 14 104 75--125

LD:WG143627-10  L64254-22  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 2.5 5 mg/L 12.4 11.3 10 0--20

MS:WG143627-11  L64254-22  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 2.5 5 mg/L 12.4 10 62.1 99 75--125

MB:WG143627-12  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG143627-13  MB:WG143627-12  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.8 108 80--120
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LCS:WG143627-14  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.7 107 85--115

MB:WG143627-15  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG143627-16  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LD:WG143627-17  L64254-1  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.3 3.26 1 0--20

MS:WG143627-18  L64254-1  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.3 10 13.2 99 75--125

MB:WG143627-19  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG143627-20  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115

MB:WG143627-21  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG143627-22  MB:WG143627-21  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.68 97 80--120

LCS:WG143627-23  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.8 98 85--115

LD:WG143627-24  L64356-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-HTGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.73 0.72 0--20

MS:WG143627-25  L64356-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-HTGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.73 10 10.3 96 75--125

LD:WG143627-26  L64066-7  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421240-210  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 1 2 mg/L 9.65 9.76 1 0--20

MS:WG143627-27  L64066-7  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421240-210  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 1 2 mg/L 9.65 10 29 97 75--125

MB:WG143627-28  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG143627-29  MB:WG143627-28  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.7 107 80--120

LCS:WG143627-30  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.7 107 85--115
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LD:WG143627-31  L64253-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.69 0.68 0--20

MS:WG143627-32  L64253-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.69 10 10.7 100 75--125

LD:WG143627-33  L64362-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 1 2 mg/L 11.8 11.7 1 0--20

MS:WG143627-34  L64362-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 1 2 mg/L 11.8 10 33 106 75--125

Workgroup: WG143741  (DOC/421240, 323589, 421879)  Run ID: R208985

MB:WG143741-1  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG143741-2  MB:WG143741-1  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.68 97 80--120

LCS:WG143741-3  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 9.84 98 85--115

LD:WG143741-4  L64066-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421240-210  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Dissolved Organic Carbon 0.5 1 mg/L 8.16 8.36 2 0--20

MS:WG143741-5  L64066-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421240-210  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 8.16 10 18 98 75--125

MB:WG143741-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

MB:WG143741-7  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

Workgroup: WG143826  (TOC, DOC/421422, 421250 & others)  Run ID: R209028

MB:WG143826-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG143826-2  MB:WG143826-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.91 99 80--120

LCS:WG143826-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.91 99 85--115

LD:WG143826-4  L64421-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL <MDL 0--20

MS:WG143826-5  L64421-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.55 95 75--125

LD:WG143826-6  L64112-4  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 5.83 5.92 2 0--20

MS:WG143826-7  L64112-4  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 5.83 10 15.6 98 75--125

LD:WG143826-8  L64378-2  Matrix: SALT WTR  Listtype:CVDOC  Method:SM5310-B  Project:421185  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.17 2.06 5 0--20

LD:WG143826-8  L64378-2  Matrix: SALT WTR  Listtype:CVTOC  Method:SM5310-B  Project:421185  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 2.34 2.43 4 0--20

MS:WG143826-9  L64378-3  Matrix: SALT WTR  Listtype:CVDOC  Method:SM5310-B  Project:421185  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.22 10 10.8 95 75--125

MS:WG143826-9  L64378-3  Matrix: SALT WTR  Listtype:CVTOC  Method:SM5310-B  Project:421185  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.11 10 10.7 96 75--125

MB:WG143826-10  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG143826-11  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115
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LD:WG143826-12  L64454-4  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 2.4 2.31 4 0--20

MS:WG143826-13  L64454-4  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.2 10 12.3 101 75--125

MS:WG143826-13  L64454-4  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 2.4 10 12.3 99 75--125

MB:WG143826-14  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG143826-15  MB:WG143826-14  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 10.1 101 80--120

LCS:WG143826-16  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.9 109 85--115

MB:WG143826-17  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LD:WG143826-18  L64192-1  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.46 1.44 1 0--20

MS:WG143826-19  L64192-2  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.08 10 11.9 98 75--125

MB:WG143826-20  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LD:WG143826-21  L64454-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.34 2.35 0 0--20

MB:WG143826-22  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LCS:WG143826-23  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.6 106 85--115

Workgroup: WG144141  (nutrients)  Run ID: R209505

MB:WG144141-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG144141-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144141-1  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL
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MB:WG144141-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG144141-2  MB:WG144141-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 0.986 99 80--120

SB:WG144141-2  MB:WG144141-1  Matrix:  BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.784 98 80--120

LCS:WG144141-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0496 99 85--115

LCS:WG144141-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.99 99 85--115

LCS:WG144141-3  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.792 99 85--115

LCS:WG144141-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0193 96 85--115

LD:WG144141-4  L64529-2  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L <MDL <MDL 0--20

LD:WG144141-4  L64529-2  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)



22 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrate Nitrogen 0.05 0.2 mg/L 4.12 4.06 1 0--20

MS:WG144141-5  L64529-2  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L <MDL 0.2 0.201 100 75--125

MS:WG144141-5  L64529-2  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.05 0.2 mg/L 4.12 4 8.11 100 75--125

MB:WG144141-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG144141-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144141-6  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144141-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LD:WG144141-7  L64605-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0727 0.0732 1 0--20

LD:WG144141-7  L64605-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.124 0.122 1 0--20
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LD:WG144141-7  L64605-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0122 0.0124 2 0--20

MS:WG144141-8  L64605-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0727 0.04 0.104 79 75--125

MS:WG144141-8  L64605-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.124 1 1.08 96 75--125

MS:WG144141-8  L64605-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0122 0.02 0.0297 87 75--125

SB:WG144141-9  MB:WG144141-6  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0375 94 80--120

SB:WG144141-9  MB:WG144141-6  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.019 95 80--120

LD:WG144141-10  L64524-1  Matrix: LEACHATE  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0066 0.006 0--20

LD:WG144141-10  L64524-1  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.09 1.1 0 0--20

LD:WG144141-10  L64524-1  Matrix: LEACHATE  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VALS-M  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00094 0.00097 0--20

MS:WG144141-11  L64524-1  Matrix: LEACHATE  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0066 0.04 0.0449 96 75--125

MS:WG144141-11  L64524-1  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.09 1 2.05 96 75--125

MS:WG144141-11  L64524-1  Matrix: LEACHATE  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00094 0.02 0.0162 76 75--125

LCS:WG144141-12  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0521 104 85--115

LCS:WG144141-12  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.962 96 85--115

MB:WG144141-13  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144141-13  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG144141-14  MB:WG144141-13  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
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Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 0.969 97 80--120

SB:WG144141-14  MB:WG144141-13  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0189 95 80--120

LCS:WG144141-15  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.992 99 85--115

LCS:WG144141-15  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0186 93 85--115

LD:WG144141-16  L64648-5  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0478 0.0481 1 0--20

LD:WG144141-16  L64648-5  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.002 0.00233 17 0--20

MS:WG144141-17  L64648-5  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0478 1 0.998 95 75--125

MS:WG144141-17  L64648-5  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.002 0.02 0.019 85 75--125

LCS:WG144141-18  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0175 87 85--115
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MB:WG144141-19  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL

LCS:WG144141-20  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.765 96 85--115

Workgroup: WG144142  (TOTN, TOTP/421195, 421879)  Run ID: R209437

MB:WG144142-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144142-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG144142-2  MB:WG144142-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.981 98 80--120

SB:WG144142-2  MB:WG144142-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0985 98 80--120

LCS:WG144142-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.902 90 85--115

LCS:WG144142-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0934 93 85--115
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LD:WG144142-4  L64605-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.572 0.565 1 0--20

LD:WG144142-4  L64605-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0369 0.0358 3 0--20

MS:WG144142-5  L64605-4  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.567 1 1.58 101 75--125

MS:WG144142-5  L64605-4  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.036 0.1 0.133 97 75--125

LD:WG144142-6  L64648-1  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.324 0.328 1 0--20

LD:WG144142-6  L64648-1  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.07 0.0707 1 0--20

MS:WG144142-7  L64648-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.302 1 1.29 99 75--125

MS:WG144142-7  L64648-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.192 0.1 0.296 104 75--125

MB:WG144142-8  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144142-8  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG144142-9  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.908 91 85--115

LCS:WG144142-9  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.093 93 85--115

LD:WG144142-10  L64348-1  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421874-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.84 1.87 1 0--20

LD:WG144142-10  L64348-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421874-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0724 0.0741 2 0--20

MS:WG144142-11  L64348-1  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421874-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.84 1 2.86 102 75--125

MS:WG144142-11  L64348-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421874-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0724 0.1 0.171 99 75--125

Workgroup: WG144182  (nutrients)  Run ID: R209406
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MB:WG144182-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG144182-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144182-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG144182-2  MB:WG144182-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0371 93 80--120

SB:WG144182-2  MB:WG144182-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 0.998 100 80--120

SB:WG144182-2  MB:WG144182-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0197 99 80--120

LCS:WG144182-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0488 98 85--115

LCS:WG144182-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.993 99 85--115

LCS:WG144182-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
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Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0191 96 85--115

LD:WG144182-4  L64561-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL <MDL 0--20

LD:WG144182-4  L64561-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL <MDL 0--20

LD:WG144182-4  L64561-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL <MDL 0--20

MS:WG144182-5  L64561-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0361 90 75--125

MS:WG144182-5  L64561-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 0.965 97 75--125

MS:WG144182-5  L64561-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0193 96 75--125

MB:WG144182-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

LD:WG144182-7  L64658-1  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.16 1.16 0 0--20
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MS:WG144182-8  L64658-1  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.16 1 2.13 97 75--125

MB:WG144182-9  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

SB:WG144182-10  MB:WG144182-9  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.036 90 80--120

MB:WG144182-11  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

SB:WG144182-12  MB:WG144182-11  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0352 88 80--120

LD:WG144182-13  L64503-4  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0172 0.0158 9 0--20

MS:WG144182-14  L64503-4  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0172 0.04 0.0523 88 75--125

LD:WG144182-15  L64648-5  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.193 0.188 3 0--20

MS:WG144182-16  L64648-5  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD



32 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.193 0.04 0.368 88 75--125

Workgroup: WG144194  (TSS)  Run ID: R209392

MB:WG144194-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG144194-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 105 105 80--120

LD:WG144194-3  L64648-9  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1.6 3.1 mg/L 38.8 40.5 4 0--25

LD:WG144194-4  L64503-4  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 38.4 38.9 1 0--25

LD:WG144194-5  L64348-5  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421874-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 3.4 3.6 6 0--25

Workgroup: WG144296  (Assorted ALK: 2/2/16)  Run ID: R209511

LCS:WG144296-1  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 50 50.4 101 90--110

LD:WG144296-2  L64717-5  Matrix: GRND WTR  Listtype:CVALK  Method:SM2320-B  Project:421422-CFGW  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 64.8 64.9 0 0--10

LD:WG144296-3  L64648-7  Matrix: STORM WTR  Listtype:CVALK  Method:SM2320-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 11.4 11.6 1 0--10

LD:WG144296-4  L64641-5  Matrix: FRESH WTR  Listtype:CVALK  Method:SM2320-B  Project:421193  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 44.7 44.8 0 0--10

LCS:WG144296-5  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 10 10 100 85--115

LCS:WG144296-6  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 25 24.6 99 85--115

LCS:WG144296-7  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 50 49.8 100 90--110

LCS:WG144296-8  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 250 240 96 90--110

Workgroup: WG144698  (TSS)  Run ID: R210024

MB:WG144698-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG144698-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
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(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 96 96 80--120

LD:WG144698-3  L64714-4  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421195-180  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 2.5 5 mg/L 193 199 3 0--25

LD:WG144698-4  L64921-5  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1.7 3.3 mg/L 40.3 41.4 3 0--25

Workgroup: WG144716  (DISSNUTS)  Run ID: R210500

MB:WG144716-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG144716-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144716-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG144716-2  MB:WG144716-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0321 80 80--120

SB:WG144716-2  MB:WG144716-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 1.04 104 80--120
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SB:WG144716-2  MB:WG144716-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0204 102 80--120

LCS:WG144716-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.051 102 85--115

LCS:WG144716-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 1.03 103 85--115

LCS:WG144716-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0183 92 85--115

LD:WG144716-4  L64894-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00707 0.0073 3 0--20

MS:WG144716-5  L64894-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00707 0.02 0.0251 90 75--125

LD:WG144716-6  L64714-4  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-180  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0457 0.0457 0 0--20

LD:WG144716-6  L64714-4  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-180  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0125 0.0124 0 0--20

MS:WG144716-7  L64714-4  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-180  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0457 1 1.07 102 75--125

MS:WG144716-7  L64714-4  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-180  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0125 0.02 0.0316 95 75--125

LD:WG144716-8  L64921-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0044 0.0041 0--20

LD:WG144716-8  L64921-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.309 0.306 1 0--20

LD:WG144716-8  L64921-11  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.01 0.04 mg/L 0.311 0.295 6 0--20

MS:WG144716-9  L64921-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0044 0.04 0.0399 89 75--125

MS:WG144716-9  L64921-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.309 1 1.32 101 75--125

MS:WG144716-9  L64921-11  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.01 0.04 mg/L 0.311 0.4 0.729 104 75--125

Workgroup: WG144755  (Total Nuts/421195,421422,421879,421430)  Run ID: R210168

MB:WG144755-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144755-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG144755-2  MB:WG144755-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.02 102 80--120

SB:WG144755-2  MB:WG144755-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.101 101 80--120

LCS:WG144755-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.978 98 85--115

LCS:WG144755-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0965 96 85--115

LD:WG144755-4  L64921-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.651 0.663 2 0--20

LD:WG144755-4  L64921-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.223 0.227 2 0--20

MS:WG144755-5  L64921-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Total Nitrogen 0.05 0.1 mg/L 0.651 1 1.7 105 75--125

MS:WG144755-5  L64921-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.223 0.1 0.328 104 75--125

MB:WG144755-6  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144755-6  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG144755-7  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.984 98 85--115

LCS:WG144755-7  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0969 97 85--115

LD:WG144755-8  L64864-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 2.42 2.46 2 0--20

MS:WG144755-9  L64864-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 2.42 0.1 3.45 102 75--125

LD:WG144755-10  L64835-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0579 0.0586 1 0--20
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MS:WG144755-11  L64835-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0579 0.1 0.162 105 75--125

LD:WG144755-12  L64906-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 2.27 2.29 1 0--20

LD:WG144755-12  L64906-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0115 0.0111 4 0--20

MS:WG144755-13  L64906-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 2.27 1 3.3 103 75--125

MS:WG144755-13  L64906-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0115 0.1 0.113 101 75--125

Workgroup: WG144865  (TSS)  Run ID: R210237

MB:WG144865-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG144865-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 92 92 80--120

LD:WG144865-3  L64679-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 3.3 6.7 mg/L 49.3 46 7 0--25
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LD:WG144865-4  L64906-4  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 27.8 27.2 2 0--25

LD:WG144865-5  L64947-1  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-DUSW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

MB:WG144865-6  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG144865-7  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 99 99 80--120

LD:WG144865-8  L65007-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 5.4 5.6 4 0--25

Workgroup: WG144930  (T.Nutrients/Various)  Run ID: R210428

MB:WG144930-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144930-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG144930-2  MB:WG144930-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
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Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.04 104 80--120

SB:WG144930-2  MB:WG144930-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.103 103 80--120

LCS:WG144930-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.973 97 85--115

LCS:WG144930-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0961 96 85--115

LD:WG144930-4  L64947-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-DUSW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0208 0.0176 16 0--20

MS:WG144930-5  L64947-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-DUSW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0208 0.1 0.12 100 75--125

LD:WG144930-6  L65007-2  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.445 0.443 0 0--20

LD:WG144930-6  L65007-2  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.407 0.406 0 0--20

MS:WG144930-7  L65007-2  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.445 1 1.48 104 75--125
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MS:WG144930-7  L65007-2  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.407 0.1 0.507 101 75--125

MB:WG144930-8  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144930-8  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG144930-9  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.985 99 85--115

LCS:WG144930-9  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.096 96 85--115

LD:WG144930-10  L64948-6  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.294 0.293 0 0--20

LD:WG144930-10  L64948-6  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.007 0.0077 0--20

MS:WG144930-11  L64948-6  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.294 1 1.33 103 75--125

MS:WG144930-11  L64948-6  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422019  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.007 0.1 0.108 101 75--125

MB:WG144930-12  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG144930-12  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG144930-13  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.983 98 85--115

LCS:WG144930-13  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0947 95 85--115

LD:WG144930-14  L64949-16  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.393 0.389 1 0--20

LD:WG144930-14  L64949-16  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0168 0.0159 5 0--20

MS:WG144930-15  L64949-16  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.393 1 1.43 104 75--125

MS:WG144930-15  L64949-16  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0168 0.1 0.117 100 75--125
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LD:WG144755-12  L64906-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 2.27 2.29 1 0--20

LD:WG144755-12  L64906-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0115 0.0111 4 0--20

MS:WG144755-13  L64906-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 2.27 1 3.3 103 75--125

MS:WG144755-13  L64906-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0115 0.1 0.113 101 75--125

Workgroup: WG144938  (DISSNUT)  Run ID: R210408

MB:WG144938-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG144938-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG144938-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG144938-2  MB:WG144938-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0376 94 80--120

SB:WG144938-2  MB:WG144938-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.826 103 80--120

SB:WG144938-2  MB:WG144938-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0194 97 80--120

LCS:WG144938-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0481 96 85--115

LCS:WG144938-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.8 100 85--115

LCS:WG144938-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0175 88 85--115

LD:WG144938-4  L64906-3  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0113 0.0112 1 0--20

LD:WG144938-4  L64906-3  Matrix: GRND WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.05 0.2 mg/L 2.66 2.61 2 0--20

LD:WG144938-4  L64906-3  Matrix: GRND WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00601 0.00623 4 0--20
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MS:WG144938-5  L64906-3  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0113 0.04 0.0425 78 75--125

MS:WG144938-5  L64906-3  Matrix: GRND WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.05 0.2 mg/L 2.66 4 6.72 102 75--125

MS:WG144938-5  L64906-3  Matrix: GRND WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00601 0.02 0.0229 84 75--125

LD:WG144938-6  L64864-1  Matrix: EFFLUENT  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.4 2 mg/L 9.74 9.7 0 0--20

LD:WG144938-6  L64864-1  Matrix: EFFLUENT  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.1 0.4 mg/L 3.03 3.06 1 0--20

MS:WG144938-7  L64864-1  Matrix: EFFLUENT  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.4 2 mg/L 9.74 8 17.8 100 75--125

MS:WG144938-7  L64864-1  Matrix: EFFLUENT  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.1 0.4 mg/L 3.03 4 7.47 111 75--125

LD:WG144938-8  L64864-4  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.2 0.8 mg/L 6.98 6.95 0 0--20

MS:WG144938-9  L64864-4  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421430-300  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.2 0.8 mg/L 6.98 16 23.6 104 75--125

LD:WG144938-10  L64999-7  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0023 0.0025 0--20

LD:WG144938-10  L64999-7  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.309 0.314 1 0--20

LD:WG144938-10  L64999-7  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.01 0.04 mg/L 0.343 0.344 0 0--20

MS:WG144938-11  L64999-7  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0023 0.04 0.043 102 75--125

MS:WG144938-11  L64999-7  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.309 0.8 1.14 104 75--125

MS:WG144938-11  L64999-7  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.01 0.04 mg/L 0.343 0.4 0.8 114 75--125

Workgroup: WG145096  (Assorted ALK: 3/22/16)  Run ID: R210482

LCS:WG145096-1  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 50 49.1 98 90--110

LD:WG145096-2  L64882-1  Matrix: GRND WTR  Listtype:CVALK  Method:SM2320-B  Project:421422-CHGW  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 141 141 0 0--10

LD:WG145096-2  L64882-1  Matrix: GRND WTR  Listtype:CVALK-BI  Method:SM2320-B BI  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Alkalinity, Bicarbonate 1 5 mg CaCO3/L 141 141 0 0--10

LCS:WG145096-3  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 50 50.5 101 90--110

LD:WG145096-4  L64999-3  Matrix: STORM WTR  Listtype:CVALK  Method:SM2320-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 15.3 15.2 1 0--10

LD:WG145096-5  L65017-4  Matrix: FRESH WTR  Listtype:CVALK  Method:SM2320-B  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 106 107 1 0--10

LCS:WG145096-6  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 10 9.63 96 85--115

LCS:WG145096-7  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 25 24.8 99 85--115

LCS:WG145096-8  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Alkalinity 1 5 mg CaCO3/L 50 50.2 100 90--110

LCS:WG145096-9  Matrix: BLANK WTR  Listtype:CVALK  Method:SM2320-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
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Total Alkalinity 1 5 mg CaCO3/L 250 245 98 90--110

Workgroup: WG146466  (TSS/VSS)  Run ID: R212357

MB:WG146466-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

MB:WG146466-1  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Volatile Suspended Solids 0.5 1 mg/L <MDL

LCS:WG146466-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 52.9 56 106 74--126

LCS:WG146466-2  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Volatile Suspended Solids 0.5 1 mg/L 37.6 40.8 109 73--127

LD:WG146466-3  L65517-1  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 13.2 14.9 12 0--25

LD:WG146466-4  L65551-1  Matrix: LEACHATE  Listtype:CVTSS  Method:SM2540-D  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 1.4 2.44 54 * 0--25

LD:WG146466-4  L65551-1  Matrix: LEACHATE  Listtype:CVVSS  Method:EPA 160.4  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Volatile Suspended Solids 1 2 mg/L 2 2.67 29 * 0--25

LD:WG146466-5  L65647-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421301A  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 132 132 0 0--25

Workgroup: WG146495  (NUTS-28)  Run ID: R212266

MB:WG146495-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG146495-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG146495-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG146495-2  MB:WG146495-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0405 101 80--120

SB:WG146495-2  MB:WG146495-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.803 100 80--120

SB:WG146495-2  MB:WG146495-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0203 102 80--120

LCS:WG146495-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0506 101 85--115

LCS:WG146495-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD



51 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.814 102 85--115

LCS:WG146495-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0207 104 85--115

LD:WG146495-6  L65544-49  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00058 0.00056 0--20

MS:WG146495-7  L65544-49  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00058 0.02 0.0189 92 75--125

LD:WG146495-8  L65519-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0037 0.0035 0--20

LD:WG146495-8  L65519-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.514 0.512 0 0--20

LD:WG146495-8  L65519-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00576 0.0057 1 0--20

MS:WG146495-9  L65519-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0037 0.04 0.0382 86 75--125

MS:WG146495-9  L65519-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.514 0.8 1.27 94 75--125

MS:WG146495-9  L65519-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00576 0.02 0.0238 90 75--125

LD:WG146495-10  L65650-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.02 0.1 mg/L 0.233 0.233 0 0--20

LD:WG146495-10  L65650-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.437 0.438 0 0--20

LD:WG146495-10  L65650-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.132 0.132 0 0--20

MS:WG146495-11  L65650-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.02 0.1 mg/L 0.233 0.04 0.669 109 75--125

MS:WG146495-11  L65650-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.437 0.8 1.19 94 75--125

MS:WG146495-11  L65650-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.132 0.02 0.15 91 75--125

MB:WG146495-12  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL
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MB:WG146495-12  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG146495-12  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG146495-13  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.052 104 85--115

LCS:WG146495-13  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.817 102 85--115

LCS:WG146495-13  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0211 106 85--115

LD:WG146495-14  L65619-11  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0052 0.0052 0--20

LD:WG146495-14  L65619-11  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.014 0.013 0--20

LD:WG146495-14  L65619-11  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00058 0.00059 0--20

MS:WG146495-15  L65619-11  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0052 0.04 0.0496 111 75--125

MS:WG146495-15  L65619-11  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.014 0.8 0.796 98 75--125

MS:WG146495-15  L65619-11  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00058 0.02 0.0191 93 75--125

Workgroup: WG146500  (T Nutrients/Various)  Run ID: R212328

MB:WG146500-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG146500-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG146500-2  MB:WG146500-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.07 107 80--120

SB:WG146500-2  MB:WG146500-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0928 93 80--120

LCS:WG146500-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.999 100 85--115

LCS:WG146500-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
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(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0915 91 85--115

LD:WG146500-4  L65619-12  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.226 0.22 2 0--20

LD:WG146500-4  L65619-12  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0094 0.0087 0--20

MS:WG146500-5  L65619-12  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.226 1 1.26 103 75--125

MS:WG146500-5  L65619-12  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0094 0.1 0.102 93 75--125

MB:WG146500-6  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG146500-6  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG146500-7  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.972 97 85--115

LCS:WG146500-7  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
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Total Phosphorus 0.005 0.01 mg/L 0.1 0.0878 88 85--115

LD:WG146500-8  L65619-26  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.371 0.382 3 0--20

LD:WG146500-8  L65619-26  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0102 0.0103 1 0--20

MS:WG146500-9  L65619-26  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.371 1 1.53 116 75--125

MS:WG146500-9  L65619-26  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0102 0.1 0.106 96 75--125

LD:WG146500-10  L65650-1  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.15 0.3 mg/L 2.14 2.23 4 0--20

LD:WG146500-10  L65650-1  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.308 0.311 1 0--20

MS:WG146500-11  L65650-1  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.15 0.3 mg/L 2.14 1 5.21 102 75--125

MS:WG146500-11  L65650-1  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.308 0.1 0.399 91 75--125
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Workgroup: WG146688  (TOC/DOC - various)  Run ID: R212463

MB:WG146688-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG146688-2  MB:WG146688-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.1 101 80--120

LCS:WG146688-3  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 9.95 99 85--115

LCS:WG146688-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.86 99 85--115

LD:WG146688-4  L65236-5  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.24 4.43 4 0--20

MS:WG146688-5  L65236-5  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.24 10 13.7 94 75--125

MB:WG146688-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG146688-7  MB:WG146688-6  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 10 100 80--120
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LD:WG146688-8  L65487-3  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.66 1.68 1 0--20

MS:WG146688-9  L65487-3  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.66 10 11.5 98 75--125

LD:WG146688-10  L65650-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 2.5 5 mg/L 15.4 15.8 3 0--20

LD:WG146688-10  L65650-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 2.5 5 mg/L 21.5 23.2 8 0--20

MS:WG146688-11  L65650-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 2.5 5 mg/L 15.4 10 64.2 98 75--125

MS:WG146688-11  L65650-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 2.5 5 mg/L 21.5 10 70.7 98 75--125

Workgroup: WG147783  (T Nutrients/Various)  Run ID: R214111

MB:WG147783-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG147783-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
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Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG147783-2  MB:WG147783-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.977 98 80--120

SB:WG147783-2  MB:WG147783-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.101 101 80--120

LCS:WG147783-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.965 96 85--115

LCS:WG147783-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.101 101 85--115

LD:WG147783-4  L65991-10  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-130  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.349 0.364 4 0--20

LD:WG147783-4  L65991-10  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-130  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0169 0.021 22 * 0--20

MS:WG147783-5  L65991-10  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-130  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.349 1 1.38 103 75--125

MS:WG147783-5  L65991-10  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-130  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0169 0.1 0.115 98 75--125



60 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

MB:WG147783-6  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG147783-6  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG147783-7  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.972 97 85--115

LCS:WG147783-7  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.096 96 85--115

LD:WG147783-8  L65992-24  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422030  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.599 0.622 4 0--20

LD:WG147783-8  L65992-24  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422030  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0342 0.0317 7 0--20

MS:WG147783-9  L65992-24  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422030  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.599 1 1.6 100 75--125

MS:WG147783-9  L65992-24  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422030  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0342 0.1 0.124 90 75--125

MB:WG147783-10  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG147783-10  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG147783-11  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 1.03 103 85--115

LCS:WG147783-11  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0978 98 85--115

LD:WG147783-12  L65993-12  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.305 0.318 4 0--20

LD:WG147783-12  L65993-12  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422019  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL <MDL 0--20

MS:WG147783-13  L65993-12  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.305 1 1.36 105 75--125

MS:WG147783-13  L65993-12  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:422019  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.101 101 75--125

MB:WG147783-14  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL
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MB:WG147783-14  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG147783-15  MB:WG147783-14  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.983 98 80--120

SB:WG147783-15  MB:WG147783-14  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0978 98 80--120

LCS:WG147783-16  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.961 96 85--115

LCS:WG147783-16  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0981 98 85--115

LD:WG147783-17  L66175-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.15 0.3 mg/L 2.28 2.26 1 0--20

LD:WG147783-17  L66175-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.015 0.03 mg/L 0.259 0.269 4 0--20

MS:WG147783-18  L66175-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.15 0.3 mg/L 2.28 1 5.17 97 75--125

MS:WG147783-18  L66175-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.015 0.03 mg/L 0.259 0.1 0.562 101 75--125

LD:WG147783-19  L65997-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.15 0.3 mg/L 4.01 4.04 1 0--20

MS:WG147783-20  L65997-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.15 0.3 mg/L 4.01 0.1 7.15 105 75--125

Workgroup: WG148004  (TSS+VSS)  Run ID: R214014

MB:WG148004-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

MB:WG148004-1  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Volatile Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148004-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 55 56.1 102 74--126

LCS:WG148004-2  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Volatile Suspended Solids 0.5 1 mg/L 39.1 41.1 105 73--127

LD:WG148004-3  L65924-3  Matrix: LEACHATE  Listtype:CVTSS  Method:SM2540-D  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 5.8 5.8 0 0--25



64 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

LD:WG148004-3  L65924-3  Matrix: LEACHATE  Listtype:CVVSS  Method:EPA 160.4  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Volatile Suspended Solids 1 2 mg/L 3.8 4 5 0--25

LD:WG148004-4  L66111-4  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-HTGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 33.2 33.6 1 0--25

LD:WG148004-5  L65922-3  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 30.2 31.1 3 0--25

LD:WG148004-6  L66175-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 2 4 mg/L 32.4 33.2 2 0--25

LD:WG148004-7  L66109-8  Matrix: SALT WTR  Listtype:CVTSS  Method:SM2540-D  Project:421250BS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 20 mg/L 3.4 3.8 0--25

Workgroup: WG148025  (nuts-26)  Run ID: R214295

MB:WG148025-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148025-1  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148025-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL
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SB:WG148025-2  MB:WG148025-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.831 104 80--120

SB:WG148025-2  MB:WG148025-1  Matrix:  BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.831 104 80--120

SB:WG148025-2  MB:WG148025-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0218 109 80--120

LCS:WG148025-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.83 104 85--115

LCS:WG148025-3  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.83 104 85--115

LCS:WG148025-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.021 105 85--115

LD:WG148025-4  L65922-5  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.95 1.94 0 0--20

LD:WG148025-4  L65922-5  Matrix: FRESH WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 1.95 1.94 0 0--20

LD:WG148025-4  L65922-5  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VASW  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0315 0.0325 3 0--20

MS:WG148025-5  L65922-5  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.95 0.8 2.75 100 75--125

MS:WG148025-5  L65922-5  Matrix: FRESH WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 1.95 0.8 2.75 100 75--125

MS:WG148025-5  L65922-5  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0315 0.02 0.0514 99 75--125

LD:WG148025-6  L66175-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.422 0.418 1 0--20

LD:WG148025-6  L66175-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.109 0.109 1 0--20

MS:WG148025-7  L66175-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.422 0.8 1.22 100 75--125

MS:WG148025-7  L66175-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.109 0.02 0.129 98 75--125

MB:WG148025-8  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
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Nitrate Nitrogen 0.01 0.04 mg/L <MDL

SB:WG148025-9  MB:WG148025-8  Matrix:  BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.793 99 80--120

LD:WG148025-10  L66181-1  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrate Nitrogen 0.05 0.2 mg/L 3.27 3.24 1 0--20

MS:WG148025-11  L66181-1  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-PUGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.05 0.2 mg/L 3.27 0.8 3.89 78 75--125

Workgroup: WG148128  (TOC - various)  Run ID: R214128

MB:WG148128-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148128-2  MB:WG148128-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.1 101 80--120

LCS:WG148128-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.76 98 85--115

LD:WG148128-4  L66181-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.76 0.77 0--20

MS:WG148128-5  L66181-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-PUGW  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.76 10 9.92 92 75--125

LD:WG148128-6  L66175-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 5 10 mg/L 16.5 18.8 13 0--20

LD:WG148128-6  L66175-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 5 10 mg/L 19.6 20.5 5 0--20

MS:WG148128-7  L66175-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 5 10 mg/L 16.5 10 115 98 75--125

MS:WG148128-7  L66175-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 5 10 mg/L 19.6 10 117 98 75--125

MB:WG148128-8  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG148128-9  MB:WG148128-8  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.69 97 80--120

LCS:WG148128-10  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 9.86 99 85--115

LD:WG148128-11  L65922-5  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.15 4.65 11 0--20
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MS:WG148128-12  L65922-5  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.15 10 15.1 109 75--125

LD:WG148128-13  L66033-3  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.74 1.81 4 0--20

MS:WG148128-14  L66033-3  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.74 10 12.2 104 75--125

MB:WG148128-15  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148128-16  MB:WG148128-15  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.53 95 80--120

LCS:WG148128-17  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.41 94 85--115

LD:WG148128-18  L65924-3  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 1 2 mg/L 6.03 5.87 3 0--20

MS:WG148128-19  L65924-3  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 1 2 mg/L 6.03 10 25.1 95 75--125
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Workgroup: WG148181  (NH3)  Run ID: R214202

LD:WG148181-1  L66175-3  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.456 0.458 0 0--20

MS:WG148181-2  L66175-3  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.456 0.04 0.628 86 75--125

LD:WG148181-3  L65922-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0074 0.0075 0--20

MS:WG148181-4  L65922-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0074 0.04 0.048 101 75--125

MB:WG148181-5  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

SB:WG148181-6  MB:WG148181-5  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.038 95 80--120

LD:WG148181-7  L66181-1  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-PUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0077 <MDL 0--20

MS:WG148181-8  L66181-1  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-PUGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0077 0.04 0.045 93 75--125
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MB:WG148086-10  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

LCS:WG148086-11  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0528 106 85--115

Workgroup: WG148244  (T Nutrients/Various)  Run ID: R214412

MB:WG148244-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148244-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG148244-2  MB:WG148244-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.987 99 80--120

SB:WG148244-2  MB:WG148244-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.097 97 80--120

LCS:WG148244-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.95 95 85--115

LCS:WG148244-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0949 95 85--115
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LD:WG148244-4  L66151-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.989 1 0--20

LD:WG148244-4  L66151-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0111 0.0104 7 0--20

MS:WG148244-5  L66151-1  Matrix: GRND WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 1 2.02 102 75--125

MS:WG148244-5  L66151-1  Matrix: GRND WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0111 0.1 0.108 97 75--125

LD:WG148244-6  L66154-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.889 0.883 1 0--20

LD:WG148244-6  L66154-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0159 0.0156 2 0--20

MS:WG148244-7  L66154-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.889 1 1.89 100 75--125

MS:WG148244-7  L66154-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0159 0.1 0.115 99 75--125

LD:WG148244-8  L66190-1  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 2.16 2.05 6 0--20

MS:WG148244-9  L66190-1  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 2.16 0.1 3.02 86 75--125

MB:WG148244-10  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148244-10  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG148244-11  MB:WG148244-10  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1 100 80--120

SB:WG148244-11  MB:WG148244-10  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.1 100 80--120

LCS:WG148244-12  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.956 96 85--115

LCS:WG148244-12  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0967 97 85--115

LD:WG148244-13  L66285-1  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Total Nitrogen 0.05 0.1 mg/L 1.25 1.25 0 0--20

LD:WG148244-13  L66285-1  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.166 0.166 0 0--20

MS:WG148244-14  L66285-1  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.25 1 2.25 100 75--125

MS:WG148244-14  L66285-1  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.166 0.1 0.261 94 75--125

Workgroup: WG148269  (TSS)  Run ID: R214322

MB:WG148269-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148269-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 93 93 80--120

LD:WG148269-3  L66104-14  Matrix: SALT WTR  Listtype:CVTSS  Method:SM2540-D  Project:421250OS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 20 mg/L 1.2 1.6 0--25

MB:WG148269-4  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148269-5  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
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Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 96 96 80--120

LD:WG148269-6  L66285-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 18.4 19.5 6 0--25

LD:WG148269-7  L66298-4  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW-OS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L <MDL <MDL 0--25

Workgroup: WG148326  (TOC/DOC - various)  Run ID: R214371

MB:WG148326-1  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

MB:WG148326-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148326-2  MB:WG148326-1  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.82 98 80--120

SB:WG148326-2  MB:WG148326-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.86 99 80--120

LCS:WG148326-3  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LCS:WG148326-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
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(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.97 100 85--115

LD:WG148326-4  L66302-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL <MDL 0--20

MS:WG148326-5  L66302-4  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.77 98 75--125

LD:WG148326-6  L66333-2  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 0.92 0.77 0--20

LD:WG148326-6  L66333-2  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.97 1.02 5 0--20

MS:WG148326-7  L66333-2  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 0.92 10 11 101 75--125

MS:WG148326-7  L66333-2  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.97 10 11.4 104 75--125

Workgroup: WG148333  (NUTS-12)  Run ID: R214396

MB:WG148333-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL
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MB:WG148333-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148333-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148333-2  MB:WG148333-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0377 94 80--120

SB:WG148333-2  MB:WG148333-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.789 99 80--120

SB:WG148333-2  MB:WG148333-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.02 100 80--120

LCS:WG148333-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0485 97 85--115

LCS:WG148333-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.776 97 85--115

LCS:WG148333-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.02 100 85--115

LD:WG148333-4  L66344-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.04 0.0399 0 0--20

LD:WG148333-4  L66344-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.03 0.03 0--20

LD:WG148333-4  L66344-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00845 0.00857 2 0--20

MS:WG148333-5  L66344-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.04 0.04 0.0797 99 75--125

MS:WG148333-5  L66344-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.03 0.8 0.811 98 75--125

MS:WG148333-5  L66344-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00845 0.02 0.0273 94 75--125

MB:WG148333-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148333-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148333-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL
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LCS:WG148333-7  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0479 96 85--115

LCS:WG148333-7  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.789 99 85--115

LCS:WG148333-7  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0201 101 85--115

LD:WG148333-8  L66339-5  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0151 0.0156 3 0--20

LD:WG148333-8  L66339-5  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.215 0.213 1 0--20

LD:WG148333-8  L66339-5  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0557 0.0548 2 0--20

MS:WG148333-9  L66339-5  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0151 0.04 0.0538 97 75--125

MS:WG148333-9  L66339-5  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.215 0.8 1.01 99 75--125

MS:WG148333-9  L66339-5  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0557 0.02 0.0743 93 75--125

MB:WG148333-10  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148333-10  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148333-10  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148333-11  MB:WG148333-10  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0397 99 80--120

SB:WG148333-11  MB:WG148333-10  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.822 103 80--120

SB:WG148333-11  MB:WG148333-10  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0207 104 80--120

LCS:WG148333-12  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0495 99 85--115

LCS:WG148333-12  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit



81 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.797 100 85--115

LCS:WG148333-12  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0204 102 85--115

LD:WG148333-13  L66338-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0049 0.0057 0--20

LD:WG148333-13  L66338-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.765 0.766 0 0--20

LD:WG148333-13  L66338-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0257 0.0256 0 0--20

MS:WG148333-14  L66338-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0049 0.04 0.0425 94 75--125

MS:WG148333-14  L66338-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.765 0.8 1.57 101 75--125

MS:WG148333-14  L66338-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0257 0.02 0.0451 97 75--125

LD:WG148333-15  L66268-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-210  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0089 0.009 0--20
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LD:WG148333-15  L66268-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-210  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL <MDL 0--20

LD:WG148333-15  L66268-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-210  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00207 0.00206 1 0--20

MS:WG148333-16  L66268-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-210  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0089 0.04 0.0516 107 75--125

MS:WG148333-16  L66268-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-210  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.816 102 75--125

MS:WG148333-16  L66268-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-210  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00207 0.02 0.021 95 75--125

LD:WG148333-17  L66285-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.155 0.155 0 0--20

LD:WG148333-17  L66285-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.429 0.428 0 0--20

LD:WG148333-17  L66285-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.077 0.0782 2 0--20

MS:WG148333-18  L66285-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.155 0.04 0.195 98 75--125

MS:WG148333-18  L66285-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.429 0.8 1.25 102 75--125

MS:WG148333-18  L66285-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.077 0.02 0.096 95 75--125

Workgroup: WG148362  (nuts-13)  Run ID: R214482

MB:WG148362-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148362-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148362-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148362-2  MB:WG148362-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0394 98 80--120

SB:WG148362-2  MB:WG148362-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.804 101 80--120

SB:WG148362-2  MB:WG148362-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
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(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0205 103 80--120

LCS:WG148362-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0513 103 85--115

LCS:WG148362-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.8 100 85--115

LCS:WG148362-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0208 104 85--115

LD:WG148362-4  L66360-8  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0205 0.02 2 0--20

LD:WG148362-4  L66360-8  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.446 0.443 1 0--20

LD:WG148362-4  L66360-8  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0329 0.0312 5 0--20

MS:WG148362-5  L66360-8  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0205 0.04 0.06 99 75--125

MS:WG148362-5  L66360-8  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.446 0.8 1.25 101 75--125

MS:WG148362-5  L66360-8  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0329 0.02 0.0507 89 75--125

MB:WG148362-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148362-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148362-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG148362-7  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0501 100 85--115

LCS:WG148362-7  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.796 100 85--115

LCS:WG148362-7  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0201 101 85--115

LD:WG148362-8  L66361-7  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0264 0.0242 9 0--20
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LD:WG148362-8  L66361-7  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.38 1.36 1 0--20

LD:WG148362-8  L66361-7  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0425 0.0393 8 0--20

MS:WG148362-9  L66361-7  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0264 0.04 0.0646 95 75--125

MS:WG148362-9  L66361-7  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.38 0.8 2.16 98 75--125

MS:WG148362-9  L66361-7  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0425 0.02 0.0594 85 75--125

MB:WG148362-10  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148362-10  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148362-10  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG148362-11  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
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Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0516 103 85--115

LCS:WG148362-11  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.793 99 85--115

LCS:WG148362-11  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0205 102 85--115

LD:WG148362-12  L66365-6  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0075 0.0077 0--20

LD:WG148362-12  L66365-6  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.868 0.862 1 0--20

LD:WG148362-12  L66365-6  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0259 0.0261 1 0--20

MS:WG148362-13  L66365-6  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0075 0.04 0.0487 103 75--125

MS:WG148362-13  L66365-6  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.868 0.8 1.66 99 75--125

MS:WG148362-13  L66365-6  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0259 0.02 0.0455 98 75--125
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MB:WG148362-14  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148362-14  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148362-14  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148362-15  MB:WG148362-14  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0385 96 80--120

SB:WG148362-15  MB:WG148362-14  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.786 98 80--120

SB:WG148362-15  MB:WG148362-14  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0201 101 80--120

LD:WG148362-16  L66382-19  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0044 0.0044 0--20

LD:WG148362-16  L66382-19  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.1 0.101 1 0--20

LD:WG148362-16  L66382-19  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.015 0.0153 2 0--20

MS:WG148362-17  L66382-19  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0044 0.04 0.045 102 75--125

MS:WG148362-17  L66382-19  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.1 0.8 0.888 99 75--125

MS:WG148362-17  L66382-19  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.015 0.02 0.0343 96 75--125

Workgroup: WG148385  (TSS/VSS)  Run ID: R214462

MB:WG148385-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

MB:WG148385-1  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Volatile Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148385-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 62.6 69.4 111 74--126

LCS:WG148385-2  Matrix: BLANK WTR  Listtype:CVVSS  Method:EPA 160.4  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Volatile Suspended Solids 0.5 1 mg/L 44.5 51.2 115 73--127
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LD:WG148385-3  L65693-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHSW-P  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1.4 2.9 mg/L 117 122 5 0--25

LD:WG148385-4  L66314-1  Matrix: LEACHATE  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

LD:WG148385-4  L66314-1  Matrix: LEACHATE  Listtype:CVVSS  Method:EPA 160.4  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Volatile Suspended Solids 1 2 mg/L <MDL 1 0--25

LD:WG148385-5  L66315-1  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

LD:WG148385-6  L66317-1  Matrix: IW WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-ENLS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 6.3 13 mg/L 63.8 61.3 4 0--25

LD:WG148385-7  L66360-1  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 6.2 6.4 3 0--25

Workgroup: WG148527  (DISSNUT)  Run ID: R214773

MB:WG148527-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148527-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL
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MB:WG148527-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148527-2  MB:WG148527-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0386 97 80--120

SB:WG148527-2  MB:WG148527-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.791 99 80--120

SB:WG148527-2  MB:WG148527-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.022 110 80--120

LCS:WG148527-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0501 100 85--115

LCS:WG148527-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.786 98 85--115

LCS:WG148527-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0202 101 85--115

LD:WG148527-4  L66382-9  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.112 0.111 0 0--20

LD:WG148527-4  L66382-9  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.139 0.136 3 0--20

LD:WG148527-4  L66382-9  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00808 0.00811 0 0--20

MS:WG148527-5  L66382-9  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.112 0.04 0.153 103 75--125

MS:WG148527-5  L66382-9  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.139 0.8 0.924 98 75--125

MS:WG148527-5  L66382-9  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00808 0.02 0.0259 89 75--125

LD:WG148527-6  L66278-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0427 0.0429 0 0--20

LD:WG148527-6  L66278-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.523 0.526 1 0--20

LD:WG148527-6  L66278-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0226 0.0228 1 0--20

MS:WG148527-7  L66278-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L 0.0427 0.04 0.0813 96 75--125

MS:WG148527-7  L66278-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.523 0.8 1.26 92 75--125

MS:WG148527-7  L66278-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0226 0.02 0.039 82 75--125

LD:WG148527-8  L66314-7  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.5 2 mg/L <MDL <MDL 0--20

MS:WG148527-9  L66314-7  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-CHLS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.5 2 mg/L <MDL 40 36.6 92 75--125

Workgroup: WG148546  (TOC/DOC - various)  Run ID: R214599

MB:WG148546-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148546-2  MB:WG148546-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.3 103 80--120

LCS:WG148546-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.6 106 85--115

LD:WG148546-4  L66403-3  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-A5-TD  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 1 2 mg/L 9.54 9.38 2 0--20

MS:WG148546-5  L66403-3  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-A5-TD  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 1 2 mg/L 9.54 10 29.6 100 75--125

LD:WG148546-6  L66320-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL <MDL 0--20

MS:WG148546-7  L66320-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.92 99 75--125

LD:WG148546-8  L66275-2  Matrix: INFLUENT  Listtype:CVTOC  Method:SM5310-B  Project:421937-200  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 25 50 mg/L 88.5 84.5 5 0--20

MS:WG148546-9  L66275-2  Matrix: INFLUENT  Listtype:CVTOC  Method:SM5310-B  Project:421937-200  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 25 50 mg/L 88.5 10 561 95 75--125

LD:WG148546-10  L66275-3  Matrix: EFFLUENT  Listtype:CVTOC  Method:SM5310-B  Project:421937-200  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 10 20 mg/L 87.1 82.2 6 0--20

MS:WG148546-11  L66275-3  Matrix: EFFLUENT  Listtype:CVTOC  Method:SM5310-B  Project:421937-200  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 10 20 mg/L 87.1 10 289 101 75--125

MB:WG148546-12  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL
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SB:WG148546-13  MB:WG148546-12  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.97 100 80--120

LCS:WG148546-14  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.3 103 85--115

LD:WG148546-15  L66408-1  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.61 1.54 4 0--20

MS:WG148546-16  L66408-1  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:423589-330-4  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.61 10 11 94 75--125

Workgroup: WG148580  (T Nutrients/Various)  Run ID: R214875

MB:WG148580-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148580-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG148580-2  MB:WG148580-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 0.975 97 80--120

SB:WG148580-2  MB:WG148580-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
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Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0986 99 80--120

LCS:WG148580-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.882 88 85--115

LCS:WG148580-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0915 91 85--115

LD:WG148580-4  L66278-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:423484-850-5  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.169 0.172 2 0--20

MS:WG148580-5  L66278-1  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:423484-850-5  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.169 0.1 0.276 107 75--125

LD:WG148580-6  L66382-19  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.308 0.315 2 0--20

LD:WG148580-6  L66382-19  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0409 0.0422 3 0--20

MS:WG148580-7  L66382-19  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.308 1 1.31 100 75--125

MS:WG148580-7  L66382-19  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0409 0.1 0.138 97 75--125
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Workgroup: WG148582  (TSS)  Run ID: R214632

MB:WG148582-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148582-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 99 99 80--120

LD:WG148582-3  L66315-2  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 1.6 1.8 0--25

LD:WG148582-4  L66373-1  Matrix: INFLUENT  Listtype:CVTSS  Method:SM2540-D  Project:421183-200  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 10 20 mg/L 228 224 2 0--25

LD:WG148582-5  L66374-5  Matrix: EFFLUENT  Listtype:CVTSS  Method:SM2540-D  Project:421183-200  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

LD:WG148582-6  L66430-3  Matrix: SALT WTR  Listtype:CVTSS  Method:SM2540-D  Project:421250BS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 20 mg/L 2.8 2.9 0--25

MB:WG148582-7  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148582-8  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 98 98 80--120
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LD:WG148582-9  L66453-3  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 3.6 3.4 6 0--25

Workgroup: WG148650  (NUTS!-26)  Run ID: R214738

MB:WG148650-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148650-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148650-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148650-2  MB:WG148650-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0407 102 80--120

SB:WG148650-2  MB:WG148650-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.852 107 80--120

SB:WG148650-2  MB:WG148650-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0211 106 80--120

LCS:WG148650-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0524 105 85--115

LCS:WG148650-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.852 107 85--115

LCS:WG148650-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0214 107 85--115

LD:WG148650-4  L66456-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0211 0.0208 2 0--20

LD:WG148650-4  L66456-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0719 0.072 0 0--20

LD:WG148650-4  L66456-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00339 0.00336 1 0--20

MS:WG148650-5  L66456-1  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0211 0.04 0.0603 98 75--125

MS:WG148650-5  L66456-1  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0719 0.8 0.905 104 75--125

MS:WG148650-5  L66456-1  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00339 0.02 0.0226 96 75--125
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MB:WG148650-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148650-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148650-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG148650-7  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0506 101 85--115

LCS:WG148650-7  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.816 102 85--115

LCS:WG148650-7  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.021 105 85--115

LD:WG148650-8  L66456-21  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0147 0.0148 1 0--20

LD:WG148650-8  L66456-21  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.07 0.0701 0 0--20

LD:WG148650-8  L66456-21  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0013 0.0012 0--20

MS:WG148650-9  L66456-21  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0147 0.04 0.0503 89 75--125

MS:WG148650-9  L66456-21  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.07 0.8 0.884 102 75--125

MS:WG148650-9  L66456-21  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0013 0.02 0.0205 96 75--125

MB:WG148650-10  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148650-10  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148650-10  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG148650-11  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0512 102 85--115

LCS:WG148650-11  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.811 101 85--115
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LCS:WG148650-11  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0207 104 85--115

LD:WG148650-12  L66453-5  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0746 0.0755 1 0--20

LD:WG148650-12  L66453-5  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.153 0.153 1 0--20

LD:WG148650-12  L66453-5  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0131 0.0127 3 0--20

MS:WG148650-13  L66453-5  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0746 0.04 0.112 94 75--125

MS:WG148650-13  L66453-5  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.153 0.8 0.959 101 75--125

MS:WG148650-13  L66453-5  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0131 0.02 0.0331 100 75--125

Workgroup: WG148655  (TOC/DOC - various)  Run ID: R214812

MB:WG148655-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
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Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148655-2  MB:WG148655-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.61 96 80--120

LCS:WG148655-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.82 98 85--115

LD:WG148655-4  L66315-2  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.04 1.02 2 0--20

MS:WG148655-5  L66315-2  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.04 10 10.4 93 75--125

MB:WG148655-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

MB:WG148655-7  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG148655-8  MB:WG148655-6  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.38 94 80--120

LCS:WG148655-9  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 9.46 95 85--115
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LD:WG148655-10  L66453-7  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 7.72 7.79 1 0--20

MS:WG148655-11  L66453-7  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 7.72 10 16.3 86 75--125

LD:WG148655-12  L66330-1  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.26 1.15 10 0--20

MS:WG148655-13  L66330-1  Matrix: FRESH WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 1.26 10 12.1 108 75--125

LD:WG148655-14  L66331-1  Matrix: SALT WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.94 0.9 0--20

MS:WG148655-15  L66331-1  Matrix: SALT WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.94 10 12.2 113 75--125

MB:WG148655-16  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG148655-17  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.9 109 85--115

MB:WG148655-18  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148655-19  MB:WG148655-18  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.3 103 80--120

LCS:WG148655-20  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.4 104 85--115

LD:WG148655-21  L66453-2  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 1 2 mg/L 11.9 12.1 2 0--20

MS:WG148655-22  L66453-2  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 1 2 mg/L 11.9 10 31.8 100 75--125

LD:WG148655-23  L66314-1  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 100 200 mg/L 542 544 0 0--20

MS:WG148655-24  L66314-1  Matrix: LEACHATE  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHLS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 100 200 mg/L 542 10 2620 104 75--125

Workgroup: WG148713  (LK/LG NUTS)  Run ID: R215067

MB:WG148713-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148713-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148713-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG148713-2  MB:WG148713-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0408 102 80--120

SB:WG148713-2  MB:WG148713-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.867 108 80--120

SB:WG148713-2  MB:WG148713-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.021 105 80--120

LCS:WG148713-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0539 108 85--115

LCS:WG148713-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.882 110 85--115

LCS:WG148713-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0216 108 85--115

LD:WG148713-4  L66456-49  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L 0.0131 0.0132 0 0--20

LD:WG148713-4  L66456-49  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.106 0.105 0 0--20

LD:WG148713-4  L66456-49  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00226 0.00227 0 0--20

MS:WG148713-5  L66456-49  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0131 0.04 0.0522 98 75--125

MS:WG148713-5  L66456-49  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.106 0.8 0.956 106 75--125

MS:WG148713-5  L66456-49  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00226 0.02 0.022 99 75--125

LD:WG148713-6  L66385-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0387 0.0384 1 0--20

LD:WG148713-6  L66385-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0863 0.0851 1 0--20

LD:WG148713-6  L66385-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0211 0.021 0 0--20
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MS:WG148713-7  L66385-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0387 0.04 0.0737 88 75--125

MS:WG148713-7  L66385-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0863 0.8 0.93 105 75--125

MS:WG148713-7  L66385-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0211 0.02 0.0415 102 75--125

MB:WG148713-8  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148713-8  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG148713-8  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG148713-9  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0528 106 85--115

LCS:WG148713-9  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.842 105 85--115

LCS:WG148713-9  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
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Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0213 107 85--115

LD:WG148713-10  L66498-17  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0422 0.0415 2 0--20

LD:WG148713-10  L66498-17  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.036 0.036 0--20

LD:WG148713-10  L66498-17  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0279 0.0279 0 0--20

MS:WG148713-11  L66498-17  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0422 0.04 0.0832 102 75--125

MS:WG148713-11  L66498-17  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.036 0.8 0.9 108 75--125

MS:WG148713-11  L66498-17  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0279 0.02 0.0486 104 75--125

MB:WG148890-14  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG148890-14  Matrix: BLANK WTR  Listtype:CVORTHOP-SW  Method:SM4500-P-F S  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.005 0.01 mg/L <MDL
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MB:WG148890-14  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

LCS:WG148890-15  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.049 98 85--115

LCS:WG148890-15  Matrix: BLANK WTR  Listtype:CVORTHOP-SW  Method:SM4500-P-F S  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.005 0.01 mg/L 0.02 0.0198 99 85--115

LCS:WG148890-15  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.798 100 85--115

Workgroup: WG148748  (TSS)  Run ID: R214839

MB:WG148748-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148748-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 92 92 80--120

LD:WG148748-3  L66456-47  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 0.6 <MDL 0--25

LD:WG148748-4  L66385-2  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Total Suspended Solids 1 2 mg/L 4.8 5.33 11 0--25

MB:WG148748-5  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG148748-6  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 89 89 80--120

LD:WG148748-7  L66498-7  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 1.8 1.5 0--25

LD:WG148748-8  L66350-4  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

LD:WG148748-9  L66509-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 5 10 mg/L 227 250 10 0--25

Workgroup: WG148823  (T Nutrients/Various)  Run ID: R215238

MB:WG148823-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148823-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG148823-2  MB:WG148823-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.01 101 80--120

SB:WG148823-2  MB:WG148823-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.102 102 80--120

LCS:WG148823-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.951 95 85--115

LCS:WG148823-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0971 97 85--115

LD:WG148823-4  L66456-44  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.34 0.354 4 0--20

LD:WG148823-4  L66456-44  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.105 0.109 4 0--20

MS:WG148823-5  L66456-44  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.34 1 1.35 101 75--125

MS:WG148823-5  L66456-44  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.105 0.1 0.207 102 75--125

LD:WG148823-6  L66385-5  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.647 0.614 5 0--20
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LD:WG148823-6  L66385-5  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0961 0.0925 4 0--20

MS:WG148823-7  L66385-5  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.647 1 1.62 97 75--125

MS:WG148823-7  L66385-5  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0961 0.1 0.183 87 75--125

MB:WG148823-8  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148823-8  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG148823-9  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.954 95 85--115

LCS:WG148823-9  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0963 96 85--115

LD:WG148823-10  L66498-11  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.702 0.693 1 0--20

LD:WG148823-10  L66498-11  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.204 0.204 0 0--20

MS:WG148823-11  L66498-11  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.702 1 1.72 102 75--125

MS:WG148823-11  L66498-11  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.204 0.1 0.303 99 75--125

MB:WG148823-12  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG148823-12  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG148823-13  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.945 95 85--115

LCS:WG148823-13  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0976 98 85--115

LD:WG148823-14  L66417-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.15 0.3 mg/L 2.47 2.66 7 0--20

MS:WG148823-15  L66417-3  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Total Phosphorus 0.15 0.3 mg/L 2.47 0.1 5.75 109 75--125

Workgroup: WG148873  (TOC - various)  Run ID: R214972

MB:WG148873-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG148873-2  MB:WG148873-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.7 97 80--120

LCS:WG148873-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115

LD:WG148873-4  L66350-5  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL <MDL 0--20

MS:WG148873-5  L66350-5  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.2 102 75--125

LD:WG148873-6  L66499-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 8.33 8.9 7 0--20

MS:WG148873-7  L66499-3  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 8.33 10 18.9 106 75--125

LD:WG148873-8  L66354-2  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-Q  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 6.7 7.1 6 0--20

MS:WG148873-9  L66354-2  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHSW-Q  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 6.7 10 15.9 92 75--125

Workgroup: WG149032  (TOC/DOC - 421422/421879)  Run ID: R215175

MB:WG149032-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG149032-2  MB:WG149032-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.91 99 80--120

LCS:WG149032-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115

LD:WG149032-4  L66607-6  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-HOGW_APP3  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.98 2.4 19 0--20

MS:WG149032-5  L66607-6  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-HOGW_APP3  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.98 10 11 90 75--125

MB:WG149032-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

MB:WG149032-7  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG149032-8  MB:WG149032-6  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.87 99 80--120

LCS:WG149032-9  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.4 104 85--115

LD:WG149032-10  L66385-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.01 1.91 5 0--20

MS:WG149032-11  L66385-3  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.01 10 11.7 97 75--125

Workgroup: WG149840  (TSS)  Run ID: R216217

MB:WG149840-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG149840-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 97 97 80--120

LD:WG149840-3  L66855-1  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 14.8 15.4 4 0--25
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LD:WG149840-4  L66862-3  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-CHSW-P  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 2.8 3.58 24 0--25

LD:WG149840-5  L66937-6  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 22.4 21.6 4 0--25

LD:WG149840-6  L66910-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421874-715  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 19.6 19.6 0 H,SH 0--25

MB:WG149840-7  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG149840-8  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 98 98 80--120

LD:WG149840-9  L66938-22  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 2 4 mg/L 225 225 0 0--25

Workgroup: WG149845  (FedWay/EchoLkStorm)  Run ID: R216218

MB:WG149845-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG149845-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL
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SB:WG149845-2  MB:WG149845-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.01 101 80--120

SB:WG149845-2  MB:WG149845-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.1 100 80--120

LCS:WG149845-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.966 97 85--115

LCS:WG149845-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.098 98 85--115

LD:WG149845-4  L66938-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.2 1.19 1 0--20

LD:WG149845-4  L66938-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.287 0.284 1 0--20

MS:WG149845-5  L66938-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.2 1 2.19 99 75--125

MS:WG149845-5  L66938-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.287 0.1 0.382 94 75--125
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Workgroup: WG149912  (NUTS-19)  Run ID: R216262

MB:WG149912-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG149912-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG149912-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG149912-2  MB:WG149912-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0398 99 80--120

SB:WG149912-2  MB:WG149912-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 1.05 105 80--120

SB:WG149912-2  MB:WG149912-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0213 106 80--120

LCS:WG149912-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0539 108 85--115

LCS:WG149912-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 1.05 105 85--115
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LCS:WG149912-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0179 90 85--115

LD:WG149912-4  L66944-1  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.04 0.16 mg/L 0.9 0.893 1 0--20

MS:WG149912-5  L66944-1  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.04 0.16 mg/L 0.9 1 4.66 94 75--125

LD:WG149912-6  L66937-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0906 0.0911 1 0--20

LD:WG149912-6  L66937-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0962 0.0973 1 0--20

LD:WG149912-6  L66937-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0128 0.0127 0 0--20

MS:WG149912-7  L66937-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0906 0.04 0.128 94 75--125

MS:WG149912-7  L66937-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.0962 1 1.09 99 75--125

MS:WG149912-7  L66937-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0128 0.02 0.0328 100 75--125

MB:WG149912-8  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG149912-8  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG149912-8  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG149912-9  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0536 107 85--115

LCS:WG149912-9  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 1.02 102 85--115

LCS:WG149912-9  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0197 99 85--115

LD:WG149912-10  L66938-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0174 0.0167 4 0--20

LD:WG149912-10  L66938-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.26 1.28 2 0--20
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LD:WG149912-10  L66938-11  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.002 0.008 mg/L 0.136 0.14 2 0--20

MS:WG149912-11  L66938-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0174 0.04 0.0559 96 75--125

MS:WG149912-11  L66938-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1.26 1 2.26 99 75--125

MS:WG149912-11  L66938-11  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.002 0.008 mg/L 0.136 0.02 0.216 100 75--125

MB:WG149912-12  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG149912-12  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG149912-12  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG149912-13  MB:WG149912-12  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0396 99 80--120

SB:WG149912-13  MB:WG149912-12  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
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(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 1 0.924 92 80--120

SB:WG149912-13  MB:WG149912-12  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0203 101 80--120

LD:WG149912-14  L66868-3  Matrix: LEACHATE  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.008 0.04 mg/L 0.014 0.014 0--20

LD:WG149912-14  L66868-3  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.04 0.16 mg/L 0.558 0.565 1 0--20

LD:WG149912-14  L66868-3  Matrix: LEACHATE  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VALS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.002 0.008 mg/L 0.0468 0.0476 2 0--20

MS:WG149912-15  L66868-3  Matrix: LEACHATE  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.008 0.04 mg/L 0.014 0.04 0.174 100 75--125

MS:WG149912-15  L66868-3  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.04 0.16 mg/L 0.558 1 4.21 91 75--125

MS:WG149912-15  L66868-3  Matrix: LEACHATE  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421422-VALS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.002 0.008 mg/L 0.0468 0.02 0.123 96 75--125

MB:WG149912-16  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
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Ammonia Nitrogen 0.002 0.01 mg/L <MDL

SB:WG149912-17  MB:WG149912-16  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0404 101 80--120

LD:WG149912-18  L66910-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421874-715  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0698 0.0697 0 0--20

MS:WG149912-19  L66910-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421874-715  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0698 0.04 0.108 95 75--125

Workgroup: WG150134  (DOC - 421879)  Run ID: R216701

MB:WG150134-1  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG150134-2  MB:WG150134-1  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.78 98 80--120

LCS:WG150134-3  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10 100 85--115

LD:WG150134-4  L66938-15  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 5.58 5.79 4 0--20

MS:WG150134-5  L66938-15  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 5.58 10 14.7 91 75--125

MB:WG150134-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

Workgroup: WG150174  (TOTP/TOTN-SWD/Lk Haven/Echo/FedWay)  Run ID: R216642

MB:WG150174-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG150174-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG150174-2  MB:WG150174-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1.03 103 80--120

SB:WG150174-2  MB:WG150174-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0999 100 80--120

LCS:WG150174-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.974 97 85--115

LCS:WG150174-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0962 96 85--115

LD:WG150174-4  L66886-2  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-DUSW  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.009 0.0087 0--20

MS:WG150174-5  L66886-2  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421422-DUSW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.009 0.1 0.105 96 75--125

LD:WG150174-6  L66958-1  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 0.333 0.362 8 0--20

MS:WG150174-7  L66958-1  Matrix: EFFLUENT  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421430-300  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.05 0.1 mg/L 0.333 0.1 1.29 96 75--125

MB:WG150174-8  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG150174-8  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG150174-9  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.96 96 85--115

LCS:WG150174-9  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0919 92 85--115

LD:WG150174-10  L67069-6  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Total Nitrogen 0.05 0.1 mg/L 0.502 0.503 0 0--20

LD:WG150174-10  L67069-6  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0655 0.0654 0 0--20

MS:WG150174-11  L67069-6  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.502 1 1.54 104 75--125

MS:WG150174-11  L67069-6  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0655 0.1 0.158 92 75--125

Workgroup: WG150188  (Echo Stm DISSNUTs for 170209)  Run ID: R216583

MB:WG150188-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150188-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150188-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG150188-2  MB:WG150188-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0378 94 80--120

SB:WG150188-2  MB:WG150188-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.792 99 80--120

SB:WG150188-2  MB:WG150188-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0183 92 80--120

LCS:WG150188-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0532 106 85--115

LCS:WG150188-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.85 106 85--115

LCS:WG150188-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0195 97 85--115

LD:WG150188-4  L67070-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0079 0.0071 0--20

LD:WG150188-4  L67070-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.262 0.248 5 0--20

MS:WG150188-5  L67070-11  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0079 0.04 0.0443 91 75--125

MS:WG150188-5  L67070-11  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.262 0.8 1.1 104 75--125
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LD:WG150188-6  L67070-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00541 0.00528 2 0--20

MS:WG150188-7  L67070-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00541 0.02 0.0234 90 75--125

Workgroup: WG150226  (TSS)  Run ID: R216634

MB:WG150226-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG150226-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 93 93 80--120

LD:WG150226-3  L66886-1  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-DUSW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 1.6 1 0--25

LD:WG150226-4  L67104-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:423650  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 5 10 mg/L 147 149 1 0--25

LD:WG150226-5  L66913-5  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 36.8 43.4 16 0--25

LD:WG150226-6  L67069-7  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Total Suspended Solids 1.3 2.5 mg/L 26.8 28.5 6 0--25

MB:WG150226-7  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG150226-8  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 98 98 80--120

LD:WG150226-9  L67070-26  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 2.8 3.6 25 0--25

Workgroup: WG150290  (TOC/DOC -  various)  Run ID: R216896

MB:WG150290-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG150290-2  MB:WG150290-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10 100 80--120

LCS:WG150290-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LD:WG150290-4  L67069-1  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.21 1.35 11 0--20

MS:WG150290-5  L67069-1  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.21 10 11.3 101 75--125

MB:WG150290-6  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG150290-7  MB:WG150290-6  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.5 105 80--120

LCS:WG150290-8  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115

LD:WG150290-9  L67083-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VAGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.04 3.99 1 0--20

MS:WG150290-10  L67083-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-VAGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 4.04 10 13.8 98 75--125

MB:WG150290-11  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG150290-12  MB:WG150290-11  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.94 99 80--120

LCS:WG150290-13  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.2 102 85--115
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LD:WG150290-14  L67069-4  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 6.41 6.62 3 0--20

MS:WG150290-15  L67069-4  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 6.41 10 16.6 102 75--125

MB:WG150290-16  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LCS:WG150290-17  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.3 103 85--115

LD:WG150290-18  L66896-1  Matrix: SALT WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 0.76 0.75 0--20

MS:WG150290-19  L66896-1  Matrix: SALT WTR  Listtype:CVDOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 0.76 10 11.2 104 75--125

LD:WG150290-20  L66895-1  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.08 0.97 11 0--20

MS:WG150290-21  L66895-1  Matrix: FRESH WTR  Listtype:CVTOC  Method:SM5310-B  Project:421250ON  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 1.08 10 10.4 93 75--125

MB:WG150463-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

LCS:WG150463-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.56 96 85--115

Workgroup: WG150292  (NUTS-16)  Run ID: R216784

MB:WG150292-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150292-1  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL

SB:WG150292-2  MB:WG150292-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.041 103 80--120

SB:WG150292-2  MB:WG150292-1  Matrix:  BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.773 97 80--120

LCS:WG150292-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0525 105 85--115

LCS:WG150292-3  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.778 97 85--115
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LD:WG150292-4  L67083-2  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VAGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0178 0.0179 1 0--20

LD:WG150292-4  L67083-2  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-VAGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL <MDL 0--20

MS:WG150292-5  L67083-2  Matrix: GRND WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421422-VAGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0178 0.04 0.0595 104 75--125

MS:WG150292-5  L67083-2  Matrix: GRND WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:421422-VAGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.779 97 75--125

MB:WG150292-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150292-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150292-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG150292-7  MB:WG150292-6  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0409 102 80--120

SB:WG150292-7  MB:WG150292-6  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.776 97 80--120

SB:WG150292-7  MB:WG150292-6  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0197 99 80--120

LCS:WG150292-8  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0527 105 85--115

LCS:WG150292-8  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.974 97 85--115

LCS:WG150292-8  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0194 97 85--115

LD:WG150292-9  L67051-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0022 0.0025 0--20

LD:WG150292-9  L67051-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.246 0.246 0 0--20

LD:WG150292-9  L67051-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00271 0.00276 2 0--20

MS:WG150292-10  L67051-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0022 0.04 0.0441 105 75--125
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MS:WG150292-10  L67051-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.246 0.8 0.998 94 75--125

MS:WG150292-10  L67051-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00271 0.02 0.0188 81 75--125

LD:WG150292-11  L67140-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.221 0.222 0 0--20

LD:WG150292-11  L67140-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.124 0.122 2 0--20

LD:WG150292-11  L67140-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00522 0.00488 7 0--20

MS:WG150292-12  L67140-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.01 0.05 mg/L 0.221 0.04 0.423 101 75--125

MS:WG150292-12  L67140-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.124 0.8 0.875 94 75--125

MS:WG150292-12  L67140-1  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00522 0.02 0.0241 94 75--125

MB:WG150292-13  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150292-13  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

SB:WG150292-14  MB:WG150292-13  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0421 105 80--120

SB:WG150292-14  MB:WG150292-13  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.769 96 80--120

LCS:WG150292-15  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0527 105 85--115

LCS:WG150292-15  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.956 96 85--115

LD:WG150292-16  L67129-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421304  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0031 0.0029 0--20

LD:WG150292-16  L67129-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421304  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.638 0.634 1 0--20

MS:WG150292-17  L67129-1  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421304  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit



139 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Ammonia Nitrogen 0.002 0.01 mg/L 0.0031 0.04 0.0453 105 75--125

MS:WG150292-17  L67129-1  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421304  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.638 0.8 1.39 94 75--125

MB:WG150292-18  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150292-18  Matrix: BLANK WTR  Listtype:CVNO3  Method:SM4500-NO3F NO3  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150292-19  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150292-19  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG150292-20  MB:WG150292-19  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.727 91 80--120

SB:WG150292-20  MB:WG150292-19  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0189 94 80--120

LCS:WG150292-21  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 1 0.934 93 85--115
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LCS:WG150292-21  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0181 91 85--115

LD:WG150292-22  L67100-4  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.1 0.4 mg/L <MDL <MDL 0--20

MS:WG150292-23  L67100-4  Matrix: LEACHATE  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421422-CHLS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.1 0.4 mg/L <MDL 0.8 6.68 84 75--125

LD:WG150292-24  L67125-2  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.05 0.2 mg/L 1.13 1.14 1 0--20

MS:WG150292-25  L67125-2  Matrix: EFFLUENT  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421185-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.05 0.2 mg/L 1.13 0.8 4.78 91 75--125

Workgroup: WG150295  (TSS)  Run ID: R216838

MB:WG150295-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG150295-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 94 94 80--120

LD:WG150295-3  L67020-4  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 9.3 9.6 3 0--25
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LD:WG150295-4  L67023-3  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 0.5 1 mg/L 16.7 16.9 1 0--25

MB:WG150295-5  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG150295-6  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 99 99 80--120

LD:WG150295-7  L67025-5  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 3.3 6.67 mg/L 381 365 4 0--25

LD:WG150295-8  L67140-7  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 2 2.4 18 0--25

MB:WG150295-9  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG150295-10  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 108 108 80--120

LD:WG150295-11  L67027-3  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:421195-190  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 102 109 7 0--25

LD:WG150295-12  L67033-6  Matrix: GRND WTR  Listtype:CVTSS  Method:SM2540-D  Project:421422-VAGW  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL 1.8 0--25

LD:WG150295-13  L67024-1  Matrix: FRESH WTR  Listtype:CVTSS  Method:SM2540-D  Project:422018-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 14.4 15.4 7 0--25

Workgroup: WG150306  (TOTP/TOTN/Streams/BeaverLk/Storms)  Run ID: R216827

MB:WG150306-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG150306-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG150306-2  MB:WG150306-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1 100 80--120

SB:WG150306-2  MB:WG150306-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0994 99 80--120

LCS:WG150306-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.948 95 85--115

LCS:WG150306-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0968 97 85--115
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LD:WG150306-4  L67023-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.732 0.732 0 0--20

LD:WG150306-4  L67023-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.053 0.0491 8 0--20

MS:WG150306-5  L67023-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.732 1 1.73 100 75--125

MS:WG150306-5  L67023-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.053 0.1 0.148 95 75--125

MB:WG150306-6  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG150306-6  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG150306-7  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.972 97 85--115

LCS:WG150306-7  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0971 97 85--115

LD:WG150306-8  L67025-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421240A  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.64 1.67 2 0--20

LD:WG150306-8  L67025-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421240A  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.182 0.187 2 0--20

MS:WG150306-9  L67025-3  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1.64 1 2.71 107 75--125

MS:WG150306-9  L67025-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421240A  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.182 0.1 0.295 113 75--125

MB:WG150306-10  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG150306-10  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

LCS:WG150306-11  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.987 99 85--115

LCS:WG150306-11  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.0958 96 85--115

LD:WG150306-12  L67051-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0644 0.0641 1 0--20
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MS:WG150306-13  L67051-3  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421195-150  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0644 0.1 0.162 98 75--125

LD:WG150306-14  L67141-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.244 0.242 1 0--20

LD:WG150306-14  L67141-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0371 0.0357 4 0--20

MS:WG150306-15  L67141-3  Matrix: STORM WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.244 1 1.28 104 75--125

MS:WG150306-15  L67141-3  Matrix: STORM WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0371 0.1 0.135 98 75--125

Workgroup: WG150461  (TOC/DOC - various)  Run ID: R216895

MB:WG150461-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG150461-2  MB:WG150461-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.62 96 80--120

LCS:WG150461-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
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Total Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LD:WG150461-4  L67105-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-ENGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL <MDL 0--20

MS:WG150461-5  L67105-1  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-ENGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.3 103 75--125

LD:WG150461-6  L67141-5  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.12 3.09 1 0--20

MS:WG150461-7  L67141-5  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 3.12 10 12.4 93 75--125

MB:WG150461-8  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

SB:WG150461-9  MB:WG150461-8  Matrix:  BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L <MDL 10 9.59 96 80--120

LCS:WG150461-10  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LD:WG150461-11  L67140-1  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.89 2.93 2 0--20
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MS:WG150461-12  L67140-1  Matrix: STORM WTR  Listtype:CVDOC  Method:SM5310-B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 2.89 10 12.4 95 75--125

MB:WG150461-13  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LCS:WG150461-14  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 9.67 97 85--115

Workgroup: WG150997  (nuts!-29)  Run ID: R217638

MB:WG150997-1  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150997-1  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150997-1  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG150997-2  MB:WG150997-1  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0352 88 80--120

SB:WG150997-2  MB:WG150997-1  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.791 99 80--120
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SB:WG150997-2  MB:WG150997-1  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0226 113 80--120

LCS:WG150997-3  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0485 97 85--115

LCS:WG150997-3  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.791 99 85--115

LCS:WG150997-3  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.022 110 85--115

LD:WG150997-4  L67369-15  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0039 0.0052 0--20

LD:WG150997-4  L67369-15  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.236 0.237 1 0--20

LD:WG150997-4  L67369-15  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00461 0.0046 0 0--20

MS:WG150997-5  L67369-15  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0039 0.04 0.034 75 75--125

MS:WG150997-5  L67369-15  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.236 0.8 1.02 98 75--125

MS:WG150997-5  L67369-15  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00461 0.02 0.0231 92 75--125

MB:WG150997-6  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150997-6  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150997-6  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG150997-7  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0481 96 85--115

LCS:WG150997-7  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.779 97 85--115

LCS:WG150997-7  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0207 103 85--115

LD:WG150997-8  L67369-32  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L 0.004 0.0037 0--20

LD:WG150997-8  L67369-32  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.231 0.233 1 0--20

LD:WG150997-8  L67369-32  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00394 0.00397 1 0--20

MS:WG150997-9  L67369-32  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.004 0.04 0.0408 92 75--125

MS:WG150997-9  L67369-32  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.231 0.8 1.03 100 75--125

MS:WG150997-9  L67369-32  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.00394 0.02 0.0224 92 75--125

MB:WG150997-10  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150997-10  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150997-10  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL
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LCS:WG150997-11  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0481 96 85--115

LCS:WG150997-11  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.774 97 85--115

LCS:WG150997-11  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0212 106 85--115

LD:WG150997-12  L67369-44  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0021 0.0021 0--20

LD:WG150997-12  L67369-44  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.335 0.33 2 0--20

LD:WG150997-12  L67369-44  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0011 0.0012 0--20

MS:WG150997-13  L67369-44  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0021 0.04 0.0433 103 75--125

MS:WG150997-13  L67369-44  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421235  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.335 0.8 1.11 96 75--125

MS:WG150997-13  L67369-44  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421235  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0011 0.02 0.0226 108 75--125

LD:WG150997-14  L67398-7  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0056 0.0056 0--20

LD:WG150997-14  L67398-7  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.302 0.301 1 0--20

LD:WG150997-14  L67398-7  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.014 0.014 0 0--20

MS:WG150997-15  L67398-7  Matrix: STORM WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0056 0.04 0.0455 100 75--125

MS:WG150997-15  L67398-7  Matrix: STORM WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.302 0.8 1.07 96 75--125

MS:WG150997-15  L67398-7  Matrix: STORM WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.014 0.02 0.032 90 75--125

MB:WG150997-16  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150997-16  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL



153 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

MB:WG150997-16  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

SB:WG150997-17  MB:WG150997-16  Matrix:  BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L <MDL 0.04 0.0393 98 80--120

SB:WG150997-17  MB:WG150997-16  Matrix:  BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL 0.8 0.8 100 80--120

SB:WG150997-17  MB:WG150997-16  Matrix:  BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL 0.02 0.0205 103 80--120

LCS:WG150997-18  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0482 96 85--115

LCS:WG150997-18  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.757 95 85--115

LCS:WG150997-18  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.02 100 85--115

MB:WG150997-19  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Ammonia Nitrogen 0.002 0.01 mg/L <MDL

MB:WG150997-19  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L <MDL

MB:WG150997-19  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Orthophosphate Phosphorus 0.0005 0.002 mg/L <MDL

LCS:WG150997-20  Matrix: BLANK WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.05 0.0498 100 85--115

LCS:WG150997-20  Matrix: BLANK WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.8 0.763 95 85--115

LCS:WG150997-20  Matrix: BLANK WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.02 0.0211 106 85--115

LD:WG150997-21  L67371-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Ammonia Nitrogen 0.002 0.01 mg/L 0.0142 0.0142 0 0--20

LD:WG150997-21  L67371-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.436 0.441 1 0--20

LD:WG150997-21  L67371-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0017 0.0015 0--20

MS:WG150997-22  L67371-4  Matrix: FRESH WTR  Listtype:CVNH3-FL  Method:KEROUEL & AMINOT 1997  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Ammonia Nitrogen 0.002 0.01 mg/L 0.0142 0.04 0.0545 101 75--125

MS:WG150997-22  L67371-4  Matrix: FRESH WTR  Listtype:CVNO23  Method:SM4500-NO3-F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Nitrite + Nitrate Nitrogen 0.01 0.04 mg/L 0.436 0.8 1.22 98 75--125

MS:WG150997-22  L67371-4  Matrix: FRESH WTR  Listtype:CVORTHOP  Method:SM4500-P-F  Project:421195-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Orthophosphate Phosphorus 0.0005 0.002 mg/L 0.0017 0.02 0.0191 87 75--125

Workgroup: WG151013  (TOTN/TOTP/Shoreline/LkSamm)  Run ID: R217578

MB:WG151013-1  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Nitrogen 0.05 0.1 mg/L <MDL

MB:WG151013-1  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Phosphorus 0.005 0.01 mg/L <MDL

SB:WG151013-2  MB:WG151013-1  Matrix:  BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L <MDL 1 1 100 80--120

SB:WG151013-2  MB:WG151013-1  Matrix:  BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L <MDL 0.1 0.0987 99 80--120

LCS:WG151013-3  Matrix: BLANK WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 1 0.966 97 85--115

LCS:WG151013-3  Matrix: BLANK WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:     Pkey:STD
(Lab Control Sample)
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Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.1 0.098 98 85--115

LD:WG151013-4  L67053-7  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421874-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.988 0.988 0 0--20

LD:WG151013-4  L67053-7  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421874-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0417 0.0452 8 0--20

MS:WG151013-5  L67053-7  Matrix: FRESH WTR  Listtype:CVTOTN  Method:SM4500-N-C  Project:421874-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Nitrogen 0.05 0.1 mg/L 0.988 1 2.04 105 75--125

MS:WG151013-5  L67053-7  Matrix: FRESH WTR  Listtype:CVTOTP  Method:SM4500-P-B,F  Project:421874-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Phosphorus 0.005 0.01 mg/L 0.0417 0.1 0.143 101 75--125

Workgroup: WG151018  (TSS)  Run ID: R217566

MB:WG151018-1  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG151018-2  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 91 91 80--120

LD:WG151018-3  L67328-15  Matrix: SALT WTR  Listtype:CVTSS  Method:SM2540-D  Project:421093-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 20 mg/L 3.6 2.2 0--25

MB:WG151018-4  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Suspended Solids 0.5 1 mg/L <MDL

LCS:WG151018-5  Matrix: BLANK WTR  Listtype:CVTSS  Method:SM2540-D  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Suspended Solids 5 10 mg/L 100 109 109 80--120

LD:WG151018-6  L67328-28  Matrix: SALT WTR  Listtype:CVTSS  Method:SM2540-D  Project:421093-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 20 mg/L 2.2 2.3 0--25

LD:WG151018-7  L67433-1  Matrix: OTHR WTR  Listtype:CVTSS  Method:SM2540-D  Project:421937  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L <MDL <MDL 0--25

LD:WG151018-8  L67356-1  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 5 10 mg/L 70 72 3 0--25

LD:WG151018-9  L67443-4  Matrix: STORM WTR  Listtype:CVTSS  Method:SM2540-D  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Suspended Solids 1 2 mg/L 1.8 2 0--25

Workgroup: WG151031  (TOC - various)  Run ID: R217526

MB:WG151031-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG151031-2  MB:WG151031-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 10.3 103 80--120
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LCS:WG151031-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

LD:WG151031-4  L67433-2  Matrix: OTHR WTR  Listtype:CVTOC  Method:SM5310-B  Project:421937  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 6.44 6.43 0 0--20

MS:WG151031-5  L67433-2  Matrix: OTHR WTR  Listtype:CVTOC  Method:SM5310-B  Project:421937  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 6.44 10 16.6 101 75--125

LD:WG151031-6  L67398-7  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 5.34 5.12 4 0--20

MS:WG151031-7  L67398-7  Matrix: STORM WTR  Listtype:CVTOC  Method:SM5310-B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 5.34 10 15 96 75--125

Workgroup: WG151181  (TOC/DOC - various)  Run ID: R217772

MB:WG151181-1  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Total Organic Carbon 0.5 1 mg/L <MDL

SB:WG151181-2  MB:WG151181-1  Matrix:  BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L <MDL 10 9.84 98 80--120

LCS:WG151181-3  Matrix: BLANK WTR  Listtype:CVTOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 10 9.81 98 85--115
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LD:WG151181-4  L67463-8  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.55 0.5 0--20

MS:WG151181-5  L67463-8  Matrix: GRND WTR  Listtype:CVTOC  Method:SM5310-B  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Total Organic Carbon 0.5 1 mg/L 0.55 10 10.5 99 75--125

MB:WG151181-6  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Dissolved Organic Carbon 0.5 1 mg/L <MDL

LCS:WG151181-7  Matrix: BLANK WTR  Listtype:CVDOC  Method:SM5310-B  Project:     Pkey:STD
(Lab Control Sample)
Parameter MDL RDL Units TrueValue LCS Value % Rec. Qual LabLimit
Dissolved Organic Carbon 0.5 1 mg/L 10 10.1 101 85--115

Workgroup: WG143803  (ECHO)  Run ID: R208965

CS:WG143803-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 72.8 99 90--110
pH, Field pH 6.86 6.78 0.08 0--.2

CS:WG143803-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.1 99 90--110
Dissolved Oxygen Saturation, Field % 99.5 99.7 100.2 96--104
pH, Field pH 6.86 6.78 0.08 0--.2
Barometric Pressure, Field mmHg 99.5 756.5 760.3 700--800

CS:WG143803-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.6 101 80--120
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CS:WG143803-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 54.9 100 80--120

CS:WG143803-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.6 100 80--120

CS:WG143803-6  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 55.3 101 80--120

Workgroup: WG144380  (echolk)  Run ID: R209611

CS:WG144380-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 74 100 90--110
pH, Field pH 6.86 6.82 0.04 0--.2

CS:WG144380-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73 99 90--110
Dissolved Oxygen Saturation, Field % 99.5 98.7 99.2 96--104
pH, Field pH 6.86 6.82 0.04 0--.2
Barometric Pressure, Field mmHg 99.5 756.2 760 700--800

CS:WG144380-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 53.1 53.7 101 80--120

CS:WG144380-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 53.1 54 102 80--120
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Workgroup: WG144920  (Echo LK 3/1/16)  Run ID: R210259

CS:WG144920-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.6 102 90--110
pH, Field pH 6.86 6.85 0.01 0--.2

CS:WG144920-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.5 102 90--110
Dissolved Oxygen Saturation, Field % 99.3 98.3 99 96--104
pH, Field pH 6.86 6.89 0.03 0--.2
Barometric Pressure, Field mmHg 99.3 754.4 759.7 700--800

CS:WG144920-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.6 101 80--120

CS:WG144920-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 54.8 100 80--120

CS:WG144920-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.7 103 80--120

CS:WG144920-6  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 56.6 103 80--120

Workgroup: WG144991  (echo lk)  Run ID: R210340

CS:WG144991-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
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(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.4 102 90--110
pH, Field pH 6.86 6.87 0.01 0--.2

CS:WG144991-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.1 102 90--110
Dissolved Oxygen Saturation, Field % 99 99.1 100.1 96--104
pH, Field pH 6.86 6.88 0.02 0--.2
Barometric Pressure, Field mmHg 99 752.2 759.8 700--800

CS:WG144991-3  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 74.8 101 90--110
pH, Field pH 6.86 6.87 0.01 0--.2

CS:WG144991-4  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75 101 90--110
Dissolved Oxygen Saturation, Field % 99 99.1 100.1 96--104
pH, Field pH 6.86 6.89 0.03 0--.2
Barometric Pressure, Field mmHg 99 752.2 759.8 700--800

CS:WG144991-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.5 100 80--120

CS:WG144991-6  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 54.8 100 80--120

CS:WG144991-7  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.54 5.6 100 80--120
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CS:WG144991-8  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 54.7 54.8 100 80--120

CS:WG144991-9  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.02 5.1 101 80--120

CS:WG144991-10  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 53.1 53.3 100 80--120

CS:WG144991-11  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.02 5.1 101 80--120

CS:WG144991-12  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 53.1 54.1 102 80--120

Workgroup: WG146594  (Echo)  Run ID: R212356
No QC sample found for this workgroup

Workgroup: WG148099  (Echo lk 091716)  Run ID: R214079

CS:WG148099-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 56.9 57 100 80--120

CS:WG148099-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 74.6 101 90--110
pH, Field pH 6.86 6.9 0.04 0--.2
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CS:WG148099-3  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 56.9 57.3 101 80--120

CS:WG148099-4  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.7 100 90--110
Dissolved Oxygen Saturation, Field % 99.9 100 100.1 96--104
pH, Field pH 6.86 6.89 0.03 0--.2
Barometric Pressure, Field mmHg 99.9 759 759.8 700--800

Workgroup: WG148599  (Echo LK 100616)  Run ID: R214638
No QC sample found for this workgroup

Workgroup: WG148600  (ECho DTS 101316)  Run ID: R214640

CS:WG148600-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.4 102 90--110
pH, Field pH 6.86 6.84 0.02 0--.2

CS:WG148600-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.3 102 90--110
Dissolved Oxygen Saturation, Field % 98.5 98.7 100.2 96--104
pH, Field pH 6.86 6.86 0 0--.2
Barometric Pressure, Field mmHg 98.5 748.4 759.8 700--800

CS:WG148600-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.82 5.8 100 80--120

CS:WG148600-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
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Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.82 6 103 80--120

Workgroup: WG148617  (EchoLK 101916)  Run ID: R214655

CS:WG148617-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.1 102 90--110
pH, Field pH 6.86 6.87 0.01 0--.2

CS:WG148617-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.1 102 90--110
Dissolved Oxygen Saturation, Field % 100.4 101 100.6 96--104
pH, Field pH 6.86 6.9 0.04 0--.2
Barometric Pressure, Field mmHg 100.4 763.3 760.3 700--800

CS:WG148617-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.82 5.9 102 80--120

CS:WG148617-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.9 5.9 100 80--120

Workgroup: WG148805  (Echo LK 102616)  Run ID: R214894

CS:WG148805-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 76.3 103 90--110
pH, Field pH 6.86 6.83 0.03 0--.2

FREP:WG148805-2  L66498-1  Matrix: STORM WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:421879-250  Pkey:STD
(Field Replicate)
Parameter MDL RDL Units SAMP ValueFREP ValueRPD Qual LabLimit
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Conductivity, Field 0.5 10 umhos/cm 15 13.3 12.01 * 0--10
Dissolved Oxygen, Field 0.5 1 mg/L 10.7 10.7 0.09 0--10
pH, Field pH 7.61 7.6 0.01 0--.2
Sample Temperature, Field deg C 11.2 11.3 0.049 0--.3

CS:WG148805-3  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 75.8 103 90--110
Dissolved Oxygen Saturation, Field % 100.2 100.2 100 96--104
pH, Field pH 6.86 6.92 0.06 0--.2
Barometric Pressure, Field mmHg 100.2 761.3 759.8 700--800

CS:WG148805-4  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.3 5.3 100 80--120

CS:WG148805-5  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 55.8 55.7 100 80--120

FREP:WG148805-6  L66498-19  Matrix: STORM WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:421879-250  Pkey:STD
(Field Replicate)
Parameter MDL RDL Units SAMP ValueFREP ValueRPD Qual LabLimit
Turbidity, Field 0.5 2 NTU 18 17.9 1 0--20

CS:WG148805-7  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.3 5.4 102 80--120

CS:WG148805-8  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 55.8 56.3 101 80--120

Workgroup: WG149919  (ECHO011717)  Run ID: R216256

CS:WG149919-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
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(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.4 99 90--110
pH, Field pH 6.86 6.81 0.05 0--.2

CS:WG149919-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 72.9 99 90--110
Dissolved Oxygen Saturation, Field % 98.8 99.2 100.4 96--104
pH, Field pH 6.86 6.86 0 0--.2
Barometric Pressure, Field mmHg 98.8 750.7 759.8 700--800

CS:WG149919-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6 101 80--120

CS:WG149919-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 57.5 100 80--120

CS:WG149919-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6.3 105 80--120

CS:WG149919-6  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 59.4 103 80--120

Workgroup: WG150448  (Echo 020917)  Run ID: R216884

CS:WG150448-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.3 99 90--110
pH, Field pH 6.86 6.82 0.04 0--.2
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FREP:WG150448-2  L67070-11  Matrix: STORM WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:421879-250  Pkey:STD
(Field Replicate)
Parameter MDL RDL Units SAMP ValueFREP ValueRPD Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 165 152 7.89 0--10
Dissolved Oxygen, Field 0.5 1 mg/L 10.5 10.6 0.47 0--10
pH, Field pH 6.37 6.41 0.04 0--.2
Sample Temperature, Field deg C 5.2 5.3 0.059 0--.3

CS:WG150448-3  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.2 99 90--110
Dissolved Oxygen Saturation, Field % 97.8 97.5 99.7 96--104
pH, Field pH 6.86 6.88 0.02 0--.2
Barometric Pressure, Field mmHg 97.8 743.3 760 700--800

CS:WG150448-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6 101 80--120

CS:WG150448-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 57.3 100 80--120

FREP:WG150448-6  L67070-11  Matrix: STORM WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:421879-250  Pkey:STD
(Field Replicate)
Parameter MDL RDL Units SAMP ValueFREP ValueRPD Qual LabLimit
Turbidity, Field 0.5 2 NTU 10.4 7.1 38 * 0--20

CS:WG150448-7  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6 100 80--120

CS:WG150448-8  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 58 101 80--120
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Workgroup: WG150454  ()  Run ID: R216886

CS:WG150454-1  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 73.6 100 90--110
pH, Field pH 6.86 6.83 0.03 0--.2

CS:WG150454-2  Matrix: BLANK WTR  Listtype:ESS-YSI-EXO  Method:KCEL SOP# 245  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Conductivity, Field 0.5 10 umhos/cm 73.9 74.3 101 90--110
Dissolved Oxygen Saturation, Field % 98.6 98.6 100 96--104
pH, Field pH 6.86 6.88 0.02 0--.2
Barometric Pressure, Field mmHg 98.6 749.2 759.8 700--800

CS:WG150454-3  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6 101 80--120

CS:WG150454-4  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 57.2 100 80--120

CS:WG150454-5  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 5.96 6 100 80--120

CS:WG150454-6  Matrix: BLANK WTR  Listtype:ESS-FIELDMETER  Method:NONE  Project:     Pkey:STD
(Check Standard)
Parameter MDL RDL Units TrueValue CS Value % Rec. Qual LabLimit
Turbidity, Field 0.5 2 NTU 57.4 57.5 100 80--120

Workgroup: WG151081  (Echo Blanks)  Run ID: R217626
No QC sample found for this workgroup

Workgroup: WG143380  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R208392
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PC:WG143335-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG143335-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG143335-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG143335-6  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG144109  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R209302

LD:WG144109-1  L64648-1  Matrix: STORM WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value Rlog PrecisioQual
Fecal Coliform CFU/100ml 14 22 0.2 0.64 N1

PC:WG144109-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG144109-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG144109-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
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Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG144109-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG144681  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R210027

PC:WG144680-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG144680-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG144680-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG144680-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG144816  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R210209

PC:WG144816-1  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG144816-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS
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BF:WG144816-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG144816-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG147869  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R213814

LD:WG147869-1  L66175-4  Matrix: STORM WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value Rlog PrecisioQual
Fecal Coliform CFU/100ml 610 490 0.1 0.48 N2

PC:WG147869-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG147869-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG147869-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG147869-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG148369  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R214524
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PC:WG148370-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG148370-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG148370-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

AF:WG148370-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG148370  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R214468

LD:WG148370-1  L66384-4  Matrix: STORM WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value Rlog PrecisioQual
Fecal Coliform CFU/100ml 200 400 0.3 0.65 N3

PC:WG148370-2  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Fecal Coliform CFU/100ml PASS

NC:WG148370-3  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Fecal Coliform CFU/100ml PASS

BF:WG148370-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS
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AF:WG148370-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG154875  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R222183

PC:WG154875-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG154875-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG154875-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG154875-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

Workgroup: WG148783  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R214866

PC:WG148783-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG148783-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS
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BF:WG148783-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG148783-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

LD:WG148783-5  L66435-2  Matrix: STORM WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value Rlog PrecisioQual
Escherichia coli CFU/100ml 730 680 0.03 0.1 N1

Workgroup: WG148784  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R214867

PC:WG148784-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG148784-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG148784-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG148784-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

Workgroup: WG148785  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R214869

PC:WG148784-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
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(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG148784-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG148784-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG148784-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

Workgroup: WG149830  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R216299

LD:WG149830-1  L66938-17  Matrix: STORM WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value Rlog PrecisioQual
Escherichia coli CFU/100ml 120 88 0.13 0.27 N2

PC:WG149830-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG149830-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG149831-4  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS
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AF:WG149831-5  Matrix: BLANK WTR  Listtype:MCFC-MF  Method:SM 9222D 20TH  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Fecal Coliform 1 CFU/100ml <MDL,PASS

Workgroup: WG150142  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R216576

PC:WG150142-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG150142-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG150130-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG150130-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

Workgroup: WG150278  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R216718

PC:WG150278-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG150278-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG150278-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
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(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG150278-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

Workgroup: WG143599  (12/16/15 Misc Totals)  Run ID: R208866

MB:WG143599-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG143599-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Total, ICP-MS 100 100 ug/L <MDL
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Aluminum, Total, ICP-MS 2 10 ug/L <MDL
Potassium, Total, ICP-MS 100 500 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL
Iron, Total, ICP-MS 10 50 ug/L <MDL
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL
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Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG143599-2  MB:WG143599-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 30.7 93 85--115

SB:WG143599-2  MB:WG143599-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 17.6 88 85--115
Sodium, Total, ICP-MS 100 100 ug/L <MDL 5000 5010 100 85--115
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4750 95 85--115
Aluminum, Total, ICP-MS 2 10 ug/L <MDL 20 20.3 102 85--115
Potassium, Total, ICP-MS 100 500 ug/L <MDL 5000 4550 91 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4470 89 85--115
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 17.7 88 85--115
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 17.8 89 85--115
Iron, Total, ICP-MS 10 50 ug/L <MDL 5000 4610 92 85--115
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 17.8 89 85--115
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 17.7 89 85--115
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 18.9 95 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 19.2 96 85--115
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 18.5 93 85--115
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 19 95 85--115
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 19.1 95 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 18 90 85--115
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 18.5 93 85--115
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 17.8 89 85--115
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL 20 18.7 93 85--115
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 19 95 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 18.2 91 85--115

LD:WG143599-3  L64116-1  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW-SW-E  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 55 55.4 1 0--20

LD:WG143599-3  L64116-1  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW-SW-E  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
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Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Total, ICP-MS 100 100 ug/L 5550 5480 1 0--20
Magnesium, Total, ICP-MS 50 50 ug/L 7740 7860 2 0--20
Aluminum, Total, ICP-MS 10 50 ug/L 1230 1330 7 0--20
Potassium, Total, ICP-MS 100 500 ug/L 1760 1800 2 0--20
Calcium, Total, ICP-MS 50 50 ug/L 9250 9220 0 0--20
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 5.09 5.33 5 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L 3.29 3.44 4 0--20
Iron, Total, ICP-MS 10 50 ug/L 1320 1390 6 0--20
Manganese, Total, ICP-MS 0.1 0.5 ug/L 42.6 44 3 0--20
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.73 0.746 2 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L 4.23 4.35 3 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 2.94 2.96 1 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 3.89 3.98 2 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 1.6 1.62 1 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL <MDL 0--20
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 17.9 18.5 4 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.844 0.84 0 0--20

MS:WG143599-4  L64116-1  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW-SW-E  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 55 33.1 84 88 75--125

MS:WG143599-4  L64116-1  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW-SW-E  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 17.4 87 75--125
Sodium, Total, ICP-MS 100 100 ug/L 5550 5000 10700 103 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 7740 5000 12100 88 75--125
Aluminum, Total, ICP-MS 10 50 ug/L 1230 20 1330 4xRul 75--125
Potassium, Total, ICP-MS 100 500 ug/L 1760 5000 6340 92 75--125
Calcium, Total, ICP-MS 50 50 ug/L 9250 5000 13600 88 75--125
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 5.09 20 23.5 92 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L 3.29 20 21.7 92 75--125
Iron, Total, ICP-MS 10 50 ug/L 1320 5000 6160 97 75--125
Manganese, Total, ICP-MS 0.1 0.5 ug/L 42.6 20 60.6 90 75--125
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Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.73 20 18.6 90 75--125
Nickel, Total, ICP-MS 0.1 0.5 ug/L 4.23 20 24.4 101 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 2.94 20 22.9 100 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 3.89 20 23.3 97 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 1.6 20 20.6 95 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 18.7 94 75--125
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.2 101 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19 95 75--125
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 15 75 75--125
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 18.6 93 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 17.9 20 37.4 98 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.2 101 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.844 20 20.6 99 75--125

Workgroup: WG143810  (SWD, Echo LK)  Run ID: R209061

MB:WG143810-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Tin, Dissolved, ICP-MS 0.5 1.5 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
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Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG143810-2  MB:WG143810-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.4 97 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 5220 104 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 5110 102 85--115
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL 20 20.3 101 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 5230 105 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4930 99 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.8 99 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.8 99 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5110 102 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.2 101 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.6 103 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.2 106 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21 105 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.5 102 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.3 102 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.9 104 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 21.3 106 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 99 85--115
Tin, Dissolved, ICP-MS 0.5 1.5 ug/L <MDL 20 19.6 98 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.2 96 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 19.6 98 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.2 101 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 100 85--115

LD:WG143810-3  L64336-3  Matrix: FRESH WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHSW-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 3160 3150 0 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 1340 1330 1 0--20
Aluminum, Dissolved, ICP-MS 2 10 ug/L 61.3 60.9 1 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 921 932 1 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 5370 5410 1 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.27 0.27 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL <MDL 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L 12 12 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.614 0.628 2 0--20
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Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.16 0.15 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L 0.42 0.42 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 1.3 1.2 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.14 0.14 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Tin, Dissolved, ICP-MS 0.5 1.5 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 8.16 8.28 1 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG143810-4  L64336-3  Matrix: FRESH WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHSW-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.2 96 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 3160 5000 7460 86 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 1340 5000 5700 87 75--125
Aluminum, Dissolved, ICP-MS 2 10 ug/L 61.3 20 83.1 109 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 921 5000 5790 97 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 5370 5000 9490 82 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.27 20 19.9 98 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.8 99 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L 12 5000 4980 99 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.614 20 20.3 98 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.2 101 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.16 20 20.7 103 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L 0.42 20 21 103 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 1.3 20 21.6 102 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.14 20 20.4 101 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.6 103 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20.9 105 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 99 75--125
Tin, Dissolved, ICP-MS 0.5 1.5 ug/L <MDL 20 19.6 98 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.6 98 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 8.16 20 27.3 96 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.3 101 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 101 75--125
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Workgroup: WG144203  (SWD,hrdnss 29-JAN-16)  Run ID: R209468

SB:WG144203-1  MB:WG144203-2  Matrix:  BLANK WTR  Listtype:MTHARD-ICP  Method:EPA 200.7*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.25 1.24 mg CaCO3/L <MDL 169 177 105 85--115

SB:WG144203-1  MB:WG144203-2  Matrix:  BLANK WTR  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Silver, Total, ICP 4 20 ug/L <MDL 500 514 103 85--115
Aluminum, Total, ICP 100 500 ug/L <MDL 25500 27100 106 85--115
Arsenic, Total, ICP 25 125 ug/L <MDL 500 540 108 85--115
Barium, Total, ICP 1 5 ug/L <MDL 500 524 105 85--115
Beryllium, Total, ICP 1 5 ug/L <MDL 500 524 105 85--115
Calcium, Total, ICP 50 250 ug/L <MDL 25500 27400 107 85--115
Cadmium, Total, ICP 2 10 ug/L <MDL 500 529 106 85--115
Cobalt, Total, ICP 3 15 ug/L <MDL 500 513 103 85--115
Chromium, Total, ICP 3 15 ug/L <MDL 500 520 104 85--115
Copper, Total, ICP 4 20 ug/L <MDL 500 526 105 85--115
Iron, Total, ICP 50 250 ug/L <MDL 25500 26700 105 85--115
Potassium, Total, ICP 150 750 ug/L <MDL 30000 32500 108 85--115
Magnesium, Total, ICP 30 150 ug/L <MDL 25500 26400 103 85--115
Manganese, Total, ICP 2 10 ug/L <MDL 500 510 102 85--115
Sodium, Total, ICP 500 2500 ug/L <MDL 25500 28100 110 85--115
Nickel, Total, ICP 5 25 ug/L <MDL 500 508 102 85--115
Phosphorus, Total, ICP 50 250 ug/L <MDL 500 530 106 85--115
Lead, Total, ICP 20 100 ug/L <MDL 500 516 103 85--115
Antimony, Total, ICP 15 75 ug/L <MDL 500 533 107 85--115
Selenium, Total, ICP 25 125 ug/L <MDL 500 521 104 85--115
Tin, Total, ICP 20 100 ug/L <MDL 500 516 103 85--115
Thallium, Total, ICP 40 200 ug/L <MDL 500 518 104 85--115
Vanadium, Total, ICP 10 50 ug/L <MDL 500 525 105 85--115
Zinc, Total, ICP 5 25 ug/L <MDL 500 527 105 85--115

MB:WG144203-2  Matrix: BLANK WTR  Listtype:MTHARD-ICP  Method:EPA 200.7*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.25 1.24 mg CaCO3/L <MDL

MB:WG144203-2  Matrix: BLANK WTR  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Silver, Total, ICP 4 20 ug/L <MDL
Aluminum, Total, ICP 100 500 ug/L <MDL
Arsenic, Total, ICP 25 125 ug/L <MDL
Barium, Total, ICP 1 5 ug/L <MDL
Beryllium, Total, ICP 1 5 ug/L <MDL
Calcium, Total, ICP 50 250 ug/L <MDL
Cadmium, Total, ICP 2 10 ug/L <MDL
Cobalt, Total, ICP 3 15 ug/L <MDL
Chromium, Total, ICP 3 15 ug/L <MDL
Copper, Total, ICP 4 20 ug/L <MDL
Iron, Total, ICP 50 250 ug/L <MDL
Potassium, Total, ICP 150 750 ug/L <MDL
Magnesium, Total, ICP 30 150 ug/L <MDL
Manganese, Total, ICP 2 10 ug/L <MDL
Sodium, Total, ICP 500 2500 ug/L <MDL
Nickel, Total, ICP 5 25 ug/L <MDL
Phosphorus, Total, ICP 50 250 ug/L <MDL
Lead, Total, ICP 20 100 ug/L <MDL
Antimony, Total, ICP 15 75 ug/L <MDL
Selenium, Total, ICP 25 125 ug/L <MDL
Tin, Total, ICP 20 100 ug/L <MDL
Thallium, Total, ICP 40 200 ug/L <MDL
Vanadium, Total, ICP 10 50 ug/L <MDL
Zinc, Total, ICP 5 25 ug/L <MDL

LD:WG144203-3  L64525-3  Matrix: LEACHATE  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:421422-CHLS-M  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Silver, Total, ICP 4 20 ug/L <MDL <MDL 0--20
Aluminum, Total, ICP 100 500 ug/L <MDL <MDL 0--20
Arsenic, Total, ICP 25 125 ug/L <MDL <MDL 0--20
Barium, Total, ICP 1 5 ug/L 27.2 27.5 1 0--20
Beryllium, Total, ICP 1 5 ug/L <MDL <MDL 0--20
Calcium, Total, ICP 50 250 ug/L 25900 26200 1 0--20
Cadmium, Total, ICP 2 10 ug/L <MDL <MDL 0--20
Cobalt, Total, ICP 3 15 ug/L <MDL <MDL 0--20
Chromium, Total, ICP 3 15 ug/L <MDL <MDL 0--20
Copper, Total, ICP 4 20 ug/L 14 14 0--20
Iron, Total, ICP 50 250 ug/L 3660 3720 1 0--20
Potassium, Total, ICP 150 750 ug/L 9260 9270 0 0--20
Magnesium, Total, ICP 30 150 ug/L 7190 7270 1 0--20
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Manganese, Total, ICP 2 10 ug/L 131 133 1 0--20
Sodium, Total, ICP 500 2500 ug/L 16100 16100 0 0--20
Nickel, Total, ICP 5 25 ug/L 7.7 9.3 0--20
Phosphorus, Total, ICP 50 250 ug/L 52 55 0--20
Lead, Total, ICP 20 100 ug/L <MDL <MDL 0--20
Antimony, Total, ICP 15 75 ug/L <MDL <MDL 0--20
Selenium, Total, ICP 25 125 ug/L <MDL <MDL 0--20
Tin, Total, ICP 20 100 ug/L <MDL <MDL 0--20
Thallium, Total, ICP 40 200 ug/L <MDL <MDL 0--20
Vanadium, Total, ICP 10 50 ug/L <MDL <MDL 0--20
Zinc, Total, ICP 5 25 ug/L 10 10 0--20

MS:WG144203-4  L64525-3  Matrix: LEACHATE  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:421422-CHLS-M  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Silver, Total, ICP 4 20 ug/L <MDL 500 499 100 75--125
Aluminum, Total, ICP 100 500 ug/L <MDL 25500 26400 104 75--125
Arsenic, Total, ICP 25 125 ug/L <MDL 500 520 104 75--125
Barium, Total, ICP 1 5 ug/L 27.2 500 536 102 75--125
Beryllium, Total, ICP 1 5 ug/L <MDL 500 512 102 75--125
Calcium, Total, ICP 50 250 ug/L 25900 25500 52200 103 75--125
Cadmium, Total, ICP 2 10 ug/L <MDL 500 508 102 75--125
Cobalt, Total, ICP 3 15 ug/L <MDL 500 501 100 75--125
Chromium, Total, ICP 3 15 ug/L <MDL 500 509 102 75--125
Copper, Total, ICP 4 20 ug/L 14 500 518 101 75--125
Iron, Total, ICP 50 250 ug/L 3660 25500 29700 102 75--125
Potassium, Total, ICP 150 750 ug/L 9260 30000 41600 108 75--125
Magnesium, Total, ICP 30 150 ug/L 7190 25500 32800 101 75--125
Manganese, Total, ICP 2 10 ug/L 131 500 630 100 75--125
Sodium, Total, ICP 500 2500 ug/L 16100 25500 42500 103 75--125
Nickel, Total, ICP 5 25 ug/L 7.7 500 505 99 75--125
Phosphorus, Total, ICP 50 250 ug/L 52 500 571 104 75--125
Lead, Total, ICP 20 100 ug/L <MDL 500 497 99 75--125
Antimony, Total, ICP 15 75 ug/L <MDL 500 525 105 75--125
Selenium, Total, ICP 25 125 ug/L <MDL 500 502 100 75--125
Tin, Total, ICP 20 100 ug/L <MDL 500 508 102 75--125
Thallium, Total, ICP 40 200 ug/L <MDL 500 488 98 75--125
Vanadium, Total, ICP 10 50 ug/L <MDL 500 511 102 75--125
Zinc, Total, ICP 5 25 ug/L 10 500 518 102 75--125

LD:WG144203-5  L64641-5  Matrix: FRESH WTR  Listtype:MTHARD-ICP  Method:EPA 200.7*SM2340B  Project:421193  Pkey:STD
(Lab Duplicate)
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Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.25 1.24 mg CaCO3/L 44 44.5 1 0--20

LD:WG144203-5  L64641-5  Matrix: FRESH WTR  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:421193  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Calcium, Total, ICP 50 250 ug/L 11500 11600 1 0--20
Magnesium, Total, ICP 30 150 ug/L 3720 3760 1 0--20

MS:WG144203-6  L64641-5  Matrix: FRESH WTR  Listtype:MTHARD-ICP  Method:EPA 200.7*SM2340B  Project:421193  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.25 1.24 mg CaCO3/L 44 169 213 100 75--125

MS:WG144203-6  L64641-5  Matrix: FRESH WTR  Listtype:MTICP  Method:EPA 200.7*SW846 6010C  Project:421193  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Calcium, Total, ICP 50 250 ug/L 11500 25500 37300 101 75--125
Magnesium, Total, ICP 30 150 ug/L 3720 25500 29200 100 75--125

Workgroup: WG144318  (2/4/16 Misc Totals)  Run ID: R209576

MB:WG144318-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG144318-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Total, ICP-MS 100 100 ug/L <MDL
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Potassium, Total, ICP-MS 100 500 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL
Iron, Total, ICP-MS 10 50 ug/L <MDL
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL
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Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG144318-2  MB:WG144318-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 32.8 99 85--115

SB:WG144318-2  MB:WG144318-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.3 102 85--115
Sodium, Total, ICP-MS 100 100 ug/L <MDL 5000 4920 98 85--115
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5070 101 85--115
Potassium, Total, ICP-MS 100 500 ug/L <MDL 5000 4830 97 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4760 95 85--115
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 19.3 97 85--115
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 19.5 97 85--115
Iron, Total, ICP-MS 10 50 ug/L <MDL 5000 4950 99 85--115
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 101 85--115
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.3 102 85--115
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 21.2 106 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 21.1 106 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20 100 85--115
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 101 85--115
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 19.5 98 85--115
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.8 104 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 100 85--115
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19.5 98 85--115
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL 20 19.1 96 85--115
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.6 103 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.5 103 85--115

LD:WG144318-3  L64503-4  Matrix: GRND WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
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(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Total, ICP-MS 100 100 ug/L 8220 8300 1 0--20
Magnesium, Total, ICP-MS 50 50 ug/L 15400 15800 3 0--20
Potassium, Total, ICP-MS 100 500 ug/L 1610 1640 2 0--20
Calcium, Total, ICP-MS 50 50 ug/L 26500 26800 1 0--20
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 3.7 3.79 3 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L 2.07 2.3 11 0--20
Iron, Total, ICP-MS 10 50 ug/L 7600 7830 3 0--20
Manganese, Total, ICP-MS 0.1 0.5 ug/L 308 312 1 0--20
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.495 0.498 1 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.86 1.94 4 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 7.37 7.51 2 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 2.5 2.58 5 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 219 224 2 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.075 0.074 0--20
Antimony, Total, ICP-MS 0.3 1 ug/L 0.3 0.3 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 16.9 17.4 3 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.18 0.18 0--20

MS:WG144318-4  L64503-4  Matrix: GRND WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 75--125
Sodium, Total, ICP-MS 100 100 ug/L 8220 5000 12500 85 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 15400 5000 20400 100 75--125
Potassium, Total, ICP-MS 100 500 ug/L 1610 5000 6320 94 75--125
Calcium, Total, ICP-MS 50 50 ug/L 26500 5000 31200 4xRul 75--125
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 3.7 20 23 96 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L 2.07 20 21.6 98 75--125
Iron, Total, ICP-MS 10 50 ug/L 7600 5000 12500 98 75--125
Manganese, Total, ICP-MS 0.1 0.5 ug/L 308 20 329 4xRul 75--125
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.495 20 19.9 97 75--125
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.86 20 23 106 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 7.37 20 28.1 104 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 2.5 20 23.8 107 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 219 20 242 4xRul 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 18.8 94 75--125
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Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.4 102 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.075 20 19.6 98 75--125
Antimony, Total, ICP-MS 0.3 1 ug/L 0.3 20 19.6 96 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 16.9 20 36.1 96 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.7 103 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.18 20 20.7 103 75--125

LD:WG144318-5  L64512-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 24 23.5 2 0--20

LD:WG144318-5  L64512-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Magnesium, Total, ICP-MS 50 50 ug/L 1710 1650 4 0--20
Calcium, Total, ICP-MS 50 50 ug/L 6780 6700 1 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L 3.36 3.29 2 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L 3.33 3.37 1 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 29.3 29.1 1 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 99.3 97.7 2 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 2.41 2.2 9 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.13 0.13 0--20
Antimony, Total, ICP-MS 0.3 1 ug/L 0.89 0.92 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 21.4 22.2 3 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 9.87 9.87 0 0--20

MS:WG144318-6  L64512-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421185-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 24 33.1 55.2 94 75--125

MS:WG144318-6  L64512-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421185-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 1710 5000 6540 97 75--125
Calcium, Total, ICP-MS 50 50 ug/L 6780 5000 11300 91 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L 3.36 20 22.3 95 75--125
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Nickel, Total, ICP-MS 0.1 0.5 ug/L 3.33 20 23.9 103 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 29.3 20 49.5 101 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 99.3 20 117 4xRul 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 2.41 20 21.7 97 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 18.7 94 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.13 20 19.5 97 75--125
Antimony, Total, ICP-MS 0.3 1 ug/L 0.89 20 18.9 90 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 21.4 20 39.9 92 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.2 101 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 9.87 20 30 101 75--125

Workgroup: WG144381  (SWD diss)  Run ID: R209679

MB:WG144381-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG144381-2  MB:WG144381-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
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Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.3 107 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 5000 100 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 5040 101 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 5160 103 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4780 96 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.7 98 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.7 98 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5040 101 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.3 102 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.1 101 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.9 104 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.2 101 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.9 105 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.6 103 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 21.5 107 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20.6 103 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.7 103 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 20.2 101 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 20.2 101 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.1 100 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.2 101 85--115

LD:WG144381-3  L64717-4  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CFGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 3000 2990 0 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 2520 2530 0 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 587 586 0 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 7930 7980 1 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.094 0.094 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL <MDL 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL <MDL 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.14 0.14 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.39 0.38 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 0.57 0.52 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
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Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 4.15 4.15 0 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG144381-4  L64717-4  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CFGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 22.5 112 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 3000 5000 7670 93 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 2520 5000 7310 96 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 587 5000 5720 103 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 7930 5000 12800 98 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.094 20 19.9 99 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 20.4 102 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5130 103 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.14 20 21 104 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 99 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.39 20 21.5 106 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.4 102 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 0.57 20 21.8 106 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.9 105 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 21.9 109 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20.5 102 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 21.1 105 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 20.9 105 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 4.15 20 24.9 104 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.4 102 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.7 103 75--125

Workgroup: WG145188  (Echo LK)  Run ID: R210689

MB:WG145188-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG145188-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
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Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG145188-2  MB:WG145188-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 33.1 100 85--115

SB:WG145188-2  MB:WG145188-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5160 103 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4760 95 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 21.7 108 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.9 105 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.9 105 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 105 85--115

LD:WG145188-3  L64921-7  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 25.3 25.8 2 0--20

LD:WG145188-3  L64921-7  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 1790 1820 2 0--20
Calcium, Total, ICP-MS 50 50 ug/L 7200 7310 2 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 4.12 4.14 1 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 7.22 7.35 2 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.24 0.25 0--20

MS:WG145188-4  L64921-7  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 25.3 33.1 59 102 75--125

MS:WG145188-4  L64921-7  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
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(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 1790 5000 6950 103 75--125
Calcium, Total, ICP-MS 50 50 ug/L 7200 5000 12200 99 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 4.12 20 26.2 110 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 7.22 20 27.4 101 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.7 104 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.24 20 21.1 104 75--125

Workgroup: WG145215  (SWD, Echo LK, Elliot West)  Run ID: R210797

MB:WG145215-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG145215-2  MB:WG145215-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.8 104 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 5140 103 85--115
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Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4990 100 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 5100 102 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4640 93 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 20.2 101 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 20.3 102 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5020 100 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 106 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.9 104 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 106 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.1 105 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.8 104 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.2 106 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.9 105 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 21.2 106 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.5 103 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.8 99 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 19.9 100 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 21.4 107 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.9 104 85--115

LD:WG145215-3  L64880-9  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 18400 18400 0 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 53700 54300 1 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 6270 6250 0 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 146000 149000 2 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL <MDL 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL <MDL 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L 2720 2810 3 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 1880 1890 0 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L 0.13 0.13 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.48 0.47 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL <MDL 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.68 0.712 5 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 32.8 33 1 0--20
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Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG145215-4  L64880-9  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 16.1 80 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 18400 5000 23000 93 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 53700 5000 56500 4xRul 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 6270 5000 11100 96 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 146000 5000 153000 4xRul 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.8 99 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.4 97 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L 2720 5000 7710 100 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 1880 20 1940 4xRul 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L 0.13 20 17.1 85 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.48 20 20.1 98 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.5 97 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.5 103 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.68 20 24.5 119 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 23.1 115 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20 100 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.3 101 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 20.2 101 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 32.8 20 53.1 101 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.8 104 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.4 102 75--125

Workgroup: WG145236  (Elliot West, Echo LK)  Run ID: R210698

MB:WG145236-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG145236-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
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Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG145236-2  MB:WG145236-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 31.5 95 85--115

SB:WG145236-2  MB:WG145236-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4890 98 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4570 91 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 20.3 101 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.2 101 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20 100 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.3 102 85--115

LD:WG145236-3  L64999-11  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 15 15 0 0--20

LD:WG145236-3  L64999-11  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 941 930 1 0--20
Calcium, Total, ICP-MS 50 50 ug/L 4460 4460 0 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 3.26 3.25 0 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 4.56 4.36 4 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.3 0.31 0--20

MS:WG145236-4  L64999-11  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 15 33.1 45.7 93 75--125

MS:WG145236-4  L64999-11  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
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Magnesium, Total, ICP-MS 50 50 ug/L 941 5000 5750 96 75--125
Calcium, Total, ICP-MS 50 50 ug/L 4460 5000 8810 87 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 3.26 20 23.4 101 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 4.56 20 24.2 98 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.7 98 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.3 20 20.5 101 75--125

Workgroup: WG145266  (Echo LK)  Run ID: R210732

MB:WG145266-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG145266-2  MB:WG145266-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.6 98 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19 95 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.6 93 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 85--115

LD:WG145266-3  L64999-5  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 4.13 4.06 2 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 9.98 9.96 0 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG145266-4  L64999-5  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 4.13 20 23.8 98 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 9.98 20 30 100 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19 95 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.4 102 75--125
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Workgroup: WG146738  (14-JUL-16 swd)  Run ID: R212608

MB:WG146738-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG146738-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Total, ICP-MS 100 100 ug/L <MDL
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Aluminum, Total, ICP-MS 2 10 ug/L <MDL
Potassium, Total, ICP-MS 100 500 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL
Iron, Total, ICP-MS 10 50 ug/L <MDL
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG146738-2  MB:WG146738-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 32.1 97 85--115

SB:WG146738-2  MB:WG146738-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 101 85--115
Sodium, Total, ICP-MS 100 100 ug/L <MDL 5000 4980 100 85--115
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4890 98 85--115
Aluminum, Total, ICP-MS 2 10 ug/L <MDL 20 19.9 99 85--115
Potassium, Total, ICP-MS 100 500 ug/L <MDL 5000 4930 99 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4800 96 85--115
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 20.3 102 85--115
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 20.3 102 85--115
Iron, Total, ICP-MS 10 50 ug/L <MDL 5000 5020 100 85--115
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.7 98 85--115
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.2 101 85--115
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.2 101 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 20.2 101 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.1 101 85--115
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 85--115
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 21 105 85--115
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.5 103 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 100 85--115
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 19.5 98 85--115
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19.4 97 85--115
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL 20 19.8 99 85--115
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.7 104 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 85--115

LD:WG146738-3  L65510-1  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 87.1 89.6 3 0--20

LD:WG146738-3  L65510-1  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Total, ICP-MS 100 100 ug/L 7090 7380 4 0--20
Magnesium, Total, ICP-MS 50 50 ug/L 12000 12400 3 0--20
Aluminum, Total, ICP-MS 2 10 ug/L 63.7 68.8 8 0--20
Potassium, Total, ICP-MS 100 500 ug/L 1370 1430 5 0--20
Calcium, Total, ICP-MS 50 50 ug/L 15100 15500 2 0--20
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 1.17 1.28 9 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L 0.77 0.85 0--20
Iron, Total, ICP-MS 10 50 ug/L 989 1040 5 0--20
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Manganese, Total, ICP-MS 0.1 0.5 ug/L 492 496 1 0--20
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.296 0.304 2 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.38 1.33 4 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 0.9 0.7 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 1.2 1.3 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 3.56 3.72 4 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Total, ICP-MS 0.04 0.2 ug/L 0.407 0.42 3 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL <MDL 0--20
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 2.41 2.5 4 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.36 0.36 0--20

MS:WG146738-4  L65510-1  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 87.1 33.1 118 94 75--125

MS:WG146738-4  L65510-1  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 75--125
Sodium, Total, ICP-MS 100 100 ug/L 7090 5000 11900 95 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 12000 5000 16800 96 75--125
Aluminum, Total, ICP-MS 2 10 ug/L 63.7 20 87.8 120 75--125
Potassium, Total, ICP-MS 100 500 ug/L 1370 5000 6240 97 75--125
Calcium, Total, ICP-MS 50 50 ug/L 15100 5000 19700 92 75--125
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 1.17 20 21.6 102 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L 0.77 20 21 101 75--125
Iron, Total, ICP-MS 10 50 ug/L 989 5000 6060 102 75--125
Manganese, Total, ICP-MS 0.1 0.5 ug/L 492 20 498 4xRul 75--125
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.296 20 19.9 98 75--125
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.38 20 21.5 101 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 0.9 20 20.7 99 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 1.2 20 20.9 99 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 3.56 20 23.1 98 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 19.4 97 75--125
Silver, Total, ICP-MS 0.04 0.2 ug/L 0.407 20 20.9 102 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 100 75--125
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 19.2 96 75--125
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Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19.7 99 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 2.41 20 22.6 101 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.5 102 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.36 20 20.1 99 75--125

Workgroup: WG146905  (7/22/16 Echo Lake Diss)  Run ID: R212677

MB:WG146905-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG146905-2  MB:WG146905-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.7 104 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 21 105 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 21 105 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.6 108 85--115

LD:WG146905-3  L65650-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 12.6 12.8 2 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 87.8 90 2 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.38 0.4 0--20

MS:WG146905-4  L65650-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 12.6 20 33.9 107 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 87.8 20 111 4xRul 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.6 103 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.38 20 22.1 109 75--125

Workgroup: WG147984  (SWD, Echo LK)  Run ID: R214024
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MB:WG147984-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG147984-2  MB:WG147984-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 4930 99 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4940 99 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 5070 101 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4910 98 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.9 99 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 20.2 101 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5170 103 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.8 104 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.6 103 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.4 102 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21 105 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.4 102 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.9 105 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.7 103 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 20.1 101 85--115
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Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 20 100 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.2 106 85--115

LD:WG147984-3  L66068-3  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-DUGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Sodium, Dissolved, ICP-MS 100 100 ug/L 10600 10600 0 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 3830 3850 1 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 611 614 0 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 7540 7530 0 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 2.36 2.37 0 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 1.84 1.86 1 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L 11 11 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.2 0.19 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL <MDL 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.654 0.667 2 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 2.89 2.85 2 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG147984-4  L66068-3  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-DUGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Sodium, Dissolved, ICP-MS 100 100 ug/L 10600 5000 15400 97 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 3830 5000 8740 98 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 611 5000 5620 100 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 7540 5000 12100 91 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 2.36 20 22.2 99 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 1.84 20 21.8 100 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L 11 5000 5030 100 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 0.2 20 19.7 98 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19 95 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.8 104 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.7 109 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.5 103 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.654 20 21.2 103 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 21.5 108 75--125
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Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.8 104 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 20.4 102 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 2.89 20 23.2 102 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 106 75--125

Workgroup: WG148332  (12-OCT-16 SWD, Storms Diss)  Run ID: R214416

MB:WG148332-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148332-2  MB:WG148332-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.9 94 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 5060 101 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4920 98 85--115
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL 20 18.4 92 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 4970 99 85--115
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Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4830 97 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 18.1 90 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 18.2 91 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 5170 103 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18 90 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.1 91 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.1 90 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 17.7 89 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 21.1 106 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 17.7 88 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 18.2 91 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 18.6 93 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 17.7 88 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 17.1 85 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 17.3 87 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 18.1 91 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18 90 85--115

LD:WG148332-3  L66151-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421195-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 3940 3970 1 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 4890 4880 0 0--20
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL <MDL 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 20000 20200 1 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.27 0.24 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L 58.6 57.3 2 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 3.82 3.87 1 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.32 0.32 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 0.21 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL <MDL 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.35 0.35 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG148332-4  L66151-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421195-240  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.3 97 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 3940 5000 8620 94 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 4890 5000 9750 97 75--125
Aluminum, Dissolved, ICP-MS 2 10 ug/L <MDL 20 19.2 96 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 20000 5000 24600 4xRul 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.27 20 20.1 99 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L 58.6 5000 4990 99 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 3.82 20 22 91 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.32 20 20.4 100 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.7 99 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.7 104 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.35 20 21.1 104 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.9 104 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20.6 103 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 100 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.5 98 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20.1 101 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 101 75--125

LD:WG148332-5  L66305-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 7230 7280 1 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 13600 13500 1 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 1160 1160 0 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 17000 17000 0 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.586 0.594 1 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.21 <MDL 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL <MDL 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.19 0.19 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 0.85 0.85 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.613 0.658 7 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L 1.14 1.1 4 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 4.6 4.58 0 0--20



209 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG148332-6  L66305-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.7 98 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 7230 5000 12000 96 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 13600 5000 18600 100 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 1160 5000 5910 95 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 17000 5000 21700 93 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.586 20 19.5 94 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.21 20 19.4 96 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 4820 96 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18 90 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 17.8 89 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.19 20 19.4 96 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.2 96 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 0.85 20 21.4 103 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.613 20 20.8 101 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L 1.14 20 23.8 113 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 20.4 102 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20 100 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.7 99 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 4.6 20 24.7 101 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 20 100 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 75--125

Workgroup: WG148337  (Echo LK, SWD)  Run ID: R214528

MB:WG148337-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG148337-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Total, ICP-MS 100 100 ug/L <MDL
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
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Potassium, Total, ICP-MS 100 500 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL
Iron, Total, ICP-MS 10 50 ug/L <MDL
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148337-2  MB:WG148337-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 32.4 98 85--115

SB:WG148337-2  MB:WG148337-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.2 96 85--115
Sodium, Total, ICP-MS 100 100 ug/L <MDL 5000 4920 98 85--115
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4940 99 85--115
Potassium, Total, ICP-MS 100 500 ug/L <MDL 5000 4880 98 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4830 97 85--115
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 19.2 96 85--115
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 19.6 98 85--115
Iron, Total, ICP-MS 10 50 ug/L <MDL 5000 4930 99 85--115
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.6 98 85--115
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20 100 85--115
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.1 95 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 19.7 98 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 19.9 100 85--115
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 20.3 102 85--115
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Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.6 103 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.1 100 85--115
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19.7 99 85--115
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL 20 19.1 95 85--115
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.8 104 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 100 85--115

LD:WG148337-3  L66175-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 24.8 24.3 2 0--20

LD:WG148337-3  L66175-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 901 892 1 0--20
Calcium, Total, ICP-MS 50 50 ug/L 8460 8280 2 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 27.1 26.9 1 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 137 136 1 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.1 0.11 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 3.25 3.17 2 0--20

MS:WG148337-4  L66175-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 24.8 33.1 58 100 75--125

MS:WG148337-4  L66175-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 901 5000 5970 101 75--125
Calcium, Total, ICP-MS 50 50 ug/L 8460 5000 13400 98 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 27.1 20 48.4 106 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 137 20 156 4xRul 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.1 20 20.9 104 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 3.25 20 24.9 108 75--125

LD:WG148337-5  L66298-5  Matrix: GRND WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW-OS  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Total, ICP-MS 100 100 ug/L 28900 29700 3 0--20
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Magnesium, Total, ICP-MS 50 50 ug/L 5020 5180 3 0--20
Potassium, Total, ICP-MS 100 500 ug/L 1720 1740 2 0--20
Calcium, Total, ICP-MS 50 50 ug/L 17200 17400 1 0--20
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL <MDL 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL <MDL 0--20
Iron, Total, ICP-MS 10 50 ug/L 15 15 0--20
Manganese, Total, ICP-MS 0.1 0.5 ug/L 27.8 28.5 2 0--20
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 2.4 2.26 6 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 5.03 5.14 2 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 4.67 4.65 0 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.16 0.13 0--20

MS:WG148337-6  L66298-5  Matrix: GRND WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW-OS  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.5 98 75--125
Sodium, Total, ICP-MS 100 100 ug/L 28900 5000 33700 4xRul 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 5020 5000 10200 103 75--125
Potassium, Total, ICP-MS 100 500 ug/L 1720 5000 6620 98 75--125
Calcium, Total, ICP-MS 50 50 ug/L 17200 5000 21400 82 75--125
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 20.2 101 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 20.4 102 75--125
Iron, Total, ICP-MS 10 50 ug/L 15 5000 4950 99 75--125
Manganese, Total, ICP-MS 0.1 0.5 ug/L 27.8 20 46 91 75--125
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.5 97 75--125
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.7 104 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 2.4 20 23.2 104 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 5.03 20 24.7 98 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 19.5 98 75--125
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 21.1 106 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.2 101 75--125
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 20.2 101 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 4.67 20 24.5 99 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 21.1 106 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.16 20 20.6 102 75--125
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Workgroup: WG148522  (20-OCT-16 SWD Diss)  Run ID: R214721

MB:WG148522-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148522-2  MB:WG148522-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 4990 100 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4940 99 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 4820 96 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4750 95 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.3 96 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.4 97 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 4940 99 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.9 94 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.2 96 85--115
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Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.2 101 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.2 101 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.8 99 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.6 98 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.2 101 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19.7 99 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.2 96 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 17.9 90 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 18.8 94 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 18.9 94 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.7 94 85--115

LD:WG148522-3  L65721-2  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 8370 8500 2 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 19700 19900 1 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 1760 1770 1 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 26600 26700 0 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL <MDL 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL <MDL 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L 1840 1840 0 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 155 157 1 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL <MDL 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.577 0.588 2 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 10.8 11 2 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG148522-4  L65721-2  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CHGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.8 99 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 8370 5000 13300 99 75--125
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Magnesium, Dissolved, ICP-MS 50 50 ug/L 19700 5000 24600 100 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 1760 5000 6550 96 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 26600 5000 31400 4xRul 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 19.1 96 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 19.4 97 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L 1840 5000 6650 96 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 155 20 173 4xRul 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.3 92 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.9 100 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.7 99 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.9 99 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.577 20 21.2 103 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 21.9 110 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19.6 98 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.4 97 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 18.6 93 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 10.8 20 30.2 97 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 19.1 95 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.7 94 75--125

Workgroup: WG148782  (02-NOV-16 Echo Lk, Fed Way)  Run ID: R214950

MB:WG148782-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG148782-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148782-2  MB:WG148782-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 33 100 85--115
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SB:WG148782-2  MB:WG148782-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5070 101 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4870 97 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 22.9 114 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 22.8 114 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 21.8 109 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 22.1 111 85--115

LD:WG148782-3  L66384-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 14.4 14.3 1 0--20

LD:WG148782-3  L66384-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 657 656 0 0--20
Calcium, Total, ICP-MS 50 50 ug/L 4690 4650 1 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 13.7 14.4 5 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 100 99 1 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.057 0.057 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 2.12 2.14 1 0--20

MS:WG148782-4  L66384-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 14.4 33.1 45.4 94 75--125

MS:WG148782-4  L66384-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 657 5000 5410 95 75--125
Calcium, Total, ICP-MS 50 50 ug/L 4690 5000 9250 91 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 13.7 20 35.6 110 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 100 20 118 4xRul 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L 0.057 20 20.7 103 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 2.12 20 23.2 105 75--125
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Workgroup: WG148826  (04-NOV-16 Echo, FedWay Diss)  Run ID: R215121

MB:WG148826-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148826-2  MB:WG148826-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.3 102 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.7 99 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.5 97 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115

LD:WG148826-3  L66453-3  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 1.9 1.9 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 16.4 16.2 1 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG148826-4  L66453-3  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 1.9 20 22.3 102 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 16.4 20 36.4 100 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.7 98 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.1 95 75--125

Workgroup: WG148827  (04-NOV-16 Echo, FedWay)  Run ID: R215123

MB:WG148827-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL
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MB:WG148827-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148827-2  MB:WG148827-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 31.6 96 85--115

SB:WG148827-2  MB:WG148827-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4840 97 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4680 94 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 20.5 103 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.5 102 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.8 99 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 85--115

LD:WG148827-3  L66385-8  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 7.18 7.07 2 0--20

LD:WG148827-3  L66385-8  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 353 349 1 0--20
Calcium, Total, ICP-MS 50 50 ug/L 2290 2260 2 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 2.41 2.45 2 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 19.3 18.9 2 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.29 0.29 0--20

MS:WG148827-4  L66385-8  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Matrix Spike)
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Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 7.18 33.1 39.3 97 75--125

MS:WG148827-4  L66385-8  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 353 5000 5240 98 75--125
Calcium, Total, ICP-MS 50 50 ug/L 2290 5000 7080 96 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 2.41 20 22 98 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 19.3 20 38.6 97 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.3 97 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.29 20 20 98 75--125

Workgroup: WG148971  (SWD, Federal Way Diss)  Run ID: R215184

MB:WG148971-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG148971-2  MB:WG148971-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
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(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.3 97 85--115
Sodium, Dissolved, ICP-MS 100 100 ug/L <MDL 5000 4690 94 85--115
Magnesium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4680 94 85--115
Potassium, Dissolved, ICP-MS 100 500 ug/L <MDL 5000 4600 92 85--115
Calcium, Dissolved, ICP-MS 50 50 ug/L <MDL 5000 4420 88 85--115
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L <MDL 20 18.6 93 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 18.3 92 85--115
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 4530 91 85--115
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.8 94 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.5 98 85--115
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.4 97 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.3 97 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 19.7 99 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19.5 98 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.7 93 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.3 96 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 18.8 94 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 19.1 95 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.9 95 85--115

LD:WG148971-3  L66550-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CFGW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Dissolved, ICP-MS 100 100 ug/L 4810 4850 1 0--20
Magnesium, Dissolved, ICP-MS 50 50 ug/L 3470 3470 0 0--20
Potassium, Dissolved, ICP-MS 100 500 ug/L 679 664 2 0--20
Calcium, Dissolved, ICP-MS 50 50 ug/L 14100 14000 1 0--20
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.27 0.27 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.23 0.24 0--20
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL <MDL 0--20
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 236 235 0 0--20
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 3.23 3.18 2 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL <MDL 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL <MDL 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.46 0.45 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
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Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L 0.05 0.051 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 1.34 1.33 1 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG148971-4  L66550-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421422-CFGW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.4 97 75--125
Sodium, Dissolved, ICP-MS 100 100 ug/L 4810 5000 9670 97 75--125
Magnesium, Dissolved, ICP-MS 50 50 ug/L 3470 5000 8270 96 75--125
Potassium, Dissolved, ICP-MS 100 500 ug/L 679 5000 5210 91 75--125
Calcium, Dissolved, ICP-MS 50 50 ug/L 14100 5000 18800 94 75--125
Vanadium, Dissolved, ICP-MS 0.075 0.375 ug/L 0.27 20 19.3 95 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.23 20 18.4 91 75--125
Iron, Dissolved, ICP-MS 10 50 ug/L <MDL 5000 4440 89 75--125
Manganese, Dissolved, ICP-MS 0.1 0.5 ug/L 236 20 254 4xRul 75--125
Cobalt, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 17.3 86 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 3.23 20 23.2 100 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.1 100 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.8 99 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 0.46 20 20.4 99 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 20.9 104 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19 95 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L 0.05 20 18.5 92 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 19.1 96 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 1.34 20 20.1 94 75--125
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 18.6 93 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.7 93 75--125

Workgroup: WG149168  (Ecco LK, Elliot West Diss)  Run ID: R215362

MB:WG149168-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
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SB:WG149168-2  MB:WG149168-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.4 107 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 19.9 99 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.6 98 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.3 102 85--115

LD:WG149168-3  L66498-19  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 3.86 3.92 1 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 14.8 15.1 2 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.12 0.12 0--20

MS:WG149168-4  L66498-19  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 3.86 20 25.8 109 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 14.8 20 34.8 100 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.8 99 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.12 20 21.1 105 75--125

Workgroup: WG149178  (digested diss)  Run ID: R215363

MB:WG149178-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG149178-2  MB:WG149178-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.3 107 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.9 104 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.2 101 85--115



223 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20.2 101 85--115

LD:WG149178-3  L66499-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 4.03 4.1 2 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 25.8 25.3 2 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.17 0.17 0--20

MS:WG149178-4  L66499-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 4.03 20 25.7 108 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 25.8 20 46.1 101 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.2 101 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.17 20 21.1 105 75--125

Workgroup: WG150180  (14-FEB-17 Echo_Fed Storms)  Run ID: R216722

MB:WG150180-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG150180-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150180-2  MB:WG150180-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 31.8 96 85--115

SB:WG150180-2  MB:WG150180-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
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(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 4960 99 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4570 91 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 21.1 106 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 21.6 108 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.1 96 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.6 98 85--115

LD:WG150180-3  L66937-2  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 15.7 15.6 1 0--20

LD:WG150180-3  L66937-2  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 1430 1410 2 0--20
Calcium, Total, ICP-MS 50 50 ug/L 3930 3920 0 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 2.67 2.63 2 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 3.63 3.71 2 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.2 0.19 0--20

MS:WG150180-4  L66937-2  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 15.7 33.1 46.8 94 75--125

MS:WG150180-4  L66937-2  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 1430 5000 6240 96 75--125
Calcium, Total, ICP-MS 50 50 ug/L 3930 5000 8460 91 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 2.67 20 22.2 98 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 3.63 20 22.6 95 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 18.1 90 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.2 20 19.4 96 75--125

Workgroup: WG150217  (Fed Way)  Run ID: R216609
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MB:WG150217-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150217-2  MB:WG150217-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.1 106 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.8 104 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.5 102 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 106 85--115

LD:WG150217-3  L66937-3  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 1.7 1.7 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 21.7 21.6 0 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L 0.07 0.07 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG150217-4  L66937-3  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 1.7 20 22.6 105 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 21.7 20 42.4 104 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L 0.07 20 21 105 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.4 107 75--125

Workgroup: WG150358  (21-FEB-17 Echo,SWD, Int)  Run ID: R216876

MB:WG150358-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG150358-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL
Sodium, Total, ICP-MS 100 100 ug/L <MDL
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Aluminum, Total, ICP-MS 2 10 ug/L <MDL
Potassium, Total, ICP-MS 100 500 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL
Iron, Total, ICP-MS 10 50 ug/L <MDL
Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150358-2  MB:WG150358-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 32.4 98 85--115

SB:WG150358-2  MB:WG150358-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.6 103 85--115
Sodium, Total, ICP-MS 100 100 ug/L <MDL 5000 5020 100 85--115
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5020 100 85--115
Aluminum, Total, ICP-MS 2 10 ug/L <MDL 20 19.7 98 85--115
Potassium, Total, ICP-MS 100 500 ug/L <MDL 5000 5280 106 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4680 94 85--115
Vanadium, Total, ICP-MS 0.075 0.375 ug/L <MDL 20 19.2 96 85--115
Chromium, Total, ICP-MS 0.2 1 ug/L <MDL 20 20.2 101 85--115
Iron, Total, ICP-MS 10 50 ug/L <MDL 5000 5300 106 85--115
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Manganese, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.2 96 85--115
Cobalt, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20 100 85--115
Nickel, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.7 103 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 21.1 106 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 22.7 113 85--115
Arsenic, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 85--115
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 20.9 105 85--115
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 20.1 100 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.3 97 85--115
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 18.9 94 85--115
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19.2 96 85--115
Barium, Total, ICP-MS 0.5 0.5 ug/L <MDL 20 19 95 85--115
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20.3 102 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 19.8 99 85--115

LD:WG150358-3  L66908-3  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 108 109 1 0--20

LD:WG150358-3  L66908-3  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Sodium, Total, ICP-MS 100 100 ug/L 6960 6950 0 0--20
Magnesium, Total, ICP-MS 50 50 ug/L 15000 15100 1 0--20
Aluminum, Total, ICP-MS 2 10 ug/L 111 113 2 0--20
Potassium, Total, ICP-MS 100 500 ug/L 2010 2040 1 0--20
Calcium, Total, ICP-MS 50 50 ug/L 18400 18500 1 0--20
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 1.27 1.35 6 0--20
Chromium, Total, ICP-MS 0.2 1 ug/L 0.85 0.87 0--20
Iron, Total, ICP-MS 10 50 ug/L 828 825 0 0--20
Manganese, Total, ICP-MS 0.1 0.5 ug/L 440 443 1 0--20
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.22 0.22 0--20
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.71 1.74 2 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 0.71 0.69 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 0.85 0.86 0--20
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 3.55 3.72 5 0--20
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL <MDL 0--20
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Antimony, Total, ICP-MS 0.3 1 ug/L <MDL <MDL 0--20
Barium, Total, ICP-MS 0.5 0.5 ug/L 5.9 6.04 2 0--20
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.44 0.44 0--20

MS:WG150358-4  L66908-3  Matrix: FRESH WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 108 33.1 135 81 75--125

MS:WG150358-4  L66908-3  Matrix: FRESH WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421422-VASW  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 16.7 84 75--125
Sodium, Total, ICP-MS 100 100 ug/L 6960 5000 11000 81 75--125
Magnesium, Total, ICP-MS 50 50 ug/L 15000 5000 19000 79 75--125
Aluminum, Total, ICP-MS 2 10 ug/L 111 20 128 4xRul 75--125
Potassium, Total, ICP-MS 100 500 ug/L 2010 5000 7270 105 75--125
Calcium, Total, ICP-MS 50 50 ug/L 18400 5000 22600 84 75--125
Vanadium, Total, ICP-MS 0.075 0.375 ug/L 1.27 20 22.5 106 75--125
Chromium, Total, ICP-MS 0.2 1 ug/L 0.85 20 21.8 105 75--125
Iron, Total, ICP-MS 10 50 ug/L 828 5000 6330 110 75--125
Manganese, Total, ICP-MS 0.1 0.5 ug/L 440 20 461 4xRul 75--125
Cobalt, Total, ICP-MS 0.05 0.25 ug/L 0.22 20 17.4 86 75--125
Nickel, Total, ICP-MS 0.1 0.5 ug/L 1.71 20 22.4 104 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 0.71 20 22.5 109 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 0.85 20 16.9 80 75--125
Arsenic, Total, ICP-MS 0.1 0.5 ug/L 3.55 20 24 102 75--125
Selenium, Total, ICP-MS 0.5 1 ug/L <MDL 20 18.8 94 75--125
Silver, Total, ICP-MS 0.04 0.2 ug/L <MDL 20 19.8 99 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 17.5 88 75--125
Tin, Total, ICP-MS 0.5 1.5 ug/L <MDL 20 17.7 89 75--125
Antimony, Total, ICP-MS 0.3 1 ug/L <MDL 20 19 95 75--125
Barium, Total, ICP-MS 0.5 0.5 ug/L 5.9 20 24.9 95 75--125
Thallium, Total, ICP-MS 0.1 0.2 ug/L <MDL 20 20 100 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.44 20 19.8 97 75--125

Workgroup: WG150452  (27-FEB-17 FedWay, Echo)  Run ID: R217105

MB:WG150452-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
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Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG150452-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150452-2  MB:WG150452-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 34.8 105 85--115

SB:WG150452-2  MB:WG150452-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5440 109 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4980 100 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 20.1 100 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.9 104 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.9 99 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 20.1 100 85--115

LD:WG150452-3  L67069-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 7.47 7.57 1 0--20

LD:WG150452-3  L67069-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 430 441 3 0--20
Calcium, Total, ICP-MS 50 50 ug/L 2280 2310 1 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 3.55 3.65 3 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 34.4 34.9 1 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 1.52 1.53 0 0--20
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MS:WG150452-4  L67069-1  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 7.47 33.1 40.7 100 75--125

MS:WG150452-4  L67069-1  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 430 5000 5560 103 75--125
Calcium, Total, ICP-MS 50 50 ug/L 2280 5000 7120 97 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 3.55 20 23.2 98 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 34.4 20 53 93 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.4 97 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 1.52 20 21.3 99 75--125

Workgroup: WG150558  (Echo Lk, Fed Way Diss)  Run ID: R217032

MB:WG150558-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150558-2  MB:WG150558-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19 95 85--115
Chromium, Dissolved, ICP-MS 0.2 1 ug/L <MDL 20 18.7 93 85--115
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.8 94 85--115



231 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 19.4 97 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 18.7 94 85--115
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 19.3 97 85--115
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 19.1 95 85--115
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19.3 96 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.2 96 85--115
Antimony, Dissolved, ICP-MS 0.3 1 ug/L <MDL 20 18.8 94 85--115
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L <MDL 20 18.5 93 85--115
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 18.8 94 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.9 94 85--115

LD:WG150558-3  L66913-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421185-100  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.58 0.59 0--20
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.944 0.934 1 0--20
Copper, Dissolved, ICP-MS 0.2 2 ug/L 7.72 7.75 0 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 44.3 44.2 0 0--20
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 1.76 1.78 1 0--20
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL <MDL 0--20
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL <MDL 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Antimony, Dissolved, ICP-MS 0.3 1 ug/L 0.74 0.73 0--20
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 7.69 7.65 0 0--20
Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.733 0.732 0 0--20

MS:WG150558-4  L66913-1  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421185-100  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Beryllium, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 18.6 93 75--125
Chromium, Dissolved, ICP-MS 0.2 1 ug/L 0.58 20 19 92 75--125
Nickel, Dissolved, ICP-MS 0.1 0.5 ug/L 0.944 20 19.5 93 75--125
Copper, Dissolved, ICP-MS 0.2 2 ug/L 7.72 20 27 96 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 44.3 20 62.7 92 75--125
Arsenic, Dissolved, ICP-MS 0.1 0.5 ug/L 1.76 20 21.2 97 75--125
Selenium, Dissolved, ICP-MS 0.5 1 ug/L <MDL 20 19.3 97 75--125
Silver, Dissolved, ICP-MS 0.04 0.2 ug/L <MDL 20 19.2 96 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 18.8 94 75--125
Antimony, Dissolved, ICP-MS 0.3 1 ug/L 0.74 20 19.2 92 75--125
Barium, Dissolved, ICP-MS 0.5 0.5 ug/L 7.69 20 25.9 91 75--125
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Thallium, Dissolved, ICP-MS 0.1 0.2 ug/L <MDL 20 18.7 93 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.733 20 19.4 93 75--125

Workgroup: WG150726  (SWD, Echo LK, Fed Way)  Run ID: R217293

MB:WG150726-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG150726-2  MB:WG150726-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 21.6 108 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20.6 103 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.8 104 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.3 107 85--115

LD:WG150726-3  L67140-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 6.47 6.49 0 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 16.4 16.3 0 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL <MDL 0--20

MS:WG150726-4  L67140-1  Matrix: GRND WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 6.47 20 27.9 107 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 16.4 20 36.8 102 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 20.8 104 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 21.3 107 75--125

Workgroup: WG151091  (05-APR-17 Fed Way Diss)  Run ID: R217760

MB:WG151091-1  Matrix: BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
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(Method Blank)
Parameter MDL RDL Units MB Value Qual
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG151091-2  MB:WG151091-1  Matrix:  BLANK WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L <MDL 20 20.1 100 85--115
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L <MDL 20 20 100 85--115
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.1 96 85--115
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L <MDL 20 20 100 85--115

LD:WG151091-3  L67335-6  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 2.8 2.78 1 0--20
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 29.2 29.1 0 0--20
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.16 0.16 0--20

MS:WG151091-4  L67335-6  Matrix: STORM WTR  Listtype:MTICPMS-DISS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Copper, Dissolved, ICP-MS 0.2 2 ug/L 2.8 20 22.9 101 75--125
Zinc, Dissolved, ICP-MS 0.5 2.5 ug/L 29.2 20 49.4 101 75--125
Cadmium, Dissolved, ICP-MS 0.05 0.25 ug/L <MDL 20 19.4 97 75--125
Lead, Dissolved, ICP-MS 0.1 0.5 ug/L 0.16 20 20.4 101 75--125

Workgroup: WG151216  (12-APR-17 FedWay, Echo Lk)  Run ID: R217793

MB:WG151216-1  Matrix: BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL

MB:WG151216-1  Matrix: BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
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Magnesium, Total, ICP-MS 50 50 ug/L <MDL
Calcium, Total, ICP-MS 50 50 ug/L <MDL
Copper, Total, ICP-MS 0.2 2 ug/L <MDL
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL

SB:WG151216-2  MB:WG151216-1  Matrix:  BLANK WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L <MDL 33.1 33.9 103 85--115

SB:WG151216-2  MB:WG151216-1  Matrix:  BLANK WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L <MDL 5000 5280 106 85--115
Calcium, Total, ICP-MS 50 50 ug/L <MDL 5000 4880 98 85--115
Copper, Total, ICP-MS 0.2 2 ug/L <MDL 20 20.4 102 85--115
Zinc, Total, ICP-MS 0.5 2.5 ug/L <MDL 20 20.7 103 85--115
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 20.1 100 85--115
Lead, Total, ICP-MS 0.1 0.5 ug/L <MDL 20 21.1 105 85--115

LD:WG151216-3  L67499-7  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 59 58.9 0 0--20

LD:WG151216-3  L67499-7  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 6330 6370 1 0--20
Calcium, Total, ICP-MS 50 50 ug/L 13200 13100 1 0--20
Copper, Total, ICP-MS 0.2 2 ug/L 2.71 2.7 0 0--20
Zinc, Total, ICP-MS 0.5 2.5 ug/L 18.3 18.2 0 0--20
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL <MDL 0--20
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.677 0.679 0 0--20

MS:WG151216-4  L67499-7  Matrix: STORM WTR  Listtype:MTHARD-ICPMS  Method:EPA 200.8/SW846 6020A*SM2340B  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Hardness, Calc 0.331 0.331 mg CaCO3/L 59 33.1 89.4 92 75--125
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MS:WG151216-4  L67499-7  Matrix: STORM WTR  Listtype:MTICPMS  Method:EPA 200.8*SW846 6020A  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
Magnesium, Total, ICP-MS 50 50 ug/L 6330 5000 11000 94 75--125
Calcium, Total, ICP-MS 50 50 ug/L 13200 5000 17600 89 75--125
Copper, Total, ICP-MS 0.2 2 ug/L 2.71 20 22.4 99 75--125
Zinc, Total, ICP-MS 0.5 2.5 ug/L 18.3 20 36.9 93 75--125
Cadmium, Total, ICP-MS 0.05 0.25 ug/L <MDL 20 19.2 96 75--125
Lead, Total, ICP-MS 0.1 0.5 ug/L 0.677 20 21.2 103 75--125

Workgroup: WG143425  (dl#431 wtph-dx)  Run ID: R208564

MB:WG143425-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG143425-2  MB:WG143425-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.742 74 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 0.852 85 50--150

LD:WG143425-3  L64308-8  Matrix: GRND WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421196-170  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L <MDL <MDL 0--40

LD:WG143425-4  L64308-11  Matrix: GRND WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421196-170  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L <MDL <MDL 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
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L64251-1 71 96
L64308-1 73 99
L64308-3 65 93
L64308-5 78 95
L64308-6 82 98
L64308-7 83 94
L64308-8 77 98
L64308-9 86 98
L64308-10 77 98
L64308-11 87 99
L64319-1 81 98
L64379-1 73 98
L64379-3 83 97
WG143425-1 31 * 99
WG143425-2 62 98
WG143425-3 65 99
WG143425-4 88 99

Workgroup: WG143498  (bl#373 pah-sim)  Run ID: R208729

MB:WG143498-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG143498-2  MB:WG143498-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
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Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.04 41 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.13 45 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.26 50 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.19 47 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.4 56 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.45 58 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.35 54 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.06 82 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 1.74 70 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 1.93 77 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 1.97 79 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 5.63 75 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 1.93 77 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 1.91 76 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 1.93 77 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 1.87 75 29--134

MSD:WG143498-4  MS:WG143498-3  L64308-9  Matrix: GRND WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421196-170  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.1 47 40--160 2.36 1.17 50 6 0--40
Naphthalene 0.0047 0.0236 ug/L <MDL 2.36 0.762 32 24--85 2.36 0.95 40 22 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.51 64 51--103 2.36 1.34 57 12 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.47 62 44--94 2.36 1.31 56 11 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.73 73 54--113 2.36 1.48 63 15 0--40
Phenanthrene 0.0094 0.0472 ug/L <MDL 2.36 1.7 72 57--108 2.36 1.47 62 15 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.58 67 50--119 2.36 1.37 58 15 0--40
Fluoranthene 0.0094 0.0472 ug/L <MDL 2.36 2.2 93 58--115 2.36 1.98 84 10 0--40
Pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.97 84 51--142 2.36 1.8 76 9 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.03 86 62--117 2.36 1.86 79 9 0--40
Chrysene 0.0094 0.0472 ug/L <MDL 2.36 2.03 86 39--115 2.36 1.85 78 9 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L <MDL 7.08 5.67 80 45--120 7.08 5.16 73 10 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.97 84 38--134 2.36 1.8 76 9 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.94 82 38--130 2.36 1.79 76 8 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.93 82 25--138 2.36 1.78 76 8 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L <MDL 2.36 1.89 80 25--122 2.36 1.73 73 9 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl
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(Lab Limits) 33--96 63--125
L64308-1 61 86
L64308-3 51 76
L64308-4 51 75
L64308-5 53 85
L64308-6 61 92
L64308-7 52 68
L64308-8 41 72
L64308-9 57 79
L64308-10 52 81
L64308-11 53 84
L64379-2 59 72
L64379-4 59 82
L64379-6 70 82
L64379-8 50 76
WG143498-1 52 79
WG143498-2 50 80
WG143498-3 79 92
WG143498-4 62 82

Workgroup: WG144149  (bl#380 pah-sim)  Run ID: R209456

MB:WG144149-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL
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SBD:WG144149-3  SB:WG144149-2  MB:WG144149-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.35 54 40--160 2.5 1.37 55 1 0--40
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.32 53 15--93 2.5 1.37 55 4 0--40
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.55 62 43--111 2.5 1.53 61 1 0--40
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.47 59 37--99 2.5 1.48 59 1 0--40
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.56 62 54--104 2.5 1.66 66 6 0--40
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.66 66 54--107 2.5 1.81 72 9 0--40
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.67 67 54--121 2.5 1.82 73 9 0--40
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.11 84 63--115 2.5 2.28 91 8 0--40
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.06 82 54--136 2.5 2.21 88 7 0--40
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.19 88 65--117 2.5 2.33 93 6 0--40
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.3 92 44--114 2.5 2.46 98 7 0--40
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 6.68 89 50--121 7.5 7.03 94 5 0--40
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.13 85 45--133 2.5 2.3 92 8 0--40
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.1 84 33--152 2.5 2.19 88 4 0--40
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.04 81 34--140 2.5 2.17 87 6 0--40
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.19 88 29--134 2.5 2.34 94 7 0--40

MS:WG144149-4  L64648-1  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L 0.011 2.36 0.969 41 40--160
Naphthalene 0.0047 0.0236 ug/L 0.014 2.36 0.95 40 24--85
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.2 51 51--103
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.26 54 44--94
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.51 64 54--113
Phenanthrene 0.0094 0.0472 ug/L 0.0479 2.36 1.7 70 57--108
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.63 69 50--119
Fluoranthene 0.0094 0.0472 ug/L 0.0956 2.36 2.08 84 58--115
Pyrene 0.0094 0.0472 ug/L 0.133 2.36 2.16 86 51--142
Benzo(a)anthracene 0.0094 0.0472 ug/L 0.029 2.36 2.07 87 62--117
Chrysene 0.0094 0.0472 ug/L 0.0608 2.36 2.22 91 39--115
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.0933 7.08 6.42 89 45--120
Benzo(a)pyrene 0.0094 0.0472 ug/L 0.032 2.36 2 84 38--134
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L 0.014 2.36 1.63 69 38--130
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.58 67 25--138
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.024 2.36 1.91 80 25--122
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Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L64648-1 60 95
L64648-3 38 85
L64648-5 58 98
L64648-7 37 90
L64648-9 56 103
WG144149-1 59 106
WG144149-2 46 93
WG144149-3 56 97
WG144149-4 63 90

Workgroup: WG144205  (dl#436 wtph-dx)  Run ID: R209553

MB:WG144205-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG144205-2  MB:WG144205-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.76 76 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 0.896 90 50--150

LD:WG144205-3  L64597-1  Matrix: OTHR WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:423639-001  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.194 0.194 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.194 0.194 mg/L <MDL <MDL 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L64597-1 70 99
L64598-1 82 101
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L64648-2 62 100
L64648-4 70 101
L64648-6 72 100
L64648-8 77 101
L64648-10 74 102
WG144205-1 66 100
WG144205-2 100 104
WG144205-3 72 102

Workgroup: WG144726  (PAHSIM BL#388)  Run ID: R210160

MB:WG144726-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SBD:WG144726-3  SB:WG144726-2  MB:WG144726-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.57 63 40--160 2.5 1.48 59 6 0--40
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.55 62 15--93 2.5 1.44 58 8 0--40
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.77 71 43--111 2.5 1.64 65 8 0--40
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.65 66 37--99 2.5 1.53 61 8 0--40
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.83 73 54--104 2.5 1.68 67 9 0--40
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 2.09 84 54--107 2.5 1.97 79 6 0--40
Anthracene 0.01 0.05 ug/L <MDL 2.5 2.05 82 54--121 2.5 1.92 77 6 0--40
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.23 89 63--115 2.5 2.17 87 3 0--40
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Pyrene 0.01 0.05 ug/L <MDL 2.5 2.26 91 54--136 2.5 2.22 89 2 0--40
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.32 93 65--117 2.5 2.35 94 1 0--40
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.5 100 44--114 2.5 2.57 103 3 0--40
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 7.11 95 50--121 7.5 7.27 97 2 0--40
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.29 92 45--133 2.5 2.33 93 2 0--40
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.41 97 33--152 2.5 2.45 98 1 0--40
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.69 108 34--140 2.5 2.77 111 3 0--40
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.16 87 29--134 2.5 2.22 89 3 0--40

MS:WG144726-4  L64921-13  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.024 0.119 ug/L <MDL 2.43 1.79 74 40--160
Naphthalene 0.024 0.119 ug/L <MDL 2.43 1.68 69 24--85
Acenaphthylene 0.024 0.119 ug/L <MDL 2.43 1.92 79 51--103
Acenaphthene 0.024 0.119 ug/L <MDL 2.43 1.91 79 44--94
Fluorene 0.048 0.238 ug/L <MDL 2.43 2.19 90 54--113
Phenanthrene 0.048 0.238 ug/L 0.051 2.43 2.45 99 57--108
Anthracene 0.048 0.238 ug/L <MDL 2.43 2.2 91 50--119
Fluoranthene 0.048 0.238 ug/L 0.089 2.43 2.55 101 58--115
Pyrene 0.048 0.238 ug/L 0.13 2.43 2.7 106 51--142
Benzo(a)anthracene 0.048 0.238 ug/L <MDL 2.43 2.55 105 62--117
Chrysene 0.048 0.238 ug/L <MDL 2.43 2.73 112 39--115
Benzo(b,j,k)fluoranthene 0.048 0.238 ug/L 0.074 7.28 7.99 109 45--120
Benzo(a)pyrene 0.048 0.238 ug/L <MDL 2.43 2.49 103 38--134
Indeno(1,2,3-Cd)Pyrene 0.048 0.238 ug/L <MDL 2.43 1.92 79 38--130
Dibenzo(a,h)anthracene 0.048 0.238 ug/L <MDL 2.43 2.07 85 25--138
Benzo(g,h,i)perylene 0.048 0.238 ug/L <MDL 2.43 1.67 69 25--122

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L64921-1 76 115
L64921-3 63 96
L64921-9 86 109
L64921-11 49 101
L64921-13 85 108
L64921-15 72 97
WG144726-1 60 100
WG144726-2 76 97
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WG144726-3 69 99
WG144726-4 83 108

Workgroup: WG144921  (bl#392 pah-sim)  Run ID: R210363

MB:WG144921-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L 0.0072 <RDL,B
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG144921-2  MB:WG144921-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.64 66 40--160
Naphthalene 0.005 0.025 ug/L 0.0072 2.5 1.72 68 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.72 69 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.64 65 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.72 69 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 2.08 83 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.92 77 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.34 94 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.28 91 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.48 99 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.75 110 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 7.5 100 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.44 98 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.75 110 33--152
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Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 3.16 126 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.53 101 29--134

MSD:WG144921-4  MS:WG144921-3  L65007-1  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-240  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.17 50 40--160 2.36 0.938 40 22 0--40
Naphthalene 0.0047 0.0236 ug/L 0.0072 2.36 1.12 47 24--85 2.36 0.893 38 22 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.48 63 51--103 2.36 1.32 56 11 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.44 61 44--94 2.36 1.25 53 14 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.62 69 54--113 2.36 1.42 60 14 0--40
Phenanthrene 0.0094 0.0472 ug/L <MDL 2.36 1.94 82 57--108 2.36 1.77 75 9 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.73 73 50--119 2.36 1.58 67 9 0--40
Fluoranthene 0.0094 0.0472 ug/L <MDL 2.36 2.08 88 58--115 2.36 2.11 90 2 0--40
Pyrene 0.0094 0.0472 ug/L 0.011 2.36 2.04 86 51--142 2.36 2.08 88 2 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.14 91 62--117 2.36 2.22 94 4 0--40
Chrysene 0.0094 0.0472 ug/L <MDL 2.36 2.32 98 39--115 2.36 2.39 101 3 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L <MDL 7.08 6.48 92 45--120 7.08 6.73 95 4 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.11 90 38--134 2.36 2.18 93 3 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.2 93 38--130 2.36 2.19 93 1 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.51 106 25--138 2.36 2.5 106 1 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L <MDL 2.36 2 85 25--122 2.36 1.96 83 2 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L64999-1 47 72
L64999-3 43 69
L64999-5 42 70
L64999-7 35 70
L64999-9 53 90
L64999-11 42 70
L64999-13 55 83
L64999-15 50 71
L64999-17 39 69
L65007-1 43 68
L65007-2 46 69
L65007-3 40 65
L65007-4 61 82
L65007-5 41 89
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L65007-6 44 64
L65007-7 41 74
L65007-8 40 66
WG144921-1 59 77
WG144921-2 47 75
WG144921-3 52 68
WG144921-4 45 70

Workgroup: WG144946  (Dx DL#442)  Run ID: R210465

MB:WG144946-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG144946-2  MB:WG144946-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.817 82 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 0.998 100 50--150

LD:WG144946-3  L64999-6  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L 0.905 0.946 4 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L64999-2 78 109
L64999-4 79 105
L64999-6 76 106
L64999-8 79 103
L64999-10 82 107
L64999-12 85 106
L64999-14 84 107
L64999-16 85 110
L64999-18 81 106
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WG144946-1 89 109
WG144946-2 101 107
WG144946-3 75 108

Workgroup: WG147964  (WTPH-Dx DL#451)  Run ID: R214052

MB:WG147964-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG147964-2  MB:WG147964-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.788 79 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.14 114 50--150

LD:WG147964-3  L66123-4  Matrix: GRND WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421196-130  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L <MDL <MDL 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66123-4 74 103
L66175-2 90 105
L66175-4 90 102
WG147964-1 86 102
WG147964-2 92 109
WG147964-3 88 110

Workgroup: WG147966  (PAH-SIM BL#419)  Run ID: R214000

MB:WG147966-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
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Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG147966-2  MB:WG147966-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.22 49 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.51 61 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.65 66 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.89 75 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.41 56 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.81 72 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.94 78 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.7 108 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.66 107 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.47 99 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.66 106 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 8.1 108 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.77 111 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 3.6 144 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 3.23 129 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.77 111 29--134

MSD:WG147966-4  MS:WG147966-3  L66175-1  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.33 56 40--160 2.63 1.38 53 4 0--40
Naphthalene 0.0047 0.0236 ug/L 0.007 2.36 1.29 55 24--85 2.63 1.18 45 9 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.68 71 51--103 2.63 1.78 68 5 0--40
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Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 2.1 89 44--94 2.63 1.73 66 20 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 2.01 85 54--113 2.63 2.11 80 5 0--40
Phenanthrene 0.0094 0.0472 ug/L 0.022 2.36 1.86 78 57--108 2.63 1.94 73 4 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.69 72 50--119 2.63 1.77 67 5 0--40
Fluoranthene 0.0094 0.0472 ug/L 0.03 2.36 2.12 88 58--115 2.63 2.19 82 3 0--40
Pyrene 0.0094 0.0472 ug/L 0.046 2.36 2.64 110 51--142 2.63 2.69 100 2 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.3 97 62--117 2.63 2.38 90 3 0--40
Chrysene 0.0094 0.0472 ug/L 0.03 2.36 2.59 109 39--115 2.63 2.61 98 1 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.019 7.08 7.46 105 45--120 7.89 7.66 97 3 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.48 105 38--134 2.63 2.55 97 3 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.72 115 38--130 2.63 2.8 106 3 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.47 105 25--138 2.63 2.53 96 2 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.014 2.36 1.97 83 25--122 2.63 2 76 2 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66175-1 69 77
L66175-3 65 72
WG147966-1 60 71
WG147966-2 57 72
WG147966-3 67 78
WG147966-4 64 69

Workgroup: WG148302  (PAH-SIM bl#426)  Run ID: R214401

MB:WG148302-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL



249 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SBD:WG148302-3  SB:WG148302-2  MB:WG148302-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.27 51 40--160 2.5 1.5 60 17 0--40
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.31 52 15--93 2.5 1.52 61 15 0--40
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.55 62 43--111 2.5 1.57 63 1 0--40
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.71 68 37--99 2.5 1.74 69 2 0--40
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.33 53 * 54--104 2.5 1.27 51 * 5 0--40
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.73 69 54--107 2.5 1.71 68 2 0--40
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.88 75 54--121 2.5 1.89 76 1 0--40
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.29 92 63--115 2.5 2.28 91 1 0--40
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.37 95 54--136 2.5 2.36 94 0 0--40
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.22 89 65--117 2.5 2.22 89 0 0--40
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.54 102 44--114 2.5 2.53 101 1 0--40
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 7.08 94 50--121 7.5 7.07 94 0 0--40
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.48 99 45--133 2.5 2.48 99 0 0--40
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 3.2 128 33--152 2.5 3.24 130 1 0--40
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.84 114 34--140 2.5 2.85 114 1 0--40
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.48 99 29--134 2.5 2.5 100 1 0--40

MS:WG148302-4  L66285-1  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.56 66 40--160
Naphthalene 0.0047 0.0236 ug/L 0.007 2.36 1.43 60 24--85
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.71 73 51--103
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.66 71 44--94
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.87 79 54--113
Phenanthrene 0.0094 0.0472 ug/L 0.012 2.36 1.94 82 57--108
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.8 76 50--119
Fluoranthene 0.0094 0.0472 ug/L 0.013 2.36 2.07 87 58--115
Pyrene 0.0094 0.0472 ug/L 0.02 2.36 2.45 103 51--142
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.33 99 62--117
Chrysene 0.0094 0.0472 ug/L 0.011 2.36 2.57 109 39--115
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.012 7.08 7.51 106 45--120
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.59 110 38--134
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Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 3.27 139 * 38--130
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.88 122 25--138
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L <MDL 2.36 2.54 108 25--122

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66285-1 50 69
L66285-3 54 65
WG148302-1 52 72
WG148302-2 53 67
WG148302-3 54 68
WG148302-4 63 75

Workgroup: WG148456  (Dx DL#452)  Run ID: R214952

MB:WG148456-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG148456-2  MB:WG148456-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.551 55 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 0.97 97 50--150

LD:WG148456-3  L66384-4  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.192 0.192 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.192 0.192 mg/L 0.7 0.634 10 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66327-1 84 105
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L66382-10 81 113
L66382-12 77 113
L66382-18 77 102
L66382-20 81 105
L66384-2 74 105
L66384-4 71 105
WG148456-1 87 110
WG148456-2 87 102
WG148456-3 76 105

Workgroup: WG148458  (PAH-SIM bl#430)  Run ID: R214553

MB:WG148458-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG148458-2  MB:WG148458-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.41 57 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.53 61 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.72 69 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.85 74 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.45 58 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.85 74 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.99 80 54--121
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Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.45 98 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.58 103 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.43 97 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.76 110 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 7.55 101 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.67 107 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 3.46 139 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 3.12 125 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.67 107 29--134

MSD:WG148458-4  MS:WG148458-3  L66384-3  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.43 61 40--160 2.36 1.36 58 5 0--40
Naphthalene 0.0047 0.0236 ug/L 0.0075 2.36 1.24 52 24--85 2.36 1.15 48 8 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.78 76 51--103 2.36 1.65 70 8 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.73 73 44--94 2.36 1.59 67 9 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.95 83 54--113 2.36 1.82 77 7 0--40
Phenanthrene 0.0094 0.0472 ug/L 0.012 2.36 1.91 80 57--108 2.36 1.86 78 3 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.78 75 50--119 2.36 1.73 73 3 0--40
Fluoranthene 0.0094 0.0472 ug/L 0.017 2.36 2.02 85 58--115 2.36 1.98 83 2 0--40
Pyrene 0.0094 0.0472 ug/L 0.033 2.36 2.39 100 51--142 2.36 2.35 98 2 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L 0.01 2.36 2.23 94 62--117 2.36 2.22 93 1 0--40
Chrysene 0.0094 0.0472 ug/L 0.016 2.36 2.47 104 39--115 2.36 2.44 103 1 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.014 7.08 6.97 98 45--120 7.08 6.92 98 1 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.43 103 38--134 2.36 2.4 102 1 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 3.03 129 38--130 2.36 2.98 126 2 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.75 116 25--138 2.36 2.7 114 2 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.014 2.36 2.35 99 25--122 2.36 2.3 97 2 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66382-9 60 69
L66382-11 41 67
L66382-17 45 73
L66382-19 48 71
L66384-1 43 69
L66384-3 41 74
WG148458-1 55 70
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WG148458-2 50 72
WG148458-3 64 72
WG148458-4 61 70

Workgroup: WG148595  (dl#453 wtph-dx)  Run ID: R214957

MB:WG148595-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG148595-2  MB:WG148595-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.655 66 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.03 103 50--150

LD:WG148595-3  L66368-1  Matrix: GRND WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421196-170  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.19 0.19 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.19 0.19 mg/L <MDL <MDL 0--40

LD:WG148595-4  L66435-2  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L 0.352 0.406 14 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66368-1 87 103
L66368-2 81 109
L66368-3 81 109
L66368-5 91 107
L66368-6 88 108
L66368-7 88 105
L66368-8 89 106
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L66368-9 84 109
L66368-10 85 109
L66368-11 75 108
L66435-2 75 105
L66435-4 89 113
WG148595-1 88 106
WG148595-2 98 109
WG148595-3 91 107
WG148595-4 85 109

Workgroup: WG148652  (bl#434 pah-sim)  Run ID: R215206

MB:WG148652-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG148652-2  MB:WG148652-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.46 59 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.58 63 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.66 66 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.48 59 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.45 58 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.79 72 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.76 70 54--121
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Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.68 107 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.73 109 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.72 109 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 3.03 121 * 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 9.14 122 * 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.93 117 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.63 105 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.47 99 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 1.75 70 29--134

MSD:WG148652-4  MS:WG148652-3  L66435-3  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0048 0.0238 ug/L <MDL 2.38 1.85 78 40--160 2.4 1.47 61 23 0--40
Naphthalene 0.0048 0.0238 ug/L 0.008 2.38 1.5 63 24--85 2.4 1.41 58 7 0--40
Acenaphthylene 0.0048 0.0238 ug/L <MDL 2.38 1.79 75 51--103 2.4 1.52 63 17 0--40
Acenaphthene 0.0048 0.0238 ug/L <MDL 2.38 1.71 72 44--94 2.4 1.41 59 19 0--40
Fluorene 0.0095 0.0476 ug/L <MDL 2.38 1.96 82 54--113 2.4 1.66 69 17 0--40
Phenanthrene 0.0095 0.0476 ug/L 0.017 2.38 1.98 82 57--108 2.4 1.73 71 13 0--40
Anthracene 0.0095 0.0476 ug/L <MDL 2.38 1.78 75 50--119 2.4 1.67 70 6 0--40
Fluoranthene 0.0095 0.0476 ug/L 0.025 2.38 2.38 99 58--115 2.4 2.41 99 1 0--40
Pyrene 0.0095 0.0476 ug/L 0.04 2.38 2.91 120 51--142 2.4 2.9 119 0 0--40
Benzo(a)anthracene 0.0095 0.0476 ug/L 0.011 2.38 2.64 110 62--117 2.4 2.69 111 2 0--40
Chrysene 0.0095 0.0476 ug/L 0.026 2.38 2.89 120 * 39--115 2.4 2.94 121 * 2 0--40
Benzo(b,j,k)fluoranthene 0.0095 0.0476 ug/L 0.033 7.14 8.65 121 * 45--120 7.21 8.62 119 0 0--40
Benzo(a)pyrene 0.0095 0.0476 ug/L <MDL 2.38 2.8 118 38--134 2.4 2.86 119 2 0--40
Indeno(1,2,3-Cd)Pyrene 0.0095 0.0476 ug/L <MDL 2.38 2.59 109 38--130 2.4 2.5 104 3 0--40
Dibenzo(a,h)anthracene 0.0095 0.0476 ug/L <MDL 2.38 2.42 102 25--138 2.4 2.34 98 3 0--40
Benzo(g,h,i)perylene 0.0095 0.0476 ug/L 0.012 2.38 1.69 70 25--122 2.4 1.68 70 0 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66435-1 48 87
L66435-3 49 83
L66453-1 41 74
L66453-2 43 74
L66453-3 39 76
L66453-4 62 77
L66453-5 57 83
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L66453-6 50 79
L66453-7 59 75
L66453-8 53 76
WG148652-1 63 84
WG148652-2 56 86
WG148652-3 65 88
WG148652-4 61 85

Workgroup: WG148678  (PAH-SIM bl#435)  Run ID: R214954

MB:WG148678-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG148678-2  MB:WG148678-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.74 70 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.82 73 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.94 78 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.81 72 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.88 75 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 2.06 82 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 2.04 82 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.82 113 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.8 112 54--136
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Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.73 109 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.9 116 * 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 8.59 114 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.96 118 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 3.44 138 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 3.09 124 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.55 102 29--134

MSD:WG148678-4  MS:WG148678-3  L66499-3  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-250  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L 0.017 2.36 1.45 61 40--160 2.36 1.59 67 10 0--40
Naphthalene 0.0047 0.0236 ug/L 0.0254 2.36 1.31 54 24--85 2.36 1.47 61 11 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.83 78 51--103 2.36 1.78 75 3 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.77 75 44--94 2.36 1.71 72 4 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 2.14 91 54--113 2.36 1.97 84 8 0--40
Phenanthrene 0.0094 0.0472 ug/L 0.028 2.36 2.06 86 57--108 2.36 1.95 81 6 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.88 80 50--119 2.36 1.76 75 7 0--40
Fluoranthene 0.0094 0.0472 ug/L 0.038 2.36 2.28 95 58--115 2.36 2.14 89 7 0--40
Pyrene 0.0094 0.0472 ug/L 0.0598 2.36 2.76 115 51--142 2.36 2.62 109 5 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L 0.015 2.36 2.65 112 62--117 2.36 2.48 105 6 0--40
Chrysene 0.0094 0.0472 ug/L 0.035 2.36 2.84 119 * 39--115 2.36 2.73 114 4 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.037 7.08 8.18 115 45--120 7.08 7.68 108 6 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L 0.015 2.36 2.83 119 38--134 2.36 2.65 112 7 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L 0.011 2.36 3.28 139 * 38--130 2.36 2.98 126 10 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.98 126 25--138 2.36 2.71 115 9 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.02 2.36 2.4 101 25--122 2.36 2.15 90 11 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66498-1 58 81
L66498-3 45 72
L66498-5 55 80
L66498-7 50 77
L66498-9 65 80
L66498-11 57 74
L66498-13 49 77
L66498-15 50 74
L66498-17 64 80
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L66498-19 50 82
L66498-22 56 80
L66499-1 63 86
L66499-3 62 79
WG148678-1 66 81
WG148678-2 70 82
WG148678-3 72 87
WG148678-4 68 79

Workgroup: WG148679  (WTPH-Dx DL#454)  Run ID: R214971

MB:WG148679-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG148679-2  MB:WG148679-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.682 68 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.07 107 50--150

LD:WG148679-3  L66498-2  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L 0.55 0.6 9 0--40

LD:WG148679-4  L66499-2  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L 0.508 0.531 4 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66498-2 83 109
L66498-4 77 112
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L66498-6 78 109
L66498-8 88 118
L66498-10 84 111
L66498-12 89 116
L66498-18 89 115
L66498-20 95 116
L66498-23 86 113
L66499-2 88 115
L66499-4 84 113
WG148679-1 93 115
WG148679-2 96 115
WG148679-3 87 116
WG148679-4 86 114

Workgroup: WG149842  (Dx DL#456)  Run ID: R216282

MB:WG149842-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SB:WG149842-2  MB:WG149842-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.753 75 50--150
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.07 107 50--150

LD:WG149842-3  L66938-14  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421879-250  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.189 0.189 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.189 0.189 mg/L 1.48 1.49 1 0--40

LD:WG149842-4  L66910-2  Matrix: STORM WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:421874-715  Pkey:STD
(Lab Duplicate)
Parameter MDL RDL Units SAMP ValueLD Value RPD Qual LabLimit
Diesel Range (>C12-C24) 0.19 0.19 mg/L <MDL <MDL 0--40
Lube Oil Range (>C24) 0.19 0.19 mg/L <MDL <MDL 0--40
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Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66910-1 88 109
L66910-2 88 106
L66938-2 83 109
L66938-4 81 108
L66938-6 80 130
L66938-8 78 105
L66938-10 78 114
L66938-12 83 106
L66938-14 83 106
L66938-16 85 106
L66938-18 88 113
L66938-20 89 111
L66938-23 86 110
WG149842-1 89 107
WG149842-2 98 107
WG149842-3 85 105
WG149842-4 82 105

Workgroup: WG149895  (PAH-SIM BL#453)  Run ID: R216534

MB:WG149895-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
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Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG149895-2  MB:WG149895-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.38 55 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.4 56 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.66 67 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.6 64 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.77 71 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.92 77 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.8 72 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.22 89 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 2.13 85 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.19 87 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.21 88 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 7.1 95 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.11 85 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.32 93 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.31 92 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.31 93 29--134

MSD:WG149895-4  MS:WG149895-3  L66937-5  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-240  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L 0.043 2.36 1.48 61 40--160 2.36 1.43 59 3 0--40
Naphthalene 0.0047 0.0236 ug/L 0.0563 2.36 1.32 53 24--85 2.36 1.27 51 4 0--40
Acenaphthylene 0.0047 0.0236 ug/L 0.0099 2.36 1.68 71 51--103 2.36 1.76 74 4 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.77 75 44--94 2.36 1.81 77 2 0--40
Fluorene 0.0094 0.0472 ug/L 0.012 2.36 2.43 103 54--113 2.36 2.44 103 0 0--40
Phenanthrene 0.0094 0.0472 ug/L 0.0684 2.36 2.19 90 57--108 2.36 2.12 87 3 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.97 83 50--119 2.36 1.9 81 3 0--40
Fluoranthene 0.0094 0.0472 ug/L 0.0831 2.36 2.11 86 58--115 2.36 2.04 83 3 0--40
Pyrene 0.0094 0.0472 ug/L 0.125 2.36 2.19 88 51--142 2.36 2.09 83 5 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L 0.018 2.36 2.12 89 62--117 2.36 2.03 85 4 0--40
Chrysene 0.0094 0.0472 ug/L 0.0665 2.36 2.18 90 39--115 2.36 2.08 86 5 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.0667 7.08 6.58 92 45--120 7.08 6.3 88 4 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L 0.024 2.36 2.02 85 38--134 2.36 1.94 81 4 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L 0.019 2.36 1.98 83 38--130 2.36 1.76 74 11 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.98 84 25--138 2.36 1.78 75 11 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.0492 2.36 1.91 79 25--122 2.36 1.66 68 14 0--40
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Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L66937-1 53 91
L66937-2 55 96
L66937-3 57 99
L66937-4 83 102
L66937-5 64 107
L66937-6 70 106
L66937-7 56 103
L66937-8 52 100
L66938-1 83 103
L66938-3 59 101
L66938-5 74 103
L66938-7 54 96
L66938-9 93 106
L66938-11 67 100
L66938-13 72 102
L66938-15 69 98
L66938-17 91 99
L66938-19 84 95
L66938-22 84 101
L66963-1 85 95
WG149895-1 73 100
WG149895-2 66 101
WG149895-3 83 101
WG149895-4 85 97

Workgroup: WG150220  (dl#457 wtph-dx)  Run ID: R216935

MB:WG150220-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SBD:WG150220-3  SB:WG150220-2  MB:WG150220-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit



263 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.851 85 50--150 1 0.753 75 12 0--40
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.03 103 50--150 1 1.06 106 3 0--40

Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L66936-1 85 106
L67070-2 84 120
L67070-4 80 103
L67070-6 83 106
L67070-8 85 107
L67070-10 90 112
L67070-12 83 108
L67070-27 83 105
WG150220-1 85 102
WG150220-2 109 108
WG150220-3 97 103

Workgroup: WG150221  (bl#462 pah-sim)  Run ID: R216893

MB:WG150221-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL
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SBD:WG150221-3  SB:WG150221-2  MB:WG150221-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.42 57 40--160 2.5 1.44 58 1 0--40
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.43 57 15--93 2.5 1.43 57 0 0--40
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.74 70 43--111 2.5 1.69 68 3 0--40
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.7 68 37--99 2.5 1.67 67 2 0--40
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.83 73 54--104 2.5 1.78 71 3 0--40
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.89 76 54--107 2.5 1.88 75 0 0--40
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.97 79 54--121 2.5 1.95 78 1 0--40
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.06 82 63--115 2.5 2.1 84 2 0--40
Pyrene 0.01 0.05 ug/L <MDL 2.5 1.97 79 54--136 2.5 2.02 81 2 0--40
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 1.99 80 65--117 2.5 2.06 82 4 0--40
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.03 81 44--114 2.5 2.1 84 3 0--40
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 6.3 84 50--121 7.5 6.49 87 3 0--40
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2 80 45--133 2.5 2.06 82 3 0--40
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.1 84 33--152 2.5 2.17 87 3 0--40
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.1 84 34--140 2.5 2.18 87 4 0--40
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.08 83 29--134 2.5 2.16 86 4 0--40

MS:WG150221-4  L67069-1  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-240  Pkey:STD
(Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L 0.0077 2.36 0.997 42 40--160
Naphthalene 0.0047 0.0236 ug/L 0.014 2.36 0.901 38 24--85
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.33 56 51--103
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.38 59 44--94
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.88 80 54--113
Phenanthrene 0.0094 0.0472 ug/L 0.015 2.36 1.87 79 57--108
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.74 74 50--119
Fluoranthene 0.0094 0.0472 ug/L 0.015 2.36 1.87 79 58--115
Pyrene 0.0094 0.0472 ug/L 0.022 2.36 1.88 79 51--142
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.87 79 62--117
Chrysene 0.0094 0.0472 ug/L <MDL 2.36 1.93 82 39--115
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L 0.011 7.08 5.91 83 45--120
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.86 79 38--134
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.93 82 38--130
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.92 81 25--138
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L 0.012 2.36 1.94 82 25--122



265 of 270

LIMSView QC Report for SAM Echo Lake Stormwater Treatment Study - Data Validation

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L67069-1 55 90
L67069-2 54 87
L67069-3 53 85
L67069-4 61 89
L67069-5 59 91
L67069-6 53 85
L67069-7 51 84
L67069-8 53 89
L67070-1 78 95
L67070-3 55 91
L67070-5 82 97
L67070-7 57 86
L67070-9 83 98
L67070-11 72 94
L67070-26 66 91
WG150221-1 79 92
WG150221-2 70 91
WG150221-3 69 95
WG150221-4 67 90

Workgroup: WG150368  (Dx DL#458)  Run ID: R216992

MB:WG150368-1  Matrix: BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL

SBD:WG150368-3  SB:WG150368-2  MB:WG150368-1  Matrix:  BLANK WTR  Listtype:ORWTPH-DX  Method:WDOE NWTPH-DX  Project:  Pkey:STD
(Spiked Blank Duplicate, Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit TrueValuSBD Value % Rec. Qual RPD Qual LabLimit
Diesel Range (>C12-C24) 0.2 0.2 mg/L <MDL 1 0.603 60 50--150 1 0.619 62 3 0--40
Lube Oil Range (>C24) 0.2 0.2 mg/L <MDL 1 1.04 104 50--150 1 1.08 108 4 0--40
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Surrogate:

2-
Fluorobi
phenyl

Pentaco
sane

(Lab Limits) 50--150 50--150
L67140-2 87 113
L67140-4 81 105
L67140-6 88 113
L67140-8 83 110
WG150368-1 85 106
WG150368-2 95 107
WG150368-3 99 109

Workgroup: WG150370  (PAH-SIM BL#468)  Run ID: R216867

MB:WG150370-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG150370-2  MB:WG150370-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.44 58 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.42 57 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.64 66 43--111
Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.63 65 37--99
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Fluorene 0.01 0.05 ug/L <MDL 2.5 1.87 75 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.93 77 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 2.1 84 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.3 92 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 1.96 79 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 2.07 83 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.11 84 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 6.67 89 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 2.1 84 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 2.2 88 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.22 89 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 2.19 88 29--134

MSD:WG150370-4  MS:WG150370-3  L67141-4  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-240  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.45 62 40--160 2.36 1.48 63 2 0--40
Naphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.4 59 24--85 2.36 1.44 61 3 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.55 66 51--103 2.36 1.55 66 0 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.56 66 44--94 2.36 1.55 66 0 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.93 82 54--113 2.36 1.97 84 2 0--40
Phenanthrene 0.0094 0.0472 ug/L <MDL 2.36 1.86 79 57--108 2.36 1.88 80 1 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.79 76 50--119 2.36 1.82 77 1 0--40
Fluoranthene 0.0094 0.0472 ug/L <MDL 2.36 2.01 85 58--115 2.36 2.05 87 2 0--40
Pyrene 0.0094 0.0472 ug/L <MDL 2.36 2 85 51--142 2.36 1.98 84 1 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.03 86 62--117 2.36 2.01 85 1 0--40
Chrysene 0.0094 0.0472 ug/L <MDL 2.36 2.02 86 39--115 2.36 2.02 86 0 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L <MDL 7.08 6.34 90 45--120 7.08 6.29 89 1 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.04 86 38--134 2.36 2.01 85 1 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 2.15 91 38--130 2.36 2.1 89 2 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.16 92 25--138 2.36 2.12 90 2 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L <MDL 2.36 2.12 90 25--122 2.36 2.08 88 2 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L67140-1 87 105
L67140-3 64 97
L67140-5 87 108
L67140-7 59 98
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L67141-1 54 100
L67141-2 45 98
L67141-3 57 97
L67141-4 76 98
L67141-5 82 99
L67141-6 55 94
L67141-7 56 97
L67141-8 66 96
L67141-17 70 97
WG150370-1 63 98
WG150370-2 79 102
WG150370-3 81 106
WG150370-4 79 106

Workgroup: WG151046  (bl#484 pah-sim)  Run ID: R217631

MB:WG151046-1  Matrix: BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:     Pkey:STD
(Method Blank)
Parameter MDL RDL Units MB Value Qual
2-Methylnaphthalene 0.005 0.025 ug/L <MDL
Naphthalene 0.005 0.025 ug/L <MDL
Acenaphthylene 0.005 0.025 ug/L <MDL
Acenaphthene 0.005 0.025 ug/L <MDL
Fluorene 0.01 0.05 ug/L <MDL
Phenanthrene 0.01 0.05 ug/L <MDL
Anthracene 0.01 0.05 ug/L <MDL
Fluoranthene 0.01 0.05 ug/L <MDL
Pyrene 0.01 0.05 ug/L <MDL
Benzo(a)anthracene 0.01 0.05 ug/L <MDL
Chrysene 0.01 0.05 ug/L <MDL
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL
Benzo(a)pyrene 0.01 0.05 ug/L <MDL
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL

SB:WG151046-2  MB:WG151046-1  Matrix:  BLANK WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:  Pkey:STD
(Spike Blank, Method Blank)
Parameter MDL RDL Units MB Value TrueValue SB Value % Rec. Qual LabLimit
2-Methylnaphthalene 0.005 0.025 ug/L <MDL 2.5 1.58 63 40--160
Naphthalene 0.005 0.025 ug/L <MDL 2.5 1.43 57 15--93
Acenaphthylene 0.005 0.025 ug/L <MDL 2.5 1.41 56 43--111
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Acenaphthene 0.005 0.025 ug/L <MDL 2.5 1.58 63 37--99
Fluorene 0.01 0.05 ug/L <MDL 2.5 1.6 64 54--104
Phenanthrene 0.01 0.05 ug/L <MDL 2.5 1.64 65 54--107
Anthracene 0.01 0.05 ug/L <MDL 2.5 1.64 66 54--121
Fluoranthene 0.01 0.05 ug/L <MDL 2.5 2.07 83 63--115
Pyrene 0.01 0.05 ug/L <MDL 2.5 1.88 75 54--136
Benzo(a)anthracene 0.01 0.05 ug/L <MDL 2.5 1.83 73 65--117
Chrysene 0.01 0.05 ug/L <MDL 2.5 2.11 84 44--114
Benzo(b,j,k)fluoranthene 0.01 0.05 ug/L <MDL 7.5 5.72 76 50--121
Benzo(a)pyrene 0.01 0.05 ug/L <MDL 2.5 1.86 75 45--133
Indeno(1,2,3-Cd)Pyrene 0.01 0.05 ug/L <MDL 2.5 1.92 77 33--152
Dibenzo(a,h)anthracene 0.01 0.05 ug/L <MDL 2.5 2.13 85 34--140
Benzo(g,h,i)perylene 0.01 0.05 ug/L <MDL 2.5 1.85 74 29--134

MSD:WG151046-4  MS:WG151046-3  L67443-4  Matrix: STORM WTR  Listtype:ORPAH-SIM  Method:SW846 3520C*SW846 8270D SIM  Project:421879-240  Pkey:STD
(Matrix Spike Duplicate, Matrix Spike)
Parameter MDL RDL Units SAMP ValueTrueValue MS Value % Rec. Qual LabLimit TrueValuMSD Value % Rec. Qual RPD Qual LabLimit
2-Methylnaphthalene 0.0047 0.0236 ug/L <MDL 2.36 1.25 53 40--160 2.36 1.15 49 8 0--40
Naphthalene 0.0047 0.0236 ug/L <MDL 2.36 0.957 41 24--85 2.36 0.897 38 6 0--40
Acenaphthylene 0.0047 0.0236 ug/L <MDL 2.36 1.07 45 * 51--103 2.36 1.07 45 * 1 0--40
Acenaphthene 0.0047 0.0236 ug/L <MDL 2.36 1.2 51 44--94 2.36 1.22 52 2 0--40
Fluorene 0.0094 0.0472 ug/L <MDL 2.36 1.36 58 54--113 2.36 1.42 60 4 0--40
Phenanthrene 0.0094 0.0472 ug/L <MDL 2.36 1.49 63 57--108 2.36 1.49 63 0 0--40
Anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.4 59 50--119 2.36 1.4 59 0 0--40
Fluoranthene 0.0094 0.0472 ug/L <MDL 2.36 1.81 77 58--115 2.36 1.76 74 3 0--40
Pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.79 76 51--142 2.36 1.74 74 3 0--40
Benzo(a)anthracene 0.0094 0.0472 ug/L <MDL 2.36 1.81 77 62--117 2.36 1.76 74 3 0--40
Chrysene 0.0094 0.0472 ug/L <MDL 2.36 1.99 85 39--115 2.36 1.96 83 2 0--40
Benzo(b,j,k)fluoranthene 0.0094 0.0472 ug/L <MDL 7.08 5.51 78 45--120 7.08 5.32 75 3 0--40
Benzo(a)pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.8 76 38--134 2.36 1.77 75 2 0--40
Indeno(1,2,3-Cd)Pyrene 0.0094 0.0472 ug/L <MDL 2.36 1.85 78 38--130 2.36 1.83 78 1 0--40
Dibenzo(a,h)anthracene 0.0094 0.0472 ug/L <MDL 2.36 2.05 87 25--138 2.36 2.02 86 1 0--40
Benzo(g,h,i)perylene 0.0094 0.0472 ug/L <MDL 2.36 1.79 76 25--122 2.36 1.75 74 2 0--40

Surrogate:

2-
Fluorobi
phenyl

d14-
Terphen
yl

(Lab Limits) 33--96 63--125
L67413-1 31 * 82
L67443-1 30 * 74
L67443-2 28 * 75
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L67443-3 32 * 77
L67443-4 29 * 75
L67443-5 36 74
L67443-6 33 73
L67443-7 30 * 75
WG151046-1 56 77
WG151046-2 56 75
WG151046-3 46 74
WG151046-4 48 71

Workgroup: WG154875  (Shoreline-Echo Lake Stormwater Monitorin)  Run ID: R222183

PC:WG154875-1  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Positive Control)
Parameter MDL RDL Units PC Value Qual
Escherichia coli CFU/100ml PASS

NC:WG154875-2  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Negative Control)
Parameter MDL RDL Units NC Value Qual
Escherichia coli CFU/100ml PASS

BF:WG154875-3  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(Before Membrane Filtration Blank)
Parameter MDL RDL Units BF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS

AF:WG154875-4  Matrix: BLANK WTR  Listtype:MCMODEC-MF  Method:SM9213D/3B  Project:     Pkey:STD
(After Membrane Filtration Blank)
Parameter MDL RDL Units AF Value Qual
Escherichia coli 1 CFU/100ml <MDL,PASS
======================================================================================
If the following parameters are reported, values in the RPD column are actually Absolute Differences:
        pH, Field
        Salinity, Field
        Sample Depth
        Sample Temperature, Field
4xRule indicates no MS/MSD recovery was calculated due to the 4x rule.
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~lJJuLJ LABORATORY _DATA CONSULTANTS, INC. 
:, , , , , , , , , , , , , 2701 Loker Ave. West, SUite 220, Carlsbad, CA 92010 Bus: 760-827-1100 Fax: 760-827-1099 

LC>C:: 
King County Environmental Laboratory 
322 W. Ewing Street 

September 9, 2016 

Seattle WA 98119 
ATTN: Mr. Fritz Grothkopp 

SUBJECT: LOW Shoreline-Echo Lake SW Eff Monitoring, Data Validation 

Dear Mr. Grothkopp, 

Enclosed is the final validation report for the fraction listed below. This SDG was received on 
August 18, 2016. Attachment 1 is a summary of the samples that were reviewed for each 
analysis. 

LDC Project #36925: 

SDG# 

PR161861 

Fraction 

Polychlorinated Biphenyls as Congeners 

The data validation was performed under Level Ill guidelines. The analyses were validated 
using the following documents, as applicable to each method: 

• Quality Assurance Project Plan for Monitoring Stormwater Retrofit in the Echo 
Lake Drainage Basin-RSMP Effectiveness Study, June 2015 

• US Environmental Protection Agency Region 10 SOP for the Validation of 
Polychlorinated Biphenyl Data, Revision 1.0, December 8, 1995 

Please feel free to contact us if you have any questions. 

Sincerely, 

Stella Cuenca 
Operations Manager/Senior Chemist 

L:\King County\Duwamish\Shorline-Echo Lake\36925COV.wpd UL-BF 



579 pages-SF Attachment 1 

Level Ill EDD LDC #36925 (King County- Seattle WA I LOW Shoreline-Echo Lake SW Eff Monitoring) Project #421879-250 

(3) PCB 
DATE DATE Cong. 

~DC SDG# REC'D DUE {1668C) 

Matrix: Water/Sediment w s w s w s w s w s w s w s w s w s w s w s w s w s w s w s w s 
A PR161861 08118116 09109116 20 0 

otal TISC 20 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 20 

Shaded cells indicate Level JV validation (all other cells are Level II validation). These sample counts do not include MS/MSD, and DUPs L:\King County\Duwamish\Shorline-Echo Lake\36925ST.wpd 
~-------



LDC Report# 36925A31 

Laboratory Data Consultants, Inc. 
Data Validation Report 

Project/Site Name: LOW Shoreline-Echo Lake SW Eff Monitoring 

LDC Report Date: September 7, 2016 

Parameters: Polychlorinated Biphenyls as Congeners 

Validation Level: Levell II 

Laboratory: Pacific Rim Laboratories, Inc. 

Sample Delivery Group (SDG): PR161861 

Laboratory Sample Collection 
Sample Identification Identification Matrix Date 

L64379-2 PR161861 Water 12/08/15 
L64379-4 PR161862 Water 12/08/15 
L64648-1 PR161863 Water 01/21/16 
L64648-3 PR161864 Water 01/21/16 
L64648-5 PR161865 Water 01/21/16 
L64648-7 PR161866 Water 01/21/16 
L64648-9 PR161867 Water 01/21/16 
L64921-1 PR161868 Water 03/01/16 
L64921-3 PR161869 Water 03/01/16 
L64921-9 PR161870 Water 03/01/16 
L64921-11 PR161871 Water 03/01/16 
L64999-1 PR161872 Water 03/09/16 
L64999-3 PR161873 Water 03/09/16 
L64999-5 PR161874 Water 03/09/16 
L64999-7 PR161875 Water 03/09/16 
L64999-9 PR161876 Water 03/09/16 
L64999-11 PR161877 Water 03/09/16 
L64999-13 PR161878 Water 03/09/16 
L64999-15 PR161879 Water 03/09/16 
L64999-17 PR161880 Water 03/09/16 
L64921-9DUP PR161870DUP Water 03/01/16 
L64999-17DUP PR161880DUP Water 03/09/16 

1 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Quality Assurance Project Plan for Monitoring Stormwater Retrofit 
in the Echo Lake Drainage Basin-RSMP Effectiveness Study (June 2015) and US 
Environmental Protection Agency (EPA) Region 10 SOP for the Validation of 
Polychlorinated Biphenyl (PCB) Data (Revision 1.0, December 8, 1995). Where specific 
guidance was not available, the data has been evaluated in a conservative manner 
consistent with industry standards using professional experience. 

The analyses were performed by the following method: 

Polychlorinated Biphenyls (PCBs) as Congeners by Environmental Protection Agency 
(EPA) Method 1668C 

All sample results were subjected to Level Ill data validation, which comprises an 
evaluation of quality control (QC) summary results. 

2 
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The following are definitions of the data qualifiers: 

U Indicates the compound or analyte was analyzed for but not detected at or above 
the stated limit. 

J Indicates an estimated value. 

J1 Blank Contamination: Indicates possible high bias and/or false positives. 

J2 Calibration Range exceeded: Indicates possible low bias. 

J3 Holding times not met: Indicates low bias for most analytes. 

J4 Other QC parameters outside control limits: bias not readily determined. 

J5 Other QC parameters outside control limits. The reported results appear to 
be biased high. The actual value of target compound in the sample may 
be lower than the value reported by the laboratory. 

J6 Other QC parameters outside control limits. The reported results appear to 
be biased low. The actual value of target compound in the sample may be 
higher than the value reported by the laboratory. 

R Quality control indicates the data is not usable. 

NJ Presumptive evidence of presence of the compound at an estimated quantity. 

UJ Indicates the compound or analyte was analyzed for but not detected. The 
sample detection limit is an estimated value. 

A Indicates the finding is based upon technical validation criteria. 

P Indicates the finding is related to a protocol/contractual deviation. 

None Indicates the data was not significantly impacted by the finding, therefore 
qualification was not required. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition and cooler temperatures upon receipt met 
validation criteria. 

All technical holding time requirements were met. 

II. HRGC/HRMS Instrument Performance Check 

Instrument performance was checked at the required frequency. 

The static resolving power was at least 10,000 (1 0% valley definition). 

Ill. Initial Calibration and Initial Calibration Verification 

A five point initial c;alibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
unlabeled compounds and less than or equal to 35.0% for labeled compounds. 

The ion abundance ratios for all compounds were within validation criteria. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

All of the continuing calibration results were within the QC limits for unlabeled 
compounds and labeled compounds. 

The ion abundance ratios for all compounds were within validation criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks with the following exceptions: 

Extraction Associated 
Blank ID Date Compound Concentration Samples 

MBFS07131605 06/28/16 PCB-002 21.5 pg/L L64999-1 
Monochlorobiphenyls 21.5 pg/L L64999-3 

L64999-5 
L64999-7 
L64999-9 
L64999-11 
L64999-13 
L64999-15 
L64999-17 
L64999-17DUP 
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Extraction Associated 
Blank ID Date Comoound Concentration Samoles 

MBFS07111608 06/26/16 PCB-011 41.4 pg/L L64379-2 
PCB-194 0.49 pg/L L64379-4 
Dichlorobiphenyls 41.4 pg/L L64648-1 
Octachlorobiphenyls 0.5 pg/L L64648-3 

L64648-5 
L64648-7 
L64648-9 
L64921-1 
L64921-3 
L64921-9 
L64921-11 
L64921-9DUP 

Sample concentrations were compared to concentrations detected in the laboratory 
blanks. The sample concentrations were either not detected or were significantly greater 
(>5X blank contaminants) than the concentrations found in the associated laboratory 
blanks with the following exceptions: 

Reported Modified Final 
Sample Compound Concentration Concentration 

L64999-17 Monochlorobiphenyls 6.7 pg/L 6.7J pg/L 

L64999-17DUP Monochlorobiphenyls 6.8 pg/L 6.8J pg/L 

L64379-2 PCB-011 37.3 pg/L 37.3U pg/L 
Dichlorobiphenyls 37.3 pg/L 37.3J pg/L 

L64379-4 PCB-011 35.2 pg/L 35.2U pg/L 
Dichlorobiphenyls 35.2 pg/L 35.2J pg/L 

L64648-1 PCB-011 45.6 pg/L 45.6U pg/L 
Dichlorobiphenyls 67.8 pg/L 67.8J pg/L 

L64648-5 PCB-011 36 pg/L 36U pg/L 
Dichlorobiphenyls 46 pg/L 46J pg/L 

L64921-1 PCB-011 135 pg/L 135U pg/L 
Dichlorobiphenyls 135 pg/L 135J pg/L 

Laboratory blank results flagged "N" or "NJ" by the laboratory as estimated maximum 
possible concentration (EMPC) are considered not detected. 

VI. Field Blanks 

No field blanks were identified in this SDG. 
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VII. Matrix Spike/Matrix Spike Duplicates/Duplicate Sample Analysis 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

VIII. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Internal Standards 

All internal standard recoveries (%R) were within QC limits. 

XI. Compound Quantitation 

All compound quantitations were within validation criteria with the following exceptions: 

Sam ole Comoound Flag A orP 

All samples in SDG PR161861 All compounds flagged "N" or ''NJ'' by the u A 
laboratory as estimated maximum possible 
concentration (EMPC). 

Raw data were not reviewed for Level Ill validation. 

XII. Target Compound Identification 

Raw data were not reviewed for Level Ill validation. 

XIII. System Performance 

Raw data were not reviewed for Level Ill validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 
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Due to results reported by the laboratory as EMPCs, data were qualified as not detected 
in twenty samples. 

Due to laboratory blank contamination, data were qualified as not detected or estimated 
in seven samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. Sample results that were found to be estimated (J) are usable for 
limited purposes only. Based upon the data validation all other results are considered 
valid and usable for all purposes. 
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LOW Shoreline-Echo Lake SW Eff Monitoring 
Polychlorinated Biphenyls as Congeners - Data Qualification Summary - SDG 
PR161861 

I Sam~le I Com~ound I Flag I AorP I Reason I 
L64379-2 All compounds flagged "N" or "NJ" by the u A Compound quantitation 
L64379-4 laboratory as estimated maximum possible (EMPC) 
L64648-1 concentration (EMPC). 
L64648-3 
L64648-5 
L64648-7 
L64648-9 
L64921-1 
L64921-3 
L64921-9 
L64921-11 
L64999-1 
L64999-3 
L64999-5 
L64999-7 
L64999-9 
L64999-11 
L64999-13 
L64999-15 
L64999-17 

LOW Shoreline-Echo Lake SW Eff Monitoring 
Polychlorinated Biphenyls as Congeners - Laboratory Blank Data Qualification 
Summary- SDG PR161861 

Modified Final 
Sample Compound Concentration AorP 

L64999-17 Monochlorobiphenyls 6.7J pg/L A 

L64999-17DUP Monochlorobiphenyls 6.8J pg/L A 

L64379-2 PCB-011 37.3U pg/L A 
Dichlorobiphenyls 37.3J pg/L 

L64379-4 PCB-011 35.2U pg/L A 
Dichlorobiphenyls 35.2J pg/L 

L64648-1 PCB-011 45.6U pg/L A 
Dichlorobiphenyls 67.8J pg/L 

L64648-5 PCB-011 36U pg/L A 
Dichlorobiphenyls 46J pg/L 

L64921-1 PCB-011 135U pg/L A 
Dichlorobiphenyls 135J pg/L 
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LDC #: 36925A31 

SDG #: PR161861 

VALIDATION COMPLETENESS WORKSHEET 
Level Ill 

Laboratory: Pacific Rim Laboratories. Inc. 

METHOD: HRGC/HRMS Polychlorinated Biphenyl Congeners (EPA Method 1668C) 

Date:~ 
Page: 3@: 

Reviewer: 
2nd Reviewer: 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
I'd . f d' k h va1 at1on 1n ~ngs wor s eels. 

I I llalidatian A[ea I I Comments 

I. Sample receioVTechnical holdino times <j '1-

II. HRGC/HRMS Instrument Rerformance check 'i-1-

Ill. Initial calibration/~ IJ,._,tJ .J"') • .,_-< ::?o/~~ rZldr~JJ;,t,e./,:,~J 
Continuing calibration ~ /9,.... u'th ,:_.,t ...., I / 

IV. 

v. Laboratory Blanks \A/ .-t 
VI. Field blanks N. 
VII. Matrix spike/Matrix spike duplicates /11:>wP- tJA 
VIII. Laboratory control samples 

. .-// \ -.A' Lt2S 
IX. Field duplicates tJ 
X. Internal standards r:A 
XI. Compound quantitation RULOQ/LODs ...,[,) ,; a'{ if(j ~ -c9--I.P (2_ 

XII. Target comoound identification N 

XIII. System performance N 

XIV. Overall assessment of data 
l 

Note: A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

ND = No compounds detected 
R = Rinsate 

D =Duplicate 
TB =Trip blank 

SB=Source blank 
OTHER: 

FB = Field blank EB = Equipment blank 

Client ID LabiD Matrix Date 

1 L64379-2 PR161861 Water 12/08/15 

2 L64379-4 PR161862 Water 12/08/15 

3 L64648-1 PR161863 Water 01/21/16 

4 L64648-3 PR161864 Water 01/21/16 

5 L64648-5 PR161865 Water 01/21/16 

6 L64648-7 PR161866 Water 01/21/16 

7 L64648-9 PR161867 Water 01/21/16 

8 L64921-1 PR161868 Water 03/01/16 

9 L64921-3 PR161869 Water 03/01/16 

10 L64921-9 PR161870 Water 03/01/16 

11 L64921-11 PR161871 Water 03/01/16 

12 L64999-1 PR161872 Water 03/09/16 

13 L64999-3 PR161873 Water 03/09/16 

14 L64999-5 PR161874 Water 03/09/16 

15 L64999-7 PR161875 Water 03/09/16 

L:\King County\Duwamish\Shorline-Echo Lake\36925A31W.wpd 1 
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LDC #: 36925A31 
SDG #: PR161861 

VALIDATION COMPLETENESS WORKSHEET 
Level Ill 

Laboratory: Pacific Rim Laboratories. Inc. 

METHOD: HRGC/HRMS Polychlorinated Biphenyl Congeners (EPA Method 1668C) 

Client ID LabiD 

16 L64999-9 PR161876 

17 L64999-11 PR161877 

18 L64999-13 PR161878 

19 L64999-15 PR161879 

20 L64999-17 PR161880 

21 L64921-9DUP PR161870DUP 

22 L64999-17DUP PR161880DUP 

23 

24 

25 

26 

?7 

Notes: 
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Matrix 

Water 

Water 

Water 

Water 

Water 

Water 

Water 

Date:~ 
Page: .:>of....::!. 

Reviewer~ 
2nd Reviewer: tl-

'~ 

Date 

03/09/16 

03/09/16 

03/09/16 

03/09/16 

03/09/16 

03/01/16 

03/09/16 

/ 



LDC #: 36925A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Blank extraction date: 6/28/16 Blank analysis date: 7/13/16 
..., ..... " ............. ·- .--. ................................................ . ....................... ..................... 

I Compound Blank ID Sample Identification 

MBFS07131605 5x I 20 I 22 I I I I 
PCB-002 21.5 107.5 

I I I I I I Monochlorobiphenyls 21.5 107.5 6.7J 6.8J 

I I 

I I 

Page:____tqf_j_ 
Reviewer:_ .'-F---....:....,_ 

2nd Reviewer:~ 

I 
I I 

I I 

Laboratory blank results flagged "N" or "NJ" by the laboratory as estimated maximum possible concentration (EMPC) are considered not detected. 

All contaminants within five times the blank concentration were qualified as not detected, "U". 
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LDC #: 36925A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Blank extraction date: 6/26/16 Blank analysis date: 7/11/16 
... .., .. ~ ......... -. ·~ 

,.,""' ............................ _...... . ........ . '' ....... .............. 

I Com~ound II Blank ID II Sample Identification 

I MBFS07111608 II 5x I 1 I 2 I 3 I 5 I 8 I I 
PCB-011 41.4 207 37.3 35.2 45.6 36 135 

PCB-194 0.49 2.45 

Dichlorobiphenyls 41.4 207 37.3J 35.2J 67.8J 46J 135J 

Oclachlorobiphenvls 0.5 2.5 

-----··--

~ 

I I 

Page:_,Lot,L 
Reviewer: _:_____g,:_ 

2nd Reviewer: -"(_ 

I 
I I 

Laboratory blank results flagged "N" or "NJ" by the laboratory as estimated maximum possible concentration (EMPC) are considered not detected. 

All contaminants within five times the blank concentration were qualified as not detected, "U". 
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LDC #: 3~'1 J <;'" EDD POPULATION COMPLETENESS WORKSHEET 

The LDC job number listed above was entered by d'l- . 

Date: "' f"l /1 ~ 
Page:_~_of __ 

2"' Reviewer: ,.,__ 

I I EDD erccess I I CcmmeotslActicn I 
I. EDD Completeness -

Ia. -All methods present? '1 
lb. -All samples presenVmatch report? '1 
I c. -All reported analvtes present? '1 
I d. ( 1 ~r 1 00% verification of EDD? "1 

\._/ . 

. . · . 

II. EDD Preparation/Entry -

II a. - Carryover U/J? 
~ 

lib. - Reason Codes used? If so, note which codes 11 Lt)C.... 

lie. -Additional Information (QC Level, Validator, 
~ 

Date. Validated YIN. etc.) 
./ ... ,., :: .. ' . . . · ... . ~"'- .-o· ,_- . 

. -;~ .. 
Ill. Reasonableness Checks -

- Do all qualified NO results have NO qualifier '1 lila. (i.e. UJ)? 

- Do all qualified detect results have detect '1 Ill b. qualifier (i.e. Jl? 

- If reason codes used, do all qualified results '1 I lie. have reason code field populated? 

-Does the detect flag require changing for blank -llld. qualifiers? If so, are all U results marked NO? 

Ill e. - Do blank concentrations in report match EDD, 
V\ where data was qualified due to blank? 

-Were any results rejected for overall 
Ill f. assessment? If so, were results changed to _....., 

nonreportable? 

- Is the readme complete? If applicable, were "\ lllg. edits or discrepancies listed in the readme? 

Notes: ______________________________________________________________ ___ 

EDD Population Checklist.wpd 



09/09/16 

The zip file provided contains two files: 

File Format Description 
I) Readme_ Shoreline_ 090916.docx MS Word 2007 A "Readme" file (this document). 

MS Excel 2007 SDG LDC# 
2) EDD Shoreline-Echo Lake SW Eff Monitoring 421879-250 - PR161861-1880.xlsx PRI61861 36925A 

No discrepancies were observed between the hardcopy data packages and the electronic data deliverables during EDD population of 
validation qualifiers. A I 00% verification ofthe EDD was not perfonned. 

Please contact Stella Cuenco at (760) 827-1100 if you have any questions regarding this electronic data submittal. 
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LABORATORY DATA CONSULTANTS, INC. 
2701 Loker Ave. West, Suite 220, Carlsbad, CA 92010 Bus: 760-827-1100 Fax: 760-827-1099

King County Environmental Laboratory May 5, 2017
322 W. Ewing Street
Seattle WA 98119
ATTN: Mr. Fritz Grothkopp

SUBJECT: LDW Shoreline-Echo Lake SW Eff Monitoring, Data Validation

Dear Mr. Grothkopp,

Enclosed is the final validation report for the fraction listed below. This SDG was received on
August 18, 2017. Attachment 1 is a summary of the samples that were reviewed for analysis.

LDC Project #38487:

SDG # Fraction

PR164565 Polychlorinated Biphenyls as Congeners

The data validation was performed under Level III guidelines. The analyses were validated
using the following documents, as applicable to each method:

! Quality Assurance Project Plan for Monitoring Stormwater Retrofit in the Echo
Lake Drainage Basin-RSMP Effectiveness Study, June 2015

! US Environmental Protection Agency Region 10 SOP for the Validation of
Polychlorinated Biphenyl Data, Revision 1.0, December 8, 1995

Please feel free to contact us if you have any questions.

Sincerely,

Stella Cuenco
Operations Manager/Senior Chemist



Shaded cells indicate Level IV validation (all other cells are Level II validation). These sample counts do not include MS/MSD, and DUPs L:\King County\Duwamish\Shoreline-Echo Lake\38487ST.wpd

649 pages-SF Attachment 1

Level III  EDD LDC #38487 (King County - Seattle WA / LDW Shoreline-Echo Lake SW Eff Monitoring) Project #421879-250

LDC SDG#

DATE

REC'D

(3)

DATE

DUE

PCB

Cong.

(1668C)

  Matrix: W ater/Sediment W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S

A PR164565 04/18/17 05/09/17 18 0

Total T/SC 18 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 18



LDC Report# 38487A31 

Laboratory Data Consultants, Inc. 
Data Validation Report 

Project/Site Name: LOW Shoreline-Echo Lake SW Eff Monitoring 

LDC Report Date: May 5, 2017 

Parameters: Polychlorinated Biphenyls as Congeners 

Validation Level: Level Ill 

Laboratory: Pacific Rim Laboratories, Inc. 

Sample Delivery Group (SDG): PR164565 

Laboratory Sample Collection 
Sample Identification Identification Matrix Date 

L66175-1 PR164565 Water 09/17/16 
L66175-3 PR164566 Water 09/17/16 
L66285-1 PR164567 Water 10/06/16. 
L66285-3 PR164568 Water 10/09/16 
L66382-9 PR164569 Water 10/13/16 
L66382-11 PR164570 Water 10/13/16 
L66382-17 PR164571 Water 10/13/16 
L66382-19 PR164572 Water 10/13/16 
L66384-1 PR164573 Water 10/13/16 
L66384-3 PR164574 Water 10/13/16 
L66435-1 PR164575 Water 10/19/16 
L66435-3 PR164576 Water 10/19/16 
L66498-9 PR164598 Water 10/26/16 
L66498-11 PR164599 Water 10/26/16 
L66498-13 PR164600 Water 10/26/16 
L66498-15 PR164601 Water 10/26/16 
L66498-17 PR164602 Water 10/26/16 
L66498-19 PR164603 Water 10/26/16 
L66285-3DUP PR164568DUP Water 10/09/16 

1 
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Introduction 

This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Quality Assurance Project Plan for Monitoring Stormwater Retrofit 
in the Echo Lake Drainage Basin-RSMP Effectiveness Study (June 2015) and US 
Environmental Protection Agency (EPA) Region 10 SOP for the Validation of 
Polychlorinated Biphenyl (PCB) Data (Revision 1.0, December 8, 1995). Where specific 
guidance was not available, the data has been evaluated in a conservative manner 
consistent with industry standards using professional experience. 

The analyses were performed by the following method: 

Polychlorinated Biphenyls (PCBs) as Congeners by Environmental Protection Agency 
(EPA) Method 1668C 

All sample results were subjected to Level Ill data validation, which comprises an 
evaluation of quality control (QC) summary results. 

2 
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The following are definitions of the data qualifiers: 

U Indicates the compound or analyte was analyzed for but not detected at or above 
the stated limit. 

J Indicates an estimated value. 

J 1 Blank Contamination: Indicates possible high bias and/or false positiv_es. 

J2 Calibration Range exceeded: Indicates possible low bias. 

J3 Holding times not met: Indicates low bias for most analytes. 

J4 Other QC parameters outside control limits: bias not readily determined. 

J5 Other QC parameters outside control limits. The reported results appear to 
be biased high. The actual value of target compound in the sample may 
be lower than the value reported by the laboratory. 

J6 . Other QC parameters outside control limits. The reported results appear to 
be biased low. The actual value of target compound in the sample may be 
higher than the value reported by the laboratory. 

R Quality control indicates the data is not usable. 

NJ Presumptive evidence of presence of the compound at an estimated quantity. 

UJ Indicates the compound or analyte was analyzed for but not detected. The 
sample detection limit is an estimated value. 

A Indicates the finding is based upon technical validation criteria. 

P Indicates the finding is related to a protocol/contractual deviation. 

None Indicates the data was not significantly impacted by the finding, therefore 
qualification was not required. 

A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified asP (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 

3 
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I. Sample Receipt and Technical Holding Times 

All samples were received in good condition. 

The chain-of-custodies were reviewed for documentation of temperatures. Although the 
cooler temperature was reported at 9.5°C upon receipt by the laboratory, no data was 
qualified based on the cooler temperature since the temperature was below the 
validation criteria of 1 0°C. 

All technical holding time requirements were met. 

II. HRGC/HRMS Instrument Performance Check 

Instrument performance was checked at the required frequency. 

The static resolving power was at least 10,000 (1 0% valley definition). 

Ill. Initial Calibration and Initial Calibration Verification 

A five point initial calibration was performed as required by the method. 

The percent relative standard deviations (%RSD) were less than or equal to 20.0°/o for 
unlabeled compounds and less than or equal to 35.0% for labeled compounds. 

The ion abundance ratios for all compounds were within validation criteria. 

IV. Continuing Calibration 

Continuing calibration was performed at the required frequencies. 

All of the continuing calibration results were within the QC limits for unlabeled 
compounds and labeled compounds. 

The ion abundance ratios for all compounds were within validation criteria. 

V. Laboratory Blanks 

Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks with the following exceptions: 

4 
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Extraction Associated 
Blank 10 Date Compound Concentration Samples 

MBPC170001B 01/04/17 PCB-003 1.58 pg/L L66175-1 
PCB-005/008 7.07 pg/L L66175-3 
PCB-011 46 pg/L L66285-1 
PCB-018 8.67 pg/L L66285-3 
PCB-017 3.9 pg/L L66382-9 
PCB-031 7.71 pg/L L66382-11 
PCB-028 8.18 pg/L L66382-17 
PCB-020/033 3.39 pg/L L66382-19 
PCB-022 2.6 pg/L L66384-1 
PCB-052/069 10.3 pg/L L66384-3 
PCB-159 1.4 pg/L L66435-1 
PCB-194 18.4 pg/L L66435-3 
Monochlorobiphenyls 1.6 pg/L L66285-3DUP 
Dichlorobiphenyls 53.1 pg/L 
Trichlorobiphenyls 34.5 pg/L 
Tetrachlorobiphenyls 10.3 pg/L 
Hexachlorobiphenyls 1.4 pg/L 
Octachlorobiphenyls 18.4 pg/L 

MBPC170012B 01/10/17 PCB-005/008 6.1 pg/L L66498-9 
PCB-011 34.5 pg/L L66498-11 
PCB-018 9.87 pg/L L66498-13 
PCB-031 5.29 pg/L L66498-15 
PCB-028 5.07 pg/L L66498-17 
PCB-020/033 3.25 pg/L L66498-19 
PCB-022 2.54 pg/L 
PCB-052/069 6.17 pg/L 
PCB-04 7/048 4.15 pg/L 
PCB-044 5.01 pg/L 
PCB-070 4.8 pg/L 
PCB-093/098/095 7.45 pg/L 
PCB-101 7.77 pg/L 
PCB-118 2.08 pg/L 
PCB-139/149 6.34 pg/L 
PCB-153 2.99 pg/L 
PCB-138 5.69 pg/L 
PCB-156 1.98 pg/L 
PCB-182/187 6.36 pg/L 
PCB-180 37 pg/L 
PCB-201 1.84 pg/L 
PCB-199 8.78 pg/L 
PCB-203 7.14 pg/L 
PCB-194 6.56 pg/L 
PCB-205 2.27 pg/L 
PCB-209 6.97 pg/L 
Dichlorobiphenyls 40.6 pg/L 
Trichlorobiphenyls 26 pg/L 
Tetrachlorobiphenyls 20.1 pg/L 
Pentachlorobiphenyls 17.3 pg/L 
Hexachlorobiphenyls 17 pg/L 
Heptachlorobiphenyls 43.4 pg/L 
Octachlorobiphenyls 26.6 pg/L 
Decachlorobiphenyl 7 pg/L 

Sample concentrations were compared to concentrations detected in the laboratory 
blanks. The sample concentrations were either not detected or were significantly greater 
(>5X blank contaminants) than the concentrations found in the associated laboratory 
blanks with the following exceptions: 

5 
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Reported Modified Final 
Sample Compound Concentration Concentration 

L66175-1 PCB-011 184 pg/L 184U pg/L 
PCB-031 27.4 pg/L 27.4U pg/L 
PCB-028 27 pg/L 27U pg/L 
PCB-052/069 39.8 pg/L 39.8U pg/L 
Dichlorobiphenyls 184 pg/L 184U pg/L 
Trichlorobiphenyls 65.3 pg/L 65.3J pg/L 
Octachlorobiphenyls 78.6 pg/L 78.6J pg/L 

L66175-3 PCB-011 131 pg/L 131 U pg/L 
PCB-031 38.2 pg/L 38.2U pg/L 
PCB-028 25.4 pg/L 25.4U pg/L 
PCB-022 8.62 pg/L 8.62U pg/L 
PCB-052/069 41 pg/L 41 U pg/L 
PCB-194 52.5 pg/L 52.5U pg/L 
Dichlorobiphenyls 131 pg/L 131 U pg/L 
Trichlorobiphenyls 125 pg/L 125J pg/L 

L66285-1 PCB-003 4.52 pg/L 4.52U pg/L 
PCB-005/008 18.3 pg/L 18.3U pg/L 
PCB-011 91.4 pg/L 91.4U pg/L 
PCB-018 9.48 pg/L 9.48U pg/L 
PCB-031 16.6 pg/L 16.6U pg/L 
PCB-028 15.9 pg/L 15.9U pg/L 
PCB-020/033 9.47 pg/L 9.47U pg/L 
PCB-052/069 27.6 pg/L 27.6U pg/L 
PCB-194 31 pg/L 31U pg/L 
Dichlorobiphenyls 115 pg/L 115J pg/L 
Trichlorobiphenyls 67.8 pg/L 67.8J pg/L 

L66285-3 PCB-011 65.2 pg/L 65.2U pg/L 
PCB-031 8.73 pg/L 8.73U pg/L 
PCB-028 9.23 pg/L 9.23U pg/L 
PCB-052/069 25 pg/L 25U pg/L 
Dichlorobiphenyls 65.2 pg/L 65.2U pg/L 
Trichlorobiphenyls 18 pg/L 18U pg/L 

L66285-3DUP PCB-011 53.9 pg/L 53.9U pg/L 
PCB-031 12.3 pg/L 12.3U pg/L 
Dich lorobiphenyls 53.9 pg/L 53.9U pg/L 
Trich lorobiphenyls 18.4 pg/L 18.4J pg/L 

L66382-9 PCB-011 133 pg/L 133U pg/L 
PCB-031 13.3 pg/L 13.3U pg/L 
PCB-028 20.9 pg/L 20.9U pg/L 
PCB-020/033 12.3 pg/L 12.3U pg/L 
PCB-052/069 47 pg/L 47U pg/L 
PCB-194 46.5 pg/L 46.5U pg/L 
Dichlorobiphenyls 133 pg/L 133U pg/L 
Trichlorobiphenyls 46.5 pg/L 46.5U pg/L 

L66382-11 PCB-018 20.6 pg/L 20.6U pg/L 
PCB-020/033 2.57 pg/L 2.57U pg/L 
PCB-052/069 10 pg/L 10U pg/L 
PCB-194 91.3 pg/L 91.3U pg/L 
Trichlorobiphenyls 29.7 pg/L 29.7J pg/L 
Tetrachlorobiphenyls 17.8 pg/L 17.8J pg/L 
Octachlorobiphenyls 91.3 pg/L 91.3U pg/L 
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Reported Modified Final 
Sample Compound Concentration Concentration 

L66382-17 PCB-003 4.73 pg/L 4.73U pg/L 
PCB-011 151 pg/L 151 U pg/L 
PCB-018 4.14 pg/L 4.14U pg/L 
PCB-031 14.4 pg/L 14.4U pg/L 
PCB-028 14.7 pg/L 14.7U pg/L 
PCB-020/033 10 pg/L 10U pg/L 
PCB-022 7.88 pg/L 7.88U pg/L 
PCB-052/069 29.3 pg/L 29.3U pg/L 
PCB-194 38.3 pg/L 38.3U pg/L 
Monochlorobiphenyls 4.7 pg/L 4.7U pg/L 
Dich lorobiphenyls 151 pg/L 151 U pg/L 
Trichlorobiphenyls 63.5 pg/L 63.5J pg/L 

L66382-19 PCB-018 33.8 pg/L 33.8U pg/L 
Trichlorobiphenyls 33.8 pg/L 33.8U pg/L 

L66384-1 PCB-011 77.9 pg/L 77.9U pg/L 
PCB-031 10.3 pg/L 10.3U pg/L 
PCB-028 10.4 pg/L 1 0.4U pg/L 
P.CB-020/033 5.28 pg/L 5.28U pg/L 
PCB-194 38.9 pg/L 38.9U pg/L 
Monochlorobiphenyls 3.1 pg/L 3.1J pg/L 
Dichlorobiphenyls 77.9 pg/L 77.9U pg/L 
Trichlorobiphenyls 36.7 pg/L 36.7J pg/L 

L66384-3 PCB-011 69 pg/L 69U pg/L 
PCB-018 22.8 pg/L 22.8U pg/L 
PCB-031 8.75 pg/L 8.75U pg/L 
PCB-028 14.3 pg/L 14.3U pg/L 
PCB-052/069 28.7 pg/L 28.7U pg/L 
PCB-194 39.2 pg/L 39.2U pg/L 
Dichlorobiphenyls 69 pg/L 69U pg/L 
Trichlorobiphenyls 45.9 pg/L 45.9U pg/L 

L66435-1 PCB-011 88.1 pg/L 88.1U pg/L 
PCB-018 11.1 pg/L 11.1 U pg/L 
PCB-031 9.64 pg/L 9.64U pg/L 
PCB-028 14 pg/L 14U pg/L 
PCB-052/069 31.1 pg/L 31.1 U pg/L 
PCB-194 40.4 pg/L 40.4U pg/L 
Dichlorobiphenyls 88.1 pg/L 88.1U pg/L 
Trichlorobiphenyls 34.7 pg/L 34.7U pg/L 

L66435-3 PCB-011 42.2 pg/L 42.2U pg/L 
PCB-031 10.5 pg/L 10.5U pg/L 
PCB-028 12.9 pg/L 12.9U pg/L 
PCB-020/033 4.82 pg/L 4.82U pg/L 
PCB-052/069 32.6 pg/L 32.6U pg/L 
PCB-194 36.9 pg/L 36.9U pg/L 
Dichlorobiphenyls 42.2 pg/L 42.2U pg/L 
Trichlorobiphenyls 29.9 pg/L 29.9J pg/L 
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Reported Modified Final 
Sample Compound Concentration Concentration 

L66498-9 PCB-005/008 9.51 pg/L 9.51U pg/L 
PCB-011 117 pg/L 117U pg/L 
PCB-018 25.6 pg/L 25.6U pg/L 
PCB-031 10.8 pg/L 10.8U pg/L 
PCB-028 13.1 pg/L 13.1U pg/L 
PCB-020/033 5.64 pg/L 5.64U pg/L 
PCB-022 4.41 pg/L 4.41 U pg/L 
PCB-180 155 pg/L 155U pg/L 
PCB-199 34 pg/L 34U pg/L 
PCB-203 25.5 pg/L 25.5U pg/L 
PCB-194 11.1 pg/L 11.1 U pg/L 
PCB-205 6.81 pg/L 6.81U pg/L 
PCB-209 12.6 pg/L 12.6U pg/L 
Dichlorobiphenyls 134 pg/L 134J pg/L 
Trichlorobiphenyls 90.3 pg/L 90.3J pg/L 
Octach lorobiphenyls 100 pg/L 100J pg/L 
Decach lorobiphenyl 12.6 pg/L 12.6U pg/L 

L66498-11 PCB-011 38.1 pg/L 38.1U pg/L 
PCB-018 16.1 pg/L 16.1 U pg/L 
PCB-031 2.95 pg/L 2.95U pg/L 
PCB-028 3.6 pg/L 3.6U pg/L 
PCB-052/069 7.38 pg/L 7.38U pg/L 
PCB-04 7/048 14.8 pg/L 14.8U pg/L 
PCB-044 7.31 pg/L 7.31 U pg/L 
PCB-070 7.46 pg/L 7.46U pg/L 
PCB-180 166 pg/L 166U pg/L 
PCB-199 33.2 pg/L 33.2U pg/L 
PCB-203 17.1 pg/L 17.1 U pg/L 
PCB-194 10.9 pg/L 10.9U pg/L 
PCB-205 5.25 pg/L 5.25U pg/L 
PCB-209 6.71 pg/L 6.71U pg/L 
Dichlorobiphenyls 41.6 pg/L 41.6J pg/L 
Trichlorobiphenyls 28.6 pg/L 28.6J pg/L 
Tetrachlorobiphenyls 42 pg/L 42J pg/L 
Octachlorobiphenyls 80.5 pg/L 80.5J pg/L 
Decachlorobiphenyl 6.7 pg/L 6.7U pg/L 

L66498-13 PCB-011 73.3 pg/L 73.3U pg/L 
PCB-031 7.59 pg/L 7.59U pg/L 
PCB-028 8.1 pg/L 8.1 U pg/L 
PCB-052/069 24.7 pg/L 24.7U pg/L 
PCB-194 27.2 pg/L 27.2U pg/L 
PCB-209 23 pg/L 23U pg/L 
Dichlorobiphenyls 73.3 pg/L 73.3U pg/L 
Trichlorobiphenyls 15.7 pg/L 15.7U pg/L 
Decachlorobiphenyl 23 pg/L 23U pg/L 
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Reported Modified Final 
Sample Compound Concentration Concentration 

L66498-15 PCB-005/008 10.9 pg/L 10.9U pg/L 
PCB-011 35.7 pg/L 35.7U pg/L 
PCB-031 4.01 pg/L 4.01U pg/L 
PCB-028 4.94 pg/L 4.94U pg/L 
PCB-022 2.37 pg/L 2.37U pg/L 
PCB-052/069 13 pg/L 13U pg/L 
PCB-070 6.75 pg/L 6.75U pg/L 
PCB-101 38.1 pg/L 38.1U pg/L 
PCB-138 27 pg/L 27U pg/L 
PCB-156 7.24 pg/L 7.24U pg/L 
PCB-203 19.4 pg/L 19.4U pg/L 
PCB-194 22.2 pg/L 22.2U pg/L 
PCB-209 19.2 pg/L 19.2U pg/L 
Dichlorobiphenyls 46.6 pg/L 46.6U pg/L 
T rich lorobiphenyls 11.3 pg/L 11.3U pg/L 
Tetrachlorobiphenyls 30.3 pg/L 30.3J pg/L 
Hexachlorobiphenyls 80.8 pg/L 80.8J pg/L 
Octachlorobiphenyls 96.1 pg/L 96.1 J pg/L 
Decachlorobiphenyl 19.2 pg/L 19.2U pg/L 

L66498-17 PCB-005/008 4.09 pg/L 4.09U pg/L 
PCB-011 69.8 pg/L 69.8U pg/L 
PCB-018 9.09 pg/L 9.09U pg/L 
PCB-031 9.08 pg/L 9.08U pg/L 
PCB-028 8.19 pg/L 8.19U pg/L 
PCB-020/033 4.53 pg/L 4.53U pg/L 
PCB-022 6.66 pg/L 6.66U pg/L 
PCB-04 7/048 8.62 pg/L 8.62U pg/L 
PCB-180 173 pg/L 173U pg/L 
PCB-199 33.4 pg/L 33.4U pg/L 
PCB-209 13.7 pg/L 13.7U pg/L 
Dichlorobiphenyls 76.8 pg/L 76.8J pg/L 
Trichlorobiphenyls 58.2 pg/L 58.2J pg/L 
Heptachlorobiphenyls 189 pg/L 189J pg/L 
Octach lorobiphenyls 115 pg/L 115J pg/L 
Decachlorobiphenyl 13.7 pg/L 13.7U pg/L 

L66498-19 PCB-005/008 11 pg/L 11 U pg/L 
PCB-011 73.1 pg/L 73.1 U pg/L 
PCB-018 11.4 pg/L 11.4U pg/L 
PCB-031 14.3 pg/L 14.3U pg/L 
PCB-028 9.48 pg/L 9.48U pg/L 
PCB-020/033 6.24 pg/L 6.24U pg/L 
PCB-022 5.22 pg/L 5.22U pg/L 
PCB-047/048 7.7 pg/L 7.7U pg/L 
PCB-156 8.5 pg/L 8.5U pg/L 
PCB-182/187 22.5 pg/L 22.5U pg/L 
PCB-180 173 pg/L 173U pg/L 
PCB-199 19.3 pg/L 19.3U pg/L 
PCB-203 29.3 pg/L 29.3U pg/L 
PCB-209 8.52 pg/L 8.52U pg/L 
Dich lorobiphenyls 89.9 pg/L 89.9J pg/L 
Trichlorobiphenyls 53.3 pg/L 53.3J pg/L 
Octach lorobiphenyls 111 pg/L 111J pg/L 
Decachlorobiphenyl 8.5 pg/L 8.5U pg/L 

VI. Field Blanks 

No field blanks were identified in this SDG. 

9 
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VII. Matrix Spike/Matrix Spike Duplicates/Duplicate Sample Analysis 

The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 

Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 

VIII. Laboratory Control Samples 

Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits. 

IX. Field Duplicates 

No field duplicates were identified in this SDG. 

X. Internal Standards 

All internal standard recoveries (o/oR) were within QC limits. 

XI. Compound Quantitation 

All compound quantitations were within validation criteria with the following exceptions: 

I Sam~le I Com~ound I Flag I AorP 

L66175-1 All compounds flagged "N" or "NJ" by the u A 
L66175-3 laboratory as estimated maximum possible 
L66285-1 concentration (EMPC). 
L66285-3 
L66382-9 
L66382-11 
L66382-17 
L66382-19 
L66384-1 
L66435-3 
L66498-9 
L66498-11 
L66498-13 
L66498-15 
L66285-3DUP 

Raw data were not reviewed for Level Ill validation. 

XII. Target Compound Identification 

Raw data were not reviewed for Level Ill validation. 

10 
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XIII. System Performance 

Raw data were not reviewed for Level Ill validation. 

XIV. Overall Assessment of Data 

The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 

Due to results reported by the laboratory as EMPCs, data were qualified as not detected 
in nineteen samples. 

Due to laboratory blank contamination, data were qualified as not detected or estimated 
in nineteen samples. 

The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. Sample results that were found to be estimated (J) are usable for 
limited purposes only. Based upon the data validation all other results are considered 
valid and usable for all purposes. 

11 
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LOW Shoreline-Echo Lake SW Eff Monitoring 
Polychlorinated Biphenyls as Congeners - Data Qualification Summary - SDG 
PR164565 

I Sample I Com~ound I Flag I AorP I Reason I 
L66175-1 All compounds flagged "N" or "NJ" by the u A Compound quantitation 
L66175-3 laboratory as estimated maximum possible (EMPC) 
L66285-1 concentration (EMPC). 
L66285-3 
L66382-9 
L66382-11 
L66382-17 
L66382-19 
L66384-1 
L66435-3 
L66498-9 
L66498-11 
L66498-13 
L66498-15 
L66285-3DUP 

LOW Shoreline-Echo Lake SW Eff Monitoring 
Polychlorinated Biphenyls as Congeners - Laboratory Blank Data Qualification 
Summary- SDG PR164565 

Modified Final 
Sample Compound Concentration AorP 

L66175-1 PCB-011 184U pg/L A 
PCB-031 27.4U pg/L 
PCB-028 27U pg/L 
PCB-052/069 39.8U pg/L 
Dichlorobiphenyls 184U pg/L 
Trichlorobiphenyls 65.3J pg/L 
Octachlorobiphenyls 78.6J pg/L 

L66175-3 PCB-011 131 U pg/L A 
PCB-031 38.2U pg/L 
PCB-028 25.4U pg/L 
PCB-022 8.62U pg/L 
PCB-052/069 41U pg/L 
PCB-194 52.5U pg/L 
Dichlorobiphenyls 131 U pg/L 
Trichlorobiphenyls 125J pg/L 

L66285-1 PCB-003 4.52U pg/L A 
PCB-005/008 18.3U pg/L 
PCB-011 91.4U pg/L 
PCB-018 9.48U pg/L 
PCB-031 16.6U pg/L 
PCB-028 15.9U pg/L 
PCB-020/033 9.47U pg/L 
PCB-052/069 27.6U pg/L 
PCB-194 31U pg/L 
Dichlorobiphenyls 115J pg/L 
Trichlorobiphenyls 67.8J pg/L 
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Modified Final 
Sample Compound Concentration AorP 

L66285-3 PCB-011 65.2U pg/L A 
PCB-031 8.73U pg/L 
PCB-028 9.23U pg/L 
PCB-052/069 25U pg/L 
Dichlorobiphenyls 65.2U pg/L 
Trichlorobiphenyls 18U pg/L 

L66285-3DUP PCB-011 53.9U pg/L A 
PCB-031 12.3U pg/L 
Dichlorobiphenyls 53.9U pg/L 
Trichlorobiphenyls 18.4J pg/L 

L66382-9 PCB-011 133U pg/L A 
PCB-031 13.3U pg/L 
PCB-028 20.9U pg/L 
PCB-020/033 12.3U pg/L 
PCB-052/069 47U pg/L 
PCB-194 46.5U pg/L 
Dichlorobiphenyls 133U pg/L 
Trichlorobiphenyls 46.5U pg/L 

L66382-11 PCB-018 20.6U pg/L A 
PCB-020/033 2.57U pg/L 
PCB-052/069 10U pg/L 
PCB-194 91.3U pg/L 
Trichlorobiphenyls 29.7J pg/L 
Tetrachlorobiphenyls 17.8J pg/L 
Octachlorobiphenyls 91.3U pg/L 

L66382-17 PCB-003 4.73U pg/L A 
PCB-011 151 U pg/L 
PCB-018 4.14U pg/L 
PCB-031 14.4U pg/L 
PCB-028 14.7U pg/L 
PCB-020/033 10U pg/L 
PCB-022 7.88U pg/L 
PCB-052/069 29.3U pg/L 
PCB-194 38.3U pg/L 
Monochlorobiphenyls 4.7U pg/L 
Dichlorobiphenyls 151 U pg/L 
Trichlorobiphenyls 63.5J pg/L 

L66382-19 PCB-018 33.8U pg/L A 
Trichlorobiphenyls 33.8U pg/L 

L66384-1 PCB-011 77.9U pg/L A 
PCB-031 10.3U pg/L 
PCB-028 1 0.4U pg/L 
PCB-020/033 5.28U pg/L 
PCB-194 38.9U pg/L 
Monochlorobiphenyls 3.1J pg/L 
Dichlorobiphenyls 77.9U pg/L 
Trichlorobiphenyls 36.7J pg/L 
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Modified Final 
Sample Compound Concentration AorP 

L66384-3 PCB-011 69U pg/L A 
PCB-018 22.8U pg/L 
PCB-031 8.75U pg/L 
PCB-028 14.3U pg/L 
PCB-052/069 28.7U pg/L 
PCB-194 39.2U pg/L 
Dichlorobiphenyls 69U pg/L 
Trichlorobiphenyls 45.9U pg/L 

L66435-1 PCB-011 88.1U pg/L A 
PCB-018 11.1 U pg/L 
PCB-031 9.64U pg/L 
PCB-028 14U pg/L 
PCB-052/069 31.1 U pg/L 
PCB-194 40.4U pg/L 
Dichlorobiphenyls 88.1 U pg/L 
Trichlorobiphenyls 34.7U pg/L 

L66435-3 PCB-011 42.2U pg/L A 
PCB-031 10.5U pg/L 
PCB-028 12.9U pg/L 
PCB-020/033 4.82U pg/L 
PCB-052/069 32.6U pg/L 
PCB-194 36.9U pg/L 
Dichlorobiphenyls 42.2U pg/L 
Trichlorobiphenyls 29.9J pg/L 

L66498-9 PCB-005/008 9.51U pg/L A 
PCB-011 117U pg/L 
PCB-018 25.6U pg/L 
PCB-031 10.8U pg/L 
PCB-028 13.1U pg/L 
PCB-020/033 5.64U pg/L 
PCB-022 4.41 U pg/L 
PCB-180 155U pg/L 
PCB-199 34U pg/L 
PCB-203 25.5U pg/L 
PCB-194 11.1 U pg/L 
PCB-205 6.81U pg/L 
PCB-209 12.6U pg/L 
Dichlorobiphenyls 134J pg/L 
Trichlorobiphenyls 90.3J pg/L 
Octachlorobiphenyls 100J pg/L 
De each lorobiphenyl 12.6U pg/L 
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Modified Final 
Sample Compound Concentration AorP 

L66498-11 PCB-011 38.1 U pg/L A 
PCB-018 16.1 U pg/L 
PCB-031 2.95U pg/L 
PCB-028 3.6U pg/L 
PCB-052/069 7.38U pg/L 
PCB-04 7/048 14.8U pg/L 
PCB-044 7.31U pg/L 
PCB-070 7.46U pg/L 
PCB-180 166U pg/L 
PCB-199 33.2U pg/L 
PCB-203 17.1U pg/L 
PCB-194 10.9U pg/L 
PCB-205 5.25U pg/L 
PCB-209 6.71U pg/L 
Dich lorobiphenyls 41.6J pg/L 
Trich lorobiphenyls 28.6J pg/L 
Tetrach lorobiphenyls 42J pg/L 
Octachlorobiphenyls 80.5J pg/L 
Decachlorobiphenyl 6.7U pg/L 

L66498-13 PCB-011 73.3U pg/L A 
PCB-031 7.59U pg/L 
PCB-028 8.1 U pg/L 
PCB-052/069 24.7U pg/L 
PCB-194 27.2U pg/L 
PCB-209 23U pg/L 
Dich lorobiphenyls 73.3U pg/L 
Trich lorobiphenyls 15.7U pg/L 
De each lorobiphenyl 23U pg/L 

L66498-15 PCB-005/008 10.9U pg/L A 
PCB-011 35.7U pg/L 
PCB-031 4.01U pg/L 
PCB-028 4.94U pg/L 
PCB-022 2.37U pg/L 
PCB-052/069 13U pg/L 
PCB-070 6.75U pg/L 
PCB-1 01 38.1U pg/L 
PCB-138 27U pg/L 
PCB-156 7.24U pg/L 
PCB-203 19.4U pg/L 
PCB-194 22.2U pg/L 
PCB-209 19.2U pg/L 
Dich lorobiphenyls 46.6U pg/L 
Trich lorobiphenyls 11.3U pg/L 
Tetrachlorobiphenyls 30.3J pg/L 
Hexachlorobiphenyls 80.8J pg/L 
Octach lorobiphenyls 96.1J pg/L 
De each lorobiphenyl 19.2U pg/L 
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Modified Final 
Sample Compound Concentration A or P 

L66498-17 PCB-005/008 4.09U pg/L A 
PCB-011 69.8U pg/L 
PCB-018 9.09U pg/L 
PCB-031 9.08U pg/L 
PCB-028 8.19U pg/L 
PCB-020/033 4.53U pg/L 
PCB-022 6.66U pg/L 
PCB-047/048 8.62U pg/L 
PCB-180 173U pg/L 
PCB-199 33.4U pg/L 
PCB-209 13.7U pg/L 
Dichlorobiphenyls 76.8J pg/L 
Trichlorobiphenyls 58.2J pg/L 
Heptachlorobiphenyls 189J pg/L 
Octachlorobiphenyls 115J pg/L 
Decachlorobiphenyl 13.7U pg/L 

L66498-19 PCB-005/008 11 U pg/L A 
PCB-011 73.1U pg/L 
PCB-018 11.4U pg/L 
PCB-031 14.3U pg/L 
PCB-028 9.48U pg/L 
PCB-020/033 6.24U pg/L 
PCB-022 5.22U pg/L 
PCB-04 7/048 7.7U pg/L 
PCB-156 8.5U pg/L 
PCB-182/187 22.5U pg/L 
PCB-180 173U pg/L 
PCB-199 19.3U pg/L 
PCB-203 29.3U pg/L 
PCB-209 8.52U pg/L 
Dichlorobiphenyls 89.9J pg/L 
Trichlorobiphenyls 53.3J pg/L 
Octachlorobiphenyls 111 J pg/L 
Decachlorobiphenyl 8.5U pg/L 
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LDC #: 38487 A31 

SDG #: PR164565 

VALIDATION COMPLETENESS WORKSHEET 
Level Ill 

Laboratory: Pacific Rim Laboratories. Inc. 

METHOD: HRGC/HRMS Polychlorinated Biphenyl Congeners (EPA Method 1668C) 

Date:~ 
Page:~of ;1.

Reviewer: 'tr 
2nd Reviewer: ~ 

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
l"d f f d" k h t va1 a1on 1n 1n_gs wor s ee s. 

I 
I. 

II. 

Ill. 

IV. 

V. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

XIV. 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13~ 
14 ';2.. 

15z... 

I llalidatioo A[ea I I Commeots 

Sample receipt/Technical holding times ~w,~ ~~ ~ . .c·~-
HRGC/HRMS Instrument performance check ~ 
Initial calibration~ A- ~s~~~/.:JE 
Continuing_ calibration l Qe lArH'$ 

Laboratory Blanks ~v.J 
Field blanks ~ 
Matrix spike/Matrix spike duplicates /:f:>uf ~/A- £~,<:~ 

Laboratory control samples A t..O~ 
Field du_Qiicates N 
Internal standards A 
Compound quantitation RULOQ/LODs ~ 
Target compound identification N 

System performance N 

Overall assessment of data A 
A = Acceptable ND = No compounds detected 

R = Rinsate 
D =Duplicate 
TB = Trip blank 

('tt4) 
" 

SB=Source blank 
OTHER: N = Not provided/applicable 

SW = See worksheet FB = Field blank · EB =Equipment blank 

Client ID LabiD Matrix Date 

L66175-1 PR164565 Water 09/17/16 

L66175-3 PR164566 Water 09/17/16 
~ 

L6628~-1 PR164567 Water 10/06/16 

L6628~3 PR164568 Water 10/09/16 

L66382-9 PR164569 Water 10/13/16 

L66382-11 PR164570 Water 10/13/16 
~8.1 

L6689f-17 PR164571 Water 10/13/16 

L66~19 PR164572 Water 10/13/16 

L66384-1 PR164573 Water 10/13/16 

L66384-3 PR164574 Water 10/13/16 

L66435-1 PR164575 Water 10/19/16 

L66435-3 PR164576 Water 10/19/16 

L66498-9 PR164598 Water 10/26/16 

L66498-11 PR164599 Water 10/26/16 

L66498-13 PR164600 Water 10/26/16 
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LDC #: 38487A31 

SDG #: PR164565 

VALIDATION COMPLETENESS WORKSHEET 
Level Ill 

Laboratory: Pacific Rim Laboratories. Inc. 

METHOD: HRGC/HRMS Polychlorinated Biphenyl Congeners (EPA Method 1668C) 

Client 10 LabiD 
~ 

16 L66498-15 PR164601 

17,. L66498-17 PR164602 

18 .,._ L66498-19 PR164603 

19 L66289-3DUP PR164568DUP 

20 

21 

22 

23 

?.:1 

Notes: 
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Water 

Water 

Water 

Water 

Date:#cdt 
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Reviewer:--4=-r--~ 
2nd Reviewer:~ 

Date 

10/26/16 

10/26/16 

10/26/16 

10/09/16 



LDC #: 38487 A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Blank extraction date: 01/04/17 Blank analysis date: 03/09/17 
"" " ..... _ - . ·----·---- --···.-·--· I ·- ·- ~--·••J'-

II Compound II 

1-1 
Blank ID ll Sample Identification 

MBPC170001 B II 5x I 1 I 2 I 3 I 4 I 19 I 
PCB-003 1.58 7.9 4.52 

PCB-005/008 7.07 35.35 18.3 

PCB-011 46 230 184 131 91.4 65.2 53.9 

PCB-018 8.67 43.35 9.48 

PCB-017 3.9 19.5 

PCB-031 7.71 38.55 27.4 38.2 16.6 8:73 12.3 
·-

PCB-028 8.18 40.9 27 25.4 15.9 9.23 

PCB-020/033 3.39 16.95 9.47 

PCB-022 2.6 13 8.62 

PCB-052/069 10.3 51.5 39.8 41 27.6 25 

PCB-159 1.4 7 

PCB-194 18.4 92 52.5 31 

Monochlorobiphenyls 1.6 8 

Dichlorobiphenyls 53.1 265.5 184 131 115/J 65.2 53.9 

Trichlorobiphenyls 34.5 172.5 65.3/J 125/J 67.8/J 18 18.4/J 

Tetrachlorobiphenyls 10.3 51.5 

Hexachlorobiphenyls 1.4 7 

Octachlorobiphenyls 18.4 92 78.6/J 
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133 

13.3 

20.9 

12.3 

47 

46.5 

133 

46.5 
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Reviewer:~ 
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6 I 7 I 8 

4.73 

151 

20.6 4.14 33.8 

14.4 

14.7 

2.57 10 

7.88 

10 29.3 

91.3 38.3 

4.7 

151 

29.7/J 63.5/J 33.8 

17.8/J 

91.3 

I 
I 



LOC #: 38487 A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Page: ~of>

Reviewer:~ 
2nd Reviewer:~_ 

:-...:::=:. 

IL Compnund IL __ ; _ Bla•1'40.."":...--:-: .• _.JI -· Sample Identification I 

~~- _ C> MBPC170001B II 5x ·I 9 I . 10 I 11 I 12 I I I I I I 
r-- .. ··- .--

PCB-003 1.58 7.9 

PCB-005/008 7.07 35.35 

,;::: jt=/;x-_~8:::5 1 
77

.

9 I 2: 98 I ~~:: I 42

.

2 I . I I I I I 
PCB-017 

~~B-Q~~--~---. -;~_,_ ______ L?:t.~------ ·-~1- 38.2~----! 10.3 -~8.75 I 9.64 I 10.2._____;.__ I 

~:.rcs-o-:a __ · ._ -~1--~:><3 ... "~§~1.13 ___ ~1 40.9 1 10.4 14.3 14 12.9 

13 

.3.39 __ ·--41 16.95 I 5.28 1- I I 4.82 . I I I I I -
2.6 =t==l=--+-+---+-t=t=~l ---U-~-t-~-pcs-o22 -·------1L-------1--- ···-· 

PCB-020/033 ,1---1---'-. -

r-cB-05~q~- 1 10.3 11 51.5 1 1 28.7 1 31.1 1 32.6 1 1 1 1 1 11 

PCB-159 1.4 7 

PCB-194 18.4 92 38.9 39.2 40.4 36.9 

Monochlorobiphenyls 1.6 8 3.1/J 

Dichlorobiphenyls 53.1 265.5 77.9 69 88.1 42.2 

Trichlorobiphe_r1_yl_s_ 34.5 172.5 36.7/J 45.9 34.7 29.9/J 

Tetrachlorobi~~_nyls 10.3 51.5 

~}~X~h!~llfJI..!_t:'IIYI:::> ··-·-··" ---~ :·'!~ _ _:_ ·-- -~~----- 7 : I 

;~Octaclilorobiphenyls .!!----~--~~- 92 1 

Laboratory blank results flagged "NJ" by the laboratory as estimated maximum possible concentration (EMPC) are considered not detected. 

All contaminants within five times the blank concentration were qualified as not detected, "U". 
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LDC #: 38487 A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Blank extraction date: 01/10/17 Blank analysis date: 03/17/17 

----· ···--· - -----· -- - ···.-·- . ·- ·- ----··•r-

I Compound II 

I i 
Blank ID II Sample Identification 

MBPC170012B II 5x I 13 I 14 I 15 I 16 I 17 I 
PCB-005/008 6.1 30.5 9.51 10.9 4.09 

PCB-011 34.5 172.5 117 38.1 73.3 35.7 69.8 

PCB-018 9.87 49.35 25.6 16.1 9.09 

PCB-031 5.29 26.45 10.8 2.95 7.59 4.01 9.08 

PCB-028 5.07 25.35 13.1 3.6 8.1 4.94 8.19 

PCB-020/033 3.25 16.25 5.64 4.53 

PCB-022 2.54 12.7 4.41 2.37 6.66 

PCB-052/069 6.17 30.85 7.38 24.7 13 

PCB-047/048 4.15 20.75 14.8 8.62 

PCB-044 5.01 25.05 7.31 

PCB-070 4.8 24 7.46 6.75 

PCB-093/098/095 7.45 37.25 

PCB-101 7.77 38.85 38.1 

PCB-118 2.08 10.4 

PCB-139/149 6.34 31.7 

PCB-153 2.99 14.95 

PCB-138 5.69 28.45 27 

PCB-156 1.98 9.9 7.24 

PCB-182/187 6.36 31.8 

PCB-180 37 185 155 166 173 

PCB-201 1.84 9.2 

PCB-199 8.78 43.9 34 33.2 33.4 

PCB-203 7.14 35.7 25.5 17.1 19.4 
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LDC #: 38487 A31 VALIDATION FINDINGS WORKSHEET 
Blanks 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

I Compound II Blank ID II Sample Identification 

I MBPC170012B II 5x I 13 I 14 I 15 I 16 I 17 I 
PCB-194 6.56 32.8 11.1 10.9 27.2 22.2 

PCB-205 2.27 11.35 6.81 5.25 

PCB-209 6.97 34.85 12.6 6.71 23 19.2 13.7 

Dichlorobiphenyls 40.6 203 134/J 41.6/J 73.3 46.6 76.8/J 

Trichlorobiphenyls 26 130 90.3/J 28.6/J 15.7 11.3 58.2/J 

Tetrachlorobiphenyls 20.1 100.5 42/J 30.3/J 

Pentachlorobiphenyls 17.3 86.5 

Hexachlorobiphenyls 17 85 80.8/J 

Heptachlorobiphenyls 43.4 217 189/J 

Octachlorobiphenyls 26.6 133 100/J 80.5/J 96.1/J 115/J 

I'"" 7 ~~ 1? Rill R 7/11 ?~Ill 1Q ?/II 1~ 7/11 

V:\Validation Worksheets\1668\MB\38487A31_MB.wpd 
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8.52 

89.9/J 

53.3/J 

111/J 

A &;/II 

I 

Page: .).-:of ~ 

Reviewer:-rf.L.-
2nd Reviewer:~ 

-

I I 
I 
I 



LDC #: ~~ 4i7A-?} VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported CRQLs 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

Page: _1_of_1_ 

Reviewer: ~ 

2nd Reviewer:~ 

Y N N/A 
Y N N/A 

Were the correct internal standard (IS), quantitation ions and relative response factors (RRF) used to quantitate the compound? 
Compound quantitation and CRQLs were adjusted to reflect all sample dilutions and dry weight factors (if necessary). 

--

# Date ~ Finding Associated Samples Qualifications 

I I I'-~ I I :z_ - 1.(;, I '"7 ___ ~~~QI I U/4 
I 

Comments: See sample calculation verification worksheet for recalculations 

V:\Validation Worksheets\ 1668\COMQUA_1668. wpd 



LDC #:30lf3'1 EDD POPULATION COMPLETENESS WORKSHEET 

The LDC job number listed above was entered by 

EDD Process 

I. EDD leteness 

Ia. - All methods 

lb. -All 

Ic. -All 

II. 

II a. 

lib. note which codes. 

lie. 

Illb. - Do all qualified detect results have detect qualifier 

(e.g. 

Ill c. - If reason codes are used, do all qualified results have 

reason code field and vice versa? 

Illd. -Does the detect flag require changing for blank 

If so, are all U results marked ND? 

Ille. -Do blank concentrations in report match EDD where 

data was due to blank contamination? 

Illf. -Were multiple results reported due to 

dilutions/reanalysis? If so, were results qualified 

Illg. -Are there any discrepancies between the data packet , ~ ( 
and the EDD? V \J 

Comments/ Action 

Notes: _________ *~s~e~e~d~is~c~re~p~a~nc~yLs~h~e~et~-------------------------------------------------------------------------------------

EDD Populatoin Checklist (word).docx 
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LABORATORY DATA CONSULTANTS, INC. 
2701 Loker Ave. West, Suite 220, Carlsbad, CA 92010 Bus: 760-827-1100 Fax: 760-827-1099

King County Environmental Laboratory September 21, 2017
322 W. Ewing Street
Seattle WA 98119
ATTN: Mr. Fritz Grothkopp

SUBJECT: Revised LDW Shoreline-Echo Lake SWE #2, Data Validation

Dear Mr. Grothkopp,

Enclosed is the revised validation report for the fraction listed below. This SDG was received
on May 18, 2017. Attachment 1 is a summary of the samples that were reviewed for analysis.

LDC Project #38726:

SDG # Fraction

PR171233 Polychlorinated Biphenyls as Congeners

Revision: Added U qualifier to PCB-031 for sample L66938-19 due to blank
contamination.

Please feel free to contact us if you have any questions.

Sincerely,

Stella Cuenco
Operations Manager/Senior Chemist

 



Shaded cells indicate Level IV validation (all other cells are Level II validation). These sample counts do not include MS/MSD, and DUPs L:\King County\Duwamish\Shoreline-Echo Lake\38726ST.wpd

352 pages-SF Attachment 1

Level III  EDD LDC #38726 (King County - Seattle WA / LDW Shoreline-Echo Lake SWE #2) Project #421879-250

LDC SDG#

DATE

REC'D

(3)

DATE

DUE

PCB

Cong.

(1668C)

  Matrix: W ater/Sediment W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S W S

A PR171233 05/18/17 06/09/17 11 0

Total T/SC 11 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 0 11
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LDC Report# 38726A31_RV1 
 
 Laboratory Data Consultants, Inc. 
 Data Validation Report 
 
Project/Site Name:  LDW Shoreline-Echo Lake SWE #2 
 
LDC Report Date: September 21, 2017 
 
Parameters: Polychlorinated Biphenyls as Congeners 
 
Validation Level:   Level III 
 
Laboratory: Pacific Rim Laboratories, Inc. 
 
Sample Delivery Group (SDG): PR171233 
 

Sample Identification 
Laboratory Sample 

Identification Matrix 
Collection 

Date 
L66938-5 PR171233 Water 01/18/17 
L66938-7 PR171234 Water 01/18/17 
L66938-13 PR171235 Water 01/18/17 
L66938-15 PR171236 Water 01/18/17 
L66938-17 PR171237 Water 01/18/17 
L66938-19 PR171238 Water 01/18/17 
L67070-5 PR171239 Water 02/09/17 
L67070-7 PR171240 Water 02/09/17 
L67413-1 PR171241 Water 03/29/17 
L67413-3 PR171242 Water 03/29/17 
L67413-4 PR171243 Water 03/29/17 
L66938-7DUP PR171234DUP Water 01/18/17 
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Introduction 

 
This Data Validation Report (DVR) presents data validation findings and results for the 
associated samples listed on the cover page. Data validation was performed in 
accordance with the Quality Assurance Project Plan for Monitoring Stormwater Retrofit 
in the Echo Lake Drainage Basin-RSMP Effectiveness Study (June 2015) and US 
Environmental Protection Agency (EPA) Region 10 SOP for the Validation of 
Polychlorinated Biphenyl (PCB) Data (Revision 1.0, December 8, 1995). Where specific 
guidance was not available, the data has been evaluated in a conservative manner 
consistent with industry standards using professional experience. 
 
The analyses were performed by the following method: 
 
Polychlorinated Biphenyls (PCBs) as Congeners by Environmental Protection Agency 
(EPA) Method 1668C 
 
All sample results were subjected to Level III data validation, which comprises an 
evaluation of quality control (QC) summary results. 
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The following are definitions of the data qualifiers: 
 
U Indicates the compound or analyte was analyzed for but not detected at or above 

the stated limit. 
 
J Indicates an estimated value. 

 
J1 Blank Contamination: Indicates possible high bias and/or false positives. 

 
J2 Calibration Range exceeded: Indicates possible low bias. 

 
J3 Holding times not met: Indicates low bias for most analytes. 

 
J4 Other QC parameters outside control limits: bias not readily determined. 

 
J5  Other QC parameters outside control limits. The reported results appear to 

be biased high. The actual value of target compound in the sample may 
be lower than the value reported by the laboratory. 

 
J6  Other QC parameters outside control limits. The reported results appear to 

be biased low. The actual value of target compound in the sample may be 
higher than the value reported by the laboratory. 

 
R Quality control indicates the data is not usable. 
 
NJ Presumptive evidence of presence of the compound at an estimated quantity. 
 
UJ Indicates the compound or analyte was analyzed for but not detected. The 

sample detection limit is an estimated value. 
 
A Indicates the finding is based upon technical validation criteria. 
 
P Indicates the finding is related to a protocol/contractual deviation. 
 
None Indicates the data was not significantly impacted by the finding, therefore 

qualification was not required. 
 
A qualification summary table is provided at the end of this report if data has been 
qualified. Flags are classified as P (protocol) or A (advisory) to indicate whether the flag 
is due to a laboratory deviation from a specified protocol or is of technical advisory 
nature. 
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I. Sample Receipt and Technical Holding Times 
 
All samples were received in good condition. 
 
The chain-of-custodies were reviewed for documentation of temperatures. Although the 
cooler temperature was reported at 7.6°C upon receipt by the laboratory, no data was 
qualified based on the cooler temperature since the temperature was below the 
validation criteria of 10°C. 
 
All technical holding time requirements were met. 
 
II. HRGC/HRMS Instrument Performance Check 
 
Instrument performance was checked at the required frequency. 
 
The static resolving power was at least 10,000 (10% valley definition). 
 
III. Initial Calibration 
 
A five point initial calibration was performed as required by the method. 
 
The percent relative standard deviations (%RSD) were less than or equal to 20.0% for 
unlabeled compounds and less than or equal to 35.0% for labeled compounds. 
 
The ion abundance ratios for all compounds were within validation criteria. 
 
IV. Continuing Calibration 
 
Continuing calibration was performed at the required frequencies. 
 
All of the continuing calibration results were within the QC limits for unlabeled 
compounds and labeled compounds. 
 
The ion abundance ratios for all compounds were within validation criteria. 
 
V. Laboratory Blanks 
 
Laboratory blanks were analyzed as required by the method. No contaminants were 
found in the laboratory blanks with the following exceptions: 
 

 
 

Blank ID 

 
Extraction 

Date 

 
 

Compound 

 
 

Concentration 

 
Associated 

Samples 
 
MBPC170234B 
 

 
04/11/17 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
58.9 pg/L 
4.15 pg/L 
58.9 pg/L 
4.2 pg/L 

 
All samples in SDG 
PR171233 
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Sample concentrations were compared to concentrations detected in the laboratory 
blanks. The sample concentrations were either not detected or were significantly greater 
(>5X blank contaminants) than the concentrations found in the associated laboratory 
blanks with the following exceptions: 
 

 
 

Sample 

 
 

Compound 

 
Reported 

Concentration 

 
Modified Final 
Concentration 

 
L66938-7 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
52.9 pg/L 
52.9 pg/L 

 
52.9U pg/L 
52.9U pg/L 

 
L66938-7DUP 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
42.7 pg/L 
42.7 pg/L 

 
42.7U pg/L 
42.7U pg/L 

 
L66938-15 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
77.2 pg/L 
77.2 pg/L 

 
77.2U pg/L 
77.2U pg/L 

 
L66938-19 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
 

 
53.4 pg/L 
4.11 pg/L 
53.4 pg/L 

 
53.4U pg/L 
4.11U pg/L 
53.4U pg/L 

 
L67070-5 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
235 pg/L 
279 pg/L 

 
235U pg/L 
279J pg/L 

 
L67070-7 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
22.7 pg/L 
22.7 pg/L 

 
22.7U pg/L 
22.7U pg/L 

 
L67413-1 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
21.3 pg/L 
3.66 pg/L 
21.3 pg/L 
11.2 pg/L 

 
21.3U pg/L 
3.66U pg/L 
21.3U pg/L 
11.2J pg/L 

 
L67413-3 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
25 pg/L 
3.1 pg/L 
25 pg/L 
6.3 pg/L 

 
25U pg/L 
3.1U pg/L 
25U pg/L 
6.3J pg/L 

 
L67413-4 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
22.2 pg/L 
0.94 pg/L 
22.2 pg/L 

8 pg/L 

 
22.2U pg/L 
0.94U pg/L 
22.2U pg/L 

8J pg/L 

 
VI. Field Blanks 
 
No field blanks were identified in this SDG. 
 
VII. Matrix Spike/Matrix Spike Duplicates/Duplicate Sample Analysis 
 
The laboratory has indicated that there were no matrix spike (MS) and matrix spike 
duplicate (MSD) analyses specified for the samples in this SDG, and therefore matrix 
spike and matrix spike duplicate analyses were not performed for this SDG. 
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Duplicate (DUP) sample analysis was performed on an associated project sample. 
Results were within QC limits. 
 
VIII. Laboratory Control Samples 
 
Laboratory control samples (LCS) were analyzed as required by the method. Percent 
recoveries (%R) were within QC limits with the following exceptions: 
 

 
 

LCS ID 

 
 

Compound 

 
 

%R (Limits) 

 
Associated 

Samples 

 
 

Flag 

 
 

A or P 
 
PC170235S 
 

 
PCB-074 
 

 
140.8 (60-135) 

 

 
L66938-13 
L66938-17 
L66938-19 
L67070-5 
 

 
J (all detects) 

 
P 

 
PC170235S 
 

 
PCB-074 
 

 
140.8 (60-135) 

 

 
L66938-5 
L66938-7 
L66938-15 
L67070-7 
L67413-1 
L67413-3 
L67413-4 
L66938-7DUP 
 

 
NA 

 
- 

 
PC170235S 
 

 
PCB-110 
 

 
179.4 (60-135) 

 
L66938-5 
L66938-13 
L66938-15 
L66938-17 
L66938-19 
L67070-5 
L67070-7 
L66938-7DUP 
 

 
J (all detects) 

 
P 

 
PC170235S 
 

 
PCB-110 
 

 
179.4 (60-135) 

 
L66938-7 
L67413-1 
L67413-3 
L67413-4 
 

 
NA 

 
- 

 
IX. Field Duplicates 
 
No field duplicates were identified in this SDG. 
 
X. Internal Standards 
 
All internal standard recoveries (%R) were within QC limits. 
 
XI. Compound Quantitation 
 
All compound quantitations were within validation criteria with the following exceptions: 
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Sample 

 
 

Compound 

 
 

Flag 

 
 

A or P 
 
All samples in SDG PR171233 

 
All compounds flagged “N” or “NJ” by the 
laboratory as estimated maximum possible 
concentration (EMPC). 
 

 
U 

 
A 

 
Raw data were not reviewed for Level III validation. 
 
XII. Target Compound Identification 
 
Raw data were not reviewed for Level III validation. 
 
XIII. System Performance 
 
Raw data were not reviewed for Level III validation. 
 
XIV. Overall Assessment of Data 
 
The analysis was conducted within all specifications of the method. No results were 
rejected in this SDG. 
 
Due to LCS %R and results reported by the laboratory as EMPCs, data were qualified 
as estimated in twelve samples. 
 
Due to laboratory blank contamination, data were qualified as not detected or estimated 
in nine samples. 
 
The quality control criteria reviewed, other than those discussed above, were met and are 
considered acceptable. Sample results that were found to be estimated (J) are usable for 
limited purposes only. Based upon the data validation all other results are considered 
valid and usable for all purposes. 
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LDW Shoreline-Echo Lake SWE #2 
Polychlorinated Biphenyls as Congeners - Data Qualification Summary - SDG 
PR171233 
 

 
 

Sample 

 
 

Compound 

 
 

Flag 

 
 

A or P 

 
 

Reason 
 
L66938-13 
L66938-17 
L66938-19 
L67070-5 
 

 
PCB-074 
 

 
J (all detects) 

 
P 

 
Laboratory control samples 
(%R) 
 

 
L66938-5 
L66938-13 
L66938-15 
L66938-17 
L66938-19 
L67070-5 
L67070-7 
L66938-7DUP 
 

 
PCB-110 
 

 
J (all detects) 

 
P 

 
Laboratory control samples 
(%R) 
 

 
L66938-5 
L66938-7 
L66938-13 
L66938-15 
L66938-17 
L66938-19 
L67070-5 
L67070-7 
L67413-1 
L67413-3 
L67413-4 
L66938-7DUP 
 

 
All compounds flagged “N” or “NJ” by the 
laboratory as estimated maximum possible 
concentration (EMPC). 
 

 
U 

 
A 

 
Compound quantitation 
(EMPC) 
 

 
LDW Shoreline-Echo Lake SWE #2 
Polychlorinated Biphenyls as Congeners - Laboratory Blank Data Qualification 
Summary - SDG PR171233 
 

 
 

Sample 

 
 

Compound 

 
Modified Final 
Concentration 

 
 

A or P 
 
L66938-7 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
52.9U pg/L 
52.9U pg/L 

 
A 

 
L66938-7DUP 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
42.7U pg/L 
42.7U pg/L 

 
A 

 
L66938-15 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
77.2U pg/L 
77.2U pg/L 

 
A 

 
L66938-19 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
 

 
53.4U pg/L 
4.11U pg/L 
53.4U pg/L 

 
A 

 
L67070-5 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
235U pg/L 
279J pg/L 

 
A 
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Sample 

 
 

Compound 

 
Modified Final 
Concentration 

 
 

A or P 
 
L67070-7 
 

 
PCB-011 
Dichlorobiphenyls 
 

 
22.7U pg/L 
22.7U pg/L 

 
A 

 
L67413-1 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
21.3U pg/L 
3.66U pg/L 
21.3U pg/L 
11.2J pg/L 

 
A 

 
L67413-3 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
25U pg/L 
3.1U pg/L 
25U pg/L 
6.3J pg/L 

 
A 

 
L67413-4 
 

 
PCB-011 
PCB-031 
Dichlorobiphenyls 
Trichlorobiphenyls 
 

 
22.2U pg/L 
0.94U pg/L 
22.2U pg/L 

8J pg/L 

 
A 

 
 



LDC #: 38726A31 

SDG #: PR171233 

VALIDATION COMPLETENESS WORKSHEET 
Level Ill 

Laboratory: Pacific Rim Laboratories. Inc. 

METHOD: HRGC/HRMS Polychlorinated Biphenyl Congeners (EPA Method 1668C) 

Date:.i~b;f;? 
Page:_iOf_J _ 

Reviewer: ~ 

2nd Reviewer: f1.=:==-

The samples listed below were reviewed for each of the following validation areas. Validation findings are noted in attached 
I'd f f d' k h t va1 a1on In 1ngs wor s ee s. 

I I ~alidatiao A[ea I I Cammeots 

I. 

II. 

Ill. 

IV. 

v. 

VI. 

VII. 

VIII. 

IX. 

X. 

XI. 

XII. 

XIII. 

XIV. 

Note: 

1 

2 

3 

4 

5 

6 

7 

8 

9 

10 

11 

12 

13 

14 

15 

Sample receipt/Technical holding times t?tJ,.A; ~~ 1,i 0{!_ (M) 
.A-

\ 

HRGC/HRMS Instrument performance check 

Initial calibration/~ A ~2oAs 
Continuing calibration A. &fl k~ 
Laboratory Blanks c;.w 
Field blanks ~ 
Matrix spike/Matrix spike duplicates /J/tA f ~(* ~S"XRL 

Laboratory control samples 

Field duplicates 

Internal standards 

Compound quantitation RULOQ/LODs 

Target compound identification 

System performance 

Overall assessment of data 

A = Acceptable 
N = Not provided/applicable 
SW = See worksheet 

Client ID 

L66938-5 

L66938-7 

L66938-13 

L66938-15 

L66938-17 

L66938-19 

L67070-5 

L67070-7 

L67413-1 

L67413-3 

L67413-4 

L66938-7DUP 

Nls 

c:;;w '-'~ 
f..( 

A-
~v.j 

N 

N 

~ 
ND = No compounds detected 
R = Rinsate 
FB = Field blank 

L:\King County\Duwamish\Shoreline-Echo Lake\38726A31 W. wpd 1 

T 

D = Duplicate 
TB = Trip blank 
EB = Equipment blank 

LabiD 

PR171233 

PR171234 

PR171235 

PR171236 

PR171237 

PR171238 

PR171239 

PR171240 

PR171241 

PR171242 

PR171243 

PR171234DUP 

SB=Source blank 
OTHER: 

Matrix Date 

Water 01/18/17 

Water 01/18/17 

Water 01/18/17 

Water 01/18/17 

Water 01/18/17 

Water 01/18/17 

Water 02/09/17 

Water 02/09/17 

Water 03/29/17 

Water 03/29/17 

Water 03/29/17 

Water 01/18/17 

I 



LDC #: 38726A31   VALIDATION FINDINGS WORKSHEET Page: 1    of   1   
 Blanks Reviewer:      SC        

2nd Reviewer:      PG        
METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C)

V:\Validation Worksheets\1668\MB\38726A31_MB.wpd  

Blank extraction date:   04/11/17   Blank analysis date: 04/21/17   
Conc. units:   pg/L      Associated samples:     All  Qualify U                                   

Compound Blank ID Sample Identification

MBPC170234B 5x 2 12 4 6 7 8 9 10 11

PCB-011 58.9 294.5 52.9 42.7 77.2 53.4 235 22.7 21.3 25 22.2

PCB-031 4.15 20.75 4.11 3.66 3.1 0.94

Dichlorobiphenyls 58.9 294.5 52.9 42.7 77.2 53.4 279/J 22.7 21.3 25 22.2

Trichlorobiphenyls 4.2 21 11.2/J 6.3/J 8/J

 

Laboratory blank results flagged “NJ” by the laboratory as estimated maximum possible concentration (EMPC) are considered not detected.  
  
All contaminants within five times the blank concentration were qualified as not detected, "U".



LDC #: ~1:l~./t3f VALIDATION FINDINGS WORKSHEET 
Laboratory Control Samples (LCS) 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

?:fase see 
/Y N N/A 
~~ N. N/A 
YfNJN/A Were the LCS percent recoveries (%R) and relative percent difference (RPD) within the QC limits? 

LCS LCSD 
# Date Lab I D/Reference Compound %R (Limits) %R (Limits) RPD (Limits) Associated Samples 

~11't>~s;$ ~~-01__4 l__~o. ~ cb0-1~> ( ) ( ) .M,t (3~-~ 
1 Ito 11~.1< 1_. ) ( ) ( ) (\ ~-~I \:2.~' 

r 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) . ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

( ) ( ) ( ) 

V:\Validation Worksheets\1668\LCS_1668.wpd 

Page: ____lot_/_ 
Reviewer:~ 

2nd Reviewer:~ 

Qualifications 

~M-1lo/.P 
_l_ I 



LDC #: 3t1~.A-~t VALIDATION FINDINGS WORKSHEET 
Compound Quantitation and Reported CRQLs 

METHOD: HRGC/HRMS PCB Congeners (EPA Method 1668C) 

Please see qualifications below for all questions answered "N". Not applicable questions are identified as "N/A". 

~ 
~ 

Were the correct internal standard (IS), quantitation ions and relative response factors (RRF) used to quantitate the compound? 
Compound quantitation and CRQLs were adjusted to reflect all sample dilutions and dry weight factors (if necessary). 

Page: _1_of_1_ 

Reviewer: ~ 
2nd Reviewer: 

# Date Sample ID Finding Associated Samples Qualifications 

I I I I Results flagged "N" or "NJ" as EMPC I All I U/A I 

Comments: See sample calculation verification worksheet for recalculations 

V:\Validation Worksheets\1668\COMQUA_1668C_EMPC.wpd 

-............_ 



LDC #: ?l(1). f.t; EDD POPULATION COMPLETENESS WORKSHEET Date:~/?J / 
Page:_l_of~ 

The LDC job number listed above was entered by ~ 

2''~er 

EDD Process Comments/Action 

I. EDD 

Ia. - All methods 

lb. -All 

I c. 

II. 

II a. ----
lib. 

lie. 

III. 

Illb. 

lllc. - If reason codes are used, do all qualified results have \...1 
reason code field and vice versa? 

Ill d. -Does the detect flag require changing for blank ----;--If so, are all U results marked ND? 

Ill e. - Do blank concentrations in report match EDD where V\ 
data was due to blank contamination? 

Ill f. -Were multiple results reported due to -+ dilutions/reanalysis? If so, were results qualified 

Illg. -Are there any discrepancies between the data packet rJ and theEDD? 

Notes: ________ ~*~se~e~d~i~sc~r~ep~a~n~cy~sh~e~et~----------------------------------------------------------------------------------

EDD Populatoin Checklist (word).docx 
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